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SECTION | 
GENERAL 





1. General 

Human limitations make it impossible for a pilot, 
using his senses alone, to cope with all the climatic 
conditions and mechanical devices involved in the 
flight of an airplane. Aircraft instruments give 
him invaluable assistance by indicating these condi- 
tions and the reactions of the many mechanisms. 
The dials of various instruments, located conveni- 
ently on the panel before him, record variations in 
temperature, pressure, speed, altitude, direction, 
drift, and attitude, and also indicate the mechanical 
condition of the engine. Even when it is impossible 
for the pilot to see the ground, reliable instruments 
provide him with all the information he needs to 
maintain flight. 


2. Design Characteristics 

a. Although there are many types of instruments, 
the demands of modern aviation make it necessary 
that all instruments meet certain requirements. 

b. Instruments must be light, because excessive 
weight in an airplane will retard its speed and 
effectiveness. 

c. Instruments must be small, because the space 
available for them is limited. 

d. Every instrument must be easy to read. Lum- 

- nous paint applied to the pointer and markings 
facilitate reading at night. Some instruments have 
built-in receptacles which ‘hold 3-volt lamps to give 
further assistance to the pilot in reading the dials. 
Other instrument dails are marked with a material 
that glows only when exposed to light from fluores- 
cent cockpit lamps. 
‘e. All instruments must be perfectly balanced 
and must indicate accurately, regardless of their 
positions and the effects of centrifugal forces 
encountered in flight. 

f. Instruments are designed to function accu- 
rately only when subjected to some _ vibration, 
because vibration is always present during flight 
even though the instrument panel is shockproof to 
some extent. (See par. 76.) 

g. Close proximity to other instruments on the 
panel makes it necessary for each instrument to be 
“immune” to the effects of magnetic fields. Some 
form of magnetism is active within every electrical 
instrument. Special cases prevent the magnetic flux 


from escaping from one instrument to another and 
causing inaccurate indications. 

h. Each instrument mechanism must be inclosed 
in a dustproof and rainproof case which is light 
and durable and resists corrosion. Cases are usually 
made of phenolic composition, but when an instru- 
ment weighs more than 5 pounds, an aluminum case 
is used. The glass is made raintight by the pressure 
of a snap ring which holds it against a rubber gasket. 

i. Any instrument should give at least 1,000 
hours of satisfactory performance between major 
overhaul (to be accomplished at air depots only). 
To insure mechanical perfection, rigid tests are 
made at the time the instrument is purchased, and 
careful maintenance and operation tests must be 
conducted while the instrument is in use. 


3. Inspection and Maintenance 

a. Aircraft instruments are designed to operate 
properly under ordinary flight conditions, but mal- 
functions may develop at any time; therefore it is 
necessary to maintain a rigid system of periodic 
inspections, tests, and repairs to insure the accuracy 
and general usefulness of the instruments. Any one 
of the following conditions, or a combination of 
several, may cause partial or complete failure of an 
instrument : 

(1) Excessive vibration. 

(2) Hard landings. 

(3) Violent aerobatics (particularly applicable to 
uncaged gyros). 

(4) Abnormal pressures. 

(5) Excessive temperatures. 

(6) Seasoning and aging of sensitive elements. 

(7) Overtightening of mounting screws and 
connections. 

b. The crew chief is responsible for the proper 
inspection and maintenance of the instruments, and 
he must be able to use them for intelligent diagnoses 
of engine troubles. 

c. Repair, inspection, and maintenance of aircraft 
instruments may be divided into major repair, base 
repair, and line maintenance. The scope of the work 
performed in each of these classifications is definitely 
outlined in Technical Orders and, in general, is 
based on the facilities which have been made avail- 
able to the agencies doing the work. It is important, 


therefore, that all maintenance personnel be informed 
as to the limits and restrictions placed on instrument 
repair. 


(1) Major repairs are performed at depots only 


and include all repair work that requires particular 


skill, special tools, jigs, and calibration equipment. | 


Luminous paint is applied, parts are replaced, and 
adjustment of internal mechanisms is made under 
this classification. 

(2) Base repairs are made at stations having base 
squadrons or detachments which function as the 
equivalent thereof. This work consists of bench 
tests and minor repair operations beyond the scope 
of line maintenance. 

(3) Line maintenance is the authorized instru- 
ment work performed by the crew chief and his 
assistants. It consists of the daily, preflight, 25-, 50-, 
and 100-hour inspections, such maintenance as may 
be required at these inspections, and the removal 
and replacement of instruments. 

d. Daity Inspection. During daily inspections 
the pointers are checked for excessive error at zero 
(except thermometers and absolute pressure-operated 
instruments which show indications consistent with 





surrounding conditions). The instruments are 
checked for loose or cracked cover glasses; the 
lights are checked; and caging and setting knobs 
are inspected for freedom of movement and correct 
operation. 

e. PReEFLIGHT InspPEcTION. Preflight inspections 
are made by the crew chief on airplanes prior to the 
first flight of the day. The instrument pointers are 
checked for excessive oscillation and the readings 
for consistency with engine requirements and speeds. 

f. Firry-Hovur Inspection. During the 50-hour 
inspection the crew chief (often assisted by an 
instrument mechanic) checks: 

(1) Instruments and dependent units for se- 
curity of mounting. 

(2) Lines and connections for leaks. 

(3) Dial markings and pointers for dull and 
discolored luminous markings. 

(4) Operation markings for correctness and 
discernibleness. 

(5) Electrical and bonding connections for good 
contacts and security of attachment. 

(6) Vibration absorbers for security of attach- 
ment and proper tension. 





SECTION I 
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PRESSURE GAUGES 


4. General 


a. Pressure gauges, like other aircraft instru- 
ments, were designed to help the pilot operate his 
airplane more safely and efficiently. They warn him 
of trouble and allow time to correct the trouble or 
find a suitable landing field before any serious condi- 
tion results. It is therefore important that pressure 
gauges give accurate indications at all times. These 
gauges are used for several purposes. They may 
indicate : 

(1) Pressure at which lubricating oil is being 
furnished to the engine. 

(2) Pressure at which fuel is being pumped to 
the engine. : 

(3) Pressure available for operating hydraulic 
units—the landing gear, brakes, flaps, etc. 

(4) Pressure available for operation of the 
rubber de-icer boots. 
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(5) Suction available for operating the air- 
driven gyroscopic instruments. 

(6) Pressure in the intake manifold of the 
engine under various operating conditions. 

b. There are four general types of pressure 
gauges: a 

(1) Bourdon-tube type. 

(2) Diaphragm type. 

(3) Aneroid type. 

(4) Opposed-bellows type. 


5. Principle of Operation 

a. Bourpon-Tuse Gauces. All Bourdon-tube 
pressure gauges are similar in construction and 
principle of operation, although they may be used 
for indicating various amounts of pressure. Rigid 
tubing or a combination of rigid and flexible tubing 
is used to connect the inlet at the back of the instru- 
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Figure 1. Bourdon-tube pressure gauge. 


ment case to the point at which the pressure is to 
be measured. The pressure (oil, fuel, or air) goes 
through this tubing and into the Bourdon tube. The 
Bourdon tube which is elliptical in cross-section and 
sealed at the outer end, is made of phosphor-bronze 
or beryllium copper. This outer end is free to move 
and is connected to a link, lever, and pinion which 
control the pointer, as shown in figure 1. The end 
of the Bourdon tube, which is fastened to the instru- 
‘ment case, is stationary at all times. Because of its 
construction, the Bourdon tube acts like a spring 
and tends to straighten out when internal pressure 
is applied. This straightening tendency is resisted 
on the outside surfaces of the tube by atmospheric 
pressure which is admitted to the case by a small 
vent (fig. 1) in the bottom of the case or by pres- 
sure introduced by means of a tubing connection 
attached to the instrument case. The gauge indicates 
the difference between the vent pressure and the 
pressure inside the tube and is called a differential- 
pressure measuring device. Any indication that it 
gives is caused by the pressure inside the tube differ- 
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ing from that on the outside. The tube will always 
return to its normal position when the pressure 1s 
released. All Bourdon tubes operate in this manner 
but a heavier tube will be required when the instru- 
ment is used for extremely high pressures. 

b. DiapHracM Gauces. This type of pressure 
gauge (fig. 2) uses a circular, hollow disk or dia- 
phragm for measuring pressure. The pressure or 
suction to be measured is admitted to the pressure- 
sensitive diaphragm through an opening in the back 
of the case. An opposing pressure, such as that of 
the atmosphere, is admitted through a vent in the 
case. Since the walls of the diaphragm are very 
thin, an increase of pressure will cause it to expand 
and a decrease in pressure will cause it to contract. 
Any movement of the diaphragm is transferred to 
the pointer by means of the rocker shaft, sector, and 
pinion, which are connected to the front side of the 
diaphragm. This gauge is also a differential-pressure 
measuring device since it indicates the difference 
between the pressure applied at the vent of the case 
and the pressure or suction inside the diaphragm. 
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Figure 2. Diaphragm type pressure gauge. 
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ligure 3. Aneroid type pressure gauge. 


c. ANEROID GauceEs. An aneroid (fig. 3) con- 
sists of two thin, metal, corrugated disks soldered 
together to form an airtight chamber. It differs from 
a diaphragm in that the arieroid is sealed, while the 
diaphragm has an opening to receive the pressure 
which is being measured. The air is removed from 
the aneroid and the pressure to be measured is 
admitted to the case of the instrument. The pressure 
inside the aneroid is constant, therefore the amount 
of pressure measured is direct or absolute and the 
gauge is not a differential-pressure measuring device. 

d. OPPOSED-BELLOws GaucES. This type of 
gauge (fig. 4) employs two opposed flexible metallic 
bellows having equal, effective areas. One, the 
vacuum bellows, is completely evacuated, and the 
other, the pressure bellows, is connected by tubing 
to a \%-inch outlet which protrudes through the 
rear of the case. Each bellows has a stationary head 
and a movable head. The two stationary heads are 
rigidly attached to the instrument frame; the movable 
pressure-bellows head and the movable vacuum- 


bellows head are attached to each other by a spacer 
sleeve. A helical, tension spring is wholly inclosed 
in the pressure bellows, and is fastened to the sta- 
tionary pressure head and the movable pressure 
head by threaded end pieces. Since the vacuum bel- 
lows is completely evacuated, the helical spring will 
always be under tension when the pressure in the 
pressure bellows is other than absolute zero. The 
pressure being measured will be absolute; any in- 
crease will cause the movable pressure-bellows head 
and the spacer sleeve, and therefore the movable 
vacuum-bellows head, to move to the right. Since 
the two opposed bellows have equal, effective areas, 
the effect of changes in external barometric pressure 
is balanced out, and movement of the bellows 1s 
independent of this pressure. Deflection of the bel- 
lows is, therefore, entirely a result of the changes 
in the absolute pressure in the pressure bellows. This 
deflection is transmitted to the pointer by means of 
mechanical linkage attached to the movable pressure- 
bellows head. 
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opposed-bellows type pressure 


gauge. 


e. On some units, an A-1 type pressure trans- 
mitter is installed close to the source of pressure. 
A low-viscosity fluid, similar to kerosene but known 
as compass liquid, is used between the transmitter 
and the indicator. 

(1) By use of this transmitter, viscous engine 
oil will be confined to the inlet of the transmitter 
where the engine heat will keep it relatively thin; 
inflammable fuels and oils will remain inside the 
firewalls, thus reducing fire hazard; fuel or lubricant 
will not be drained from the engine if a leak occurs 
in the indicator line. 

(2) The transmitter shown in figure 5@), is an 
aluminum cell divided into two chambers by a 
flexible diaphragm, corrugated to permit free dis- 
placement as the pressure is increased or decreased. 
Normally, the diaphragm serves only to prevent the 
fuel or oil in one chamber from mixing with the 
fluid in the other. If the line to the indicator, shown 
in figure 5(), shofild break or be shot away, the 
fluid will run out and the diaphragm will seal the 
small passage by which pressure is normally con- 
veyed to the line. A similar action will take place 
if a small leak develops in the line to the indicator. 
Consequently, it is imperative that the system be 
kept entirely free from leaks. 

(3) Before the outlet chamber, line, and indi- 
cator are filled with fluid, the nut on the diaphragm 
disk and valve assembly must be turned off the 
threads, and the knob pushed inward and turned 


é 


clockwise until firmly in place against the diaphragm. 
Fluid is pumped through the filler valve until no 
air bubbles flow from the bleed valve close to the 
indicator. After the system is filled, the filler and 
bleed valves are capped, and the disk and valve 
assembly returned to its original position. : 

(4) When the inlet chamber is filled with air- 
free fuel or oil, there will be little or no movement 
of the noncompressible fluids, but pressure changes 
will be accurately transmitted to the diaphragm and 
the indicator. 


6. Applications 

a. OJL-PRESSURE GAUGE. The oil-pressure gauge 
indicates the pressure under which oil is being sup- 
plied to the lubricating system of the engine. (See 
fig. 6.) This gauge warns the pilot of impending 
engine failure due to an exhausted oil supply, failure 
of the oil pump, burned-out bearings, broken oil lines, 
and other causes which may be indicated by a loss 
of pressure. 

(1) The standard type of oil-pressure gauge 
(fig. 7) is a differential-pressure measuring device 
using a Bourdon-tube mechanism. This gauge is 
constructed the same as other Bourdon-tube gauges 
except that it has a small restriction built into the 
case or into the nipple connection leading to the 
Bourdon tube. This restriction prevents the surging 
action of the oil pump from damaging the gauge or 
causing the pointer to oscillate too violently. The 
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Figure 5. A-1 pressure transmitter and installation. . 
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Figure 7. Osl-pressure gauge. 

oil-pressure gauge has a scale range from O to 200 
BED LINE-~ MINIMUM, SARE or 0 to 300 pounds per square inch. Operation mark- 
GREEN ARC -OPERATING RANGE ings are placed on the gauge to indicate the safe 
PEP RE KBANIMUM AES range of oil pressure for a given installation. (See 
fig. 8.) Oil pressures normally run from 60 to 90 
pounds per square inch. 


(2) <A dual-type oil-pressure gauge is available 
for use on multiple engine aircraft. The dual indi- 
cator contains two Bourdon tubes housed in a 
standard aircraft type case, one tube being used for 
each engine. The connections extend from the back 
of the case to the respective engine. There is one 
common movement assembly but the moving parts 
function independently. Pointers now marked F and 
L are being changed to read 1 and 2 or 3 and # to 
avoid confusion on four-engine airplanes. The 1 
and 2 markings will be used on two-engine airplanes. 






Figure 8. Oil-pressure gauge operation markings. 








(3) During cold weather the oil-pressure gauge 
may fail to indicate properly when the engine is first 
started. To prevent sluggish operation, which results 
from the use of thick, cold oil, the line leading to 
the gauge is disconnected, thoroughly drained, and 
refilled with light oil. 

(4) Three systems have been devised to alleviate 
sluggishness of oil-pressure and fuel-pressure gauges 
in cold weather as a result of the gauge-line fluid 
becoming stiff. Each of these systems requires a 
special servicing procedure. The three systems are 
as follows: 

(a) Type A-1 pressure transmitter system. This 
system interposes a second free-flowing, nonfreezing, 
nonhazardous liquid between the pressure source and 
the pressure gauge. This is accomplished by means 
of a pressure transmitter which transfers the oil 
pressure to the free-flowing, nonfreezing, non- 
hazardous liquid. The two liquids are separated by 
a flexible, pressure-transmitting diaphragm located 
between the two halves of the transmitter. (See 
fig. 9.) The oil pressure is transferred, without loss, 
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pressure-transmitter system, it is important that a 
quantity of liquid be kept in the reservoir of the 
master gauge unit at all times to prevent air from 
entering the transmitter system. The filling of the 
pressure-gauge side of the transmitter may be ac- 
complished by use of either a portable filler gun 
(fig. 9) or a master pressure-gauge unit (par. 98f). 
In either case, the line is serviced as indicated in 
figure 9; the portable filler gun or master-gauge unit 
is connected to the lower filler check valve (stamped 
“F’’) of the transmitter, the cap removed from the 
instrument check valve, and a bleed line attached. 
The charging is continued until no air bubbles appear 
at the end of the bleed line. If a master-gauge is 
used for filling the line, make sure that all oil is 
first removed from the master-gauge unit prior to 
filling with the ‘free-flowing, nonfreezing liquid 
(compass liquid or hydraulic fluid). 

(b) Dtrect-connected oil-pressure gauge system. 
This system consists of a line connected directly from 
the engine to the back connection of a conventional 
type oil-pressure gauge on the instrument panel. 
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Figure 9. Type A-1 pressure-transmitter system—showing method of filling. 


to the pressure indicating instrument. In weather 
below —26°C. (—14°F.), sluggish operation may be 
experienced because of the oil congealing in the 
short line from the transmitter to the engine. This 
can be overcome by filling the line with a low- 
viscosity fluid such as hydraulic fluid. With the 


When cold-weather operation of aircraft is antici- 
pated with resultant sluggishness in gauge operation, 
the oil-pressure line is filled with hydraulic fluid. 
The filling is accomplished through the filler check 
valve. (See fig. 10). Refilling the system should not 
be necessary until sluggishness is again noted. 
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Figure 10. Direct-connected otl-pressure-gauge system. 


(c) Panel serviced type, direct-connected o1l- 
pressure gauge system. In order to facilitate quicker 
service for direct-connected oil-pressure gauge sys- 
tems, the panel type system was developed. This 
system differs from the conventional direct-con- 
nected oil-pressure gauge system in that a line is 
connected to the filler check valve in back of the 
instrument and extended through the panel, as shown 
in figure 11. This enables the mechanic to service 
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Figure 11. Panel-serviced type of otl-pressure-gauge 
system. 


the line by connecting a filler gun to the fitting pro- 
truding from the instrument panel. The system need 
not be reserviced until such time as sluggish operation 
of the oil-pressure gauge is again noted. 

b. FUEL-PRESSURE GAUGE. The fuel-pressure 
gauge (fig. 12) indicates the amount of pressure 
being produced by the fuel pump which keeps fuel 
flowing to the engine. This gauge will warn the pilot 
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@ 0 to 23-pound gauge. 
Figure 12. Fuel-pressure gauges. 


of any condition, such as a broken or clogged fuel 
line, failure of the fuel pump, or interrupted flow 
of fuel when a switch is made from one fuel tank 
to another, which prevents the fuel from reaching 
the carburetors under sufficient pressure. 

(1) The standard fuel-pressure gauge is sealed 
airtight and contains a Bourdon type mechanism. 
This gauge may be used on either internally or 
externally supercharged engines. The gauge has two 
nipples in the back of the case, marked “Fuel” and 





“Air” or “Pressure” and “Air”, which connect the 
instrument to the engine fuel system. On some in- 
ternally supercharged engines, only the “Fuel” con- 
nections are made. (See fig. 13.) In these cases, 


the air vents remain open and the air pressure in . 
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Figure 13. Fuel-pressure gauge 


the instrument cases will be atmospheric or cockpit 
pressure. On other internally supercharged engines 
the air vents are connected to the air chambers of 
the carburetors. On an externally supercharged 
engine, the air inlet is connected to the air pressure 
chamber of the supercharger. (See fig. 14.) In any 
of the installations, the resulting gauge reading is 
that difference between the pressure of the fuel and 
the air at the carburetor inlets. 

(2) Another type fuel-pressure unit uses a 
small diaphragm type transmitter. This transmitter 
is installed as close as possible to the source of pres- 
sure. The pressure is applied directly to one side 
of the diaphragm. A low-viscosity fluid fills the 
space on the other side of the diaphragm and also 
fills a tube of small diameter. This tube connects to 
a standard type indicating instrument and the fluid 
pressure from the transmitter actuates the indicator. 
A mechanism is provided to “center” the diaphragm 
while this unit is being bled or filled. 


FUEL PRESSURE 
WARNING LIGHT 


(3) Dual fuel-pressure gauges are intended for 
use in multiple-engine airplanes and use two, op- 
posed, flexibles, metallic bellows for each pointer. 
Air pressure is admitted to one side of the bellows 
and fuel pressure to the other. 
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installattion—tnternally supercharged engine. 


(4) Fuel-pressure gauges used with pressure- 
discharge carburetors have ranges of 0 to 25 pounds 
per square inch, normal fuel pressure being 12 to 17 
pounds per square inch. The gauges used with other 
types of carburetors have ranges of 0 to 10 pounds 
per square inch, normal fuel pressures being 3 to 61%4 
pounds per square inch, or 6 to 9 pounds per square 
inch. The tolerance at zero of either type is + 0.3 
pounds per square inch. Figure 15 shows sample 
operation markings. 

c. ENGINE-GAUGE UNIT. (1) This instrument is 
a combination of a fuel-pressure gauge, an oil-pres- 
sure gauge, and an oil thermometer (described in 
sec. III) combined in one instrument case under one 
cover glass. This arrangement saves space on the 
instrument panel and with a minimum of effort, 
allows the pilot, to observe the pressures in the 
lubricating and fuel-feed systems and the tempera- 
ture of the engine oil. Each instrument maintains its 
separate function and has its own pointer and scale. 


(See fig. 16.) 
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Figure 15. Sample fuel-pressure-operation markings. 
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Figure 16. Engine-gauge unit. 
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(2) One type of engine-gauge unit employs three 
Bourdon-tube mechanisms, one for each of the three 
functions to be measured. Another kind consists of 
an electrical type Wheatstone-bridge oil thermometer 
and two Bourdon tubes to measure the oil and fuel 
pressures. A third variety consists of the resistance- 
bridge electrical type thermometer, a Bourdon tube 
for the oil-pressure gauge, and a fuel-pressure gauge 
containing two Bourdon tubes which indicate the 
difference between the pressure applied to the fuel 
vent and that applied to the air vent. Tube nipples 
are located on the back of the instrument for line 
connections to the fuel and oil systems. 

(3) When the three units of this gauge are con- 
nected to the engine, the oil-pressure line and the 
fuel line must be attached to their respective con- 
nections (marked “Fuel” and “Oil’’), on the back of 
the instrument case; otherwise serious damage to 
the mechanisms will result when the engine is started. 

(4) The engine-gauge unit measures fuel pres- 
sures from 0 to 10, or 0 to 25 pounds per square 
inch; oil pressures from 0 to 200 pounds per square 
inch, and oil temperature from O°C. to 100°C. or 
—/0° to 150°C. Tolerances are the same as for 
the instruments the engine-gauge unit replaces. If 
any of the three units of this gauge becomes inopera- 
tive, it is necessary to remove and replace the entire 
. assembly. Maintenance for the units in this gauge 
is the same as that described for individual gauges. 

d. Suction Gauce. (1) The purpose of the 
suction gauge is to indicate the amount of suction 
that is available for operation of the air-driven gyro- 
scopic instruments. Any reduction in the pressure 
or suction, below that specified as normal for actu- 
ating gyroscopic flight instruments, will impair their 
functioning. Therefore, a means must be provided 
to inform the pilot continually of the exact amount 
of suction being provided. Suction gauges are used 


also to give an indication of leaks in the vacuum 


system and to facilitate the proper adjustment of the 
system relief valve. 





Figure 17. Suction gauge-bellows type. 


(2) The suction gauge may have a pressure- 
sensitive element of the diaphragm or bellows type. 
The gauge shown in figure 17 is of the bellows type 
and has one inlet on the rear of the case. The gauge 
shown in figure 18 is of the diaphragm type and has 
two connections (marked ‘“‘Suction” and ‘“Vent’”) on 





@ Rear view. 
Figure 18.. Suction gauge—dtaphragm type. 


the rear of the case. If the former type is used, the 
opening on the rear of the case will be connected to 
the suction line. If the latter is used, the opening 
marked “Suction” is usually connected to the flight 
indicator at the air outlet and the one marked “Vent”’ 
is usually connected to a point between the flight 
indicator and air filter, as shown in figure 19. This 
is done in order to show the correct pressure dif- 
ferential across the instrument. Both types of gauges 
have scale ranges of from O to 10 inches of mercury 
(Hg), and the normal suction gauge reading is 334 


to 4% inches Hg. The suction gauge has a tolerance 


at zero of +0.1 inch Hg. 

e. MANIFOLD-PRESSURE GAUGE. The manifold- 
pressure gauge (fig. 20) indicates the manifold 
(supercharger) pressure of an aircraft engine 
equipped with a supercharger. Operation of an 
engine with too much manifold pressure will seri- 
ously damage the engine. Too little pressure will 
result in decreased horsepower output. 


AIR FILTER (1) The aneroid type gauge is frequently used 
Eli to indicate manifold pressure. The pressure to be 
aaa | measured enters the case through the connection in 
the back and fills the entire case. The corrugated 
walls are acted upon by this pressure and the absolute 
pressure is transmitted to the pointer by means of 
the mechanical linkage illustrated in figure 3. The 
pointer travels over a dial graduated in inches of 
mercury. 

(2) The opposed bellows type gauge, described 
in paragraph 5d, is also used to indicate manifold 
pressure. 

(3) <A third type of manifold-pressure gauge 
(fig. 21), contains an aneroid-diaphragm assembly 
which is sealed inside a pressure chamber. The mani- 
fold pressure enters the pressure chamber through 
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Figure 19. Location of suction gauges in vacuum system. 





Figure 20. Mantfold-pressure gauge. 
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Figure 21. Internally sealed type of manifold-pressure 
gauge. 


a damping tube at the rear of the case. The mechan- 
ical linkage used to transmit the motion of the 
diaphragm to the pointer is completely external to 
the pressure chamber and is therefore not exposed 
to the corrosive vapors of the manifold. The sealed 
chamber also prevents internal pressure reaching and 
damaging the cover glass and case. The aneroid 
assembly consists of two evacuated cells with a cell 
spacer between them. These are soldered and vented 
to a diaphragm base. An evacuation tube attached 
to the base provides a means of evacuating the cells. 
The two halves of the top cell are made of different 
materials, which introduces the necessary tempera- 
ture compensation into the assembly. A flexible strap 
connects the aneroid assembly to a bellows. The 
bellows serves to transmit the motion of the aneroid, 
resulting from a change in manifold pressure, to the 
mechanical linkage without loss of pressure, thus 
acting as a pressure seal. Any movement of the 
linkage is transmitted to the pointer. 


(4) Manifold-pressure gauges have scale ranges 
of 10 to 50 inches Hg. or 10 to 75 inches Hg. The 
tolerance is minus 0.4 inch Hg. The manifold-pres- 
sure gauge is designed to measure absolute pressure, 
and its operation is continuous. When the engine 
is inoperative, the gauge reading will depend upon 
the local barometric pressure, and under these condi- 
tions, functions the same as an ordinary barometer. 


(5S) Manifold-pressure gauge indications are 
governed by engine speeds and the type of super- 
charger employed. One kind of supercharger, the 
internal or geared type, is located in the induction 
system between the carburetor and the cylinder in- 
take ports. External (exhaust-driven or turbo) 
superchargers deliver air, under pressure, to the 
carburetor. They are used with internal super- 
chargers between the carburetor and the engine in- 
take ports. In some cases, fuel injectors are used. 
In all types of fuel induction, the manifold-pressure 
gauge measures-the pressure of the fuel-air mixture 
immediately before it enters the cylinder intake ports. 
A second gauge may be used on some airplanes to 
measure external supercharger pressure. 


(6) A manifold-pressure gauge is really a ba- 
rometer and therefore may be checked with the air- 
plane altimeter by first setting the pointers of the 
altimeter at zero. The barometric scale should show 
the local pressure in inches of mercury, and the read- 
ing of the manifold pressure gauge should agree 
with this pressure within +0.4 inch Hg. After the 
engine is started, the drain cock in the manifold- 
pressure gauge line, if used, should be opened for 
about 30. seconds, while the engine is idling. This 
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will clear the line and gauge of any condensate that 
may have collected there. Drain cocks are required 
on all new installations. Trouble has been experi- 
enced with the remote indicating gauges due to 
condensate. When the drain cock is closed, the 
pointer should move to the left, since the manifold 
pressure will be low. As the throttle is advanced and 
the engine rpm increased, the pointer on the gauge 
should move to the right (clockwise). 

(7) Manifold-pressure gauges, being directly 
connected to the manifold, are subject to sudden 
surges of high pressure. As a protection against 
these overpressures, a safety feature is incorporated 
in the gauge. This may be either a restriction screw 
or a dampening tube in the case-connection nipple. 
Proper setting of the restrictor is tested by applying 
a suction sufficient to bring the dial reading to 10 
inches Hg. After release, the indicator should reach 
25 inches Hg, with a lag of not less than 1 and not 
over 2 seconds. Similarly, after release from an 
applied pressure of 50 inches Hg, the indicator 
should reach 32 inches Hg, within the same limits. 

f. Hyprautic-(LANDING-GEAR) PRESSURE 
GaucE. (1) The landing-gear or hydraulic-pressure 
gauge (fig. 22) indicates the pressure available to 





Figure 22. Hydraulic-pressure gauge. 


operate the main landing wheels, tail-wheel flaps, 
brakes, bomb doors, and other hydraulic mechanisms. 
Depending upon the type of hydraulic system in use, 
the gauge may or may not function constantly during 
flight. 

(2) A Bourdon-type mechanism is contained in 
the landing-gear pressure gauge. The pressure to be 
measured is admitted through a %-inch tube nipple 
at the back of the case. A vent in the bottom of the 
case admits atmospheric pressure and provides a 
drain for moisture. The scale of this gauge has a 
range of 0 to 2,000 or O to 3,000 pounds per square 
inch. Normal operating pressure ranges from 600 
to 1,500 pounds per square inch. The tolerance at 





zero, for this type of gauge, is +40 pounds per 
square inch. The Bourdon tube and all connecting 
tubes have relatively heavy walls because high 
pressures are encountered. 

g. DeE-IcING PRESSURE GAUGE. (1) In airplanes, 
on which various surfaces are “de-iced”’ by the alter- 
nate inflation and deflation of rubber “boots,” the 
de-icing pressure gauge, shown in figure 23, gives 
the pilot an indication of the air pressure in the de- 
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Figure 23. De-tcing-pressure gauge. 


icing system. The gauge also provides a means of 
measurement in the setting of the relief valve in the 
de-icing pressure system. 


(2) This gauge contains a Bourdon-tube mech- . 


anism. The pressure enters the tube through a con- 
nection at the back of the case. Atmospheric pres- 
sure is admitted through the vent at the bottom or 
rear of the case. The scale range of the instrument 
is from 0 to 20 pounds per square inch, and the 
tolerance is +0.3 pounds per square inch. When 
the gauge is installed and connected to the de-icing 
system, the reading will remain zero at all times 
except when the de-icing system is operating. Be- 
cause of the periodic inflation of the cells, the gauge 
reading will fluctuate from approximately 3% to 7 
pounds per square inch unless a leak in the system 
occurs. This fluctuation is not to be confused with 
pointer oscillation, which is not a normal condition 
in any airplane gauge and which, if present, must 
be corrected. The gauge is connected to the exhaust 
side of the vacuum pump (fig. 24) usually at the 
air filter. | 


7. Inspection and Maintenance 
All pressure gauges must be checked at regular 
intervals for the following: 

a. LuMINosity oF DIAL AND PoInTeErR. The nu- 
merals, dial graduations, and pointers of pressure 
gauges are treated with luminous paint, so that they 
may read in the dark. If the paint becomes dull and 
discolored with age, or cracked and chipped from 










4 WAY VALVE A 
SUCTION RELIEF 
VALVE 








VALVES 


+ Rom GYRO 
INSTRUMENTS 


AIR DISCHARGE 
Ov=RBOARD 


SUCTION 


Figure 24. De-tcing-pressure gauge installation. 


normal vibration, the instrument is sent to the repair? 
depot to be repainted and a serviceable instrument 
is installed in its place. 

b. CORRECT AND CLEAR OPERATION MARKINGS. 
(1) Due to the wide divergence in operating pressures 
on various types of aircraft engines and aircraft 
equipment, it is necessary to paint or paste operating 
markings of various colors on the cover glasses of 
some of the instruments. Pressure gauges are 
marked to indicate the maximum permissible pres- 
sure and the normal operating range of pressure. 
Lines are marked on the cover glass, as shown in 
figures 8 and 15. Short radial lines (red) are used 
to indicate the maximum and minimum permissible 
pressure. Arcs of circles (green) are used to indicate 
the normal range of operating pressures. A short, 
white, radial index line is placed on the glass and 
case at the bottom of the instrument to make any 
movement of the glass apparent. Markers of the 
decalcomania transfer type, finished in luminescent 
materials for use with fluorescent lighting, are avail- 
able and should be used for this purpose. 

(2) It is necessary that the operating markings 
of various colors be clear and easily readable. The 
correctness of the markings can be easily determined 
by inspecting the short, radial, index line at the bot- 
tom of the instrument to see whether or not the 
cover glass has slipped. If the glass has slipped or is 
cracked, the instrument must be removed and re- 
placed, since the markings have changed and dust 
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or dirt may have accumulated in the case. If the 
markings are not clear, they may be replaced by 
the crew chief. 


c. Security oF Mountinc. The gauges must be 
mounted securely and all connecting lines anchored 
to prevent swinging or sagging. 

d. ZERO TOLERANCE OF POINTER. Pressure-gauge 
pointers are checked for accuracy at zero. The tol- 
erance should be within the limits specified for the 
particular gauge. An instrument, having a larger 
tolerance than specified, 1s removed for bench test- 
ing and is replaced by one which is more accurate. 


ée. SATISFACTORY LiGHT (IF APPLICABLE). The 
instrument light switch on the panel is turned on to 
determine whether the instrument lights are satis- 
factory. Before replacement of unsatisfactory lamps, 
the lamp resistor will be checked with a continuity 
tester. To determine satisfactory operation of fluo- 
rescent lamps, the inverter switch is turned on. 
Defective fluorescent lamps are replaced. 


f. Excessive PoInTER OscILLaTion. When pres- 
sure-gauge pointers fluctuate excessively, the damp- 
ening devices will be adjusted wherever applicable 
and all connections will be checked for proper se- 
curity and anchorage. If the pointer still oscillates, 
the instrument is defective and will be replaced. 

g. READINGS CONSISTENT WITH REQUIREMENTS. 
When the airplane engine is started, all pressure 


- gauges will be checked for the proper operating 


pressures as designated by the Technical Orders for 
that particular airplane. At periodic intervals when 
the engine is not running, the manifold-pressure 
gauge is checked against the airplane altimeter and 
the station barometer. If the difference 1s more than 
that specified in Technical Orders, the manifold- 
pressure gauge will be removed and replaced. When 
the engine is running at idling speed (usually 600 to 
800 rpm), the manifold-pressure gauge line in the 
cockpit will be opened for 30 seconds to remove 
condensed moisture, and the pointer will be checked 
for proper indication. 


7 SECTION III tS 
THERMOMETERS 





8. | General 


a. In the operation of modern aircraft, much 
depends upon the operator’s knowledge of the tem- 
peratures of engine units, engine fluids, and the 
surrounding air. To make these temperatures ap- 
parent visually, thermometers are provided. A 
thermometer is essentially an instrument which con- 
tains a substance having physical properties which 
vary with changing temperatures, and which meas- 
ures and indicates the extent of these variations. 
That is, any change in temperature results in a 
change in the physical properties of the substance. 
The extent of this change is recorded on the cali- 
brated scale of the thermometer in number of de- 
grees. The physical properties thus utilized in 
thermometers are vapor pressure of gases, and the 
thermal expansion, electrical resistance, and electrical 
potential of metals. 

b. The principles on which the operation of air- 
craft thermometers is based are: 

(1) The variation of vapor pressure of volatile 
fluids caused by a change in temperature. 

(2) The difference between the amount of ex- 
pansion or contraction of two different metals caused 
by a change of temperature. 

(3) The change of electrical resistance of a metal 
caused by a change of temperature. 

(4) The change in electrical potential between 
two different metals caused by a change in tem- 
perature. : 

c. Thus, thermometers may be classified by prin- 
ciple of operation as: 

(1) Vapor-pressure type. 

(2) Bimetallic (thermal-expansion) type. 

(3) Resistance type. 

(4) Thermocouple type. 
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Figure 25. 
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Vapor-pressure thermometer assembly. 


9. Principles of Operation 


a. VAPOR-PRESSURE THERMOMETER. (1) The 
vapor-pressure thermometer (fig. 25) contains, in 
a closed bulb, a quantity of a liquid such as methyl 
chloride, which tends to evaporate or condense 
according to temperature changes. Within certain 
limits, the higher the temperature, the greater the 
amount of vaporization and the greater the vapor 
pressure exerted outward against the walls of the 
bulb; the lower the temperature, the greater the 
condensation and the lower the pressure on the bulb 
walls. Since the changes in pressure in the bulb 
depend on changes in temperature, these changes in 
temperature can be measured by connecting a pres- 
sure gauge, calibrated in degrees, to the bulb. 


(2) To allow the vapor-pressure thermometer to 
indicate the temperature of some distant substance, 
the bulb containing methyl chloride is placed at the 
point where the temperature is to be measured, and 
a capillary tube conducts the pressure to a Bourdon- 
tube pressure gauge (fig. 26) on the instrument 
panel, 


(3) The changes in vapor pressure of the methyl 
chloride in the bulb are not in exact proportion to 
the changes in temperature over the whole range of 
temperatures. Therefore, if the movable part of the 
Bourdon tube were free to move without guidance 
or restraint, the scale on which the pointer moved 
would have to be calibrated in nonuniform gradua- 
tions. Since uniform graduation is desirable, either 
an eccentric cam or a “progressive restrainer” (fig. 
27) is used to guide the motion of the tube. The 
restrainer consists of a number of adjusting screws 
which bear on part of the length of the tube and 
guide it through a certain range of its movement. 


3) Bulb. 
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Figure 26. 
Vapor-pressure thermometer installation. 
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These screws must be adjusted from time to time 
so that the readings given by the pointer, according 
to the uniform scale on the indicator, will be accu- 
rate. This is accomplished at a depot. 

6. BIMETALLIC THERMOMETER. Two metals, 
which expand different amounts with the same 
change of temperature, are used in the bimetallic 
thermometer. Assume that two thin strips of the 
two metals are brazed together and straightened out 
at normal temperature, as shown in figure 28). 
If the metal A expands more than the metal B upon 
the application of heat, the bimetallic strip will tend 
to curl up, as shown in figure 28@). In aircraft 
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. Figure 28. Effect of temperature changes on bi-metallic 


Strep. 


thermometers, the strip is coiled so that a change in 
temperature causes it to wind or unwind. A pointer 
attached to the coil, and moving with it, indicates 
the temperature on a suitable scale. (See fig. 29.) 
The principle advantage of this type thermometer 
is that it is very accurate. 


c. RESISTANCE TYPE THERMOMETER. (1) The 


‘electrical resistance of a metal is directly affected by 


temperature. The resistance of nickel wire, for 
example, increases as its temperature increases, so 
that a measure of the resistance of a piece of nickel 
wire is a measure of its temperature. An aircraft 
thermometer, of the resistance type, consists of a 
nickel element in a bulb (fig. 30) located where the 
temperature is to be measured, a resistance measur- 
ing device as the indicator, and the connecting leads. 
The resistance measuring device may be either a 
Wheatstone bridge and D’Arsonval mechanism or a 
ratiometer. The resistance bulb is connected either 
as one leg of the bridge in a Wheatstone-bridge 
thermometer (fig. 31) or in series with one of the 
rotor windings in a ratiometer thermometer (fig. 32.) 

(2) A Wheatstone-bridge thermometer has a 
zero-adjusting screw on the face of the indicator 
and has a mechanical zero (a particular point on 
the dial where the pointer always comes to rest when 
the power supply is turned off.) (See fig. 33.) This 
point, clearly marked, may be O°C. or any other 
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Figure 29. Bi-metallic free-air thermometer. 
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Figure 33. 


point on the scale. In this thermometer, when the 
temperature of the sensitive element is 0° or 50°C. 
(depending on the design value), its resistance will 
be 100 ohms. Since the resistance arms 4, B and C, 
shown in figure 31, have a fixed resistance of 100 
ohms, the circuit will be in equilibrium and no cur- 
rent will flow through the coil of the D’Arsonval 
mechanism. When the bulb temperature increases or 
decreases, its resistance correspondingly increases or 





Figure 34. External wiring of Wheatstone-bridge thermom- 
eler, showing shorted and open leads. 
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decreases, while that of the other arms remains 
constant. The equilibrium is thus destroyed, and 
current flows through the coil of the D’Arsonval 
mechanism, causing it to rotate between the poles 
of the permanent magnet. Rotation of the coil causes 
movement of the pointer, indicating an increase of 
temperature when the bulb temperature (and re- 
sistance) rises, and a decrease when the bulb tem- 
perature (and resistance) decreases. The external 
wiring is shown in figure 34. Since the possible 
error due to variations of voltage supply is least 
near mechanical zero, the instrument is constructed 
so that mechanical zero is on that portion of the 
scale where the greatest accuracy is needed. 





lV heatstone-bridge thermometer indicator. 


- (3) The ratiometer type of resistance measuring 
device (fig. 35) is easily distinguishable from the 
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: Figure 35. Ratiometer-thermometer mdicator. 


Wheatstone-bridge type because it has no external 
zero-adjusting screw. Its accuracy is affected very 
slightly by voltage variations. In this thermometer, 
the circuit has two parallel branches. (See fig. 32.) 
One has a fixed resistance in series with the coil C-2 
and the other has the resistance bulb in series with 
the coil C-1. The two coils are wound around a rotor 
which is pivoted in the center. The pointer is at- 
tached to the rotor. A permanent magnet is so 
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placed that the air gaps between the magnet .and the 
coils are larger at the bottom than at the top, pro- 
viding an increasing, magnetic, flux density from 
bottom to top. The direction of current in each coil 
and the polarity of the magnate are such as to cause 
the coil carrying the greater current to move into 
the weaker field. When the bulb resistance equals 
the resistance R, and the same current is flowing 
through each coil, the torques balance and the pointer 
remains in the vertical (zero) position. When the 
bulb temperature rises, its resistance increases and 
the current through coil C-1 decreases. The torque 
of this coil decreases, and coil C-2 pushes downward 
into a weaker field, while coil C-1, with lower 
current, moves into a stronger field. The torques 
balance because the current-flux product, and con- 
sequently the force, of each coil is equal, at which 
point the coils will come to rest. Hence the pointer 
is moved to the new position on the scale which is 
calibrated in degrees of bulb temperature. This 
process is reversed if the bulb temperature decreases. 
Figure 36 shows the external wiring of the instru- 
ment. 
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Q) Rear view. 


d. THERNOCOUPLE THERMOMETER. (1) The 
purpose of the thermocouple type of thermometer 
is to measure relatively high (cylinder head) tem- 
peratures. Its operation depends on the difference 
between the electrical potentials of different metals 
in contact with each other. Two metals are used in 
aircraft thermometers of this type, either iron or 
copper being used with constantan which is an alloy 
of copper and nickel. The difference between the 
potentials of the two metals varies with the tempera- 
ture, so that a measurement of this difference is an 
indication of the temperature of the contact or 
junction. Since the voltage difference is very slight, 
a very sensitive milli-voltmeter is needed to measure 
it. The milli-voltmeter employs a D’Arsonval 
mechanism which is essentially a current-measuring 
device, but since the amount of current which flows 
through the resistance of the mechanism is deter- 
mined by the voltage applied, the D’Arsonval mech- 
anism can and does serve as a sensitive milli-volt- 
meter, shown in figure 37. The pointer is attached 
to the movable coil of the D’Arsonval mechanism 
and moves with it. 
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(@) Front view. 


Figure 37. Cylinder-temperature gauge. 





Figure 36. Ratiometer-thermometer wiring. 


(2) Electrical contact is made between the two 
metals at the point where temperature is to be 
measured and at the indicator through the indicator 
windings. The two junctions are termed, respec- 
tively, the “hot” junction and the “cold” junction 
(See fig. 38.) The voltage available to cause elec- 
trical current to flow through the indicator depends 
upon the difference between the temperatures of the 
hot and cold junctions, and upon the compositions 
of the metals used. Since the cold junction is sub- 
jected to a wide range of temperatures, some coin- 
pensation is necessary. This is provided auto- 
matically by a bimetallic spiral-spring compensator. 
This compensator sets the pointer to cockpit tem- 
perature if the thermocouple leads are disconnected. 
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Figure 38. Diagram showing connection of cylinder-temperature indicator, thermocouple leads, and thermocouple. 


10. Applications 

a. Free Ain THERMOMETERS. (1) Outside tem- 
peratures are important in the general operation of 
the airplane, especially when the moisture content 
of the air is such that there is danger of ice forming 
on the lifting surfaces of the airplane. The purpose 
of free-air thermometers is to indicate these outside 
temperatures. Thermometers of this type are gener- 
ally called “ice-warning indicators.” Owing to the 
dependence placed on free-air thermometers in flight, 
they are very accurately built and calibrated and can 
be used at any time as master instruments to check 
thermometers on the airplane, provided that at the 
time of comparison, the bulbs of both thermometers 
can be expected to be at the same temperature. These 
thermometers are used also when it is necessary to 
take the temperature of the free-air surrounding the 
aircraft at various altitudes. With the aid of alti- 
tude temperature computers, the true altitude may 





A. Indicator. B. Capillary. _C. Bulb. 
Figure 39. Free-atr thermometer. 
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be obtained when the indicated altitude is known. 
This is especially important when the airplane is 


performing a photographic or bombing mission, or 


where navigation problems, involving the use of 
airspeed, are to be solved. 

(2) The instrument may be of the vapor-pres- 
sure type, the bimetallic type, or the resistance type. 
The range may vary, but it is generally from —50° 
to +50°C. The scale, shown in figure 39, may have 
marked, on either side of zero, a critical range where 
ice formations may occur. The bulb is generally 
installed outside the slipstream on the leading edge 


of the wing (or some other suitable location) and id at 


a fore-and-aft position to minimize air resistanc 
The bimetallic thermometer, however, is mo 
through a hole in the plexiglas, the exac* mn 
depending on the type of airplane. 
b. CooLaNtT THERMOMETERS, % 
pilot in operating the engine ~ “ 


.ssist the 
- temperature 


D. Lamp. 








range in which best efficiency is obtained, coolant 
thermometers (fig. 40) or cylinder-head tempera- 
ture gauges are used. Liquid-cooled engines 





@® Single indicator. 


thermometer. The indicator has a scale range (fig. 


41) of from 0° to 350°C. The thermocouple gasket 


of solid copper is usually installed beneath the rear . 
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@) Dual indicator. 


Figure 40. Coolant thermometer. 


usually operate at temperatures between 60° and 
125°C. To prevent rapid loss of cooling liquid, the 
temperatures should always be held below the boiling 
point. While the boiling point of ethylene glycol is 
about 192°C. at sea level, it is only about 175°C. at 
20,000 feet altitude; consequently at that altitude, 
the engine must be operated at a correspondingly 
lower temperature. Shutters on the radiator enable 
the pilot to control the temperature during normal 
operation. Coolant thermometers will warn the pilot 
of engine overheating. Overheating is the first indi- 
cation of certain engine troubles and, if noticed in 
time by the pilot, the airplane may be landed with 
power before complete engine failure occurs. During 
the warming up on the ground, the coolant ther- 
mometer will also inform the pilot or mechanic when 
the engine has warmed up sufficiently for take-off 
and flight. In general, the cooling-liquid temperature 
should reach at least 70°C. before the take-off is 
attempted. 

(2) The mechanism may be of the vapor-pres- 
sure type or the electrical-resistance type, and fre- 
quently has a scale range of from -+20°C. to 
+150°C. A thermometer well is incorporated in 
the coolant outlet line from the engine to the radi- 
ator. The thermometer bulb is installed in the well, 
and the outlet temperature of the coolant is indicated 
on the thermometer gauge in the cockpit. 

(3) Another type of coolant-temperature indi- 
cating system, the self-synchronous remote-reading 
type, is described in section VII. 

c. CYLINDER-HEAD TEMPERATURE GAUGES. The 
function of the cylinder-head temperature gauge is 
to measure and indicate the temperature of air-cooled 
engines at some point on one of the cylinders, usually 
the hottest cylinder. The gauge is a thermocouple 





Figure 41. Cylinder-head-temperature gauge. 


spark plug of the hottest cylinder. The two leads, 
of iron and constantan or copper and constantan, 
are brazed to the copper gasket at the “hot” junction 
and attached to the indicator windings at the “cold” 
junction. | 

Note. The type and resistance of the leads to be used 

with an indicator are stamped or stenciled on the back 
plate of the indicator. 
Where an adjustable resistor is not provided, the 
thermocouple leads must not be lengthened or short- 
ened, since they are of a definite resistance and enter 
into the calibration of the instrument. Where an 
adjustable resistor is provided in the circuit, sections 
of the lead may be replaced and small variations in 
the length may be compensated for by adjusting the 
resistor until the total lead resistance is equal to that 
stamped on the back of the indicator. 

d. Ort THERMOMETER, (1) During warm-up the 
oil thermometer (fig. 42) indicates whether the 
engine oil has reached a temperature sufficient for 
take-off. In general, the oil temperature should reach 
30°C. before take-off is attempted. In flight, the oil 
thermometer indicates to the pilot whether or not the 
oil temperature is becoming excessive. The high 
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Figure 42. Oil-temperature gauge. 


temperature of the various engine parts tends to 
heat and thin out the lubricant (lower its viscosity) 
and hence decrease its lubricating qualities. The oil 
is cooled externally by an oil radiator with shutters 
which may be controlled by the pilot from the 
cockpit. 

(2) The mechanism of this thermometer may be 
of the vapor-pressure type or the electrical-resistance 
type, and may have a scale range of from 0° to 
150°C. The thermometer bulb is connected in the 
oil line near the inlet to the engine, facing the direct 
flow of the liquid. 

(3) The self-synchronous remote-reading oil- 
temperature gauge is described in section VII. 

e. CARBURETOR-MIXTURE AND AIR THERMOM- 
ETERS. To indicate the temperature of the fuel-air 
mixture at the carburetor, the carburetor-mixture 
thermometer is used. The carburetor-air thermom- 
eter indicates the temperature of the air entering the 
carburetor. Dual indicators for either carburetor- 
mixture indications or carburetor-air indications are 
available with a changeable caption, in the form of 
a subscale, carrying the words “Air” and “Mixt.”, 
either of which can be exposed to make the caption 
read “Carb. Temp. Air” or “Carb. Temp. Mixt.” 
(See fig. 43.) 





Figure 43. Carburetor-mixture thermometer indicator. 


(1) Either thermometer may be of the vapor- 
pressure or the electrical-resistance type, and usually 
has a scale range of from —45° or —100° to 
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+50°C. The bulb is generally installed in the throat 
of the carburetor (mixture chamber). When the 
instrument is being used as a carburetor-air ther- 
mometer, the bulb is installed in the air inlet to the 
carburetor. 


(2) The self-synchronous remote-reading type of 
carburetor air- or mixture-temperature indicating 
system is described in section VII. 

f. UNtversaL ELECTRICAL THERMOMETER. The 
purpose of the universal electrical thermometer, 
which has a conventional ratiometer mechanism and 
a standard scale range from —70°C. to +150°C., 
is to indicate the temperature of any medium with 
which a sensitive element (resistance bulb) is in 
contact. It is used on aircraft to indicate the tem- 
perature of the free air, carburetor air or mixture, 
engine cooling liquid, or the lubricating oil entering 
the engine. Each thermometer indicator is identified 
by a plate supplied for that purpose or by a label 
painted with aircraft enamel, which states the specific 
use. 


11. Inspection and Maintenance 

a. Some of the inspections and maintenance pro- 
cedures are common to all thermometers; each par- 
ticular type of thermometer also requires specific 
inspection and maintenance procedures. These are 
given in the following paragraphs. 

b. Att Typrs. (1) Because of the wide range 
of operating temperatures, it is necessary to have 
clear and correct operation markings of proper 
colors on the cover glass to indicate the operating 
limits of the instrument. Corfectness of markings 
can be determined by noting if the cover glass has 
slipped. If the glass has slipped or cracked, the 
instrument must be replaced, because the markings 
have changed position, and dust, dirt, or moisture 
may have accumulated within the case. If the mark- 
ings are not clear, they may be replaced by the crew 
chief. 


(2) Inspect the illuminating lamps or luminous 
markings for condition. 


(3) Check for loose dials or pointers. [-xcessive 
oscillation of the pointer may be due to looseness. 

(4) Check the entire installation for security of 
mounting. 

c. VAPOR-PRESSURE Type. (1) The units of 
vapor-pressure thermometers are sealed and cannot 
be separated without a total loss of the assembly. 
Particular care is to be taken of the capillary tub- 
ings, which should not be cut, broken, dented, 
stretched, or pulled taut, since this damages the 
thermometer beyond economical repair. They should 


be checked for minimum radius of bend, worn armor 
at all friction points, flexibility, and anchorage. If 
the correct lengths are not available, replacements 
may be made with longer capillary tubing provided 
the excess is neatly coiled and taped to some struc- 
tural part of the fuselage. 


(2) Excessive friction in the indicating mech- 
anism will result in wrong readings or sluggish 
operation. Tap the instrument sharply and note 
whether the pointer assumes the correct reading. If 
the pointer does not correct itself, it may be due to 
corrosion of the mechanism. The thermometer 
should be replaced. 


(3) When the vapor-pressure thermometer is 
used as a free-air thermometer, the bulb is checked 
for alignment. If the bulb is out of alignment it 
must be realigned for proper operation of the instru- 
ment. The free-air thermometer is checked against 
the hangar thermometer, or any other master ther- 
mometer, for similarity of reading. Since the free- 
air thermometer must be exact and therefore has no 
tolerance, these readings must coincide. If they do 
not, the thermometer will have to be replaced with 
an accurate instrument. 


(4) Loss of either liquid or vapor methyl 
chloride from the system will make the system in- 
operative; hence the system must be protected 
against damage. The capillary tubing should not be 
placed near heated parts of the engine, nor should 
there be any bend having a radius of less than 1% 
inch. The capillary tube should be securely fastened 
throughout its length so that it cannot whip or chafe, 
and yet it must be loose enough to allow for vibra- 
tion of the engine. Excess tubing should be neatly 
coiled and fastened securely to a convenient part of 
the aircraft where it will be out of the way. When 
the instrument is moved, care should be taken to 
mark the points where the capillary is anchored, in 
order that a satisfactory reinstallation may be made. 


d. BIMETALLIC Type. The bimetallic free-air 
thermometer is checked against a master liquid-in- 
glass thermometer for similarity of reading. Since 
the free-air thermometer must be exact, its accuracy 
must be within the values given in Technical Orders. 
If not, the thermometer will have to be replaced with 
an accurate instrument. 


e. Resistance Type. (1) Before condemning 
or reporting either the indicator or bulb as being 
unserviceable, a careful check should be made to 
insure that the apparent failure is not due to loose 
or shorted electrical connections, especially at the 
bulb end. The leads must be checked for proper 


insulation, anchorage, and security of connection at 
all terminals, and replaced if found unsatisfactory. 


(2) To check the thermometer for accuracy at 
mechanical zero, interrupt the current supply to the 
instrument. The Wheatstone-bridge type indicator 
can be adjusted for zero by means of the small screw 
on the front of the instrument. The ratiometer type 
indicator has no zero adjustment screw. The normal 
position of the pointer, with no voltage applied, 1s 
off scale at the low temperature end of the scale. 
An instrument, having a larger error than permis- 
sible, is removed for bench-testing and replaced by 
one which is accurate. 


(3) Should a lower reading than normal occur, 
a short circuit in the resistance bulb or the leads is 
indicated, since a short circuit will lower the re- 
sistance and the instrument indication. A complete 
short will result in the lowest instrument reading. 
Another possible trouble is an open ciréuit in the 
bulb or leads, due to an accidental break in the leads 
or resistance wire of the bulb. The result is high 
resistance, such as would be caused by an extremely 
high temperature. The reading will therefore be 
extremely high. Replacement of the bulb. or leads 
will be required if either of these troubles occurs. 
Faulty indications may also be attributed to a 
defective indicator. 


f. THERMOCOUPLE Type. To check the thermo- 
couple (cylinder-head) thermometer for its zero 
position, disconnect one of the leads from a stud on 
the back of the indicator. The instrument should 
then indicate the temperature of the cockpit. This 
can be checked by placing a master mercurial ther- 
mometer beside the cylinder-temperature gauge and 
allowing sufficient time for the master thermometer 
to attain cockpit temperature. If the cylinder-tem- 
perature gauge does not agree, it can be adjusted to 
agree with the master-thermometer reading by means 
of the zero adjusting screw located on the front of 
the instrument. 


g. INDICATION OF PROPER ENGINE OPERATION. 
With the engines operating, the thermometers 
should indicate the various temperatures accurately 
at different speeds and without excessive pointer 
fluctuations. The readings for ground throttle, 
cruising speed, and full throttle should be consistent 
with the requirements, as designated by the “G” 
file for the particular airplane. These readings on 
accurate thermometers indicate continually to the 
pilot whether the engine is operating properly during 
the various operating conditions. 
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SECTION IV 
TACHOMETERS AND SYNCHRONISM INDICATORS 





12. General 


a. In modern airplanes, tachometer indicators, 
which tell the speeds of the engines, are of par- 
ticular importance. This type of instrument is given 
a conspicuous place on the panel because of the 
importance of engine speed as an indication of 
performance. Internal combustion engines operate 
most efficiently over a very narrow range of speeds. 

b. Tachometers are generally classified as fol- 
lows: 

(1) Chronometric. 

(2) D-c generator-voltmeter. 

(3) A-c generator-voltmeter. 

(4) Synchronous rotor. 

(5) Self-synchronous (autosyn). (See sec. VII.) 


13. Chronometric Tachometer 
a. GENERAL. (1) In some airplanes the pilot’s 
seat is near enough to the engine to permit engine 
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speed to be measured mechanically. This is ac- 
complished, as in an automobile, by a flexible shaft 
which connects the engine with a chronometric 
tachometer. (See fig. 44.) The tachometer is mounted 
in the cockpit for the convenience of the pilot. 

(2) The chronometric tachometer is shaft-driven 
and used only on single-engine airplanes. Unsatis- 
factory operation results when the shaft length 
exceeds 20 feet. Attempts to use _ shaft-driven 
tachometers with a special two-way adapter on two- 
cockpit airplanes in which two complete sets of 
engine instruments were installed did not prove sat- 
isfactory. The bends in the shafts were so sharp 
that they caused wear and friction, resulting in 
quick deterioration of the shaft. 

b. Description. (1) The chronometric tachom- 
eter driveshaft is driven from a tachometer drive 
at half the speed of the engine crankshaft. The 
indicator dial, shown in figure 45, is graduated to 


Figure 44. Chronometric-tachometer drive shaft. 


28 


a A . d » £ 
PA Ci bia ee el bs & a © » & 
HWOWIFAN bv ' % 7% 
VIQGIIIZEAC DY WNIT VS 
ws we 











OA yet, e 
.’ 20 25 zs 
~ 


a eK pe 


a 


2 “a Be aS 
gi 


NI 





Figure 45. Chronometric-tachometer indicator. 


read in rpm of crankshaft speed. The indicator 
totals the number of revolutions during an interval 
of time and indicates that rate of engine speed 
during the following interval. This mode of opera- 
tion causes the pointer to move by jerks. As long 
as the driveshaft continues to rotate, this cycle of 
operation continues automatically. After rotation of 
the driveshaft ceases, the clock mechanism continues 
to tick for at least 5 seconds and the indicator hand 
returns to zero in a series of jumps. 


(2) Standard types of chronometric tachom- 
eters usually have a range of 0 to 3,500 or 0 to 
4,500 rpm. Each type is designed to include re- 
versing mechanism, which permits it to be driven 
clockwise or counterclockwise, so that no damage 
will be done to the mechanism because of engine 
kick-back. 

(3) The driveshaft assembly consists of a shaft, 
which is made of hard-drawn, bronze, wire shaped 
in a coil with suitable tangs soldered to each end 
for attachment to the engine and the instrument. 
The shaft is placed in a braided-copper, covered, 
metal casing which serves as a bearing in which the 
shaft can rotate. All parts are nonmagnetic, so that 
they will not interfere with compasses, and the cov- 
ering cn the casing serves as a shield to prevent 
interference with the radio. 

c. INSTALLATION. (1) The chronometric ta- 
chometer 1s mounted on the instrument panel in 
such a manner as to permit the shortest, most direct 
flexible-shaft connection. 

(2) The permissible minimum radius of bend 
in the shaft is 6 inches. When sharp bends at the 
engine or instrument end of the shaft cannot be 
avoided in any other way, 90° adapters may be used. 

(3) The shaft should be anchored at frequent 
intervals to prevent swinging and sagging. Flexible 
shafts should be located where excessive heat will 
not reach them. 


(4) The driveshaft retaining washer is placed on 
the engine end of the shaft to assist in holding the 
shaft in the casing during handling procedures prior 
to installation of the shaft assembly and is not of 
material value to the assembly after it has been 
installed. Therefore, if a replacement washer is not 
available, it may be left off the shaft entirely. 


d. INSPECTION AND MAINTENANCE. (1) If the 
pointer acts erratically, the fault will often be found 
in the flexible driveshaft. It may be due to a whip- 
ping of the shaft inside the housing, caused by a 
bend of too-short radius, by a dry flexible shaft, 
or by shaft connections which are either worn or 
of improper size. 

(2) If the instrument fails to indicate, faulty 
connections or a broken cable may be the cause. 
Care must be exercised in connecting the flexible 
shaft, since the cable is easily broken. If the shaft 
becomes defective, it is not repaired but is replaced 
with a new one. 


(3) The inspection and lubrication of tachom- 
eter shafts will be accomplished at each engine 
change unless local conditions warrant more fre- 
quent lubrication. Disassembly of the tachometer 
shaft is accomplished by disconnecting both ends 
of the shaft, removing the washer at the engine end, 
and pulling the inner shaft out of the casing from 
the instrument end. Both the inner shaft and the 
casing will be inspected for wear and corrosion and 
replaced with a complete assembly if either part is 
found to be excessively worn. The shaft is lubri- 
cated with a light coat of low-temperature grease, 
AN aeronautical specification AN-G-3, prior to re- 
installation in the casing. 


14. D-C Generator-Voltmeter Tachometer 
and Synchronism Indicator 


a. GENERAL. In large modern airplanes the 
chronometric tachometer failed primarily because 
of the weaknesses of long flexible shafts due to an 
excessive amount of bending. The distance between 
airplane engines and the instrument panel became 
so great that rotating mechanical connections were 
impractical. Consequently the d-c (direct-current) 
generator-voltmeter tachometer system was pro- 
duced. This made it possible to include in the sys- 
tem a synchronism indicator, which, when connected 
to two d-c (direct-current) generator-voltmeter 
tachometers through the proper circuit, indicates the 
difference between the rpm of two aircraft engines. 
Since synchronization of two engines by ear alone 
or by reading two tachometer indicators is difficult, 
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the synchronism indicator allows the pilot to adjust 
the throttles and mixture controls so that both 
engines will operate at the same speed. This pro- 
cedure minimizes vibration and increases engine ef- 


ficiency. 
b. DESCRIPTION. 





@ Generator. 


composed of a d-c generator, a voltmeter used as 
an indicator, and connecting leads. The generator, 
geared to the engine crankshaft, turns at one-half 
crankshaft speed. Since it is connected electrically 
to the voltmeter, an instantaneous reading is ob- 





Figure 47, D-c synchronism indicator. 
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(1) The d-c generator-volt- 
meter tachometer (fig. 46) is an electrical instrument 


tained. As the engine speed increases or decreases, 
the resulting reading on the indicator varies because 
the actual voltage output of the generator is directly 
proportional to the engine speed. The synchronism 
indicator (fig. 47) is connected into the circuits 
with the tachometer indicators and generators. In 
construction, it is essentially a very sensitive volt- 





@ Indicator. 
Figure 46. D-c tachometer indicator and generator. 


meter, which is adjusted to measure any difference 
between the voltages generated by the two gener- 
ators. A control switch makes it possible to measure 
either engine rpm. (““Tachometers On” position cf 
switch) or difference between engine rpm. (“Syn- 
chronizer On” position of switch.) 


(2) The scale range of the tachometer indicator 
is O to 3,500 rpm. The case is provided with a 
shield to prevent magnetic interference and keep 
static from interfering with radio operation. Three 
terminals protrude through the rear of the case for 
connecting the indicator in the circuit. These are 
marked +, 1, and 2. 


‘ 


(3) The tachometer generator is a small, com- 
pact unit designed for easy attachment to the engine 
accessory section. The arinature shaft is mounted 
in ball bearings and provided with a tang \for in- 
sertion into the drive unit on the enginel. 
rotation direction of the generator is optio 
will be governed by the particular type of 
to which it 1s attached. If the direction of rdtation 
is clockwise, the right-hand terminal will be positive; 
if the direction of rotation is counterclockwise, tle 
left-hand terminal will be positive. 






(4) The synchronism indicator scale (fig. 47) 
has the zero mark in the center and a range of 
50 rpm on either side of zero. The instrument case 
is shielded to reduce magnetic interference with 
compasses and radio equipment. Two terminals 
marked + and —, for connecting the indicator into 
the circuit, protrude through the rear of the case. 
The + terminal must be connected to the + ter- 
minal of the right engine tachometer. . 

c. Operation. (1) The switch is first set 
visually for the “Tachometers On” position, so that 
the engine speeds will show on each individual 
tachometer indicator. When the desired altitude has 
been attained and the airplane has been “‘trimmed”, 
the switch is set for the “Synchronizer On” posi- 
tion. The instrument will then indicate, by means 
of the difference between the generated voltages of 


essary to select either one or the other, and no 
damage will result from continuous or intermittent 
operation on either of the elective positions of the 
switch. 

d. INSTALLATION. (1) When the generator is 
mounted, the threads on the tachometer-drive outlet 
on the engine and threads on the generator are 
cleaned and a drop of oil applied. The generator 
is then fastened to the tachometer-drive outlet on 
the engine; the unit may be mounted with the ter- 
minal studs in any direction convenient for instal- 
lation. The indicator is connected to the generator, 
as shown in figure 48, with the correct size wire. 

(2) Two tachometer indicators may be used in 
a single-engine airplane where a complete set of 
engine instruments is required in each of the two 
cockpits. The two indicators are connected to a 
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Figure. 49. D-c tachometer wiring diagram (two indicators). 


the two tachometer generators, the difference in 
rpm between the speeds of the two engines. A clock- 
wise pointer movement indicates that the right 
engine is running at a greater speed, and a counter- 
clockwise rotation indicates that the speed of the 
left engine is greater. If the throttles are adjusted 
until both engines are running at the same speed, 
the indicator pointer will remain at zero. After both 
engines are synchronized, the position of the switch 
is optional. 

(2) Simultaneous indication of the tachometers 
and synchronism indicator is not possible. It is nec- 
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Figure 48. D-c tachometer wiring diagram (one indicator). 


single generator, as shown in figure 49. 
(3) When the synchronism indicator is installed 
on an airplane having two or more engines, it is 
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Figure 50. Wiring diagram of D-C tachometer and syn- 
chronism indicator. 
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mounted on the instrument panel and connected 
to each tachometer circuit, as shown in figure 50. 
e. INSPECTION AND MAINTENANCE. If the ta- 
chometer indicator reads backwards when the engine 
is started, reverse the connections at the generator. 
The indicator and generator are sealed units, and 
any repairs or adjustments necessary to the internal 
mechanisms are major repairs. The leads must be 
of the specified gauge and long enough to prevent 
tautness at any point. 
Installation of the leads must be unbroken at all 
points, and the leads must be anchored to struc- 
tural members of the airplane at least every 18 
inches. All connections should be clean and tight; 
otherwise resistance will be introduced and_ the 
readings will be incorrect. 


15. A-C Generator-Voltmeter Tachometer 

a. GENERAL.. The purpose and use of the a-c 
(alternating-current) generator-voltmeter tachom- 
eter are identical with those of the d-c type. The 


@ Generator. 
Figure 51. A-c generator-volitmeter tachometer indscator. 
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advantage of the a-c tachometer is that there are 
no brushes to cause error or radio interference. The 
troubles, caused by the effect of dirt, oil, wear, and 
vibration upon the brushes, are thus avoided. 


b. Description. The tachometer consists of an 
a-c generator, a voltmeter used as an indicator 
(fig. 51) and connecting leads. The generator con- 
sists of a permanent-magnet rotor revolving within 
a stator winding. The indicator consists of a d-c 
voltmeter and a rectifier unit. 


c. OperaTION. Rotation of the permanent-magnet 
rotor in the generator sets up an a-c voltage in the 
stator windings. This voltage is transmitted to the 
indicator by connecting leads. The a-c voltage is 
converted to d-c voltage by the rectifier unit and 
measured by the d-c voltmeter indicator. 


d. INSTALLATION. The tachometer generator 1s 
mounted on the tachometer drive of the engine. Con- 
nection is made between generator and indicator 
(fig. 52) by the correct size wire soldered to the 
removable AN standard plugs. 


CG A 
GENERATOR (@) 
@ © ; 
B A INDICATO 
SOU 


@ One indicator. 





@) Two indicators. 
Figure 52. A-c tachometer wiring diagram. 


e. INSPECTION AND MAINTENANCE. The gener- 
ator and indicator units of this tachometer are 
sealed units, and any repairs or adjustments neces- 
sary to the internal mechanisms are major repairs. 
Zero adjustment by means of the screw on the face 
of the indicator is made only at the time of calibra- 
tion and is not a part of line maintenance. The 
leads at all terminals must make good, clean contacts, 
and insulation of the leads must be unbroken at 
all points. 


16. Synchronous-Rotor Tachometer and 
Synchronism Indicator 

a. GENERAL. The synchronous-rotor tachometer 
is designed for the same purpose as other electrical 
tachometers, but has certain definite advantages. It 
is very accurate throughout the normal operating 
range. It employs no brushes, commutators, or slip 
rings which may involve excessive error, frequent 
maintenance, or radio interference. Where an aid 
to synchronization is desired, a synchronism indica- 
tor may be used with two or more synchronous- 
rotor tachometers. 





@ Screw mount. 


b. Description. (1) <A_ synchronous _ ta- 
chometer is made up of the following: a three- 
phase electrical generator (fig. 53) containing a 
rotor which is turned by the tachometer drive of 
the engine; connecting electrical leads; an indicator 
(fig. 54). A rotor in the indicator turns at a speed 
proportional to the speed of the rotor in the gov- 
ernor. The indicator moves the indicating-pointer 
system through a gear train (using the magnetic- 
drag principle.) 

(2) The generator rotor is driven from the ta- 
chometer-drive outlet in the engine accessory section 


@ Pad mount. 


Figure 53. Generator-voltimeter tachometer generators. 





© Type E-13 


@ Type E-14 


Figure 54. Synchronous rotor tachometer indicators. 
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TO ENGINE 
TACHOMETER DRIVE 






igure 55. Synchronous-rotor tachometer. 


at one-half the speed of the engine crankshaft. The 
rotor is a strongly magnetized permanent magnet 4, 
(fig. 55), the magnetic field of which, cuts the stator 
windings and sets up alternating voltages between 
the generator terminals. These voltages are trans- 
mitted to the stationary windings of the indicator, 
causing a rotating magnetic field in synchronism 
with that of the generator field. The magnetic rotor 
B (fig. 55) of the indicator is dragged around by 
this rotating field and thus rotates at a speed pro- 
portional to the speed of the magnet 4 in the gen- 
erator. Rotor B is connected to magnet C by the 
shaft D and turns at the same speed. The metal 
drum £, because of the current induced in it, is 
pulled around by the magnetic held of magnet C 
with a force proportional to the speed of the magnet. 
Rotation of the drum is restrained by a spring, so 
that the amount of rotation of the drum is pro- 
portional to the engine speed. The drum may move 
one or more pointers through a mechanical linkage. 

(3) The dual-element tachometer consists of two 
identical elements, each of which in turn consists 
of a synchronous motor and an indicating element 
similar to that described in the preceding paragraph. 
In this indicator, the pointers are driven by the 
elements through gears on concentric shafts to 
which the pointers are attached. Although the ele- 
ments of the dual-element indicator are similar to 
that of a single-element indicator, they are smaller 
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in size so that two elements can be placed in the 
same space as that occupied by the single-element 
indicator. The dual-element tachometer permits the 
speeds of two engines to be indicated on a single 
instrument. 


(4) Types of scales with which synchronous- 
rotor tachometers are equipped are shown in figure 
54. The type E9 indicator has two pointers ar- 
ranged concentrically, which indicate revolutions per 
minute on a common scale, the long pointer indicat- 
ing the hundreds and the shorter one the thousands. 
(The long pointer in moving through the scale of 
the instrument makes 3'% revolutions per minute. 
The short pointer in moving through the range of 
the instrument makes 0.35 of a revolution.) The 
type E-9A indicator has only one pointer which 
reads in hundreds, the thousands being indicated 
by the number which appears in the aperture at the 
left. The type E-1§ indicator shown, has only one 
pointer which reads in hundreds of revolutions per 
minute. The scale range is 0 to 4,500 rpm. Each 
subdivision on the scale represents 100 rpm. The 
type E-14 indicator shown is of the dual type. It 
has the same type scale as the type E-13 indicator, 
but has two pointers—one for the right-hand engine 
and one for the left-hand engine. 


(5) .For all but one engine of the airplane, the 
synchronism indicator employs induction motors . 
with light weight rotors which are turned solely by 
induction. This eliminates the necessity of having 


commutators, brushes, or other rubbing parts which 
impair accuracy and create radio interference. An 
indicator designed for a four-engine airplane would 
have three such motors. A miniature pointer is 
attached to each motor. These pointers are mounted 
on a dial which has no graduations, and each is 
numbere:! to indicate the engine to which it is 
connected. 


(6) The direction and speed of rotation of a 
pointer in:icates the relative speeds of that engine 
and the one selected as a ‘‘master.” It is customary 
to select the outboard left engine as the “master.” 
The tachometer generator of the “master” engine is 
wired to the rotors of the elements and the tachom- 
eter generators of the other engines are generally 
wired to the rotors of the elements in the synchron- 
ism indicator. If an engine is operating at a higher 
rpm than the master engine, the pointer will rotate 
clockwise. To synchronize the engines, the throttle: 
of all but the “master” engine are adjusted until 
the pointers stand still. 

(7) When a syncronism indicator is incorpo- 
rated in the system, tv-o systems of connection are 
used: the ungrounded (3-wire), shown in figure 56; 
and the grounded (2-wire), shown in figure 57. If 
the ungrounded (3-wire’ system is used, the direc- 





4) One indicator. 
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Figure 56. Synchronous-rotor tachometer wiring diagram 
ungrounded three-wire system. 


tion of indicator rotation may be changed by revers- 
ing the leads on any two terminals of the generator ; 
if the grounded (2-wire) system is used, the direc- 
tion of indicator rotation may be changed by revers- 
ing the A and B leads at the generator. Figure 58 
shows the corresponding diagrams for a dual 
synchronous-rotor tachometer. Direction of indi- 
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Figure 57. Synchronous-rotor tachometer wiring diagram 
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Wiring dtagrams—dual synchronous-rotor ta- 
chometer. 


Figure 58. 
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cator rotation may be reversed in the same ways 
as just described for the corresponding ungrounded 
and grounded single-element tachometers. 

c. INSTALLATION. The synchronous-rotor tachom- 
eter generator is installed on the tachometer drive 
of the engine. The generator may be of the screw 
mount (Type I) or the pad mount (Type II) type, 
both of which are shown in figure 53. The correct 
size wire, soldered to AN standard plugs, is used 
for connecting the generator to the indicator. 


d. INSPECTION AND MAINTENANCE. All units in 
this system are sealed except for the wiring hook-up, 
and any repairs or adjustments necessary to the 
internal mechanisms are major repairs. No lubrica- 
tion of the units is required between overhaul 
periods. In the event of unsatisfactory operation, 
examine all soldered connections for security and 
cleanliness, and check the wiring for electrical con- 
tinuity. If the cause of the trouble is not revealed 
by this check, replace the equipment. 


17. Maintenance 

a. All tachometers and synchronism indicators 
should be checked at regular intervals for the 
following: 

(1) Proper tachometer indication. The engines 
are operated at ground throttle, cruising speed, and 
full throttle. The “G” file for the airplane should 
give the proper readings on the tachometer indi- 
cators for these throttle settings. If the engine speed 
indicated is lower than actual speed, the leads may 
have been connected to the wrong terminals on the 
indicator. Figures 55 through 58 illustrate the proper 
connections for counterclockwise rotation of the 
generator shaft (looking toward the drive shaft 
end). If clockwise rotation is desired, reverse any 
two leads in the case of 3-wire connection and A 
and B leads in the case of grounded two-wire con- 
nection as previously explained in paragraph 16b(5). 


(2) Excesswe pointer oscillation. If the pointers 
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oscillate on the tachometer indicators or the syn- 
chronism indicator, it will be necessary to check all 
leads for proper security and anchorage, and the 
indicators and generators for security of mounting. 


(3) Backward movement of pointer. If the d-c 
or a-c indicators read backwards when the engines 
are operating, the polarities of the generators have 
been reversed. When this occurs, it will be necessary 
to change the leads at the terminals on the generators. 


(4) Zero tolerance of pointer. Zero adjustment 
of the pointer on the d-c or a-c generator-voltmeter 
tachometer indicators is accomplished by means of 
a small screw on the face of the indicator. 

b. D-c generator-voltmeter tachometers and syn- 
chronism indicators should also be checked for the 
following: 


(1) <Alatched generator output. When used in 
conjunction with the synchronism indicator, the two 
d-c tachometer generators are connected to one of 
the engines of the airplane, one generator to each of 
the tachometer outlets. The engine is then run at 
approximately 1,800 rpm, and the synchronism indi- 
cator should indicate zero. At operation above this 
speed, the error should not exceed that given in 
Technical Orders. If the two tachometer generator 
outputs are different, they will be removed for bench- 
test. If proper adjustment cannot be made, the gen- 
erator and synchronism indicator set is forwarded 
to the depot and exchanged for a replacement set. 
This set has already been adjusted so that the indi- 
cator will show zero when the tachometers are 
synchronized. 


(2) Operation of synchronism indicator. The 
control-gauge switch is set for the ‘Synchronizer 
On’”’ position, and one engine is operated at a higher 
speed than the other. The synchronism indicator 
should then indicate a difference between the speeds 
of the two engines. If the throttles are adjusted 
until both engines are running at the same speed, 
the indicator pointer should remain at zero. 


SECTION V 
FUEL-LEVEL GAUGES 





18. General 


a. In the operation of an airplane, it is essential 
for the pilot to know the exact quantity of fuel in 
the fuel tank or tanks. Thus a fuel-level gauge is 
necessary, and this must be kept in accurate oper- 
ating condition at all times. It enables the pilot to 
judge the permissible duration of flight before it is 
necessary to refill the tanks or move the selector 
switch to the auxiliary or reserve tanks. By means 
of this gauge the pilot can also determine the fuel 
consumption of an engine over a given period of 
time. There are many different types of these instru- 
ments. The type selected for use generally depends 
on the size of the airplane on which the instrument 
is to be installed, and the number and location of 
the fuel tanks. 

b. The instrument is usually composed of a float 
arrangement in the fuel tank, an indicator in the 
cockpit, and a means of transmitting an indication of 
the fuel level from the tank to the indicator. In 
general, the various kinds of fuel-level gauges may 
be classified as follows: 


(1) Sight glass. 
(2) Mechanical. 
(3) Hydraulic. 
(4) Electrical. 
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CUT-OFF VALVE 


Figure 59. Sight-glass fuel-level gauge. 
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19. Sight-Glass Gauges 

The sight-glass gauge (seldom used) is shown in 
figure 59. It is the simplest form of all fuel-level 
gauges. The indicator is usually either a glass or 


a clear plastic tube running from the top to the 


bottom of the tank. The tube itself may be cali- 
brated in numbers of gallons, or it may have a metal 
scale mounted adjacent to it. A shut-off valve may 
be located at the bottom of the tube. Closing this 
valve will prevent the loss of fuel if the tube is 
broken or 1s to be drained for cleaning. 


20. Mechanical Gauges 

a. Fuel-quantity gauges of the mechanical type 
utilize an indicator either above or below the fuel 
tank. The indicator is connected with a cork or 
metal float resting on the surface of the fuel. Various 
designs are described in the following paragraphs. 

b. The float-and-lever fuel-level gauge, shown in 
figure 60, depends on direct mechanical linkage for 
its operation. The float movement is— transferred 
through lever arms and links, or a system of lever 
arms and gears, to the pointer. 

c. The inverted float gauge, shown in figure 61, 
also depends on direct mechanical linkage for its 
operation. This type of gauge is used in aircraft 
equipped with a fuel tank located in the upper wing. 
A rod suspended from the float ends in a disk that is 
visible through a transparent tube projecting below 
the wing. The tube is graduated to show the quan- 
tity of fuel in the tank. The great objection to this 
type of gauge is the possibility of breaking of the 
tube. If this occurs the entire contents of the tank 
will be lost. 

d. The magnetic gauge, employing the principle 
of magnetic drag, has a magnetized pointer and a 
permanent magnet. These are separated by a solid 
diaphragm which acts as a seal and thus prevents 
leakage of fumes or liquid. In one type (fig. 62), 
the float lever operates a magnet shaft by means of 
a gear and pinion. Movement of the magnet shaft 
changes the position of the permanent magnet, which 
in turn actuates the magnetized pointer. In another 
type of magnetic gauge (fig. 63), the magnet shaft 
is rotated by means of a swivel pin which is attached 
to the float and operates in a helical slot. Movement 
of the magnet shaft changes the position of the 
permanent magnet, which actuates the magnetized 
pointer. Both types of gauges are installed by screw- 
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Figure 61. Inverted float gauge. 
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ing the gauge directly into the tank. The utmost 
care must be taken to prevent seizing of the threads. 
The gauge must be tightened or loosened by a series 
of small fractions of a turn, allowing the heat gen- 
erated with each turn to be entirely dissipated. 


Usually about 10 minutes must elapse after each 
fraction of a turn. 


TANK 


21. Hydraulic Gauges SO 

a. The hydraulic type of fuel-level gauge, shown 
in figure 64, consists of a closed hydraulic system 
with a tank unit, an indicator unit, and the flexible 
tubing connecting these two. The tank unit is made 
up of two bellows, 4 and B, connected by a fixed 
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Figure 62. Magnetic fuel-level gauge. 
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Figure 63. Magnetic fuel-level gauge. 


arm to which is attached the tank float. The indi- 
cator unit is made up of a similar set of bellows, 
C and D, connected by a linkage to which the pointer 
is attached. As the float in the tank falls, bellows B 
is compressed and bellows A expanded. Bellows D 


therefore expands and bellows C contracts, so that 
the pointer is forced to the left. Any increase in 
pressure, due to temperature expansion of the liquid 
within the hydraulic system, will not affect the posi- 
tion of the pointer, since the expansion will cause 
the two bellows in the indicator unit to move inward 
toward each other and create an equal movement on 
both sides of the mechanical linkage. The pointer is 
affected only when both bellows in the indicator unit 
move in the same direction; this occurs only as a 
result of the float movement. 

b. The objections to this type of gauge are that 
it may be used only on airplanes having single tanks 
and that the capillary tubing may become broken 
or obstructed. 


22. Electrical Gauges 

a. GENERAL. The principle advantage of elec- 
trically operated fuel level gauges is that the quantity 
of gasoline can be indicated at points which are 
remote from the tanks. Older installations employ 
a unit which consists of a dial change indicator and 
a built-in selector switch. (Fig. 65). The indicator 
consists of a revolving drum (attached to which is 
a separate dial for each tank) and a ratiometer or 
voltmeter type indicating mechanism. (The volt- 
meter type, which requires a voltage regulator and — 
a separate resistance box, is rapidly becoming obso- 
lete.) When the selector switch knob is turned to 
a certain tank position, a dial calibrated for that 
tank automatically comes into view. [‘ach indicator 
may have a single pointer arranged to move over a 
90-, 120-, or 300-° scale, or it may have a number 
of calibrated scales (with a pointer for each scale) 
mounted in a single housing. (See fig. 66.) Newer 
installations employ multiple indicators, which show 
continuously, the quantity of fuel in each tank. 
Ratiometer type indicating mechanisms are used in 
these installations. 

b. RaTIOMETER MECHANISMS. Two types of 
ratiometer mechanisms are used. In one type two 
coils are arranged to move in a non-linear gap of a 
permanent magnet. The coils carry the pointer, the 
movement of which is determined by the ratio of the 
currents in the two coils. In the other type mecha- 
nism, a magnetic rotor moves in a field produced by 
stationary coils. The rotor carries the pointer. The 
ratio of the currents in the coils controls the mag- 
netic field which, in turn, controls the rotor and 
the pointer attached to it. (The ratio of the currents 
in the coils of both types of mechanisms 1s controlled 
by a variable resistance in the tank unit.) 
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Figure 64. Hydraulic fuel-level gauge. 
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Figure 66. Dual fuel-level indicator. 


c. Tank Units. Two types of tank units in 
general use are the pivoted-arm type and the direct- 
lift type. In both of these types, a direct mechanical 
linkage is employed to transmit movement of a float 


40 


eee 










TANK 
BELLOWS “A” 


BELLOWS "B" 


to the movable contact arm of a variable resistance. 
A metal bellows, which is part of the linkage, serves 
as a seal and prevents leakage. A low-level, warning 
switch may be incorporated in either type unit. A 
third type of tank unit is described in paragraph 
22c(3). 

(1) The pivoted-arm type consists of a housing 
and fulcrum assembly (which contains the variable 
resistance, the bellows seal, an electrical connector 
and, if used, a warning switch), a float arm and 
linkage assembly, and a float. (See fig. 67.) Move- 
ment of the float is transferred through the linkage 
system to the contact arm of the variable resistance 
as shown in figure 68. The position of this contact 
arm determines the ratio of the currents in the coils’ 
ip the indicating mechanism. (See fig. 69.) 

(2) The direct lift tank unit, shown in figure 
70, consists essentially of a housing and bearing 
assembly (which contains the variable resistance, a 
bellows seal, an electrical connector and, if used, a 
warning switch), and a tube assembly (which con- 
tains a float guide tube and a float). A roller, at- 
tached to the float, runs in the spiral guide slot in 


. the tube, therefore the float will turn as it moves 


up or down. The rotary motion of the float is trans- 
mitted to the movable contact arm of the variable 
resistance by means of a central shaft which is 
actuated by rollers attached to the float. 

(3) <A third type of tank unit is the magnetic 
drag type. This unit consists of a float and gear 
assembly, a tube and shell assembly, and a Selsyn 
transmitting element and an electrical connector. 
Movement of the float is transmitted through a set 
of gears to a shaft to which is attached a U-shaped 
magnet. A diamond-shaped magnet, inside the U- 
shaped magnet, is attached to the shaft of the Selsyn 
transmitting element. When the U-shaped magnet 


- 1s turned (by movement of the float), the diamond- 
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Figure 67. 
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Figure 68. Method of transferring movement of float arm 
to variable resistance. 
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Figure 69. Wiring diagram—ratiometer type fuel-level 
gauge. 

shaped magnet is turned (by magnetic drag) and 
an indication of this motion is transmitted electri- 
cally, to the indicating element. (See sec. VII.) 


d. Wrrinc Diacrams. (1) A schematic wiring 
diagram of a system incorporating a 90° pointer 
travel type indicator and one tank unit is shown in 
figure 71@. By use of a single pole switch, this 
type indicator can be used with two or more tanks 
as shown in figure 71@). 

(2) <A schematic wiring diagram of a system in- 
corporating a 300° pointer travel type indicator and 
one tank unit is shown in figure 72. A low level 
warning light is incorporated in this system. 


'(3) A system containing a dual-pointer indicator 


_ and two tank units is shown in figure 73. This sys- 


tem also incorporates a low level warning switch. 


(4) The range of operation required in some 
wing tanks is greater than that of one tank unit. In 
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Figure 70. Direct lift type tank unit. 
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Figure 71. Wiring diagram—90° pointer-travel type of indicator. 


cases of this kind, two tank units are used-one near 
the bottom of the tank and one near the top of the 
tank. A schematic wiring diagram of one system of 
this kind, called a “two-step” system, is shown in 
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figure 744). The lower tank unit is equipped with a 
transfer switch. When the float on the lower tank 
unit reaches the limit of its upward travel, this 
switch “cuts in” the upper tank unit which registers 


@ ce (5) The two-step system will give erroneous in- 
LN dications when the airplane rotates about the longi- 
INDICATOR ; 


tudinal axis. The totalizer system, shown in figure 


74@), was developed to eliminate this trouble. Each 
O + 


UO) 
TO 


tank unit has two potentiometers connected to a 
C common axis. As the resistance of one potentiometer 
ener E increases, the resistance of the other decreases. 
GRENING 23. Inspection and Maintenance 

= LIGHT a. SIGHT-GLASS GAUGES, Sight-glass types of fuel- 

° level gauges seldom require attention, other than 

0 periodic draining, to remove any sediment which may 

| Oy 26 accumulate at the lower end. A drain plug is incor- 

porated in the bottom of the tube for this purpose. 

A 4+ In case of tube breakage the unit is replaced with 
EY length of the tube should be checked -for cracks. The_ 

SOURCE  e connections in which the tube is seated should be 





a new one. During periodic inspections, the entire 
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in a leak. It is apparent that the sight-glass type of 
0 fuel-lever gauge is accurate only when the airplane 


is in a level flying position, For this reason level 
indicators are provided. 


ares inspected for looseness, decomposed rubber fittings, 
Co loose clamps, or any other defect that might result 
he oF 

ee 
C B 


iI 


Figure 72, Wiring dtagram—300° pointer-travel type of b. Mecuanicat Gavuces. (1) Mechanical-type 

nae gauges often fail to function properly. The principal 
reasons for failure are sticking or binding of the 
float in the float well; loss of buoyancy of the float, 
which may be caused by fuel soaking into the float 
(in the case of wood floats) or by leaks (in the case 
of metal floats); sticking, binding, or breaking of 
the mechanism connecting the float to the gauge. 


INDICATOR 


(2)~ Any of these troubles would necessitate re- 
a+ moval of the gauge from the tank in order to remedy 
TO . . 

24V the malfunction. Extreme care should be exercised 
SOURCE 


in removal so as not to damage the gaskets and 
TO WARNING threads at the tank openings. Proper movement of 
LIGHT PANEL ithe _ float and operation of the pointer can then be 


checked either by hand or by using any open vessel 
of liquid. An unserviceable indicator is replaced 
with one which has a suitable scale range for the 
particular tank on which it is to be used. Thread- 


lubricating compound will be applied to the threads 
before the new gauge is installed. 


is oe. c. Hyprautic Gauces. Hydraulic  fuel-level 
ee Ja TANK UNITS Fee 


gauges which have broken or leaky capillary tubes 
should be removed and immediately forwarded to 


the depot, from which they will be shipped to the 
ste a manufacturer for repair. If excessive error is ap- 
Wiring diagram—points dual type indicator. 


parent at the empty or full position, it is due to 
fuel level from this point to the “Full” position. In = improper pointer travel, which may be corrected by 
this way, one tank unit complements the other and) — means of the stroke adjustment in the tank unit. If 
operation through a wide range is secured. 


the position of the pointer is inaccurate throughout 





Figure 73. 
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Figure 74. Fuel-level indicator systems. 
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the scale range, it may be corrected by means of the 
position adjustment within the tank unit. Failure of 
the pointer to show any reading is usually due to 
either a break in the lines or a defective float. Either 
difficulty will necessitate replacement of the defective 
assembly. | 


d. Evectrricat Gauces. Maintenance consists of 
replacement of broken leads, repair of loose con- 
nections, readjustment of stroke and replacement 
of major parts of the installation. If excessive error 
is apparent at the “Empty” or ‘Full’ position, it is 
due to improper pointer travel in relation to float 
travel, and the stroke must be readjusted. This is 
done by means of screws in the potentiometer 
assembly in the tank unit. (See fig. 75.) With the 
float at the bottom of the tank, turn screw A until 
the pointer is exactly on the “Empty” mark. Raise 














Figure 75. Tank-unit potentiometer assembly. 


the float until it touches the top of the tank. (If 
the direct lift tank unit is being adjusted, it must 
be removed from the tank so the float can be moved. 
If the pivoted arm type unit is being adjusted, use 
the stroke setting string as shown in figure 76.) If 
the pointer is not on the “Full” mark, turn screw B 


STROKE SETTING 
STRING 





Figure 76. Use of stroke-setting string. 


(fig. 75) until the pointer indicates “Full.” Check 
top and bottom positions two or three times and 
readjust if necessary. The pointer should indicate 
“Full” when the float is at the top of the tank and 
“Empty” when it is at the bottom. 

(1) For some tank units it may be necessary to 
“centralize” the pointer, (adjust its travel so that it 
is the same amount off at the “Full” and “Empty” 

696637—44—4 


marks) before adjusting the stroke. This is done 
by moving the shoe E, as shown in figure 75. (This 
shoe is held to part D by a friction fit.) 

(2) The warning switch (if used) is adjusted 
by holding the float at the warning level desired and 
rotating switch shoe F (fig. 74) until the warning 
lamp lights. 


TOP_POSITION 





BOTTOM POSITION 
(1) 


UPPER 
UNIT 


LOWER 
UNIT 





BOTTOM POSITION 


(2) 
_ TOP_POSITION 





Figure 77. Adjustment of two-step system tank units. 
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(3) In the two step system, the bottom tank unit 
is adjusted first. While Holding the upper tank unit 
float arm in the upper position, raise the lower tank 
unit float arm from the lower to the upper position, 
as shown in figure 77 (1). The action of the indi- 
cator pointer should be noted. It should travel to the 
green arc or dot at the middle of the scale, then 
suddenly jump to “Full” position during the last 
34-inch travel of the float arm. To adjust the upper 
tank unit, hold its float arm in the lower position 
and move the lower tank unit float arm to the upper 
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position, as shown in figure 77 (2). The pointer 
should not jump more than one-pointer width when 
the bottom tank unit float arm reaches the upper 
position. While holding the bottom tank unit float 
arm in the upper position, move the top tank unit 
float arm toward the upper position, as shown in 
figure 77 (3). The indicator pointer should start to 
move from the middle of the scale during the first 
34-inch movement of the float arm. If the above 
action is not obtained, consult applicable Technical 
Orders for methods of adjusting tank unit. 





| SECTION VI 
FUEL-MIXTURE INDICATOR 





24. General 


a. The fuel-mixture indicator is an instrument 
that indicates the fuel-air ratio of the mixture enter- 
ing the engine. This is accomplished by measuring 
the heat-conducting properties of the exhaust gases. 
The instrument is used as a guide to the pilot for 
setting the manual mixture control. Formerly, in 
airplanes with fixed-pitch propellers, the mixture 
control was set by a method based on the decrease 
of engine rpm as the mixture was leaned or enriched. 
When constant-speed propellers are used, another 
method of indicating the mixture is necessary, since 
the rpm of the engine is not affected even when the 
mixture is lean enough to damage the engine or 
rich enough to cause excessive fuel consumption. 

b. Fuel-mixture indicators are of two general 
types : those for single-engine airplanes and those for 
multiengine airplanes. Although the construction 
features of the two are different, their principle of 
operation is exactly the same. 


25. Principle of Operation 

a. Operation of this instrument depends on the 
difference in thermal conductivity (heat-conducting 
property) of two gases and their varying proportions 
in the exhaust. 

b. The engine exhaust is composed of various 
gases (fig. 78), but for fuel-air ratio analysis, only 
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Figure 78. Constituents of exhaust gases. 


carbon dioxide (COz) and hydrogen (Hz) need be 
considered. The proportion of these gases in the 
exhaust varies, depending upon the fuel-air ratio of 
the fuel mixture supplied to the combustion cham- 
bers of the carburetor. The proportions of the other 
gases in the exhaust vary also, but their thermal 





conductivities are approximately equal to that of 
air and do not affect the operation of the instrument. 


c. A sample of the exhaust gases is brought 
through the analysis cell (fig. 79), where it is 
analyzed. The analysis cell contains four platinum 
spiral resistors. Two of these, A and C, are con- 
nected through a filter to the exhaust gases. The 
other two, B and D, are sealed in a chamber and 
exposed to moisture-saturated air (provided by a 
removable wick.) The four resistors are heated a 
definite amount by an electric current, and are all at 
the same temperature when no exhaust gases are 
present. However, when exhaust gases pass around 
resistors A and C, part of the heat of these resistors 
is carried away. The higher the proportion of Hae 
in the mixture, the greater the cooling of these re- 
sistors and the lower their resistance to electric cur- 
rent. This resistance is “compared” with that of 
resistors B and D, and the difference causes a 
deflection of the indicator pointer. 


26. Description 

a. SINGLE-ENGINE AIRPLANES. The fuel-mixture 
indicator for a single-engine airplane consists of two 
sampling tubes, an analysis cell, No. 18 gauge wire, 
and an indicator unit. 

(1) Sampling tubes (fig. 80) conduct the ex- 
haust gases to and from the analysis cell. The inlet 
tube is covered over part of its length with asbestos 
loom to prevent rapid cooling of the exhaust gases 
and resultant condensation of moisture. 

(2) The analysis cell contains a filter for re- 
moving carbon particles from the exhaust. Replace- 
able, stainless-steel wool is contained in the filter 
chamber which is connected by a small opening to 
an inner chamber. In this chamber are the small 
platinum resistance wires, or resistors. 

(3) The analysis cell is connected to the indi- 
cator unit, as shown in figure 81. 

(4) The indicator unit (fig. 82) includes a 
mechanism for indicating the fuel-air ratio and a 
ballast tube for maintaining a constant voltage. The 
ballast tube is a resistor sealed in a hydrogen-filled 
glass bulb. The 12- or 24-volt airplane battery circuit 
is used to energize the electrical system of the instru- 
ment. By means of the ballast tube, variations in 
current to the indicator, are reduced to negligible 
proportions. In later types, the ballast tube is 
mounted on the analysis cell. 
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Figure 79. Analysts cell—fuel-mixture indicator. 
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Figure 80. Sampling tubes for fuel-mixture analysts cell. 


b. MULTIPLE-ENGINE AIRPLANES. (1) The fuel- 
mixture indicator for dual-engine airplanes consists 
of four sampling tubes, two analysis cells (one for 
each engine), a junction box, and an indicator unit, 
as shown in figure 83. The sampling tubes and 
analysis cells are similar to those for the single- 
engine airplane. The junction box includes the bal- 
last tube, two resistors, a rheostat, and a panel for 
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connections to the analysis cells and indicator. The 
indicator contains two mechanisms for indicating 
the fuel-air ratio, to each of which is attached a 
pointer. 

(2) In four-engine airplanes each engine re- 
quires one analysis cell and the two sampling tubes. 
Only one junction box and one indicator unit, how- 
ever, are required for the whole installation. The 


use of a selector switch makes it possible to connect 
the junction box and indicator unit with the analysis 
cells of either pair of engines. 


27. Operation 

a. Assume that the two resistors A and C, (fig. 
77) are exposed to exhaust gases from an engine 
operating on a lean mixture. Because such a mix- 
ture produces an abundance of COz in the exhaust, 
and because COz is not as good a conductor of heat 
as air, less heat is carried away from the resistors 
A and C than from B and D, which are exposed to 
moisture. Since the temperature of resistors A and 
C is higher than that of B and D, their resistance is 
higher. This difference in resistance, through the 
action of a galvanometer in the unit, causes the 
indicator pointer to swing to the “‘lean’’ side. 
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b. Suppose that the carburetor mixture is en- 
riched. Because such a mixture produces an exhaust 
richer in He, and because He is a better conductor 
of heat than either CO, or air, more heat is carried 
away from the two resistors A and C than from 
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Wiring diagrams—fuel-mixture indicator. 
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Figure 82. Fuel-mixture indicator. 


B and D. The temperature of resistors A and C is 
lowered and their resistance decreases. This action 
unbalances four resistors in the opposite direction, 
and causes the indicator pointer to swing to the 
“rich” side. 

c. There is one important exception to normal 
operation of the instrument. If the mixture is leaned 
to a point where detonation (explosive combustion 
of the mixture within the cylinder) occurs, large 
amounts of He will be liberated, causing the indicator 
to swing to the “rich” side. If this indication is 
misunderstood and the mixture leaned further, the 
extent of the detonation will increase and a still 
richer indication will be obtained. If properly under- 
stood, this occurrence will be a warning of detona- 
tion, which is quite dangerous and can, if allowed 
to continue, result in total engine failure. Slight 
detonation is usually indicated by a fluctuation of 
the pointer. 


28. Installation 

a. Fuel-mixture indicators are installed according 
to specific instructions for the particular airplane. 
The following instructions are general. 

(1) Sampling tubes. The sampling nipples, as 
shown in figure 78, may be installed by screwing 


50 


them into the threaded flanges which are welded to 
the exhaust stack or collector ring. The inlet nipple 
is turned upstream (facing the exhaust gases). It 
should not be less than 12 inches from the exhaust- 
stack outlet. When the nipple is in this position, the 
outside air will not dilute the gas at low engine 
speeds. This method of installation causes the nipple 
to receive an average gas sample from the greatest 
possible number of cylinders. The outlet nipple is 
turned downstream (away from the exhaust gases), 
in a position where the greatest suction is available, 
to permit proper circulation of the gas. 

(2) The copper or stainless-steel tubing is con- 
nected to the nipples by flange fittings and to the 
analysis cell by means of short lengths or rubber hose 
and hose couplings. (See fig. 81.) To prevent trans- 
mission of vibrations from the gas line to the cell, 
the short lengths of rubber hose should be at least 
l-inch long between the ends of the tubing and the 
inlet and outlet pipes of the cell. 

(3) Usually the analysis cells are placed so that 
the gas flows downward from the inlet tubing. If 
this is not possible the line must conform to the 
specifications given in Technical Orders. 

b. Awnatysis CELL. The analysis cell may be 
mounted on suitable brackets adjacent to the engine. 
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In a single-engine airplane it is usually mounted on 
the fire wall or some other convenient location (but 
not within the cabin, where a gas leak might be 
dangerous), In a multiple-engine airplane an analysis 
cell is usually mounted at some suitable place in 
the nacelle. In case of low temperatures, the outlet 
line and filter may require insulation. 

c. ELvectricaL ConnecTIONS. The electrical con- 
nections from the analysis cell to the indicator as 
well as the connections to the current supply should 
be made of the correct size and length. The junction 
box unit for making the connections between the 
analysis cell and the indicator unit may be installed 
at any convenient point. 

d. Inpicator Unit. The indicator is installed 
on the panel from the rear. It may be easily removed 
when necessary. 


29. Inspection and Maintenance 
Fuel-mixture indicators will be checked at regular 
intervals for the following: 

a. MECHANICAL ZERO. To adjust : mechanical 
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Figure 83. Fuel-imixture multtple-engine installation. 


zero, the current supply should be off and the indi- 
cator, pointer should rest at the line marked A on 
the scale. If it is either to the right or left of this 
point, the condition may be corrected by turning the 
small screw on the face of the instrument. Lightly 
tap the indicator while this adjustment is being made. 

b. ExectricaL Zero. The position of the pointer — 
on electrical zero should likewise be at the line 
marked 4 on the scale, that is, the same as mechan- 
ical zero. Before checking and adjusting electrical 
zero, make sure that the humidity in the wick and in 
the filter chamber is the same. To accomplish this, 
see that mechanical zero is properly set. Then wet 
the wick in the vapor plug of the analysis cell. 
Remove the filter cover and steel wool from the filter 
chamber of the analysis cell, allowing about 10 
minutes for any residual gas to be displaced by fresh 
air. Then inside this chamber place a clean, wet rag 
that. has been slightly wrung out, and replace the 
cover. Allow the instrument to stand thus for about 
30 minutes. The current is then turned on. The 
pointer on the indicator should align with the A 
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point wn the scale within the time specified in Tech- 
nical Orders. If it does not, it may be adjusted to 
this position by turning the knob or screw of the 
rheostat on the analysis cell. The wet rag should 
then be removed from the filter chamber and the 


steel wool and filter cover replaced. When replacing 


the wool, push it in sufficiently to clear the opening 
of the inlet pipe. 


c. Friter. To clean the filter, remove the filter 
material from the analysis cell and wash it thor- 
oughly with gasoline to remove the oil and carbon 
residue. Then rinse it in clean water and shake the 
excess water off thoroughly before replacing it. 
Press in the wool so that the inlet pipe is not cov- 
ered. In time, this wool may become corroded and 
decomposed. Deteriorated wool should be replaced 
with a new steel-wool filter. 


d. SamMpLinc NIPpLes AND Lines. The sampling 
nipples and gas lines should be cleaned out and the 
joints tightened wherever necessary. To clean the 
sampling lines and nipples, break the connection at 
the cell, insert a discarded tachometer shaft into 
each line, first one and then the other and rotate the 
discarded shaft several times. It may be necessary 
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to repeat this procedure several times in order to 
dislodge the condensate and carbon residue. 

e. GENERAL. In the event of unsatisfactory oper- 
ation, the following points should be checked before 
removal of the instrument from the airplane: 

(1) See that proper voltage is being supplied to 
the instrument (12 or 24 volts). 

(2) Check the wiring and make sure that no 
frayed strands of wire touch the adjoining terminals. 
See that no wires are broken off and that all con- 
nections are tightly made. 

(3) Check the flow to be certain that a gas 
sample is reaching the analysis cell. Failure of the 
instrument to follow changes in fuel-air ratio usually 
indicates a clogged line. If the flow has been cut-off, 
inspect the inlet and outlet nipples in the exhaust 
stack to make certain they are not burned off or 
plugged with carbon. 

(4) Check the sample lines to make sure there 
are no condensate pockets or ice formations which 
might cause stoppage. 

(5) Check each unit in turn by substituting, if 
possible, a unit of known performance in its place. 








SECTION VII 
REMOTE-READING SELF-SYNCHRONOUS INSTRUMENTS 





30. General 


a. By means of remote-indicating self-synchron- 
ous instruments, engine and control functions may 
be measured or registered at the most convenient 
location and the measurements or function indica- 
tions transmitted electrically to indicators on the 
instrument panel. In large multiple-engine airplanes, 
such indicating systems make possible the elimina- 
tion of long, troublesome tubing and capillary lines. 


b. Remote-reading self-synchronous instruments 
are generally divided into two classes: those oper- 
ating on alternating current and those operating on 
direct current. The two types differ somewhat in 
principles of operation and in application. They are 
used to indicate respectively, the following: 

Direct-current 
(Selsyn) systems 
Flap and retractable 
landing-gear positions. 
Fuel level 
Gun-ammunition supply 


Alternating-current 
(Autosyn) systems 


Manifold pressure 

Fuel pressure 

Fuel level 

Fuel flow 

Oil pressure 

Oil temperature 

Carburetor-mixture and 
air temperature 

Engine rpm 

Positions of retractable 
landing gear, flaps, 
bomb doors, control 
surfaces, etc. 

Radio compass bearing 


31. Synchronous Alternating-Current Instru- 
ments 


a. GENERAL. In the a-c synchronous system, a 
mechanism of standard type is used to measure func- 
tions (pressure, rpm, temperature, etc.) or register 
positions (as of flaps or landing gear) at the most 
convenient point. Through a mechanical linkage, 
this mechanism changes the angular position of the 
-rotor of a transmitter. The transmitter (fig. 84@), 
by electrical means, causes the rotor of the indicator 
(fig. 84@)), to which it is connected, to move to a 
corresponding position. At all times a pointer, at- 
tached to the indicator rotor, shows on the indicator 
dial, the value measured or the position noted. To 
prevent damage from accidental short circuits and 
overloads, individual fuses are provided in a com- 
mon fuse box in the power-supply (rotor) circuit of 
' each transmitter indicator system. 





@) Indicator. 


Figure 84. A-c self-synchronous transmitter and indicator. 


b. TRANSMITTERS. (1) Transmitters for dif- 
ferent instruments differ only in the mechanism used 
to measure or register the particular function. A 
transmitter incorporating a Bourdon tube is shown 
in figure 85. The oil-pressure transmitter uses 
a Bourdon-tube mechanism; the fuel-pressure 
transmitter, a diaphragm; the manifold-pressure 
transmitter, an aneroid; the thermometer, a vapor- 
pressure mechanism; the tachometer, a centrifugal 
device; the fuel-level gauge, a float mechanism; the 
position indicator and the ammunition-rounds coun- 
ter, a gear assembly. Mechanisms of these types 
are described elsewhere in this manual. 

(2) The electrical parts of these various trans- 
mitters are the same. The transmitting motor con- 
sists of a single-phase, two-pole rotor within a three- 
phase, two-pole Y-connected stator. The rotor con- 
tacts are of the hairspring type. 
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Figure 85. Cross-section of remote-indicating transmitter. 
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c. InpicaTor. (1) The indicator, which can be mainly of a stator and rotor, a graduated dial, and 
used with any kind of transmitter (provided the a pointer. The motor assembly is the same as the 
indicator dial is suitably marked), is connected elec- ‘transmitter motor assembly, except that the rotor 
trically to the transmitter. The indicator consists | contacts are of the brush type. 


FRONT MOTOR CONNECTING ROTOR. CONNECTING 
ASSEMBLY WIRES WIRES 





















or 
RZ 


Bee 
1G 


RRS CBA aaa borer rrr (teers e esses ets ri rr a 
I i any "Yi YU VA , addin CSCS ~ 
FRONT ik Y// WY LA oo oe 


me = 
peenivren O1AreqtuueeleceleegeALLLT i 
oe SIS LHi/p : 








SS 






(77/2 































ee EE eee ee eee eee ae 
ee, COM TP _ _ GI 
OO APO OO een  F£//S/S/SSSRX lll MOC OOOOOOO ARO 


_ 


Re 4 


ofr a) 


Ft 


Po 
aN . 
Cd ddd 


We 
bal J 
A 


REAR 
POINTER ~ 


S k 
Aa 4 
Berard ZZ 


vit othe 
aN 








NOOO 


OTE. 


A, 
Gams 


Th ten OU CO OLS n/n eee lS LUC 
Matt teeeeeeeeeae FY FS | AL FS FCC A RRR arrestee ees? 5) 
ia Sede | 


DIAL 


= 
errr irs tite eee 
eh AA at th Ath lla * + 


TIITIPP, 


4S 
NX 
\ 
* AY 
. \ 
WRAY 


Cette uilanttlhantlhilhnthasilhascilhctlhlldastlhctlhdetedlhatlasilhantthautlhndlhadicsthtilhatlhtilhstlhastlhastathasdlhtlhniihaudlhanlindthtiheuDtthatlhtlhentih ilhuthalhcsilhill-uiihntlendhanthttheuth.tihaiilhaudihadciihadledth athheathecullheuthDaadh ier tiActhendiatihdlaadhatihtDadihadithththuthl 











FLEXIBLE 
COUPLING 


Figure 86. Remote-indicating indicator (dual). 


STATOR 


54 


(2) Where space is limited or the same functions 
of two engines are to be synchronized on the same 
dial a dual indicator, shown in figure 86, is used 
with two transmitters. The dual indicator includes 
two motor assemblies, mounted one behind the other, 
each with a pointer attached to its rotor. The pointers 
rotate about the same center and use the same dial. 
The hands are coded to indicate the engine with 
which each is associated. The rear motor operates 
the front pointer through the hollow shaft of the 
front rotor. 

d. Wirinc. (1) Older types of autosyn (a-c 
synchronous) instruments were designed for 32-volt, 
60-cycle a-c power. However, the standard types 
most commonly in use are designed for 26 volts, 
400 cycles. Voltages and frequencies up to 52 volts, 
800 cycles, may be used on these latter models as 
long as the frequency is between 13 and 17 times the 
voltage. | 

(2) In the 32-volt, 60-cycle systems, connections 
are made to separate terminals (fig. 87). Trans- 
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with a low-level or low-pressure warning system, and 
for this a terminal marked W is provided. This 
terminal connects to a warning light on the instru- 
ment panel. 

(3) The 26-volt, 400-cycle instruments are much 
smaller and are equipped with AN standard elec- 
trical connections. Transmitters and single indicators 
have four-prong connectors. Dual indicators have 
seven-prong connectors. Figure 88 shows the method 
of wiring this system. 

e. Operation. Power for operation of the sys- 
tem may be supplied by an engine-driven alternator 
or converted from direct current by a rotary- or 
vibrator type inverter. Power is applied to the rotors 
of both transmitter and indicator and sets up alter- 
nating magnetic fields in each. As these fields build 
up and collapse, they cut across the stator windings 
and set up induced voltages between the stator 
terminals. When the transmitter and indicator rotors 
are in identical positions, the voltages between like 
terminals are equal in the two stators, and when the 
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Figure 87. Wiring diagram for 32-volt, 60-cycle, a-c remote-indicating system. 


mitter terminals marked 1, 2, and 3, are the stator 
connections and are connected to like terminals on 
the indicator. Terminals marked A and G are con- 
nected to the source of power. Terminal G is 
grounded internally. Some transmitters are equipped 


stator terminals are properly connected the voltages 
are in opposition (cancel out) and no current flows. 
When one of the rotors is displaced, the voltages 
between like terminals are unequal, and current flows 
in the stator windings. This current produces forces 
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in each rotor that tend to turn it toward the position 
of the other, but the position of the transmitter rotor 
is determined by the measuring mechanism. Hence 
the indicator rotor, which is free to rotate, must turn 
to a corresponding position. The pointer, being 
attached to the indicator rotor, thus moves to a 
location on the dial which indicates the value being 
measured or the position being registered. 


f. INsTALLaTIon. Detailed instructions for the 
installation of particular systems are given in Tech- 
nical Orders. Transmitters are mounted on shock- 
absorbing panels as near as possible to the point of 
measurement. For engine instruments the location is 
in the engine nacelle. Connections between the units 
are made with the sizes of wire specified in Technical 
Orders. The leads are soldered to the removable 
AN standard plugs. 


32. Synchronous Direct-Current Instruments 

a, GENERAL. (1) The d-c remote-indicating sys- 
tem is used for indicating fuel level in fuel tanks, 
gun-ammunition supply, or the position of movable 
parts of the airplane structure. Its main parts are 
the transmitter with the measuring mechanism, the 
indicator, and connecting leads. One to four trans- 
mitters are used with each indicator, or one or more 
indicators for each transmitter, depending upon the 
application of the instrument. Indicators used for 
certain purposes (such as indicating landing-gear 
positions) have two or more pointers, actuated by 
two or more motors, so that multiple functions can 
be registered by one indicator assembly. 


(2) The instrument operates on either of two 
basic operating systems. One, known as the three- 
wire system, shown in figure 89, involves three leads 


56 





INDICATOR TRANSMITTER 


RIGHT ENGINE 


Wiring diagram of 26-volt, 400-cycle, a-c 
remote-indscating system. 


between indicator and transmitter. The two-wire 
system (fig. 90) includes only two leads and a 
ground circuit. The circuits of the two systems 
differ, and the units are not interchangeable. 


b. THREE-WIRE SysTEM. (1) In the three-wire 
system, the transmitter (fig. 91) consists essentially 
of the following: a circular resistance winding, on 
which a pair of brushes (insulated from each other) 
operate, and a driveshaft actuated by linkage attached 
to a movable part of the airplane structure or to the 
fuel or ammunition measuring mechanism. The 
winding is tapped in three places for electrical con- 
nection to the indicator. The brushes are connected 
to the d-c battery supply. As the brushes are rotated 
by the driveshaft, which is turned by the action of 
the measuring or position-registering mechanism, the 
voltage at the taps of the winding is varied and a 
proportional variation occurs in the current flowing 
through the field coils of the indicator. 


(2) The indicator (fig. 92) consists essentially 
of a core, three coils, and rotor. The core is made of 
a magnetic material; the three coils, connected in 
series, are placed on it at intervals of 120°. The leads 
between the coils are connected to the three taps of 
the transmitter winding. As the voltage at the trans- 
mitter taps is varied, the distribution of current in 
the indicator coils is affected, and the direction of the 
magnetic field is changed. As the magnetic field 
changes direction, the magnetized rotor follows it. 
Thus the pointer attached to the indicator rotor 
provides the desired indication on the dial. 


(3) In the three-wire system, the whole trans- 
mitter coil is utilized. The three taps in the coil are 
evenly spaced. The three coils of the indicator are 
likewise evenly spaced around the circular core. 
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Figure 89. 


Because of these symmetrical characteristics between 
the transmitter and the indicator, the correspondence 
in movement between the transmitter brushes and 
the indicator rotor is inherently close. 

c. Two-wire System. The transmitter used in 
the two-wire system has a single brush operating on 
the resistance winding. The indicator has two coils 
placed 120° apart on the core. (See fig. 93.) The 
battery is connected across two taps made in the 
transmitter winding and also across the two ends of 
the indicator coils. The indication is limited to a 
maximum of 90°. The two-wire system requires 
fewer connections than the three-wire system and is 
especially suitable for installations involving a pointer 
movement of 90° or less. 
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Wiring diagram for. three-wire synchronous direct current system. 


d. QOPpeERATION. Synchronous d-c_ instruments 
are designed to operate on either 12- or 24-volt d-c 
power. A switch control in the cockpit governs the 
indicators. The word “Off” appears on the indi- 
cator of some instruments when the power supply 
is turned off or fails. When the power supply is 
off, a small, bar magnet in the indicator draws the 
pointer off the scale. When the position-indicating 
instrument is operating, the pointers in the indicator 
take positions according to the positions of the mov- 
able structural parts to which they correspond. The 
gear-locking switches are wired into the system of 
landing-gear position-indicating instruments, and as 
long as the landing-gear units are not locked, a warn- 
ing flag is visible in the indicator or a light on the 
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Figure 90. Wiring diagram for two-wire synchronous direct-current system. 





indicator (used in some installations) remains off. 
On the indicators of fuel-level gauges, the contents 
of the various tanks are shown by the corresponding 
pointers. 


e. INSTALLATION. Detailed instructions for in- 
stallation are given in Technical Orders. The follow- 
ing instructions are general only. 


(1) As already indicated, several transmitters 
may be used with one multiple type indicator, or 
more than one indicator with one transmitter, de- 
pending on the purpose of the particular installation. 
One complete instrument assembly consists of one 
indicator and one or more transmitters. The length 
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of the leads between indicator and transmitter has 
no effect on the indicator readings. 


(2) The transmitters are mounted on suitable 
brackets and are so located that the movable parts 
whose positions are to be registered can be mechan- 
ically linked to the transmitter shaft. The linkage 
can be made to rotate through approximately the 
same angle as that traveled by the indicator pointer. 
Transmitters for fuel-level gauges are mounted on 
the top or side of the tank and are inserted into the 
tank through openings made for this purpose. Before 
inserting the transmitter, be sure that the tank is 
empty and that the float or float arm does no strike 
any baffle in the tank. 
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Figure 91. Schematic diagram—three-wire direct-current system. 
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Figure 92. Posttion transmitter and indicator. 


(3) In making connections from the power 
source through the transmitter to the indicator, care 
must be taken to prevent a short circuit in the external 
leads. A short circuit may cause the windings of the 
transmitter to burn out. Indicators equipped with 
lamps require the use of an external resistor in the 
lamp circuit to limit the current. The value of the 
resistor may be varied to obtain an intensity of 
illumination which will match that of the other in- 
struments mounted on the same panel. 


33. Inspection and Maintenance 

a. A-c Systems. Before attempting any repairs 
ur replacements with synchronous a-c instruments, it 
must be ascertained that the wiring and all external 
connections, including the plug contacts, are correct 
and in good condition. These are the most common 


sources of difficulty. The continuity or wiring should 
be carefully checked with a continuity tester. With 
the units properly connected and the instruments’ 
power supply turned on, the indicator errors should 
be within the same limits as those of the instruments 
they replace. When it is definitely established that 
all wiring is correct, and the disconnect plug is prop- 
erly assembled, it should be determined whether the 
mechanical connections to the engine or other mech- 
anisms are correct and in good condition. The indi- 
cator or the transmitter may be faulty. The trouble 
should be isolated by using a master transmitter. 
Another indicator, with the cover glass removed, may 
be used as a master transmitter. Move the pointer 
manually and observe whether the test-indicator 
pointer follows the transmitter pointer. If an adjust- 
ment must be made in the internal mechanisms of a 
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Figure 93. Schematic diagram for two-wire direct-current system. 


unit, the faulty unit should be removed from the air- 
plane and forwarded to the overhaul depot. No 
lubrication is necessary except at depots. 


b. D-c Systems. Synchronous d-c instruments 
will be checked at regular intervals for the following: 


(1) Mechanical linkage. The actuating linkage 
to the transmitter must be properly adjusted and 
securely attached. 


(2) Transmitter. The operation of the trans- 
mitter may be checked by connecting it to an indi- 
cator known to be in good working order. If the 
indicator pointer moves continuously in one direction 
as the transmitter shaft is rotated continuously in 
one direction, the operation of the transmitter is 
correct. If the indicator pointer hesitates or momen- 
tarily moves backward, there is a poor connection in 
the transmitter. In this case, disassemble the trans- 
mitter, clean the contact surfaces and adjust the 


brush and contact tensions as directed in Technical 
Orders. If the transmitter coil or brushes are badly 
worn, the instrument assembly should be sent to a 
repair depot for overhaul. If the transmitter coil is 
burned out, the external circuit should be checked 


_and any faults corrected before a new assembly is 


installed. 


(3) Indicator. The indicator may be checked for 
lag or sluggish operation by turning on the power 
switch and noting the action of the pointers. They 
should snap into position without appearing sticky 
or showing signs of lag; if they do not, the indicator 
should be removed and sent to a repair depot for 
cleaning or overhaul. 


(4) Lubrication. The flange bearing on the 
transmitter-element assembly should be lubricated 
with a few drops of light machine oil once a year. 
The indicator requires no lubrication. 


SECTION Vill 
AIRCRAFT COMPASSES (MAGNETIC) 





34. General 


a. The compass is a necessary navigation instru- 
ment for cross-country flying, patrol work, bombing 
expeditions, aerial photography, etc. Its principal 
function is to indicate the direction in which the 
plane is headed during flight on a straight course. 

b. Magnetic compasses for aircraft use are of 
three general types: 

(1) The pilot’s (type B) compass: a direct- 
reading compass designed for instrument panel 
mounting. 

(2) The navigator’s (type D) compass: a direct- 
reading aperiodic compass designed for floor or 
table mounting. 

(3) A remote-indicating compass which permits 
the magnetic element of the compass to be located at 
a point where the magnetic influences of the airplane 
structure or wiring system are at a minimum. As 


many as three indicators may be used with only one © 


magnetic element, and may be located for use by 
the pilot, navigator, bombardier, etc. 


35. Principles of Operation 

a. Ifa bar magnet is mounted on a pivot, so that 
it is free to rotate in a horizontal plane, it will assume 
a position with one of its ends pointing toward the 
earth’s north magnetic pole. This end of the magnet 
is called the north-seeking, or simply the north (N) 
pole of the magnet. 

b. A magnetic compass for use in aircraft con- 
sists basically of a liquid-filled bowl containing a 
pivoted float element to which is fastened one or 
more bar magnets. The liquid in the bow! dampens 
the oscillations of the float and decreases the friction 
of the pivot. An expansion chamber is built into the 
compass to provide for expansion and contraction of 
the liquid resulting from altitude and temperature 
changes. If more than one magnet is used, they are 
mounted parallel to each other with like poles point- 
ing in the same direction. The element is so sus- 
pended that the magnets are free to align themselves 
with the earth’s north and south magnetic poles. 
Some means, such as a graduated card, is provided 
for indicating the north (N) pole of the magnets. 


36. Applications 
a. Pirot’s (Type B) Compass. In the pilot’s 
compass, shown in figures 94 and 95, a graduated 
696637—46—5 
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Figure 94. Type B pilot’s compass. 


card, called a “compass card,” is attached to the 
float element. The card may be graduated in 1 or 5° 
increments. The 1° graduations are intended for use 
in larger airplanes or where the compass is required 
by the pilot for accurate navigation purposes. A 
fixed reference marker, called a “lubber line,” is 
attached to the compass bowl. The lubber line and 
the graduations on the card are visible through a 
glass window. The magnetic heading of the airplane 
is read by noting on what graduation the lubber line 
falls. To correct for deviations of the magnetic ele- 
ment, which result from the magnetic influences of 
the airplane structure and electrical system, a com- 
pensating device containing small permanent mag- 
nets 1s incorporated in the compass. Two screws on 
the face of the instruments are used to move these 
magnets and thus counterbalance the local magnetic 
influences acting upon the card magnets. The pilot’s 
compass indicates the magnetic heading of the air- 
plane continuously, and does not require setting by 
the pilot. | 
b. Navicator’s (Type D) Compass. The com- 
pass card, used with the navigator’s compass (fig. 96 
and fig. 97), is graduated in 90° increments (N, E, 
S, and W). The card is equipped with radial arms 
and damping vanes which serve to increase the 
damping of the card movement in the liquid. This 
damping makes the compass aperiodic; that is, the 
card, after it has been deflected from a heading, 
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Figure 95. B type ptlot’s compass. 
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Figure 96. Type D navigator’s compass. 


returns to the north-pointing position in one direct 
movement or makes but one or two overswings. A 
lubber line is fixed to the compass bowl. A verge 
ring, mounted on the compass bow], is calibrated in 
1- or 2-° increments from 0° to 360°. Fixed to the 
verge ring are two parallel grid wires. The verge 
ring is so constructed that it may be rotated to bring 
the grid wires into alignment with the N-S line on 
the compass card. When the grid wires are set 
parallel to the N-S line on the compass card, the 
magnetic heading of the airplane may be read by 
viewing the graduations on the verge wing with 
respect to the lubber line. A small box, with drilled 
holes, on the bottom of the instrument provides 
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room for loose magnets which make up the compen- 
sation system. 


c. JREMOTE-READING MaGNnetic Compass. The 
instrument panel of a modern airplane is a poor 
location for the ordinary magnetic compass because 
of the strong magnetic fields created there by the 
wide use of steel, magnetic alloys, and direct-current 
electricity. These fields exert forces on the compass 
magnets which prevent the magnets from aligning 
accurately with the earth’s magnetic field, and thus 
interfere with the operation of the instrument. To 
overcome this difficulty, the remote-indicating com- 
pass, shown in figures 98 and 99, was developed. 
It consists of two main assemblies; a transmitter 
and an indicator. 


(1) The transmitter, in figure 98, containing the 
magnetically sensitive direction-seeking element, is 
located as far as possible from the engines, guns, 
turrets, and armor plate. The magnetic element is 
a permanently magnetized float assembly, immersed 
in a bowl completely filled with kerosene. Damping 
fins prevent excessive oscillation of the float. Ex- 
pansion and contraction of the liquid are permitted 
by a diaphragm. Below the float is a ring of circular 
laminations upon which is wound a coil of wire. A 
compensating assembly is provided for neutralizing 
the effect upon the magnetic element of any magnetic 
field very near the transmitter. 

(2) The indicating unit, in figure 99, contains 
a stationary coil (stator) wound in the same manner 
as the coil of the transmitter. The rotor is a per- 
manent magnet supported in the center of the stator 
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Figure 98. Remote-indicating compass transmitter. 
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Figure 99. Remote-reading compass tndtcator. 


by a shaft pivoted on jeweled bearings. A pointer 
is attached to the same shaft, and the entire rotor 
assembly is perfectly balanced to prevent position 
error. The dial is marked in 2° graduations. A 
course-reference marker which can be set by an 
external knob is provided for indicating the desired 
course. 
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(3) In operation, the permanent magnet of the 
transmitter aligns itself with the magnetic field of 
the earth. The position of this magnet above the 
transmitter coil distorts the magnetic field around 
the coil. This distortion is electrically transmitted 
to the stator of the indicator where it results in a 
similar magnetic field, so that the permanent magnet 
rotor of the indicator aligns itself in a position cor- 
responding to the position of the transmitter rotor. 
The pointer, being attached to the shaft of the in- 
dicator rotor, thus shows the compass heading of 
the aircraft. 


37. Magnetic Variation and Deviation 

a. VARIATION. Magnetic “variation,” which is 
caused by terrestrial (earth) magnetic influences, is 
the angular difference, in degrees, between the 
geographic north pole and the magnetic north pole. 
Since variation is due to the earth’s magnetic field, 
which is constantly changing, and since variation 
differs in various localities, its effect on the compass 
cannot be removed by compensation. Variation is 
termed “west” variation when the earth’s magnetic 
field draws the compass needle to the left of the 
geographic north pole; and “east’”’ when the needle 
is drawn to the right. 
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b. DeviaTIon. “Deviation,” caused by the local 
magnetic influence of the aircraft in which the com- 
pass is mounted, is the angular difference in degrees 
between magnetic north and compass north. Al- 
though the deviation generally remains constant for 
only a short period, its effect on the compass can 
be removed by compensation. As with variation, 
deviation is termed “west” when the influence acting 
upon the compass needle draws it to the left of 
magnet north; and “‘east’”’ when the needle 1s drawn 
to the right. It should be noted that deviation is 
the algebraic difference—magnetic heading minus 
compass heading—and is the correction which must 
be applied to compass heading to obtain magnetic 
heading. The algebraic difference (C-H)—(M-H) 
is commonly called “deviation correction” and is the 
correction which must be applied to magnetic head- 
ing to obtain compass heading. 

c. COMPASS-CORRECTION Carp. When a compass 
is compensated, or “swung” for deviation, a record 
of the procedure is made on the compass-correction 
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card, AN 5803, shown in figure 100. The use of 
this card is explained in paragraph 38 in connection 
with the procedure for compensation. 


38. Compensation 

a. GENERAL. All compasses installed on aircraft 
are checked for accuracy, compensated if necessary, 
and the readings recorded on the compass correction 
card as follows: at the end of each period of 100 
flying hours; at each engine change period; at the 
change of guns or electrical equipment likely to af- 
fect the compass; or at least once during each 
3-month period. However, if at any time the com- 
pass is suspected of being in error, it should be 
checked and compensated. The process of compen- 
sating for deviations in compasses after installation 
in an aircraft—that is, offsetting within close lmits 
the errors by local magnetic influences, and ob- 
taining and recording the final deviations at the 
various points of the compass—is termed “swinging 
the compass.’’ The compensation of compasses in- 
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figure 100. Compass-correction card. 
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stalled in aircraft cannot be expected to remain 
accurate for very long periods of time, because 
under service conditions over a period of time, the 


_magnetism of the aircraft structure is constantly — 


changing in both intensity and direction. 

b. PRELIMINARY INSTRUCTIONS. The following 
instructions should be observed prior to the com- 
pensation of all magnetic aircraft compasses: 

(1) See that the airplane is at least 100 yards 
from any steel structure, underground cables, metal 
pipes, or other aircraft. 

(2) Make sure that all items in the airplane 
containing ferrous materials are located in the posi- 
tions they will occupy during flight. 

(3) Remove all compensating magnets from the 
compass prior to compensation. Keep all unused 
magnets at least 2 feet away from the compass. 

(4) Remove all magnetic articles from one’s 
person. Use a nonmagnetic screw driver. j 

(5) Using a small permanent magnet, cause the 
compass card to deflect through a small angle. Note 
whether the card rotates freely on its pivot, and 
that its path of rotation is in a horizontal plane. To 
avoid erroneous readings, read the pilot’s compass 
only from a position directly in front of the lubber 
line and the navigator’s compass from directly above 
the lubber line. 

(6) Prior to compensation of the remote-reading 
magnetic compass, have the airplane headed succes- 
sively toward magnetic north, east, south, and west 
with the engines operating. The indicator unit must 
read within 2° of the deviation noted on the correc- 
tion card. If they read within the specified tolerance, 
the compass does not need compensating. If they do 
not, check the applied voltage. If the power supply 
is functioning properly, compensate the instrument. 

(7) Check the compensating assembly (on top 
of the transmitter) of the remote-reading compass 
and the pilot’s compass to be sure that the two white 
dots on the compensator screws are in line with the 
two white dots between the letters NS and EW on 
the compensator front plate. When these dots are 
aligned, the effect of the compensator on the compass 
element will be nullified. The possibility of damage 
to the compensator assembly, which would make this 
method of neutralization ineffective, should be kept 
in mind. 

c. COMPENSATING ON A Compass Rose. A com- 
pass rose (fig. 101) is often used to obtain the 
necessary magnetic headings when an aircraft com- 
pass is being compensated. This method of swinging 
the compass is desirable provided that care is exer- 
cised in aligning the airplane with the various head- 
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Figure 101. Compass rose. 


ings. The rose consists of a large circular concrete 
platform on which various required headings are 
clearly marked. All equipment used in the vicinity 
of the rose must be of nonmagnetic materials. 

(1) The first step in compensating a compass on 
a rose is to place the airplane on the compass rose 
and head it toward magnetic north. Then raise the 
tail of the airplane to the normal flying position. 
Turn on the power supply to the compass (if remote- 
reading type) and start the engines so that flight 


_ conditions are simulated as nearly as possible. For 


those direct reading compasses, which are intended 
for standby use only, all electrical circuits which may 
effect operation of the compass must be off and the 
deviation card so placarded. Record the compass 
reading in column 2, line 1, of the compass-correc- 
tion card as shown in figure 100. Assume that the 
compass reading is 8°. 

(2) Turn the airplane to the east magnetic head- 
ing and record the compass reading in column 2, 
line 3, of the compass-correction card. Assume that 
the reading is 86°. 

(3) Turn the airplane to the south magnetic 
heading and record the compass reading in column 2, 
line 5, of the eee card. Assume that 
the reading is 176°. 

(4) Turn the airplane to the west magnetic head- 
ing and record the compass reading in column 2, 
line 7, of the compass-correction card. Assume that 
the compass reading is 278°. 

(S) Fill in column headed “Dev’n,” then com- 
pute coefficients A, B and C as indicated on the bot- 
tom of the compass-correction card, in figure 100. 
All additions and subtractions are algebraic. 

(6) Return the airplane to the north magnetic 
heading (within 5° by its own compass). Add co- 
efficient C algebraically to the compass reading on 





that heading to determine what the compass should 
read when compensated. Adjust the N-S compen- 
sating screw (of polyplane compensator) or insert 
magnets in the compensating drawer, which is at 
right angles to the needle, until the compass indi- 
cates the compensated value. — 

(7) Head the airplane east (within 5° by its 
own compass). Add coefficient B algebraically to 
the compass reading on that heading. Adjust the 
E-W compensating screw (or insert magnets in that 
chamber of the compensating drawer at right angles 
to the needle) until the compass indicates the 
compensated value. 

(8) Coefficient A represents the lubber line error 
and must be removed by rotating the compass bowl 
in the required direction, clockwise if A is a plus 
value and counterclockwise if it is a minus value. 
This can be done with the aircraft on any heading. 
Add coefficient A algebraically to the compass read- 
ing on that heading, then rotate the compass bowl 
until the compass indicates the compensated value. 
(When the pilot’s compass is mounted on an instru- 
ment panel, the correction for coefficient A is im- 
practical and may be omitted.) 

(9) The residual swing can begin on any head- 
ing. Record the actual heading and compass reading 
in columns 3 and 4. Repeat every 45° around the 
circle. Then complete the form, subtracting as indi- 
cated at the bottom of the two blank columns. Fill 
in the back of the card. Detach the card and place 
it in the aircraft compass card holder. File the 
remainder of the form as directed by the organiza- 
tion engineering officer. 

d. A Pioneer type B-16 compass may be used 
as a swinging compass in compass compensation. 





The compensating assembly is removed from the 
compass and a special sighting-device fitting is sub- 
stituted. During the compensating procedure with 
this instrument, the aircraft is turned to the desired 
heading as indicated by the aircraft compass. A 
sight is then taken by the swinging compass, two 
points on the fore-and-aft axis of the airplane being 
lined up with the hair line in the collimator lens as 
shown in figure 102. The compass used for this 
purpose may be painted red indicating that it has 
been remagnetized 180° from normal. This permits 
the observer to read the magnetic heading of the air- 
craft directly when sighting from in front of the 
aircraft. If a compass drawn from stock is used as 
a swinging sight, 180° must be added to the ‘compass 
reading to obtain the magnetic heading of the air- 
craft. Corrections, as indicated by the master com- 
pass, are made on each of the cardinal headings in 
the conventional manner. In every other respect 
the compensation is exactly the same as in the use 
of the compass rose. 

e. The compass may be checked for deviation 
while flying by taking a bearing on a celestial or 
terrestrial object, the bearing of which is known. 


39. Installation 

a. GENERAL. (1) Installation of compasses by 
service activities should always*be made in the loca- 
tion provided in the airplane unless relocation is 
found necessary and is authorized. Special attention 
should be given to the prevention of disturbing 
magnetic fields in the vicinity of the compass. 
Permanent fields may result from the proximity of 
electrical equipment, radio, armament, or structural 
members. Variable fields may result from variations. 


CENTER OF FIN 
SEAM IN WINDSHIELD 
HAIRLINE IN COLLIMATOR LENS 


ALINE. 


Figure 102. Alignment of airplane with swinging compass. 
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in current flow in electrical wiring or the position 
of retractable landing gear or like equipment. A 
reasonable amount of permanent magnetism in the 
vicinity of the compass can be compensated for, but 
variable magnetic fields cannot. 

(2) Compasses are installed so that a vertical 
plane, passing through the card pivot and lubber 
line, will be parallel to the longitudinal axis of the 
airplane, and the card pivot-supporting post will be 
perpendicular to the horizontal plane when the 
airplane is in flying position. 

(3) All compasses are so mounted that the com- 
pass compensating chamber and the adjusting 
screws will be easily accessible. Brackets required 
for mounting compasses shall be made of brass, 
duralumin, or other nonmagnetic materials. Mount- 
ing screws for compasses should be of brass. 

b. Type B Compass. The pilot’s compass is so 
constructed that the two conditions mentioned in 
foregoing paragraph 39a, (2) are fulfilled when the 
instrument panel upon which it is mounted is per- 
pendicular to. the longitudinal axis of the airplane. 

c. Type D Compass. The navigator’s compass is 
so constructed that the two conditions mentioned 
in foregoing paragraph 39a, (2) are fulfilled when 
the surface of the base, upon which the compass 1s 
mounted, is parallel with the airplane leveling studs, 
and a vertical plane through the card pitot and lubber 
line of the compass is parallel to the longitudinal 
axis of the airplane. 

d. REMOTE-READING Compass. The transmitter 
unit of the remote-reading compass is installed where 
there is a minimum of local magnetic interference, 
generally in the wing tip. It is advisable to install it 
as far as possible from all electrical wires and from 
moving steel structures such as gun turrets. It 
should be shock-mounted on a nonmagnetic platform, 
so that the plane of the mounting lugs is horizontal 
in normal level flight. A plane passing through the 
center of the disconnect-plug receptacle and the 
center of the rear mounting hole must be parallel to 
the fore-and-aft axis of the airplane. The small 
arrow on the top of the compass transmitter should 
be pointing forward. 

(1) The transmitter is checked for alignment 
before compensation. With the compensating mag- 
nets at neutral, the deviation (plus or minus) on 
the cardinal headings are added together and the 
result divided by four to give the average deviation. 
The transmitter is then rotated so that the reading 
on the indicator is decreased or increased by an 
amount equal to the average deviation. 

(2) The compass indicators may be located on 
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the instrument panel in any position best suited 
for observation purposes. 

(3) The electrical system employs 26-volt, 400- 
cycle alternating current, which is obtained from the 
same source as that employed by the self-synchronous 
instruments or from an_ independent inverter. 
Standard wire of the correct size should be used 
for all electrical connections. Quarter-inch alumi- 
num, braided, flexible conduit should be used for 
the immediate connection to the transmitter and 
indicator. Four-prong AN standard disconnect plugs 
are provided at both transmitters and indicators. 
Like lettered terminals, on the transmitter and the 
indicator, should be wired together (A to 4, B to B, 
C to C, D to D), as shown in figure 103. The A 
and B terminals are the power-supply terminals. 





@) One indicator. 





INDICATORD 






@) Two indicators. 


Figure 103. Wiring diagram—remote-indicating compass. 


40. Inspection and Maintenance 


a. NormMat MAINTENANCE. Normal service or 
line maintenance for aircraft compasses consists of 
the replacement of defective lamps, checking the 
lighting system for defective electrical connections, 
compensation, and replacement of defective com- 
passes. Remove compasses and replace with service- 
able instruments if any of the following conditions 
exist. 

(1) Clouded or discolored liquid which impairs 
visibility. 

(2) Illegible card markings, due to discoloration, 
fading, or loss of luminous paint. 

(3) Failure of card to rotate freely in a hori- 
zontal plane when the airplane is in normal flying 
condition. Rotation may be checked by deflecting 
the card with a small permanent magnet. 





(4) Cracked bowl; broken mounting frame or 
lugs. 

(5S) Failure of compass to respond, or erratic 
action, after proper efforts to compensate. 

(6) Lubber line loose or misaligned. 

(7) Bench test, disassembly, or additional liquid 
required; any other major defects which might 
render the compass inoperative. 

b. Causes or INaccuracy. There are five main 
causes for inaccuracy in aircraft compasses: 

(1) Incorrect installation. By careful selection 
of the compass location, aircraft and .instrument 
designers generally reduce or eliminate compass in- 
accuracies due to faulty installation. 

(2) Vibration. Errors due to vibration can be 
satisfactorily eliminated by the use of vibration ab- 
sorption panels or proper vibration insulating mounts. 

(3) Magnetism. During the construction of air 
craft, the vibration and jarring of steel parts while 
they are being forged, machined, or fitted in place 
create a certain amount of permanent magnetism 
which is induced by the earth’s magnetic field. This 
permanent magnetism will vary with vibration of 
the engine, shocks from gunfire, landings, etc. This 
changing field of permanent magnetism correspond- 
ingly affects the action of the earth’s magnetic field 
on the compass and thus causes the compass card to 
deviate from magnetic north. Further deviations of 
the compass result from electric currents flowing in 
the electrical system of the aircraft, radio equip- 
ment, electrical instruments, and varying positions 
of metallic masses such as bomb loads, retractable 
landing gear, etc. Corrections of compass errors 
resulting from the permanent magnetic influences 
referred to may, if not excessive, be accomplished 
within close limits by the proper use of compensating 
magnets. 

(4) Heeling error. Ordinarily the vertical com- 
ponent of the aircraft’s magnetic field has no effect 
on the compass readings, since it is at right angles 
to the compass card. However, when the aircraft is 
not in level flying position, this vertical component 
affects the compass card and produces a deviation 
known as “heeling error.” Correction for this error 
is not necessary, because all compass readings, either 
during compensation or during flight, should be 
made only with the aircraft in level flying position. 

(5) “Northerly turning error.” One of the most 
serious errors of the aircraft compass occurs during 
any turn. It is strongest when turning from a north- 
erly course. It is caused by the vertical component 
of the earth’s magnetic field. If an aircraft is flying 
northward and executes a properly banked turn to 


the “east” or “west,” the compass card, under the 
influence of centrifugal force, no longer remains 
horizontal but tips with the airplane and assumes a 
position parallel to the aircraft’s floor. The card 
magnets then assume a position which is the result 
of their tendency to point north and their tendency 
to dip. The northerly turning error is evident in a 
small degree on all turns whenever the airplane is 
banked, but extreme cases occur in vertical banks 
on north headings. In clear weather, the pilot can 
use some fixed point on the ground for reference, 
and thus can straighten out his course and hold the 
aircraft level until he can obtain a steady compass 
reading. In cloudy weather, however, where the use 
of an outside reference point may be impossible, the 
pilot must use instruments to hold the aircraft level 
until he can obtain his reading. 

c. DeEvIATION PERMITTED. The maximum devia- 
tion on any heading before compensation of direct- 
reading compasses should not exceed 8°. After the 
deviations have been reduced by compensation, the 
maximum deviation on any heading should not ex- 
ceed 2°. Deviation limits for remote-reading com- 
passes are one-half those of direct-reading compasses. 
These requirements may differ in various localities 
according to differences in the earth’s magnetic 
held. Many compasses now in use will not meet 
these requirements. If it is decided that the compass 
performance in a particular aircraft is faulty, an 
unsatisfactory report should be submitted. Data 
necessary for corrective measures should be sub- 
mitted with the report. Such data should be 
obtained as follows: 

(1) Remove the compass compensator assembly. 

(2) Start the engines. 

(3) Place the aircraft’s head on magnetic north, 
and read the compass. Record both the compass 
reading and the actual magnetic heading of the 
aircraft. 

(4) With engines idling, record the aircraft 
compass reading as each switch, except the gen- 
erator, 1s operated in turn (radio, pitot heater, gun- 
sight, cockpit heater, gun solenoids, landing naviga- 
tion, instrument lights, etc.). Allow the compass 
time to settle before each reading. 

(5) Run up the engine until the generator is 
charging, and turn on the generator switch. Record 
the compass reading. 

(6) Repeat the foregoing steps on each mag- 
netic heading of 45°. 

(7) With the airplane in level cruising flight 
on each 45° heading, record the compass reading 
with wheels extended and wheels retracted. 

d. Locatinc Source oF Trousie. Before re- 
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turning a remote-indicating compass to the repair 
depot, determine whether the source of trouble is in 
the wiring, the indicator, or the transmitter. The 
wiring, which is responsible for most compass 
troubles, may be checked readily with an ohmmeter, 
and the trouble source thus isolated. An a-c volt- 
meter is useful for checking the power supply and 
leads. To determine whether the indicator or the 
transmitter is at fault, a master transmitter is used 
which has a pointer that can be rotated by hand. 
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With the power of the compass system off, disc 
nect the plug of the installed transmitter. Conn 
the master transmitter to the disconnect plug on 

cable. Switch on the power supply and manu 
turn the pointer of the master transmitter. If 

indicator is observed to “follow” correctly and 
step with the master transmitter, the trouble sou 
is in the transmitter. If the indicator fails to f 
low correctly, the trouble is in the interconne 
cables or in the installed indicator. 








SECTON IX 
GYRO-STABILIZED FLUX-GATE COMPASS SYSTEM 





41. General 

The gyro-stabilized flux-gate compass system is re- 
mote indicating. The direction-sensitive element or 
transmitter can be placed in any part of the airplane 
where deviation and fluctuations in deviation are 
small. This unit is gyro stabilized so it will give true 
readings for all directions and for all climbing or 
diving angles of less than 65° from the horizontal. 
It has means of compensating for the variation be- 
‘tween true and magnetic north and for deviations 
caused by magnetic materials in the airplane. 


42. Description 
a. TRANSMITTER. The units of the transmitter, 
figure 104, are the flux-gate element, the erection 
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Figure 104. Transmitter—flux-gate compass. 


mechanism, and a caging mechanism for the gyro- 
scope, all mounted in a plastic housing. 

(1) The flux-gate element is triangular in form, 
each leg consisting of two strips of magnetic metal 
-with primary and secondary windings. 

(a) The 487.5-cycle alternating current in the 
primary, produces magnetic saturation twice during 
each cycle. Twice each cycle, as the current falls 
to zero after each change of direction, the cores are 
saturated and subject to the earth’s magnetic field. 






The primary winding is so arranged that th 
of the primary current is cancelled insofa 
would otherwise produce a current in the sec 
winding. But the magnetic flux produced 
primary acts as a “gate” to cut off the effect 
earth’s magnetic field each time the core is sa 


(6) At the instant the cores are unsa 
the earth’s magnetic field induces a current 
leg of the flux-gate. Thus, the circuit conne 
each leg carries an alternating current with 
quency of 975 cycles per second. The am 
current in each circuit depends upon the pos 
the leg in relation to the earth’s field. Lead 
the three currents from the flux gate to an ir 
at the navigator’s instrument panel. The 
strengths of the three currents control the | 
of the needle on the indicator. Repeater indic 
other stations may be connected to the 
indicator. 


(2) Erection mechanism. A motor-drive 
scope with a speed of 10,500 rpm is used to t 
flux-gate horizontal during all maneuvers 
the limits specified in preceding paragra 
Precession of this gyroscope is prevented : 
unit is held in the vertical position by the ac 
a small steel ball which runs in a circular ste 
above the gyroscope. As long as the unit i 
the ball runs at a constant rate but at any 
the track tilts also and the ball remains for a 
time during each revolution on the uphill sid 
force tends to precess the gyro to a vertical p 


(3) Caging mechanism. A small arm in t 
tom of the transmitter housing may be ra 
engage a pin in the bottom of the gyro housin; 
erects the gyro to vertical with respect to the 
mitter housing. Allow the gyro to run 5 1 
before performing this operation. In actual | 
the gyro is never left in the caged position. 


6. AMPLIFIER. The 3 minute currents fr 
flux-gate are combined in the coupling a 
shown in figure 105, to give a voltage signal 
is amplified by means of a five-tube amplifier 
fig. 106.) This provides sufficient energy t 
the induction motor which actuates the in 
needle. This unit also includes an extremely 
control-frequency oscillator to furnish power 
flux gate. The oscillator output has a freque 
487.5 cycles per second. 
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Figure 105. Gyro-stabilized flux-gate compass (schematic drawing ). 


ing as the airplane is turned about the vertical axis. 
Compensating adjustment can be made each 15° or 
at 24 stations, and may correct for magnetic devia- 
tion up to 18° either way. 

(4) The outer dial on the master indicator may 
be offset to correct for magnetic variations. A knob 
turns the dial until its South index coincides with 
the desired number of degrees correction as ind 
cated on the “‘variation’’ dial. 

(5) Corrections for deviation and variation are 
passed on to all repeater indicators (fig. 108) i 
other parts of the airplane, but, because of cena 
transmission errors, correction cards are provided 
at each repeater. 

d. INVERTER. When a 400-cycle alternating cur- 
rent is not otherwise provided, an inverter, shown in 





Figure 106. cAlmplifier—flux-gate compass. 
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c. Inpicators. (1) The three currents from 
flux gate thus cause the induction motor to move the 
pointer to the position on the indicator dial which 
corresponds to the direction the airplane is facing. 

(2) An uncorrected dial, visible in the face of 
the master indicator, as shown in figure 107, gives 
the uncorrected heading of the airplane at all times. 

(3) The compensation mechanism causes the 
pointer to lag behind or to lead the uncorrected read- 
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figure 109, drawing approximately 90 watts, is 
operated by power from a 24-volt source. The out- 
put is 115 volts at 400 cycles. This supplies all the 
current needed for the gyro stabilizer of the flux- 
gate system. 


43. Installation 


a. GENERAL. No unit of the flux-gate compass 
system (fig. 110) will be installed where vibration 
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Figure 107. Master-tndtcator flux-gate compass. 





Figure 108. Repeater indicator—flux-gate compass. 


is excessive or where the surrounding temperature 
will exceed the values given in Technical Orders. 
Vibration insulating mounts are provided for all 
units. Double mounts are provided on the trans- 
mitter. , 


b. TRANSMITTER. (1) Although the transmitter 
is mounted inside a molded plastic case and is well 
protected against dust, oil, etc., it has a small venti- 
lator at the top and must not be placed where mois- 
ture or other foreign matter can enter.. It must be 
mounted as far as possible from magnetic metals 
and especially from moving magnetic parts or vari- 
able loads. The final deviation due to these causes 





Figure 109. Inverter—fluzx-gate compass. 


should be as small as possible and in no case should 
its value for any heading exceed that given in Tech- 
nical Orders. 

(2) The disconnect plug must be toward the 
front, and the caging head on the bottom. The 
“fore” and “aft” center line must be parallel with 
the airplane’s line of flight. The vertical axis must 
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Figure 110. Schematic diagram—gyro-stabilized flux-gate compass system. 


rallel to the vertical axis of the ship in normal 


AMPLIFIER. The amplifier should be installed 
se as possible to the master indicator, where 
be available to the navigator. Sufficient space 
be allowed for ventilation and for removing 
over when adjustments are needed. All con- 
ns must be installed with smooth bends. The 
nust be grounded to the primary structure of 
rcraft. The controls, cable connections, etc., 
be on the front panel of the unit where they 
e available in flight. | 
InpicaTtors. (1) The master indicator should 
»unted where the navigator can see it at all 
and where he has ready access to the knob 
to adjust for magnetic variation. Space must 
owed for cable connections and for removal 
the panel. 

When needed, as many as six repeater indi- 





may be installed at other stations. They are Figure 111. Remote electric caging unit—flux-gate 
ected in parallel, with leads from a junction com pass. 

t the amplifier. Any remote, indicating indi- — with the caging motor during installation. In other 
may be used as a repeater indicator. words, the gyro must be uncaged when the red light 
KEMOTE-CONTROL UNIT For CacInG MEcuH- on the control box is off. 
'. The control for the caging mechanism, figure f. Inverter. To avoid voltage drop, the inverter 


ncludes a switch and a signal light (fig. 112) when used, should be installed as close as possible 
navigator’s station, and a motor. Room must __ to the d-c source. Ventilating space must be provided. 
vided for removing the signal light and for g. Use oF INSTALLATION INstTRUCTIONS. The 
ing motor brushes. It is important that the foregoing installation instructions are general only. 
‘mechanism in the transmitter be synchronized © When any flux-gate compass units are to be installed, 
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Figure 112. Switch-box, flux-gate compass. 


‘Technical Orders pertaining to this equipment 
1 to the airplane on which installation is to be 
de should be consulted and carefully followed. 
mplete wiring diagrams and other instructions 
‘given. 


. Compensation Procedure 


2. GENERAL. The process of compensating a 
mpass system, that is, correcting as closely as 
sible for errors caused by magnetic influences 
thin the airplane and plotting the final deviations 
various headings, is called ‘“‘swinging the ship.” 
uler service conditions, this process must -be re- 
ated frequently because the magnetic condition of 
t airplane changes constantly. The instructions 
fea in paragraph 38 should be followed. 

Not. For the entire compensation procedure, the vari- 
on knob should be set on zero. ONLY the uncorrected 
is read for the compass swing. 


b. COMPENSATING FOR DEVIATION IN FLUX-GATE 
PASS, Compensation for magnetic deviation is 
tlormed only at the master indicator. Since com- 
Nsation mechanism is entirely mechanical, contain- 
§no magnets, correction can be made at any 15° 
ading without any effect at other stations. Each 
aster indicator has a cam-adjustment wrench which 
msists of a knob at the top of the indicator dial 
ida special screw driver for adjusting the screws 
the 24 compensation cams. When this knob is 
Imed out, the bezel ring can be removed and the 
Im screws become accessible. Turning the screws 
anges the contour of the cam and introduces a 
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plus or minus spread between the readings of the 
pointer and the uncorrected dial by causing the 
pointer to lead or lag. There are three general 
methods of adjusting the compensating mechanism. 

(1) By manually turning master tndicating 
mechanism. A small knob is located on the back of 
later type master indicators. When this knob 1s 
pushed in, it engages a clutch on the induction motor 
and thereby drives the entire gear train. After dis- 
connecting the power from the master indicator, and 
removing the front cover as described in paragraph 
44b, push in the knob and turn it until the pointer 
is exactly opposite one of the 15° headings where 
the deviation is 1° or less, for example, 120°. 
Adjust the compensating screw opposite the 120° 
mark until the difference between the uncorrected 
dial reading and the pointer reading is the deviation 
for 120°. Repeat this procedure on each successive 
15° heading until the 24 screws have been adjusted. 
Check the compensation by turning the master indi- 
cator knob in the opposite direction and making any 
necessary adjustments. 


(2) By using test transmitter. The test transmit- 
ter is particularly useful in compensating older type 
indicators which do not have the knob for manually 
turning the pointer. With power to the compass 
turned off, remove the AN plug of the amplifier 
and connect it to the tester. Connect the plug of the 
tester to the amplifier, and place the switch on 
the tester to the test position. Turn on power to 
the amplifier and rotate the knob on the tester to 
cause the uncorrected dial and pointer on the master 
indicator and the pointers of the repeater indicators 
to turn. Remove the front cover to expose the 
compensating screws. (See par. 44b.) Using the 
knob on the test transmitter, turn the uncorrected 
dial of the master indicator to the heading where 
minimum deviation was observed. The pointer should 
be within +£2° of an exact 15° heading. Adjust the 
compensating screw next to the pointer until the 
correct magnetic heading is obtained. For example, 
if minimum deviation was found to be at a heading 
of 285° and an uncorrected dial reading of 284° 
was obtained for this heading, the knob on the tester 
should be turned until a reading of 284° is obtained 
on the uncorrected dial. The compensating screw 
next to the pointer should be adjusted until the 
pointer indicates the correct magnetic heading of 
285°. This procedure is then repeated for each 
successive 15° heading. The knob on the tester is 
then turned in the opposite direction and any further 
adjustments on any 15° heading are made. The 
front cover is then replaced. 
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(3) Turning airplane. If the above method is 
not practical or desired, the airplane must be turned 
to the required headings, either by placing it on a 
turntable or by jockeying it on the ground. In this 
case, the power for the compass system is turned on 
and 5 minutes later the gyro is erected by going 
through the “cage—uncage”’ cycle. After the gyro 
has set itself vertical to the ground, the airplane is 
turned to the heading of minimum deviation. Com- 
pensating adjustments are made as in preceding 
paragraph 44 8. 

_ (4) Correction for deviation can be performed 
while flying. An adjustment for one heading usually 
does not affect the pointer at another heading. 


45. Inspection, Maintenance, and Lubrication 


a. Inspecrion. (1) Preflight. With the gyro 
uncaged, apply the rated power to the compass sys- 
tem for 5 minutes. Run through the cage and uncage 
cycle. Observe the operation of the compass dur- 
ing taxying. If it does not respond to direction 
changes, check as directed in Technical Orders. 

(2) 50-hour. Check the readings as on the pre- 
flight. Check the security of all units. Adjust the 
inverter. 

(3) 100-hour. Check the deviation at North, 
East, South, and West. The pointer of the master 
indicator and each repeater indicator must be within 
2° of correct at all stations. If not, check the applied 
voltage, which must be within 10 percent of that 


specified. If the voltage is correct, recompensate. 
If this does not correct the error, check for troubles 
within the system. 

(4) 500-hour. Remove the transmitter and indi- 
cators for a check at an authorized overhaul base. 

b. MAINTENANCE. (1) Clean all parts of elec- 
trical equipment. Tighten or resolder any loose con- 
nections. Check the motor and inverter brushes for 
free movement in the holders and for wear. Replace 
them if badly worn. Be sure replaced brushes seat 
properly. Check the tension of brush springs. 

(2) The mechanic should study the Technical 
Orders pertaining to this equipment to determine the 
common service troubles, probable causes, and reme- 
dies. No attempt is made here to give detailed 
instructions. 

c. LusricaTion. No lubrication is required ex- 
cept at depot overhaul. 

d. Storace. The flux-gate transmitter should not 
be stored near open wiring, or in places where it 
will be subject to excessive cold or heat. 

e. Hanp.inc. The gyro-stabilized flux-gate com- 
pass system is a precision instrument which must be 
handled with great care and only by authorized 
persons. When transported, the transmitter must 
remain upright with the gyro caged. None of the 
units are constructed to undergo rough treatment. 
Personnel working near installed compasses should 
be warned of the damage which may result from 
carelessness. 





SECTION X 
AIRCRAFT FLIGHT INSTRUMENTS 





46. General 


The equipment generally classified as “aircraft flight 
instruments” consists of the airspeed tube, the rate- 
of-climb indicator, the airspeed indicator, the alti- 
meter and gyro instruments covered in section XI. 
These devices provide the pilot with indications of 
the airplane’s altitude, speed through the air, rate- 
of-climb or descent, rate-of-turn, and the height 
above sea level or the ground. All of these indica- 
tions are essential for safe and efficient flight. 


47. Airspeed Tube 

a. GENERAL. (1) The airspeed tube is used for 
applying impact (“pitot’”) pressure and static (still) 
pressure to certain instruments. Impact pressure is 
the reaction of the atmosphere to the movement of 
the airplane. Static pressure is the pressure of un- 
disturbed air around the airplane, that is, the pres- 


sure that would be exerted on the airplane if it were — 


not in motion. 
(2) From the airspeed tube, the impact and 
static pressures are conveyed separately to the air- 








speed indicator, which indicates the speed of the 
airplane as it moves through the air. The indication 
is produced by the difference between pitot and static 
pressures. Static pressure alone is conveyed from 
the airspeed tube to the altimeter, which indicates 
altitude above sea level by comparing static pressure 
with sea-level pressure. Static pressure is conveyed 
also to the rate-of-climb indicator, which computes 
the rate of ascent or descent of the airplane by 
measuring the corresponding rate of decrease or 
increase of static pressure. 

(3) <A type of airspeed tube now available pro- 
vides only impact pressure. Static pressure is ob- 
tained from a suitable position outside the fuselage. 
A mast from some structural part of the airplane 
is not needed for this installation. 

b. Description. (1) The airspeed tube is a 
single unit with no detachable parts. Its axis is 
placed in the aircraft’s direction of flight. The front 
of the tube is open so that it can receive the full im- 
pact of the atmosphere during flight. This impact 
pressure is transmitted by airtight tubing to the air- 
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@ Mounted forward of leading edge of wing. 


Figure 113. Airspeed tubes—streamlined types. 
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indicator. Small holes admit static pressure 
separate chamber in the tube. This pressure 
ismitted by airtight tubing to the airspeed indi- 
the rate-of-climb indicator, and the altimeter. 
The two general types of airspeed tubes are 
ated in figure 113. One type (fig. 113@ is 
ed for installation on a tapered streamline 
*xtending below and forward of the fuselage’s 
The other type, figure 113@), is installed on 
n extending forward from the leading edge of 
ing. The two varieties of tube are funda- 
lly similar in construction and operation. (See 
4.) Both are made of heavy-gauge brass seam- 
ibing and have two sections or chambers, the 
(impact) pressure section and the sstatic- 
ire section. 
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fin to prevent moisture from entering the pitot-tube 
riser. The riser, located in the fin, receives the static 
pressure and transmits it through airtight tubing to 
the airspeed indicator, rate-of-climb indicator, and 
altimeter. . 

(5) Most airspeed tubes are provided with two 
heating elements to prevent icing during flight. (See 
fig. 114.) The operation of these elements is con- 
trolled by a switch in the cockpit. The elements are 
practically indestructible and will usually give good 
service for the life of the tube. Some tube heating 
systems are designed for operation on 110-volt 
alternating current, and others for 12- or 24-volt 
direct current. 1 

(6) In one type of tube, porcelain beads are 
used as insulation for the internal wiring, and will 
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Figure 114. Autrspeed tube—cross section. 


The pitot-pressure section, open in front to 
e the full impact of the atmosphere, has a 
plate to prevent blow-back of moisture and 
ito the tube. One small drain hole, below the 
plate, disposes of moisture and condensate. A 
in the fin receives the impact pressure and 
nits it through airtight tubing to the airspeed 
tor. Use of the riser makes less likely the 
ice of dirt and moisture into the tubing leading 

indicator. 

The static-pressure chamber is vented to 
mosphere through three small holes on top of 
ibe and three on the bottom. The opposite 
yn of the holes provides a compensating effect 

insures a more accurate registering of static 
ire. These static holes function also as drain 
another drain hole is often provided in the 


produce a slight rattling noise if the tube is shaken. 
This noise is not necessarily an indication that the ° 
tube is defective. 

c. Operation. (1) Ordinarily the airspeed tube 
requires no attention from the pilot. Pitot and static 
pressures are transmitted automatically and in- 
stantaneously to the instruments. 

(2) The electrical circuit of the heating elements 
in the airspeed tube is connected through the ignition 
switch for all engines in such a way that when the 
ignition switch is off, the electrical circuit of the 
tube is open, and when the ignition switch is on, the 
electrical circuit of the tube can be, controlled by 
the “On-Off” switch labeled “Airspeed Tube.” When 
icing conditions are encountered, the “Airspeed 
Tube” switch is turned on, and when icing is no 
longer likely, it is turned off. 


RATE OF CLIMB INDICA 





3) To avoid unnecessary battery discharge, and 
revent shortening of the life of the heating ele- 
its, the switch should be off at all times when 
ting of the tube is not required. 

. INSTALLATION. (1) Airspeed tubes are de- 
ied for different types of airplanes and for dif- 
‘nt electrical systems. Technical Orders must be 
sulted for specific installation information. 


2) The airspeed tube is mounted in a location 
-re there is minimum disturbance of the air due 
he motion of the airplane. Proper location varies 
ording to the type of tube and the type of air- 
ne on which it is installed. 


3) The connections for the tubing between the 
speed tube and the airspeed indicator case are 
rked P (pitot pressure) and S (static pressure). 
Pse connections must be made correctly and must 
airtight. 

4) To permit removal and replacement of the 
e, a union is placed in each connecting line at 
point of attachment of the mounting boom or 
st to the wing or fuselage. The union is accessible 
pugh an inspection door. To remove a tube, 
ronnect the unions, then remove the mounting 
ews and lock washers. The tube may then be 
led out of its mount a few inches, and the pitot 
| static tubing and the “snap-on” electrical con- 
tor disconnected. To replace the tube, this 
cedure is reversed. Detailed instructions for 
unting the tubes, for wiring, and for marking the 
ssure tubing, are provided in Technical Orders. 
'5) After installation of electrically heated tubes, 
‘electrical circuit is tested at the airspeed tube to 
ermine whether the connections are correct. Table 
hows the minimum voltage required at the tube 
th various power sources. 


Me I. Manimum required voltages at airspeed tube with 
various power sources. 





enbined generator 


Battery voltage 
dW battery voltage 


Voltage measured 
at airspeed tube 


14.25 volts || iw eee eee 12 volts 
283.50 volts | —.......... 24 volts 

oS ua aunty 12 volts 10.5 volts 

iene eee 24 volts 21 volts 


(6) Most airplanes have a static pressure selec- 
‘valve mounted adjacent to the altimeter on the 
trument panel, if possible. This has an “alternate 
arce’’ port which may be used in flight as an 
lergency source of static pressure for the alti- 
ter, rate-of-climb indicator, and airspeed indi- 
tor if some failure of the normal static pressure 
encountered. This alternate source may give 
toneous indications. 


e. INSPECTION AND MAINTENANCE. (1) The 
airspeed tube must be kept clean and free from 
moisture at all times. When the airplane is not fly- 
ing, the tube (including all holes) must be covered 
with an appropriate sack made of cloth, canvas, or 
leather, with a streamer attached. 

(2) If the heating elements do not function 
satisfactorily, the voltage test described in d(5) 
should be made. . 

(3) To prevent errors in airspeed indicator, 
altimeter, and rate-of-climb indicator readings, the 
airspeed tube and connecting tube must be leakproof. 
To test for leaks in the static-pressure system, con- 
nect the static holes to a source of suction and set 
the altimeter pointer to zero. Apply suction until 
the altimeter reads 1,000 feet altitude (about 1.05 
inches Hg or 14.24 inches water), and then pinch 
off the suction. Maintain the suction for a period 
of 1 minute, meanwhile tapping the altimeter or 
instrument board to reduce friction in the pointer 
movement. The altimeter reading should not de- 
crease more than 150 feet. A greater change indi- 
cates leakage in the system. | 

Caution: Do not apply pressure to static lines. 
Regulate slow application and removal of suction 
by noting the reading of the rate-of-climb indicator, 
which should not be permitted to exceed 2,000 feet 
per minute while making this test. 

(4) To test the pitot lines, first seal the drain 
holes. With the airspeed indicator properly con- 
nected, connect the pitot opening of the tube to a 
source of pressure. Apply pressure slowly until the 
indicator reads 150 mph (about 0.82 inch Hg or 
11.18 gnches water); then pinch off the pressure. 
With the pressure maintained for 1 minute, the 
indicator reading should not drop more than 10 mph. 
The indicator or instrument board should be tapped 
during this period to reduce the friction of the 
pointer movement. 


Caution: Do not apply suction to pitot lines. 


48. Rate-of-Climb Indicator 

a. GENERAL. The rate-of-climb (or “dive-and- 
climb”) indicator shows the rate of gain or loss of 
altitude regardless of the attitude of the aircraft. 
The rate is shown in graduations of 100 or 200 feet 


per minute. The instrument i3 useful Vals a + AAS 
‘ut 1e8s than 2 


a 


ow 


y 


Wa 

inches to absorb 

NDE only in showing Sains Omit flexibility between the indicator 
their rates, but also i SThe tubing should be annealed after 
uens ate being made W'hese connections must be tight as a leak 
in making it easier the slightest amount at this point will cause 


descent in the apficale errors in the instruments. 


(3) After installation, the leak test described in 
f below is performed to make certain that there 
are no leaks that might cause unsatisfactory opera- 
tion of the instrument. 

f. INSPECTION AND MAINTENANCE. (1) The 
general instructions regarding instrument mainte- 
nance in section XVI apply to the rate-of-climb 
indicator. 

(2) At periodic intervals, the static system and 
the indicator case must be checked for leaks. This 
is done by setting the pointer to zero with the ad- 
juster, breaking the static connection as close to the 
indicator as possible, and attaching a 2- or 3-foot 
length of '%4-inch rubber tubing. Apply a suction 
that will cause the indicator to read 2,000 feet per 
minute ascent, then pinch the hose as close to the 
indicator as possible and watch the pointer ; it should 
return to zero immediately and stop there. If it 
continues to rotate past zero in the counterclock- 
wise direction, there is evidence of a leak in the 
instrument case and the instrument must be removed 
and replaced. 


49. Airspeed Indicator 

a. GENERAL. The airspeed indicator shows the 
airplane’s rate of speed tRrough the air. Except in 
still air at normal sea-level atmospheric pressure, the 
indicated airspeed is different from ground speed. 
However, the pilot can calculate ground speed from 
the indicated airspeed if he knows the altitude at 
which he is flying, the temperature, and the direction 


and speed of the wind. Thus the airspeed indicator. 


is useful in the following: 

(1) Estimating actual ground speed. An accurate 
estimate is necessary when the time required to 
reach a landing field or tactical objective must be 
determined. 

(2) Determining the best throttle setting for 
the most efficient flying speed. 

(3) Determining the best climbing and gliding 
angles. 

(4) Determining whether diving speed is safe 
for the airplane structure. 

(5) Indicating when the airplane has attained 
flying speed at take-off, and when stalling speed is 
being approached during maneuvers or landings. 

b. PRINCIPLE OF OPERATION. The airspeed indi- 


cator operates on the principle of differential pres- 
sure. Impact pressure from the airspeed tube is_ 
conveyed into a diaphragm in the airtight instrument . 


case. Static pressure is conveyed from the airspeed 
tube into the instrument case so that it surrounds the 
diaphragm. When the airplane is motionless in still 
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@ 
air, it has no airspeed. The impact pressure equi 
static pressure, and the diaphragm is in equilibriy 
When the airplane is in flight, impact pressure 
greater than static pressure. This difference | 
creases as the airplane’s speed increases, and thu 
corresponding distortion of the diaphragm—due 
the greater (impact) pressure inside—occurs. ] 
distortion of the diaphragm, being a measure of | 
differential pressure, is thus also a measure of { 
airspeed. The amount of distortion can be registe 
by an indicating mechanism in terms of miles | 
hour. | 

c. Description. The internal mechanism a 
operating principles of all airspeed ieee 
similar. There are only minor differences in ct 
struction. Low- and high-speed types are shown 
figures 117@) and @). 


(1) The cross section of an airspeed indica 
is shown in figure 117(3). The mechanism consi 
essentially of an airtight diaphragm assembly if 
which impact pressure is led, and a mechanism | 
multiplying its deflection. This mechanism is ca 
posed of a rocking shaft assembly with two levers 
sector assembly with a sector lever, a hand or poin 
staff, and a pinion. A hairspring secured to the ha 
staff and anchored to the mechanism body eli 
inates backlash in the mechanism and _ holds 
diaphragm lever against the diaphragm bridge. 
housing for the instrument is an airtight case. 0 
connection (marked S) in the back of the ¢ 
admits static pressure to the interior of the ca 
the other connection (marked P) admits impact, 
pitot pressure to a tube leading into the diaphrag 
Each connection is made up of an internal p 
thread insert in the case and a nipple union. 


(2) In external appearance various models } 
similar, except for the varying lengths of the. ca 
and the dial markings. The cover glasses of so 
types are held in place by snap rings. Other ty 
have two-piece cases, held together with screws, 
insure an airtight seal. 


(3) . The dials of various models are gradua 
at intervals of 1 or 5 mph through ranges depe 
ing on the needs of different airplanes. For a sl 
airplane, the range may be from 15 to 100 m 
For the fastest airplane, the range is up to 700 mi 
In some models, the pointers may move more tl 
one revolution, and the dials accordingly hi 
secondary graduations. 








(4) The graduations of some airspeed indicat 
are of luminous paint. In other models the gradi 
tions are made of a material which glows w 
fluorescent light. 








® Low-range type. ® High-range type. 
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Figure 117. Airspeed indicators and connections. 


d. OPERATION. (1) The operation of the instru- 
ment is automatic and requires no adjustments by 
the pilot. 


(2) Since there is always some atmospheric 
disturbance about the pitot-static tube, the differ- 
ential pressure does not indicate the exact airspeed. 
To compensate for this discrepancy (called “instal- 
lation error’’), the pilot refers to a correction card. 
This card is prepared by flying the airplane over a 
measured speed course and noting the errors in the 
airspeed indication. 


(3) Errors may result also from imperfect cali- 
bration of the instrument (with respect to the 
standard airspeed-pressure relationship) and from 
the effects of temperature changes in the instru- 
ment. For a change in instrument temperature of 
45° C. (113° F.) to —35° C. (—31° F.) the error 
should not, however, exceed 314 mph at any point 
on the scale. 


(4) Standard competing devices can be used to 
compute the true airspeed from the indicated speed 
in certain cases. The instructions given in Technical 
Orders should be consulted. 


e. INSTALLATION. (1) The airspeed indicator is 
grouped with the other flight instruments. It is 
mounted so that the zero on the dial is on the top 
side. Installation is made in accordance with various 
airplane and instrument board drawings. Mounting 
screws, as required, are furnished with each instru- 
ment. 


(2) The P (pitot) and S (static) connections 
on the back of the instrument case are connected to 
the corresponding connections on the airspeed tube 
by means of airtight lines of seamless copper or 
aluminum tubing. When seamless copper tubing is 
used, the fittings will be either three-piece solderless 
or cone unions. When seamless aluminum-alloy 
tubing is used, the fittings should be aluminum alloy 
17ST, anodically treated, solderless fittings. The 
connecting lines are carried inside the fuselage and 
wing structure to prevent damage. The altimeter 
and rate-of-climb indicator are also connected into 
the static line. Each pitot and static-pressure line 
should incorporate a flexible connection located be- 
hind the instrument board in such a manner as to 
complete the installation of the instrument board 
from the vibrations of the airplane structure. 


(3) In the calibration of airspeed-indicator in- 
stallations on various types of airplanes, it has been 
found in some cases that the maximum permissible 
diving speeds exceed the scale range of the instru- 
ment. Whenever this condition exists, the airspeed 
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indicator is replaced with one having the necessary 
higher scale range. 

f. INSPECTION AND MAINTENANCE. The general 
points on service inspection and maintenance of 
instruments, given in section XVI, are applicable 
to airspeed indicators. 


50. Altimeter 


a. GENERAL. Altimeters are used in ‘aircraft to 
measure altitude above sea level, and altitude above 
some field of reference on the ground. Measurement 
of altitude above sea level is made by the “altimeter- 
setting’ system. Measurement of altitude above the 
ground is done by the “field elevation” system. These 
systems are explained in d below. 


(1) The specific uses of the altimeter-setting 
system are to—_ 


_ (a) Indicate at all times the elevation of the air- 
plane above sea level so that it can be compared with 
strip maps for the purpose of clearing critical points 
and mountain peaks safely. 

(b) Use advantageously the meteorological data 
supplied by weather stations, such as wind velocities 
and directions for various elevations, and elevations 
of cloud and storm formations that are to be avoided 
in flight. 

(c) Observe and correctly follow airways traffic 
regulations. 


(2) The specific uses of the field-elevation sys- 
tem are to— 

(a) Determine accurately the vertical distance 
between the aircraft and objectives on the ground 
when performing tactical missions. 


(b) Indicate the elevation of the airplane above 
the runway for coordination with other imstrument 
indications when making instrument landings. 


b. PRINCIPLE OF OPERATION. All altimeters (ex- 
cept radio altimeters) used by the Army Air Forces 
operate by means of an evacuated, sealed aneroid. 
Since atmospheric pressure decreases with increas- 
ing altitude according to a fairly definite relationship, 
the altitude of an airplane will be indicated by the 
surrounding atmospheric pressure. The atmospheric 
pressure is measured by means of an evacuated 
aneroid which expands or contracts according ‘to 
atmospheric pressure changes. Thus the altimeter 
is essentially a barometer designed to show atmos- 
pheric pressure in terms of altitude. 

c. Description. (1) All altimeters used by the 
Army Air Forces operate on the basic principle 
shown schematically in figure 118. The evacuated 
aneroid mechanism is very sensitive and well bal- 





anced, jeweled bearings being used on all pivots to 
reduce friction. Static pressure from the airspeed 
tube is admitted to the airtight instrument case. 
Since the static pressure .decreases with altitude, 
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Figure 118. 


exerting less pressure on the aneroid, the aneroid 
tends to expand with increasing altitude. The amount 
of expansion is controlled by a rod or other device 
serving as a temperature compensator, which is 
necessary because of the pronounced effect of chang- 
ing temperatures on air pressure. The movement 
of the aneroid is transmitted through a rocker shaft 
and sector to a pinion-and-gear assembly, which 
causes the pointers to move on the graduated dial. 

(2) Standard models of altimeters for tactical 
operation have calibrated ranges of from O feet (sea 
level) or —1,000 feet below sea level to 35,000 feet. 





A few are calibrated up to 50,000 feet. Multiple- 
pointer systems make it possible to read the instru- 
ments accurately to at least one-half the smallest 
unit graduated on the scale. 
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(3) Some altimeters have single altitude scales, 
single barometric-pressure scales with index mark- 
ers, two reference markers, and three pointers, as 
in figure 119. The altitude scale, with major divi- 
sions of 0 to 10, is fixed. The pointers, reference 
markers, and barometric scale rotate and indicate 
with reference to the altitude scale, as described 
under b below. Setting knob at the bottom front of 
the instrument case drives two pinions in opposite 
directions. One pinion rotates the barometric scale 
and reference markers, which are known as the 
“zero setting system”; the other pinion rotates the 
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aneroid mechanism assembly, of which the pointers 
are a part. A long pointer, an intermediate pointer, 
and a short pointer are concentrically arranged and 
indicate on the one common dial. A long pointer 
makes one revolution for a change of 1,000 feet, 
and an intermediate pointer makes one revolution 
for 10,000 feet. A short pointer would, if not re- 
strained, make one revolution for 100,000 feet. To 
cover the full range of the instrument, a long pointer 
makes 36, an intermediate pointer 3.6, and a short 
pointer 0.36 revolutions. 





Figure 119. Altimeter—sensstive. 


(4) In these altimeters the positions,of reference 
markers are read on the same dial as the pointers. 
The outer marker, rotating on the edge of the dial, 
makes one revolution for 1,000 feet, and the inner 
marker one revolution for 10,000 feet. The baro- 
metric scale, a sector of which is visible through 


an opening in the instrument dial, has a standard 


range of 28.1 to 31.0 inches Hg, with unit gradua- 
tions of 0.02 inch Hg. When the range limit is 
reached at either extreme, a shutter blanks out the 
visible sector of the barometric scale, and the baro- 
metric pressure must then be calculated from the 
positions of the reference markers, 


(5) In one recent model the reference markers 
and the barometric scale with its index marker are 
omitted. For a zero-setting system a barometric- 
pressure counter, operated by a knob, is used instead 
of the barometric scale. The pilot can see, through 
an opening in the lower part of the dial, the values 
turned up by the counter mechanism. The range 
of the counter is 28 to 30.99 inches Hg. 


(6) The typical altimeter is inclosed in a two- 
piece bakelite or aluminum case which is provided 
with a vent in the rear case wall for connection to 
the static line of the pitot-static system. Since this 
instrument must be sealed airtight, its only opening 
is through the static vent. Some older altimeters are 
provided with 3-volt ring lights and reflectors, the 
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receptacles being molded integral with the instrumer 
case. Later type sensitive altimeters eliminate 
3-volt ring lights and instead are designed {c 
fluorescent lighting. 


d. Operation. The atmospheric pressure at. 
given altitude in any locality varies with changin 
weather conditions. Furthermore, the pressure at 
given altitude in one locality may differ from th 
pressure existing at the same moment at the sam 
altitude in another locality. It is therefore necessat 
to adjust an altimeter frequently, according to th 
changing altitude-pressure relationship, so that | 
altitude indications will be accurate. Adjustmen 
are made by means of the adjusting knob. By tun 
ing the knob the pilot can change the position of tl 
aneroid with respect to the pointers. 


(1) Ifa cross-country flight is to be made, ju 
before the take-off the adjusting knob is turned uni 
the pointers indicate the altitude of the station abo' 
sea level plus the height of the altimeter above t| 
ground. The barometric reading of the instrume 
will then be the barometric pressure at sea level (n 
at the station, unless it is at sea level). After tak 
off the altimeter pointers will show the altitude | 
the airplane above sea level so long as the origin 
altitude-pressure relationship remains unchanged. : 
soon as this relationship changes, the altitude in 
cations of the instrument will become unreliat 
unless the instrument is properly adjusted. T 
pilot, however, is kept informed of the changi 
altitude-pressure relationship through radio repo! 
from stations along his route. Each station repo 
to the pilot the prevailing atmospheric pressure 
sea level (computed by the station from station al 
tude and local barometric pressure.) The pilot tur 
the altimeter adjusting knob as often as necessa 
to keep the instrument’s barometric-pressure readi 
the same as barometric pressure at sea level. So lo 
as this is done, the altitude of the airplane above : 
level will be indicated correctly by the pointe 
When this system is used, the pilot can calculate. 
elevation above the ground by determining from 
topographic map the elevation above sea level 
the land over which he is flying and subtracting t 
elevation from his altimeter reading (elevation 
the airplane above sea level). 


(2) The function of the triangular referer 
markers, provided only in altimeters with the ba 
metric scale and index (not the barometric-press: 
counter), is to facilitate the adjustment of the a 
meter. The reference markers move when the - 
justing knob is turned. Since they move on the la: 
dial, the altimeter can be more finely adjusted y 
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Figure 120. Use of the altimeter. 
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reference to the markers than with reference to the 
barometric-pressure scale. During flight, therefore, 
the pilot may receive (by radio) corrections in terms 
of reference marker positions as well as barometric- 
pressure readings. By moving the reference markers 
to the reported correct positions, he will be moving 
barometric-pressure scale to the reported correct 
position—a position probably more accurate than it 
would have been if the adjusting knob has been 
turned with reference to the scale. Thus, with the 
accurate barometric-pressure reading, the pilot will 
have more reliable altitude readings. With altimeters 
equipped with barometric-pressure counters, ref- 
erence markers are not needed, because the correct 
counter reading can be obtained easily by turning the 
knob with reference to the counter. 

(3) Figure 120 illustrates the use of an altimeter 
equipped with the barometric scale and reference 
markers. 

(4) The following terms, defined briefly, are 
used in connection with altimeters. 

(a) U.S. Standard Atmosphere. Atmosphere of 
which the pressure and temperature at sea level are, 
respectively 29.92 inches Hg and 15° C. 

(b) Altimeter setting. Approximate barometric 
pressure at sea level as computed from the pressure 
at any given station. 

(c) Field-elevation pressure. Barometric pres- 
sure at the field. 

(d) Pressure altitude. That altitude in the U. S. 
Standard Atmosphere which corresponds to a given 
pressure. 

(e) Station pressure. Barometric pressure at 
the weather station. 

(f) Pressure-aliitude variation. The difference 
in feet between the indicator of a perfectly cali- 
brated altimeter and the true, or actual elevation. 

(g) Height setting. Reading in feet of the sta- 
tion altimeter pointers when the instrument is set 
at sea-level barometric pressure. 

(h) Altimeter scale error. The difference in 
feet (expressed algebraically) between the altimeter 
reading and that altitude in the U.S. Standard At- 
mosphere which corresponds to the atmospheric 
pressure to which the altitude is exposed. 

(4) Altimeter scale correction. The amount in 
feet that must be added to, or subtracted from, the 
altimeter reading to obtain the altitude in the U. S. 
Standard Atmosphere that corresponds to the pres- 
sure to which the altimeter is exposed. 

e. INSTALLATION. (1) Installation instructions 
given in section XV apply generally to altimeters. 
The altimeter is connected to the static line of the 
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pitot-static system. If the pitot-static tube is cor- 
rectly placed and aligned in the direction of flight, 
and if there are no leaks in the system the altimeter 
will operate correctly. 


(2) After installation, the leak test described in 
f(5) below, must be made to insure that there are 
no leaks in the pitot-static system or in the altimeter. 


f. INSPECTION AND MAINTENANCE. The general 
instructions in section XVI regarding inspection and 
maintenance apply to altimeters. The following 
also apply: 

(1) Just before take-off, set the altimeter for 
use according to either the field-elevation pressure or 
the altimeter-setting system. For local flights or 
practice in instrument landings, turn the knob so 
that the pointers indicate 0. With this setting the 
barometric-scale or counter reading will be the pres- 
sure to which the instrument is exposed. For cross- 
country flights, turn the knob so that the pointers 
indicate the surveyed elevation of the field plus the 
height of the instrument above the ground. With 
this setting, the barometric-scale or counter reading 
will be sea level barometric pressure. | 


(2) Before flight, check the knob for free turn- 
ing. Pointers, reference markers if used, and the 
barometric scale or counter should operate when 
the knob is turned. 

(3) If the altimeter has reference markers, 
check the zero setting system on the ground as fol- 
lows: Set the pointers of the airplane altimeter at 0, 
vibrating the panel two or three times while doing so. 
The reading of the reference markers should now be 
+30 feet of the pressure altitude on a portable alti- 
meter used for comparison. The portable altimeter 
has previously been compared with the station alti- 
meter and corrected if the scale reading has been 
found inaccurate. (Likewise the barometric-scale 
reading should be the same as the barometric read- 
ing of the portable altimeter.) If the error exceeds 
+30 feet, loosen the small screw just to the left of 
the setting knob. (Do not attempt to pull the screw 
out.) When the screw is loose, push it to the left 
as far as it will go. Then pull the setting knob out- 
ward and turn it so that the reference markers 
correspond to the pressure altitude obtained from 
the portable altimeter. Push the knob in, and reseat 
the lock and screw. | 

(4) If the altimeter has only a_ barometric-’ 
pressure counter, the zero-setting system is checked 
on the ground in a different manner. Turn the 
adjusting knob until the counter reads 29.92 inches 
Hg (sea-level pressure of U. S. Standard Atmos- 
phere), lightly tapping the instrument meanwhile. 


altitude reading at this setting should be within 
feet of the altitude corresponding to the read- 
aken from a standard mercurial barometer. If 
rror exceeds +30 feet, tighten all connections. 
e error exceeds +50 feet, the instrument must 
moved, marked for repair, and sent to an over- 
depot. It should be accompanied by a descrip- 
»f the defect. If the altimeter’s error is between 
and +50 feet, see that the counter reads 29.92 
then remove the soft wax in the screw hole at 
eft of the adjusting knob. Loosen this reset 
vy at least four turns. By turning the knob, set 
oointers at the altitude corresponding to the 
ng obtained from the standard mercurial 


barometer. Tighten the reset screw to engage the 
counter, and refill the hole with soft wax. | 

(5) An altimeter cannot operate accurately un- 
less the airspeed tube is properly placed and the 
pitot-static system and altimeter case are absolutely 
leakproof. To check the case for leaks, disconnect 
the instrument at the static connection. Place a 
short piece of rubber tubing over the vent marked S. 
Apply pressure until the altitude indication decreases 
500 feet. Now pinch off the tubing and watch the 
pointer. In 10 seconds the pointer position should 
not change more than 20 feet. If it changes more 
than this, the instrument case leaks and must be 
replaced. 


SECTION XI 
GYROSCOPIC INSTRUMENTS 





General 

Purpose aND Use. The use of instruments 
ch operate on the gyroscopic principle is essential 
10dern airplanes. When a pilot cannot see some 
1 object outside his airplane, such as the earth 
loud outlines, he cannot with his unaided senses 
rmine accurately the attitude of the airplane. 
thermore, as long as it is not certain that the 
lane is in straight and level flight, the readings of 
magnetic compass are unreliable, because any 
‘rom the vertical would cause compass deviation. 
pscopes, by means of which dependable artificial 
rences can be maintained, are therefore incor- 
ted in certain aircraft instruments. By means 
hese instruments, the attitude of the airplane 
be determined at any time, and the use of the 
netic compass can be governed accordingly. 

INSTRUMENTS CoMMONLY Usep. Three types 


ryroscopic instruments are commonly used on | 


irplanes: 
.) The bank-and-turn indicator shows the cor- 
sess of the banking angle and the banking angle 
lated to rate of turn of the airplane. Thus the 
can more easily control the flight of the air- 
pe under conditions of poor visibility, or when 
desirable to eliminate any yawing or turning 
on. 
') The directional gyro indicates the amount 
1m and gives the exact heading in both straight 
t and turns. It supplements the compass, pro- 
3a fixed reference within the cockpit upon which 
rilot can rely, and permits him to steer the air- 
e accurately when visibility is poor. 
}) The gyro horizon shows the banking, climb- 
and descending motions of the airplane. The 
ature airplane and the gyro-controlled horizon 
ym the indicator show the pilot the attitude of 
irplane with respect to the earth’s horizon. 
Gyroscoric PrincipLtes. The gyroscope is 
tially a wheel which may be suspended so that 
n spin freely about a given axis. If no external 
»is applied, the wheel will tend to remain spin- 
about the axis without tilting as long as the 
1 of rotation is at or above a certain minimum. 


gyro may be mounted in either of two ways” 


rcraft instruments : 

) It can be mounted in gimbal rings in such 
yy that while spinning it will remain rigid— 
is, will not. change its plane of rotation in space 
: 


—during any movement of the airplane around the 
three directional axes. In effect, the airplane will 
move about the gyroscope. This kind of mounting, 
illustrated in figure 121, is used for the directional 


gyro and the gyro horizon. 


(2) The gyroscope may, on the other hand, be 
mounted so that it will precess when the airplane 
moves about the vertical axis; that is, when the 
airplane changes its course. When a force, which 
tends to rotate a gyroscope about an axis at right 
angles to its axis of rotation, is applied, the gyro- 
scope will turn about a third axis which is perpen- 
dicular to both of those mentioned. This movement, 
which is at right angles to the direction of the applied 
force, is called precession. A mounting which per- 
mits precession, illustrated in figure 122, is used 
in the bank-and-turn indicator. 

d. Some gyroscopes are electrically driven. In 
some types the gyro rotor is attached to the same 
shaft as the armature; in others, the armature itself 
acts as the gyro rotor. Other gyroscopes are air- 
driven as described in paragraph 52. 


52. Vacuum System 

a. GENERAL. Many gyroscopic flight instruments 
contain small air-driven gyros mounted in airtight 
cases. A venturi tube, shown in figure 123, or an 
engine-driven vacuum pump causes the rotor of the 
gyroscope to turn at approximately 12,000 rpm. The 
rotor will not change its plane of rotation unless an 
external force is applied as described in para- 
graph 51c(2). 

b. VENTURI TuBE. (1) If a tube is connected 
from a gyroscope case to the throat of a venturi, 
air from the case will flow into the venturi. This 
produces a partial vacuum in the gyroscope case. If 
an inlet from the atmosphere (fig. 124) is directed 
toward the buckets of the gyroscope wheel, the jet 
of air rushing to fill the partial vacuum will spin 
the wheel at high velocity. 

(2) If no vacuum pump is used, venturi tubes 
are employed as the source of vacuum. However, 
since a venturi develops insufficient suction during 
glides, since it may freeze and become inoperative, 


_and since a venturi installation may alter the airflow 


characteristics of the airplane, vacuum pumps are 
installed on all tactical airplanes. 

c. Typicat INSTALLATION. Multiple-engine air- 
planes are provided with engine-driven vacuum 
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VERTICAL 


Figure 121. Gyroscope mounting—directional gyro. 


pumps installed in the accessory sections of at least 
two engines. (See fig. 125@).) A single-engine air- 
plane is provided with one vacuum pump. The 
venturi tube is generally installed on observation 
aircraft, primary training aircraft, and gliders, to 
afford a source of suction for the turn-and-bank 
indicator. (See fig 125@).) The tube is mounted 
with the arrow on the nameplate pointing in the 
direction of flight. It must be placed where it re- 
ceives an unobstructed flow of air (in the slipstream 
of the airplane propeller) and as close as possible 
to the instruments it operates, where the length of 
connecting tubing will be at a minimum. Necessary 
bands in the tubing must be smooth and have a 
radius of not less than 3 inches. 

(1) For a gyroscopic instrument operated by an 
engine-driven vane type vacuum pump, shown in 
figure 125@), a vacuum-relief valve may be supplied 
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as a part of the pump or as an accessory to the 
pump. This unit limits the vacuum supplied to the 
instrument to 4 inches Hg in spite of high pump 
speeds. The valve contains a spring-controlled disk 
that opens to admit air at the maximum suction 
required. It should be placed screen side down in 
such a location that the intake screen is accessible 
for cleaning or replacement, and the vacuum- 
adjustment screw for setting. 

(2) A check valve may be provided as an 
integral part of the pressure-relief valve, or it may 
be included in the system as a separate unit, to pre- 
vent injury to the instruments due to engine kick- 
back, or used in installations, such as shown in 
figure 125@), to automatically close off one line in 
case of engine or pump failure. 

(3) A vacuum-selector valve is provided in the 
system close to the instruments to permit changing 


Figure 122. Gyroscope rotor—bank-and-turn indicator. 





Figure 124. Gyroscope showing nozzle and buckets. 


from one source of suction to the other when 
necessary. 
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(4) A suction manifold is employed to distribute 
the suction to the various gyro instruments. 


(5) A needle or vacuum-control valve is in- 
cluded in the line leading to the bank-and-turn indi- 
cator to control the amount of suction being supplied 
to that instrument. 


(6) Asuction gauge is provided to show whether 
the instruments are operating at the proper vacuum. 
The suction gauge is connected differentially across 
the flight indicator and also indicates lack of suf- 
ficient air flow due to a clogged-up air filter or a 
restriction in the suction lines to the instrument. 

(7) The air for operating the instruments is 
drawn from the cockpit or cabin of the airplane. 
Dust deposits from the air effect the operation and 
shorten the life of the instruments. On later model 
airplanes, all the air for driving the gyro rotors is 
passed through a single common air filter. 


53. Bank-and-Turn Indicator 

a. GENERAL. The bank-and-turn indicator (fig. 
126) is used for controlling the flight of an aircraft 
under conditions of poor visibility, or when it is 
desirable to eliminate yawing or turning. By ref- 
erence to the indicator the pilot is able to maintain 
a laterally level attitude of the airplane while flying 
straight and to bank at the proper angle when turn- 
ing. The instrument is a combination of two flight 
instruments, a bank indicator and a turn indicator. 
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STRAIGHT AND LEVEL 


Figure 126. Bank-and-turn indicator. 





@) Installation incorporating venturi tube. 
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2) Multiple-engine installation incorporating vacuum pump. 
Figure 125. Vacuum systems. 


h. Turn Inpicator. (1) In the turn-indicator bearings, to which oil is supplied from a reservoir 
it, the application of suction to the instrument — within the gyro. The gyro rotates about the lateral 
e causes a stream of air to flow into the case axis. Y (fig. 122) in a frame that is pivoted about 


‘ough the air-filter assembly and an intake jet. the longitudinal axis ¥. When mounted in this man- 
e stream of air is directed against the buckets of ner, the gyro responds only to motion around a 
» gyro wheel, driving it at a speed of approxi- vertical axis, not being affected by rolling or pitch- 


tely 12,000 rpm. The wheel (fig. 122), carefully | ing. When the airplane is turning, for example, to 
lanced, runs on specially designed precision ball the left, the gyro assembly is rotated as indicated 


1e arrow, since the X axis is fixed to the longi- 
ial axis of the airplane. The reaction of the 
to this turning influence is rotation about the 
ais. This movement, known as precession (par. 
2)), 1s the tendency of the gyro to react at 
- angles to an applied force. In the turn indi- 
- the rotation of the gyro assembly around axis 
cts against a restraining spring force and is 
ed by stops to about 45° each side of the vertical. 
spring serves to balance the gyroscopic reac- 
during a turn and to restore the assembly to its 
cal neutral position as soon as straight flight 
sumed. 


') The action of the gyro assembly is damped 
dash pot (cylinder and piston assembly). An 
ing provided in the interior of the cylinder 1s 
rolled by a screw-valve adjustment to provide 
vecessary damping. Both sensifivity and damp- 
i\djustments are accessible through screws from 
putside of the case. The combined effects of 
, spring, and damping mechanism produce a 
acement of the gyro assembly approximately 
ortional to the rate of turn of the aircraft. This 
acement is transmitted to the pointer by a link- 
system. When centered, the indicator pointer— 
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LEFT TURN WITH SLIP 


disregarding drift, pitch, and bank—shows that the 
airplane is flying straight. When the pointer is off 
center, it indicates that the airplane is turning in 
the direction shown by the pointer. The amount 
that the pointer is off center is approximately pro- 
portional to the rate of turn. It has been found that 
satisfactory turning indication 1s secured if the cen- 
tralizing spring is so adjusted that the deflection is 
one pointer width when the airplane makes a turn 
of 180° in 60 seconds. 


c. Bank Inpicator. The bank-indicator unit 
(ball inclinometer) is a simple form of pendulum 
consisting of a black glass ball which moves against 
the damping action of a liquid in a curved glass tube. 
Its primary function is to indicate proper aileron 
application for a given rate of turn, thus making it 
possible for the pilot to prevent either “skid” or 
“slip.” Figure 127 illustrates indications of the unit 
under various conditions of flight. The unit is so 
constructed that when the airplane is flying straight 
and level, the ball (because of its own weight) takes 
a position in the center of the tube. During a turn, 
centrifugal force tends to make the ball roll out- 
ward, while gravity tends to make it roll inward. 
In a correctly banked turn, the resultant of these 





LEFT TURN PROPERLY BANKED 


Figure 127. Indications of bank-and-turn indicator. 
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two forces runs through the center of the tube and 
hence causes the ball to remain at the center. If the 
ball moves inward, the airplane is slipping toward 
the inside of the turn. (Slipping results when the 
airplane is banked too much for the turn.) If the 
ball moves outward, the airplane is skidding toward 
the outside of the turn. (Skidding results when the 
airplane is not banked enough.) The correct bank 
is thus indicated for any turn, but no indication is 
given of the amount of bank. If either straight 
flight or a turn, the centered ball indicates only 
whether the lateral attitude of the airplane is correct. 
d. Accessory Parts. The bank-and-turn indi- 
cator (fig. 128) includes vacuum connections, a 
damping adjustment, a sensitivity adjustment, a 
lubrication opening, and an indicator dial. 
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screw is turned inward, the tension on the central- 
izing spring is decreased, permitting the rate-of-turn 
pointer to deflect farther for a given rate of turn. 
Turning the screw outward decreases the sensitivity 
of the instrument. 

(4) The lubrication opening (marked “Oil’”’) is 
on the righthand side of the rear section of the 
instrument case. It is provided with a threaded 
plug and a lead gasket for sealing purposes. Eight 
drops of specified instrument oil are applied. A fine 
wire should be used to guide all the oil into the 
opening. 

(5) Indicator dials vary, generally depending 
upon the type of indicator used. One type has the 
letters L and R, the neutral mark, and index marker 
on each side of the neutral mark. The index marker 
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igure 128. Bank-and-turn tndicator mechanism. 


(1) One vacuum connection is located on the 
bottom of the rear of the case, and the other at the 
back. Both have \%-inch internal pipe threads and 
are provided with pipe plugs, so that either may be 
removed to connect the vacuum line, depending upon 
the convenience of the installation. 

(2) The damping adjusting screw is located in 
the counter bore of the lock nut, on the top of the 
front ring, behind the mounting flange. When the 
screw is turned inward, the open area of the damp- 
ing orifice is increased and the damping effects 
decreased. Turning the screw outward will serve 
to dampen the mechanism to a greater extent. 


(3) The sensitivity adjusting screw and lock nut 
are on the lower right-hand side of the front ring 
behind the mounting flange assembly. When this 
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indicates a tiirn of 360° per minute when the pointer 
coincides with it. Another type of dial carries the 
neutral mark and the two index markers, omitting 
only the letters. A third type of dial may carry only 
a neutral mark and omit both the letters and the 
index markers. 


54. Directional Gyro | 

a. GENERAL. The directional gyro establishes a 
fixed reference for maintaining the direction of 
flight. It may be used to supplement the compass in 
keeping a course, to show the magnitude of turn, or 
as an aid in compensation and correction in the “air 
swinging” of the compass. It aids in instrument 
landings and in the location of radio-beacon stations. 

b. Description. (1) The directional gyro indi- 


cators now being installed on Army Air Forces air- 
planes are essentially of one type (fig. 129), although 
those made by different manufacturers may differ 
in minor structural details. Older type directional 
gyros may be encountered on some older airplanes. 
Since these operate on the same principle as the 





Figure 129. Directional gyro. 


new ones, their insepection and care should present 
no special problems for mechanics familiar with the 
newer type. 


(2) The instrument in figure 130 contains a 
rotor which is air-driven on a horizontal axis at 
about 12,000 rpm. Air to operate the rotor enters 
through the screened opening around the bearing 
pivot on the bottom plate of the instrument. The 
air 1s directed through a jet nozzle onto the buckets 
in the rim of the rotor.. If the rotor tilts, the air 
stream strikes the outer edges of the rotor buckets. 
This jet of air is responsible for righting the rotor. 
A vacuum pump draws the air from the instrument 


case and operates the instrument at a vacuum of 
4 inches Hg. 


(3) The rotor is provided with an azimuth card, 
graduated in degrees. The rotor is universally 
mounted; that is, it is supported in a gimbal ring 
which is free to turn about an axis on bearings in 
the vertical ring, and the vertical ring is free to 
turn about the vertical axis. A circular card attached 
to the vertical ring indicates the degree of turn. The 
card is observed with reference to the lubber line 
through the rectangular opening in the front of the 
instrument case. , 


(4) The entire assembly is supported and carried 
on pivots and bearings mounted in the top and bot- 


tom plates of the instrument case. The caging knob, 
for setting the gyro heading, projects through the 
front of the instrument case underneath the dial. 
The instrument case is cast of aluminum or mag- 
nesium, the rear cover being held to it by means of 
filister-head machine screws. The case is sealed 
airtight at all points except at the suction connections 
and at the air inlet. Two 14-inch pipe-tapped open- 
ings are located on the bottom plate near the rear 
and one at the top rear for insertion of suction 
connection nipples. One %-inch pipe connection is 
provided in the center of the back cover for con- 
nection to the central air filter. Some models of 
indicators have (on the face) ball inclinometers 
which are used for banking purposes, but on all 
recent instruments this feature has been omitted. 


c. Operation. (1) Starting the engine starts 
the operation of the vacuum system, which drives 
the rotor of the instrument. If a vacuum pump 1s 
used, the rotor will require about 5 minutes to 
come up to speed. If a venturi tube alone is used, 
the rotor will not come up to speed until 3 or 4 
minutes after take-off. 


(2) Ina straight and level flight, the rotor spins 
in its vertical plane in the direction of flight, and 
the reading on the azimuth card does not vary from 
its original setting. When the airplane turns, with 
the usual bank, the instrument case tilts with it. 
Precession of the rotor (rotation at right angles to 
its axis) is prevented by the air jet as previously 
described, and tilting of the rotor, because of the 
bank, is prevented by the turning of the gimbal 
ring about its horizontal axis. Due to rigidity of 
the gyro, the vertical ring rotates on the vertical 
axis and so permits the rotor to continue spinning 
in the former direction of flight. The azimuth card, 
attached to the vertical ring, thus is displaced with 
respect to the indicator scale, and the amount of 
turn is indicated. 


(3) The instrument is read like the pilot’s (type 
B) compass. It makes possible more accurate direc- 
tional control than the compass because it does not 
swing or oscillate. It provides as positive a reference 
for steering as objects on the natural horizon. 


(4) Unlike a compass, the directional gyro is 
not in itself north-seeking and has no directive force 
to return it to a fixed heading. The instrument must 
be checked occasionally and if necessary reset to 
correspond to the compass heading, or it may be set 
on zero when the amount of turn from any estab- 
lished heading is being measured. This heading is 
set by means of the caging knob. Pushing the caging 
knob inward raises the caging arm so that it makes 
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after the instrument is in operation unless it 1s 
upset or recaged. 

(S) The gyro must be set originally to the 
netic compass and reset at intervals from 15 4 
minutes to correct the “drift” of the gyro. | 
is the tendency of the gyro rotor to precess or | 
away from the heading due to internal frictio 
because of the earth’s rotation. The average | 
on cardinal headings should not exceed 3° it 
minutes, and the drift on any single heading sh 
not exceed 5° in 15 minutes. 


(6) Care should be taken when setting ot 
setting the directional gyro, especially in rough 
to be certain that a correct compass readin 
obtained. Even during straight flight, in rough 
the magnetic &ompass will swing to a certain ex 
When the magnetic card appears to be still, 
actually at the end of a swing and therefore fa 
from the true magnetic heading. If the pri 
gyro is set to the magnetic compass at one end 
swing and observed a short time later in conne 
with the compass when the compass Is at the opp 
end of a swing, it will seem as though there had 
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Figure 130. Directtonal-gyro mechanism. 


contact with the bottom of the gimbal ring and holds 
the rotor horizontal. By turning the knob, the card 
can be turned to the desired heading. Pulling the 
caging knob outward, after setting the card with 
the airplane level, releases the caging mechanism 
and leaves the gyro horizontal and free. There- 
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excessive drift of the gyro. To avoid this tro 
the airplane should be held as straight as pos: 
for about a minute, by a directional gyro set 
approximately the same as the compass rea: 
During this time the compass may be observe 
determine its average reading during swings. 


directional gyro may then be properly set. When 
the gyro is uncaged after setting, the caging knob 
should be pulled straight out. 


(7) Any amount of climb, dive, or bank exceed- 
ing 55° will upset the gyro, and in all probability 
the card will start to spin. Consequently the instru- 
ment is useless until the airplane is again leveled 
and the gyro caged, reset, and then uncaged again. 
If acrobatics are to be performed, the gyro should 
always be caged during maneuvers which would 
exceed the operating limits. At all other times, the 
gyro should be uncaged. The precision pivots and 
bearings will thus be less subject to damage and 
the life of the mechanism will be increased. 


(8) On the latest designs of directional gyros, 
a novel method of erection has been employed. This 
method may be called ‘“‘plowshare” erection. The 
rotor is inclosed in a housing. The jet of air to 
drive the rotor is pulled through the housing by the 
vacuum pump. The air is exhausted from the hous- 
ing through a tube toward the bottom of the instru- 
ment. The exhausted air from the tube strikes the 
edge of a plowshare-shaped device attached to the 
vertical ring. If the gyro is erect, the stream of air 
from the exhaust tube is exactly bisected by the 
plowshare, so that the same force is exerted on 
both sides. If, however, the gyro tilts, more air 
strikes one side of the plowshare than the other. 
This unequal distribution of air causes a precessive 
force to be applied to the vertical ring, causing the 
gyro to erect. 


55. Gyro Horizon 


a. GENERAL. The natural horizon is the ref- 
erence which a pilot would instinctively use in flight. 
When the natural horizon is obscured, the gyro 
horizon (fig. 131) provides an artificial horizon 
within the cockpit of the airplane. The miniature 
airplane and the gyro-actuated horizon bar of the 
indicator provide the pilot with a simulation of what 
he would normally see outside the airplane. At all 
times the instrument shows the attitude of the air- 
plane’s flight with reference to the real horizon and 
consequently the ground underneath it. By its use, 
the pilot is able to measure the amount of bank 
when making precision turns, and to maintain the 
proper glide angle during the approach to the run- 
way when he is making an instrument landing. 


b. DescripTion. (1) The instrument contains 
an air-driven rotor universally mounted, that is, so 
mounted that its axle can assume any position in 
space. The rotor is mounted in a housing (fig. 132) 
and, when spinning, maintains its axis of spin re- 





Figure 131. Gyro horizon. 


gardless of the airplane’s movements so that a h 
zontal flight reference is established. Any moven 
of the airplane about the X or Y axis is shown 
the indicator face by the horizon bar. This ba 
actuated through linkage by means of a pin | 
truding from the gyro housing through a slot 
the gimbal ring. The bar is observed by the 
with reference to the miniature airplane, whicl 
part of the dial on the front of the instrument. 


(2) Air enters the air pivot at the rear of 
gimbal ring, flows through a passage in the 1 
and then through the air pivot in the side of 
gyro housing, and is directed against the bucket: 
the rotor, causing it to spin. The air is drawn 
of the rotor housing through four air ports, 
of which is shown in figure 132 in the pendu 
body. = 

(3) Because of bearing friction, the gyro 
a tendency to tilt or precess. This is prevented 
governing the flow of exhaust air from the air pc 
Four pendulous vanes are balanced in opposite p. 
by the balancing nuts so that when the gyro i: 
normal position the vanes bisect the ports, leav 
them half open. (See fig. 133.) When the g 
begins to depart from normal position, one vane 
close its port and the opposite one will open its p 
(See fig. 133.) The reaction of the air from 
open port moves the gyro back to the normal posit 


(4) Because of forces of acceleration acting 
the vanes, a turn of the airplane tends to disp! 
the gyro and thus cause the horizon bar to 
slightly. This tendency is offset by erecting the g 
so that the top of its spin axis 1s normally inchi 
214° forward from the vertical axis. This incl: 
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Figure 132. Gyro-horizon mechanism. 
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Figure 133. Operation of pendulous vanes. 


tion compensates for the errors that would result caging knob is located at the lower right-hand corner 
from the standard-rate turn of 180° per minute. of the instrument case. The knob is marked “Pull 

(5) Gyro horizon indicators are provided with — to Turn” and has a shield inscribed with a reference 
caging devices to prevent damage to the gyros dur- __ line. On some indicators there is a dial with posi- 
ing acrobatics and similar maneuvers in the air which __ tion marked “On” and “Off.” To cage the gyro, the 
exceed the operation limits of the instrument. The caging knob is pulled out, turned to the “Off” posi- 
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tion, and then pushed in to engage the detent pin. 
In this position, the reference line points to the 
“Off” position and the shield on some models exposes 
a warning dot on the right-hand side of the caging 
dial to show the pilot that the gyro is caged and the 
instrument is not indicating. To uncage the gyro, 
the caging knob is pulled out, turned to the “On” 
position, and then pushed in to engage the detent 
pin. In this position, the reference line points to the 
“On” position and the shield covers the warning dot, 
showing the pilot that the instrument is indicating. 
Make certain that the warning dot is completely 
covered; otherwise the gyro is not entirely free or 
uncaged. 

(6) Some gyro horizon indicators have arrows 
on the small dials instead of the “On-Off” markings. 
However, the procedures for caging and uncaging 
the mechanism are similar in operation. 


(7) The horizon bar is covered with luminous 
material to make it visible at night, and the dial is 
finished in satin black. The banking indicator, the 
pointer, and the scale are also covered with luminous 
paint. The instrument case is an aluminum or mag- 
nesium casting with removable front and rear plates 
for insertion and removal of the mechanism. Four 
mounting lugs with self-locking lug inserts are 
provided for mounting purposes on the panel. Tapped 
openings are provided in the rear of the case for 
attachment of the suction connections and central 
air filter. When the instrument is not installed, 
\4-inch pipe plugs are screwed into the openings 
to keep out dirt. 

c. OPERATION. (1) Starting the engine starts 
the vacuum supply, which spins the gyro. The gyro 
comes up to speed in about 5 minutes. The vacuum 
should be 3.75 to 4.25 inches Hg. If the vacuum 
is supplied by a venturi tube, 3 or 4 minutes will 
be required after take-off to bring the gyro up to 
speed. 


(2) The horizon bar remains parallel to the 
natural horizon through all the maneuvers of bank, 
climb, glide, or turn. It has no time lag, and the 
pilot can manipulate this control to bring the air- 
plane to any desired attitude by noting the relation 
of the miniature airplane with reference to the 
horizon bar. 


(3) If the airplane banks or rolls, only the ex- 
ternal case and the miniature airplane are carried 
with it. The gyro, the gimbal ring, and the horizon 
bar remain level. The pointer, attached directly to 
the gimbal ring, indicates the amount of bank in 
degrees on the scale. 


(4) If the airplane pitches or otherwise changes 


its fore-and-aft ‘position with reference to the hori- 
zontal plane, the case tilts on its axis and the horizon 
bar is rotated about its pivot. The position of the 
bar, in relation to the miniature airplane, indicates 
the amount of fore-and-aft tilt of the airplane. 
Figure 134 shows the flight indicator during various 
attitudes of flight. . 


(5) In level flight, the angle of attack of the 
airplane varies according to changes in airspeed or 
in total weight of the airplane. Thus the normal 
position of the horizon bar varies also. To com- 
pensate for these changes, the miniature airplane 
may be adjusted, by means of the knob at the bot- 
tom of the horizon dial, to match the horizon bar. 


(6) The limits of operation of the gyro horizon 
are 70° of climb or dive, and 100° of the left or right 
bank. If at any time the attitude of the airplane 
exceeds these limits from the horizontal around 
either or both the longitudinal or lateral axes, the 
instrument will be upset and its indications will 
become erroneous. Consequently the instrument is 
useless until the airplane is again leveled and the 
gyro caged in order to level the mechanism properly. 
When the gyro is uncaged, the instrument is ready 
to use again. The gyro should always be caged 
during maneuvers which would exceed the operating 
limits, especially if acrobatics are to be performed. 
The precision pivots and bearings will thus be less 
subject to damage and the life of the mechanism 
will be increased. At all other times the gyro should 
be uncaged. 


56. Universal Attitude Indicator 

a. GENERAL. The universal attitude indicator 
(fig. 135) performs the functions of the gyro hori- 
zon and has in addition special features peculiar to 
this instrument. It provides continuous attitude 
indication throughout all airplane maneuvers, includ- 
ing vertical climbs, dives, and inverted flight. About 
the lateral and longitudinal axes of the airplane, 
360° freedom of indication is possible; therefore, 
no limit stops or caging devices are necessary. 


b. DescripTion. (1) The instrument contains 
an electrically driven gyro which is inclosed in a 
spherical housing. A section of this housing may be 
seen through the circular opening in the front of 
the case. The upper hemisphere is finished in dull 
black, while the lower hemisphere is pale yellow. 
The markings on the upper and lower halves are in 
contrasting colors to the background; that is, pale 
yellow on the upper half and black on the lower 
half. A horizontal reference line runs across the 
center of the sphere, while short lines run across the 
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30° LEFT BANK 





30° RIGHT BANK 


DIVE -LEVEL LATERALLY 


igure 134. Gyro-horison indications. 


vertical reference line. The words “Dive” and 
“Climb” appear on the upper and lower halves, 
respectively, between the 30° and 40° pitch lines. 
The spin axis of the gyro is, at all times, ma'ntained 
vertical to the earth. Since the gyro (and sphere) 
are universally mounted, the gyro maintains its 
rigidity in space in all airplane maneuvers, while 
the airplane, instrument case, and consequently the 
viewing opening move about the sphere. Attitude is 
viewed by the pilot with respect to an alternately 
colored dark and light line running horizontally 
across the center of the cover glass, at the center 
of which is an index dot. Zero position of the index 
marker may be varied up and down by means of a 
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knob on the lower front of the instrument. Figure 
136 presents cutaway views of the mechanism. 


(2) The gyro rotor is operated by 115-volt, 
400-cycle, 3-phase, a-c power supply obtained from 
an inverter. Twenty-eight-volt d-c is also required 
to energize the friction brake magnet and the erec- 
tion magnet. A five-contact receptacle is provided 
at the rear of the case, through which this power is 
supplied to the instrument. 


(3) The friction brake prevents the gyro from 
tipping over when it is coming to a stop. When the 
power supply is interrupted or shut off, the friction 
brake magnet is deenergized, allowing the brake arm 
to drop down and hold the gyro in the upright position. 











Figure 135. 


(4) The erection magnet, together with the 
erection cone, form the mechanism which prevents 
precessive forces from causing the gyro spin axis 
to depart from the vertical. The erection magnet is 
attached to the outer gimbal assembly. An erection 
cone, resembling an inverted mushroom, is attached 
to gyro rotor and spins with it. Normally, this cone 
is suspended directly over the center of the erection 
magnet. Since the cone rotates in the magnetic field 
of the erection magnet, emfs are set up in the cone. 
With the cone rotating in the center of the mag- 
netic field, these emfs balance each other, so no eddy 
currents are set up. However, if the gyro departs 
from the vertical, part of the cone will then be in 
a region of much weaker magnetic flux, so that emfs 
induced will not be in a state of balance. Eddy cur- 
rents thus will be set up and, as is true of all induced 
currents, will create a secondary magnetic field 
opposing the primary field. Opposition of these fields 
causes a torque to be applied to the gyro which will 
precess it back toward the vertical. As the gyro 


Universal altitude gyro. 


(and cone) come back to the vertical position, the 
emfs induced again cancel out, stopping flow of 
eddy currents and consequently the opposing sec- 
ondary magnetic field. 

c. OPERATION. (1) This instrument is connected 
directly to the airplane’s power supply, with no 
auxiliary switches or fuses in the line. With the 
engines running and the master switch closed, power 
will be supplied to the instrument. 

(2) When power is supplied, the gyro starts to 
rotate. About 5 minutes is required for the rotor to 
come up to speed. As the friction brake magnet is 
energized, the brake arms lift, freeing the gyro. 

(3) Various pattern indications which might be 
encountered in flight are shown in figure 137. 

(4) During a sustained dive, such as might be 
encountered in dive bombing, unimpeded operation 
of the erection system would cause the gyro to erect 
to a false vertical. An erection cut-out switch in 
the instrument prevents such an occurrence. When 
the airplane dives at an angle of 27° or more, an 
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Figure 136. Cutaway views—umiversal attitude gyro. 
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Figure 136. Cutaway views—universal attitude gyro—Continued. 
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Figure 137. Typical fight attitude indications 











arm on the yoke opens the erection cut-out switch, 
cutting off current to the erection magnet. 


(5) A warning flag is provided in the later 
models which appears whenever the power supply 
is interrupted, warning the pilot that the indicator 
is inoperative. 


57. Inspection and Maintenance 

a. GENERAL. General inspection and maintenance 
requirements common to all gyroscopic instruments 
are as follows: 


(1) The tubing from the source of vacuum 
should be run as straight as possible to avoid bends 
of small radius. It may be connected to the indica- 
tors at either of the two connections provided. The 
connection not used is plugged with the plug 
provided. 


(2) It may become necessary to check the 
amount of suction inside the instrument case. The 
check is accomplished by connecting a suction gauge 
to the indicator connection which is not in use. 
When a central air filter is used vacuum should be 
checked with differential vacuum gauge connected 
across inlet and outlet openings of instrument case. 
The suction is ground-tested at normal cruising rpm 
of the engine. The source of suction may be either the 
vacuum pump on the engine or portable test equip- 
ment. Under normal flight conditions, the vacuum 
produced across the instruments should be not less 
than 3.75 inches Hg nor more than 4.25 inches. The 
ideal vacuum is 4 inches at cruising speed. By means 
of the vacuum control valve, the suction on the bank- 
and-turn indicator is adjusted to 1.9 inches Hg as 
closely as possible which should give a deflection of 
one pointer width as the airplane turns 180° in 
1 minute. It should usually not be less than 1.80 
nor more than 2.05 inches. Adjustment of the 
vacuum control valve to secure the desired suction 
may be made by reaching under the instrument panel. 
Increasing the vacuum (screwing the valve stem 
out) increases the sensitivity and amount of deflec- 
tion. Decreasing the vacuum (screwing the valve 
stem in) decreases the sensitivity and amount of 
deflection. If this check shows that the vacuum is 
less than it should be, the tubing may be kinked, 
leaking, too long for its diameter, or the suction 
regulator may be improperly adjusted. If the check 
shows that the vacuum is excessive, dirt may be 
clogging the screen of the suction regulator or the 
suction regulator may be improperly adjusted. 

(3) If the instruments still do not function prop- 
erly, the vibration of the instrument panel and the 
source of vacuum are checked. If the trouble is 


found to be due to conditions within the instrument, 
it should be replaced with one that is serviceable. 

(4) Failure of the vacuum pump will register 
immediately upon the suction gauge. The gauge 
reading will be less than prescribed. The vacuum 
selector cock should then be rotated to utilize the 
alternate source of vacuum. When trouble is experi- 
enced by service activities with the vacuum pump, 
the pump will be .removed, forwarded to the devot 
for overhaul, and a new pump will be installed. 

(5) The venturi tube and connecting lines must 
be clean and free from dust, oil, or other obstruc- 
tions which may affect vacuum action. Particular 
attention should be given to the venturi throat since 
it becomes caked with oil and dirt. To clean the 
throat, wash it with either gasoline or benzene. 

(6) The frequency of cleaning or changing air- 
intake screens and filters will depend largely upon 
service conditions. A dirty air-intake screen or air 
filter will be indicated by a higher vacuum than 
normal. If the suction gauge is connected across the 
gyro horizon—the proper method of connecting it 
—the gauge will indicate less pressure drop. 

(7) The common air-filter element should be 
cleaned or changed whenever necessary. The ele- 
ment is removed from the filter and brushed off 
with a soft, dry hair brush. Masking tape should be 
used to cover the holes in each end of the element 
to prevent dirt from entering during the brushing. 
One type of filter is built up of hundreds of washer- 
like disks made from synthetic material. The disks 
are assembled to form tubes and the air passes from 
the outside between the disks into the hollow of the 
tube. To clean this filter, remove the tube assembly 
from the case and clean with compressed air, or a 
stiff brush, or wash with gasoline or water. 

(8) The common air-filter inlet screen should 
be cleaned or changed whenever necessary. When 
removing the inlet screen for cleaning, a long-nosed 
pair of pliers must be used to remove the snap ring 
and screen from the inlet hole of the filter. Sub- 
merge the screen in clear gasoline and scrub it with 
a stiff brush. Do not use a wire brush. Then re- 
install the screen and the snap ring in the inlet hole. 

(9) All plugs and connections must be tight to 
prevent excessive air consumption. 

b. BANK-AND-TURN INpIcaTor. At regular inter- 
vals, bank-and-turn indicators should be checked as 
follows: 

(1) Under ordinary conditions when accumula- 
tions of oil or water occur, the instrument will not 
function properly and should be overhauled. How- 
ever, at the discretion of the engineering officer of 
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the station, the drain plug (if provided) may be 
unscrewed in emergencies to permit the removal of 
such accumulations so that the use of the instru- 
ment may be continued. 


(2) The bank-and-turn indicator should be 
mounted with the other flight instruments, within 
the unobstructed view of the pilot. It should be 
mounted so that the dial is vertical when the airplane 
is in normal level flight and the ball of the bank 
indicator is in the center position. 


(3) To lubricate the bank-and-turn indicator, 
remove it from the airplane and add oil through a 
lubricating opening marked “Oil” (on the right 
side of the case). A fine wire should be used to guide 
the oil into the hole in the pivot. Excess or spilled 
oil may be a cause of unsatisfactory operation. For 
various operating conditions, use oil specified in 
the latest Technical Orders. 


(4) The indicator screen or air jet should be 
cleaned or changed whenever necessary. Cleaning 
may be accomplished by first removing the screen 
from the instrument, washing it in benzene or other 
suitable cleaning fluid, and drying it thoroughly. 
For reinserting the screen, a wrench is not neces- 
sary; finger-tightness is sufficient. When cleaned, 
the screen should be thoroughly examined and, if 
found defective, replaced with a new one. 


(5) Give the indicator the static balance test. 
The pointer must be on zero when the rotor is not 
spinning, and 0.015 inch from the correct reading 
for any position of the instrument. 


(6) Give the indicator the dynamic balance test. 
When the instrument is stationary in the normal 
position, and the gyro is operated under a suction 
of 1.9 inches Hg, the pointer should stand at the 
zero mark or within 0.015 inch from it. 

c. DiRECTIONAL Gyro. At regular intervals di- 
rectional gyros should be checked as follows: 


(1) The shafts, pivots, and bearings are lubri- 
cated before assembly in the case at the factory or 
repair depots, and no further lubrication will be 
accomplished by service activities. If the caging 
knob is hard to pull out or push in and turns exces- 
sively hard, add a drop or two of instrument oil to 
the surface of the shaft that passes through the front 
plate of the instrument case. 


(2) The frequency of cleaning the air-intake 
filter will depend upon service conditions. There are 
different filters for different instruments. Generally, 
to clean the intake filter on the bottom of the case 
a cap must be removed before the filter can be taken 
out. Then, using a scribe, lift out the snap ring and 
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screen. Clean filter with benzene, dry, and replace. 
After cleaning, thoroughly examine the filter and, 
if found defective, replace with a new one. (The 
filter is not readily accessible when the instrument 
is installed if the instrument is equipped with an air- 
inlet adapter for connection to the central air filter.) 


(3) To correct functioning of the directional 
gyro can be checked in position by the use of the 
drift test. This test checks the balance of the assem- 
bly and the condition of the vertical ring bearings. 
By operating the engine vacuum pump or by con- 
necting a portable vacuum pump into the suction 
system, the gyro is run on the proper suction for 
15 minutes on each of the cardinal headings; that 
is, 0°, 90°, 180°, and 270°. The card on the gyro 
should not drift off more than 3° in the 15-minute 
interval on any of the headings. A drift of 5° is 
permissible on one heading, provided the average 
on the four cardinal headings does not exceed 3° in 
15 minutes. The portable pump may be connected 
through the venturi system; the same results may 
be obtained by disconnecting the line at the engine 
vacuum pump and connecting the portable pump 
there, provided the selector valve in the cockpit is 
set to correspond with the source of entry into 
the vacuum system. 


d. Gyro Horizon. At regular fnieivals, a gyro 
horizon should be checked as follows: 


(1) The shafts, pivots, and bearings of the in- 
strument are lubricated before assembly in the case 
at the factory or repair depot, and no further lu- 
brication will be accomplished by service activities. 
If the caging knob is hard to pull out, or turns 
excessively hard, add a drop or two of instrument 
oil to the surface of the shaft that passes through 
the front plate of the instrument case. 


(2) The frequency of cleaning the air-intake 
filter in the back of the instrument will depend upon 
service conditions. First remove the snap ring and 
screen at the back of the case. Then wash the filter 
with carbon tetrachloride, dry, and replace. When 
clean, thoroughly examine the filter and, if found 
defective, replace with a new one. (The filter is 
not readily accessible if the instrument is equipped 
with an air-inlet adapter for connection to the cen- 
tral air filter.) 


(3) The suction is checked by using the suction 
gauge on the instrument panel. When adjustment 
is necessary, it is made with the suction-relief valve 
in the vacuum system. When the suction is first 
applied, the horizon bar will sometimes oscillate 
violently, which is a normal reaction. However, all 





oscillation should cease and the bar settle and hold 
a steady position after 114 minutes. The banking 
indicator must always be perpendicular to the 
horizon bar; that is, if the bar is turned to the left 
or right, the banking indicator is off zero the same 
amount in the same direction. 


(4) If the horizon bar fails to respond, a dirty 
air filter or air screen may be at fault. This con- 
dition will result in a high vacuum indication on 
the suction gauge. When a differential suction gauge 
is used and the filter gets clogged, the suction will 
drop off. Examine the clogged air filter or air 
screen, and clean or replace if necessary. Failure of 
the horizon bar to respond may also be due to the 
fact that the instrument is caged, in which case it 
is necessary to uncage the mechanism. A third cause 
of failure may be insufficient vacuum, in which case 
the suction-relief valve will require adjusting. 

(5) If the horizon bar does not settle, the cause 
is possibly due to insufficient vacuum. Adjustment 
of the suction-relief valve may remedy this trouble. 
If not, the trouble is due to a defective mechanism, 
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and the instrument must be replaced with a service- 


able instrument. 


(6) If the horizon bar oscillates or shimmies, 
the gyro may not be completely uncaged. Excessive 
vacuum due to improper adjustment of the suction- 
relief valve or a dirty air filter may also cause this 
difficulty. Adjust the suction-relief valve or clean 
or replace the filter. If this does not correct the 
fault, the trouble is due to a defective mechanism 
and the instrument must be replaced with a service- 
able instrument. 

e. UNIVERSAL ATTITUDE INpDICcATor. (1) Periodic 
inspection of the indicator consists mainly of check- 
ing for cleanliness, broken or loose cover glass, 
security of mounting, security of connections and 
discolored or chipped markings. 


(2) No maintenance should be required until 
overhaul ofter 600 to 800 hours of operation. It is 
advisable to have the indicator removed and bench 
checked after 300 to 400 hours. Any service troubles 
will most likely be due to improper power supply 
or excessive vibration. 
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SECTION XIil 
AUTOMATIC PILOT, TYPES A-2 AND A-3 





58. Purpose and Use 

a. The automatic pilot is a mechanical means for 
automatically controlling the flight attitude of an 
airplane. By its use the human pilot is relieved of 
the physical effort of flying, since the airplane is 
automatically kept in level flight and on its course. 
The automatic pilot allows the attention of the 
human pilot to be devoted to navigation and tac- 
tical problems, engine operation, and other impor- 
tant flight duties. 

b. In addition to maintaining mechanical control, 
the automatic pilot indicates the attitude of the air- 
plane in yaw, pitch, and bank. 


59. Principle of Operation 

a. The operating principles of the types A-2 and 
A-3 automatic pilots are the same. Two gyroscopes 
are mounted so that they cause the opening or clos- 
ing of air valves when the attitude or heading of 
the airplane is changed. The air signals produced 
by these valves in turn operate hydraulic valves. The 
hydraulic valves control the flow of oil to the ac- 
tuating cylinder (known as servos or hydraulic sur- 
face controls), which operate the control surfaces 
of the airplane. Power for operation of the types 
A-2 and A-3 automatic pilots is supplied by a 
vacuum pump and an oil pump, both of which are 
engine-driven. 

b. In the following explanation of how the 
automatic pilot operates, control of motion of the 
airplane about the longitudinal axis will be con- 
sidered. Control of motion about the vertical and 
lateral axes is accomplished similarly. 





TO VACUUM 
PUMP ¥ 


Figure 138. The ‘gyroscope. 
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(1) The first step in operation is the removal 
of air by the vacuum pump from the cases of the 
two control boxes. Each box contains a gyroscope. 
A jet of air, allowed to enter each control box from 
the atmosphere, is directed against buckets cut into 
the outer edge of the rotor of the gyroscope, as 
shown in figure 138. The air causes the rotor to 
spin at a speed of approximately 12,000 rpm, thereby 
giving it the property of rigidity; that is, the 


NOZZLE PLATE 





Figure 139. Gyroscope and nozzle plate. 


tendency to maintain its position in space irrespec- 
tive of the motion of the airplane about it. 

(2) Each gyro rotor is supported in the control 
box in a gimbal ring, which has a semicircular air- 
nozzle plate attached to it, as shown in figure 139. 
Since the gimbal ring is held in a fixed position 
because of the gyroscope’s rigidity, the nozzle plate 
likewise remains ‘rigidly in one position. In each 
control box jets of air are directed by an air nozzle, 
shown in figure 1400), against the knife edge of 
the nozzle plate. The amount of air allowed to flow 
from each air-nozzle opening is governed by its 
position in relation to that of the nozzle plate. When 
the airplane is in straight and level flight, the plate 
partially covers both nozzle slots and an equal 
amount of air enters through each, as shown in 
figure 140@). Each air nozzle is attached to the 


gyro box and moves with the airplane, while the 
air-nozzle plate remains in position. The air nozzle 
and the air-nozzle plate constitute the air valve or 
“pick-off.” When the airplane moves about the 
longitudinal axis, one of the nozzle slots is covered 
by the air-nozzle plate, while the other is opened, 
as shown in figure 140 @). 

(3) The two nozzle slots are connected, as shown 
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Figure 140. Gyro, air noszle, and nozzle plate. 


in figure 141, to chambers on opposite sides of a 
flexible diaphragm in the air relay. A very small 





NY 
rye 


4 
eadienfieend La pa ene iat 






NO ees 


NY 
As 





Figure 141. Air relay (neutral position). 


hole (vent) in the housing of each of these cham- 
bers allows a metered amount of air to enter from 
the atmosphere. 

(4) When the airplane departs from level flight, 
thus tilting the nozzle assembly in each gyro box 
and opening one of the air-nozzle slots, the increased 
rush of air through this slot causes greater suction 
to be applied to the side of the diaphragm con- 
nected to that slot. (See fig. 142.) At the same 
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Figure 142. Air relay (displaced position). 


"instant, the other air-nozzle slot is closed and the 


suction is relieved on the other side of the diaphragm 
by the vent in the housing. It is this differential 
pressure which causes deflection, or movement, of 
the diaphragm. Movement of the diaphragm is now 
transmitted to the piston of the balanced oil valve, 
as shown in figure 143@), which directs the flow 
of oil to and from the actuating cylinder. 

(5) When no air signal is applied to the dia- 
phragm of the air relay, the balanced oil valve is 
held in the center of its travel by a spring at one 
end, as shown in figure 143@). But when the piston 
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Figure 143. Diaphragm and balanced oil valve. 


moves in either direction from its neutral position, 
because of an air signal, shown in figure 144), 
a port opens which allows oil under pressure to 


flow to one end of an actuating cylinder, as shown . 


in figure 144). The same movement of the piston 
of the balanced oil valve opens a port which allows 
oil to flow from the other end of the actuating 
cylinder of the oil reservoir, as shown in figure 
145. Thus the piston of the actuating cylinder (one 
of those in the complete servo unit) is moved by 
the oil under pressure. 

(6) The piston rod of the actuating cylinder is 
attached by means of cables to the ailerons. Move- 
ments of the piston rod, caused (as already ex- 
plained) by movements of the diaphragm, thus 
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Figure 144. Balanced oil valve and servo-actuating cylinder. 


cause corresponding movements of the ailerons. 
Control of the two ailerons in this manner keeps 
the lateral attitude of the airplane correct. 

c. Fottow-up System. In controlling an air- 
plane it is necessary not only to apply control to 
bring the airplane back to normal flight, but also 
to begin to remove the applied control as the air- 
plane is returning to level, so that the control 
surface will be back in neutral when the disturbance 





of flight has been fully corrected. This adjustment 
is accomplished by the follow-up system. 

(1) The air nozzles are not rigidly fastened to 
the cases of the control boxes, but are so mounted 
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Figure 145. 


that they may be moved about the same axes as the 
Movement of each servo piston is 
transmitted by means of the follow-up cable to its 


nozzle plates. 
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respective air nozzle, as shown in figure 146, 
thereby causing the air-nozzle slots to be rotated 
to meet the knife edge of the nozzle plate. Since 
only one follow-up cable is used for each control, a 
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spring must be provided at the end of the cable 
to cause movement of the follow-up pulleys when 
the servo piston moves toward the follow-up cable. 
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ligure 146. Follow-up system. 


(2) Disconnect links (fig. 147) are placed in 
the follow-up cables near the servos. They consist 
of a plug and a snap which will pull apart at a 
predesignated load. If the follow-up cable should 
become fouled, the links will pull apart and free 
the airplane control system. 
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Figure 147. 


60. Description 

a. The complete automatic pilot for an airplane 
consists of several items of precision equipment, 
some of which vary according to the requirements 
of various aircraft installations. A general descrip- 
tion of each unit and its purpose follows. 

b. BANK-AND-CLIMB CONTROL Box. In the bank- 
and-climb control box, there is one gyro assembly 
which is used for control and indication of motion 
about the lateral and longitudinal axes. The box 
also contains the air pick-offs (air valves) for these 
two controls. The front of the bank-and-climb box 
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Q) A-2 automatic pilot. 


Figure 148. 


has an arrangement of indicators, graduations, and 
references very similar to that of the gyro horizon, 
so that in addition to controlling the airplane, the 
automatic pilot also serves to show the attitude of 
the airplane. These indications are provided even 
though the automatic pilot is disengaged. 

(1) In addition to the indices of the simple 
gyro horizon, this unit also shows the direction and 
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the amount of movement of the control surfaces 
and air pick-offs. Provision is made for caging the 
gyro by turning the caging knob. Manual control 
knobs are provided for both aileron and elevator 
control. 

(2) A suction gauge is incorporated in the 
bank-and-climb box. 

(3) In the type A-2 automatic pilot, the bank- 
and-climb box contains also a level-flight (constant- 
altitude) mechanism, but due to maintenance and 
operational difficulties, it has been discontinued 
entirely in the type A-3 pilot. Because of this and 
other minor changes in design, the control boxes of 
the type A-3 pilot are smaller and occupy consider- 
ably less panel space. A comparison of the types 
A-2 and A-3 bank-and-climb control boxes is shown 
in figures 148 and 149. 

c. DIRECTIONAL-GYRO ContTROoL Box. In_ the 
directional-gyro control box there is a gyro which is 
the directional reference for both manual and auto- 
matic steering control. Attached to the vertical 
gimbal ring is a nozzle plate. An air nozzle is ar- 
ranged with it. Visual indication of the heading of 
the airplane is shown by a card, also attached to the 
vertical gimbal. This card, together with a follow- 
up card fastened to the air nozzle, may be viewed 
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@) A-3 automatic pilot. 


Control boxes—front view. 


from the front of the instrument so that the direc- 
indicator. 
Provision is made for caging the gyro by pushing 


tional control box serves also a turn 
in on the caging knob. A manual control knob is 
provided to allow the heading of the airplane to be 
changed at will. A comparison of the types A-2 
and A-3 directional gyro control boxes is shown in 
figures 148 and 149. 


Figure 149. 
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@ Type A-2. 
Control boxes—back 


view. 
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d. Mountinc Unit. (1) A_ shock-mounted 
frame, to which eir relays, balanced oil valves, 
follow-up pulleys, and oil-pressure and oil-drain 
manifolds are attached, makes up the mounting 
unit. (See fig. 150.) The unit is so constructed 
that the control boxes slide into place on tracks. 
Each is fastened with two cap screws. All electri- 
cal, mechanical, and air connections to the control 
boxes are made automatically when these boxes are 
secured in place. The three air relays with their 
balanced oil valves are fastened to the back of the 
mounting unit. Motion of the follow-up pulleys 
is transmitted to the follow-up system in the control 
boxes by cork-faced clutches, which are auto- 
matically engaged when the control boxes are 
secured in place. The pressure, exhaust, and drain 
manifolds on the under side of the mounting unit 
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serve the three balanced oil valves through connect- 
ing tubing. 

(2) The mounting unit is installed so that the 
fronts of the control boxes appear as parts of the 
instrument panel. 

e.. Ain Firters. Because of the very small 
clearances between the various parts and the abso- 
lute necessity for keeping frictional forces at a 
minimum, all air drawn into the system must be 
free of dust and other foreign matter. The type 
A-2 pilot has individual screened filters at each 
point of air intake. All air admitted into the type 
A-3 pilot is drawn in through a common filter and 
is supplied through a manifold to the various inlets, 
The common filter is located to receive the cleanest 
air possible. It is connected by means of tubing 
to the manifold on the mounting unit. 
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f. AtR Revays. Each air relay has two conical 
nipples which fit into rubber grommets in a control 
box when it is drawn into place. This arrange- 
ment automatically makes the air-signal connection 
between each air nozzle and its respective chamber 
in the air relay. The two chambers in the air relay 
are formed by two concave sides and the flexible 
diaphragm separating them. [tach chamber of the 
air relay has a small calibrated vent which allows a 
metered amount of air to be admitted from the at- 
_mosphere. In the type A-2 pilot these openings 

are covered by filters, while in the A-3 a fitting is 
provided for a hose connection to the airfilter mani- 
fold. Deflection of the diaphragm is transmitted 
by a steel shaft to the core of the balanced oil valve. 

g. BALANCED O1L Vatves. Each of the three 
balanced oil valves controls the applications of oil 
pressure to its respective actuating cylinder (servo 


unit). Oil under pressure is supplied to the center 
port of the balanced oil valve. (See fig. 144@).) 
Two ports are provided for connection to the ends 
of the servo unit, and two for the return of oil to 
the sump. The two return ports are interconnected, 
so that only one oil line returns to the sump. Since 
there 1s no packing at the ends of the balanced 
oil-valve core, some oil leaks past. The leakage is 
accumulated within the casting, and a connection 
is provided to drain it into the sump. 

h. Servo Unit. The actuating cylinders of the 
servo unit actually operate the control surfaces of 
the airplane. The cylinders are connected to the 
control cables in such a manner that movements of 
the pistons, brought about by the application of 
pressure to one side and relief of pressure from 
the other, cause movements of the control surfaces. 
Incorporated in the servo unit are engaging valves 
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Figure 151. Engaging valves in ON and OFF positions. 


(fig. 151) and overpowering relief valve, shown 
in the same illustration. The engaging valve serves 
to engage and disengage the automatic pilot. Open- 
ing of the valve allows free passage of oil from 
one end of the servo cylinder to the other, permit- 
ting the airplane to be controlled manually. The 
overpowering relief valves are means by which the 
human pilot may, without disengaging the automatic 
pilot, overpower it in an emergency. In the type of 
servo unit having two adjustments for each cylin- 
der, the overpowering valves are of the spring- 
loaded ball type. (They are set at 75 to 100 p-rcent 
of the operating pressure.) In the type of servo 
unit which has but one adjustment, the valve is of 
the piston type and should be adjusted to from 25 
to 40 pounds per square inch over operating pres- 
sure. 

(1) Triple servo. Of the servo units now in 
use, the triple servo is one of the three general 
types. All three actuating cylinders, together with 
their engaging valves and overpowering relief 
valves, are contained in the triple servo in one 
casting. The engaging valves may all be on one 
shaft. In appling this type of servo it 1s necessary 
that all three control cables be brought together, 


side by side, in some part of the airplane, since 
the servo piston rods replace sections of the cables. 

(2) Double-ended single servo. In the double- 
ended single servo each cylinder with its engaging 
valve and overpowering valves is in a_ separate 
casting. Each servo may be mounted at the most 
convenient point for the application of that par- 
ticular control. This is an advantage in many in- 
stallations. However, the arrangement is such that 
all three engaging valves must be operated from the 
pilot's position by a single control. 

(3) Push-pull servo. In the push-pull servo 
the cylinders are mounted separately and the piston 
rod extends from only one end. The other end of 
the cylinder is fixed to some structural member in 
the most advantageous position in the airplane. 
The piston rod is attached to a part of the control 
mechanism, such as the control column, as shown in 
figure 152. The engaging valve of this type of 
servo is hydraulically operated by the application 
or release of oil pressure (fig. 153.) Thus, all 
three cylinders are engaged or disengaged by a 
single “On-Off” valve at the hand of the pilot. 

i. SPEED-CONTROL VALVES. The purpose of 
speed-control valves, one for each of the three 





Figure 152. Typical servo installation. 


controls, is to regulate the rate of flow of oil to 
the servo units and thus the speed of corrective 
movement of the control surfaces. (See fig. 154.) 
The number of turns that the valves are open is 
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Figure 153. Push-pull servo. 


shown by a dial directly above the knob. The proper 
amount that the valves should be open varies with 
different airplanes and with flight conditions. In 
flight the valves should be opened as much as pos- 
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Figure 154. Speed-control valves. 


sible, with best control characteristics still being 
retained. In the type A-2 pilot speed-control valves 
are placed in the lines supplying oil to the balanced 
oil valves. In the type A-3 pilot they are in the oil 
return line leading from the balanced oil valves 
back to the sump. A further improvement in de- 
sign of the speed-control valves in the type A-3 
pilot provides a more substantially constant rate 
of movement of the servo piston for any setting 
regardless of the pressure. This new type of 
valve assembly is being installed in the return line 
on the type A-2 pilots during major overhaul. 
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Figure 155. Reservoir or sump. 


jy. Om Sump. The function of the oil sump 
is to serve as a reservoir for the oil of the hydrau- 
lic system. It has a capacity of about 14 gallons. 
A sight gauge is provided to show the oil level, as 
indicated in figure 155. A strainer in the base of 
the sump removes larger particles of foreign matter 
from all oil drawn from the sump. 

k. OUL-PRESSURE REGULATOR. A _ spring-loaded 
bypass valve (fig. 156) is used in all automatic 
pilot installations. This valve automatically regulates 
the oil pressure from the pump and permits the 
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Figure 156. Osl-pressure regulator. 







oil to circulate back to the sump whenever the 
balanced oil valve cuts off the circulation to the 
servo unit. The pressure regulator may be adjusted 
to the correct pressure for the particular airplane 
in which it is installed. 

1. Ow Pump. The engine-driven oil pump pro- 
vides the necessary pressure and flow of oil for 
operation of the automatic pilot when the engine 
is in operation. The oil filter (fig. 157) on the 
pressure side of the oil pump, provides a means 
of maintaining a flow of clean oil through the 
hydraulic system. The filter element can be with- 
drawn for cleaning without disconnecting any 
piping or fittings. Clean oil is absolutely necessary 
because of the close clearances of the balanced oil 
valve. A very small particle of grit may destroy 
the freedom of movement of the core and thus 
prevent proper operation of the balanced oil valve. 

m. Bypass VAtve. A bypass valve is incorpo- 
rated in the A-2 automatic pilot for use in case of 
an emergency, such as a serious leak in the system. 
It directs oil back to the sump without the oil 
passing through the balanced oil valve. (See fig. 
158). The bypass valve is safetied in the “On” 
position and cannot be used to disengage the pilot. 
When the valve is in the “On” position, the oil 
output of the pump is permitted to circulate through 
the main system. On the A-3 pilot, this valve is 
called the “master control valve” and is used to 
engage and disengage the pilot. When the valve 
is in the “On” position, the oil is directed to the 
system to operate the servo piston. The “Off” posi- 
tion directs oil back to the sump so that the output 
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igure 157, 


of the oil pump cannot circulate through the main 
system. 

n, QJIL-PRESSURE GAUGES. The pressure being 
supplied to the balanced oil valve is indicated by an 
oil-pressure gauge connected to the pressure-mani- 
fold block and mounted directly below the control 
units. This is a conventional Bourdon-tube pressure 
gauge with a range of O to 300 pounds per square 
inch. The desired operating pressure will vary with 
different types of airplanes. 

o. Drain Trap. In installations where the 
balanced oil valve 1s not high enough to permit the 
leakage from the balanced oil valve to flow to the 
sump by gravity, a drain trap, shown in figure 159, 
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Figure 158. Bypass valve installation. 


is necessary. The drain trap contains a float which 
operates a valve connecting the trap to lift the float. 
Before all the oil is pumped out of the trap, the 
float lowers and closes the valve, thus preventing 
air from entering the pump lines. 

p. Vacuum Pump. Suction for driving the gyros 
and operating the air pick-offs and air relays is sup- 
plied by an engine-driven vacuum pump. 

gq. WACUUM-RELIEF VALVE. An adjustable vacu- 
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Figure 159. Drain trap. 


um-relief valve (fig. 160) is used to maintain the 
vacuum supply at the amount best suited to auto- 
matic-pilot operation. If the suction becomes too 
high, the spring-loaded disk rises from its seat and 
admits air to relieve the suction to the adjusted 
valve. 


61. Operation 

a. Only aileron control will be used here to il- 
lustrate the operation of the automatic pilot. The 
rudder and elevator controls operate in a similar 
manner. 


b. Assume that the airplane has been displaced 
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about the longitudinal axis so that the right wing 
is lower than the left. The gyro maintains its 
vertical axis, holding the knife edge of the nozzle 
plate in a horizontal position, as shown in figure 
161. With the pick-off in this position, slot 4 will 
be open, allowing suction to be applied to the left 
side of the diaphragm of the air relay. Since slot 
A! is closed, atmospheric pressure is applied to the 
right side of the diaphragm. This pressure causes 
the diaphragm to be deflected to the left, moving 
with it the core of the balanced oil valve. Oil is 
allowed to flow from the pressure supply to the 
left side of the actuating cylinder. Since the same 
movement of the balanced oil valve opens the return 
port, oil 1s allowed to flow back to the sump from 
the right side of the servo unit and the piston 
moves to the right, thereby applying the necessary 
aileron control to restore the aircraft laterally to 
level flight. 


c. The movement of the servo piston to the 
right causes, through the follow-up system, rota- 
tion of the air nozzle to the left against the pull 
of the balance spring. This rotation moves slot A! 
down and slot A up. When these ports reach a 
neutral position, both valves open, the air relay, 
and the balanced oil valve are centered. Movement 
of the servo piston then stops in an extended posi- 
tion as the airplane continues moving toward its 
normal attitude. Rotation of the air nozzle to the 
left beyond the neutral point begins the cause move- 
ment of the servo piston to the left. The ratio of 
movement of the servo piston to that of the air 
nozzle is such that the controls arrive at neutral 
simultaneously. 
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Figure 161. A-2 and A-3 automatic pilot. 


62. Installation 

Initial installations of the automatic pilot are made 
at the airplane factories or at major repair depots. 
Removal or replacement of major units should be 
accomplished in the service by qualified instrument 
personnel only. 
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63. Inspection and Maintenance 

a. SCHEDULE OF INSPECTIONS. Following is a 
schedule for inspections: 

(1) Preflight. Ground-test automatic pilot 


during engine warm-up in accordance with appli- 
cable Technical Order. 


(2) Daily. Inspect lighting system of type A-2 
pilot for proper operation. 

(3) Every 50 hours. Inspect filter element in 
oil filter and air filter for cleanliness. Inspect 
control units and accessories for security of mount- 
ing. Inspect control units for broken or loose cover 
glass. Check control units for discolored or chipped 
luminous markings. Examine shock absorbers for 
sign of failure. Inspect the follow-up system—the 
pulleys for freedom of operation, alignment, and 
anchorage and the cables for tension, broken wires, 
and safetied turnbuckles. Check all piping and 
fittings, including flexible hose and hydraulic and 
vacuum-system lines, for leaks. Inspect all air 
screens and clean any that show dirt. 

(4) Every 100 hours. Lubricate follow-up pul- 
ley springs and bearings with gyro instrument 
grease. 

(5) Engine change or every 300 hours, which- 
ever comes earlier. Remove gyro control units for 
bench test: and replace rubber grommets. 

b. PreFLticHtT INsPEcTION. The following pro- 
cedure and order of execution will be carried out 
during each preflight inspection of the airplane. 

(1) Check for sufficient amount of oil in sump. 
It should be three-fourths full. Only mineral-base 
hydraulic oil is used. 

(2) Turn “On-Off” valve to “Off” position. 

(3) Start engine. 

(4) Check vacuum on suction gauge. It should 
be not less than 3.75 or more than 4.25 inches of 
mercury. 

(5) Check oil pressure on oil gauge. Be sure 
the speed control valves are closed. The oil pressure 
should be within 10 percent of the recommended 
operation pressure. 

(6) Open speed-control valves at least four 
turns. 

(7) Uncage bank-and-climb gyro. 

(8) Set and uncage directional gyro. 

(9) Centralize all controls. 

(10) Turn course-setting knob until upper or 
reference card coincides with directional card. 

(11) Turn aileron and elevator trim knobs to 
bring the pointers on their respective index markers 
to zero. 

(12) Engage automatic pilot. 

(13) Rotate all three control knobs and observe 
operation of automatic pilot. 

(14) Check for air in system. Apply manual 
pressure to each control in each direction. Any 
resiliency (springing back) in the controls indi- 


cates air in the hydraulic system. The resiliency is 


due to the compression of the air as force is applied, 
and expansion as the force is removed. 

(15) Check to be sure automatic pilot can te 
overpowered with on-off valve in “On” position. 

c. ReMovat oF AIR FROM System. The follow- 
ing procedure is recommended for removal of air 
from the system during each preflight inspection. 
It serves both as a check of operation and as a 
precaution against undetected air in the system. 


(1) Turn all control knobs until index markers 
remain separated. 

(2) Disengage pilot and hold controls in this 
position for a few seconds. 

(3) Reengage pilot and repeat operations (1) 
and (2) in the opposite direction. 

d. EXAMINATION OF AIR FILTeRs. All air filters 
on the type A-2 automatic pilot are inspected every 
50 hours, or oftener if necessary, and any that 
show dirt accumulation are cleaned in Varsol, 
carbon tetrachloride, or some similar solvent. The 
frequency of cleaning air filters varies widely with 
service conditions. Operation under dusty condi- 
tions often necessitates more frequent servicing. 
There is one screen in the directional-gyro control 
box, one in the bank-and-climb gyro control box, 
two in each air relay on the mount assembly, and 
one in each of the two suction regulators. 

e. CLEANING CoMMoN AIR Fitter. The filter 
element of the common air filter in the type A-3 
automatic pilot is inspected for cleanliness every 
50 hours. To clean the air-filter element, remove 
the filter from the housing, plug one end, and apply 
low-pressure air to the other end. With low pres- 
sure still applied to the inside, blow the dirt away 
from the outside surface of the element with a high- 
pressure air line. The filter element may be cleaned 
by soaking in Varsol, carbon tetrachloride, or some 
other approved solvent for 10 to 15 minutes. The 
filter element is then thoroughly dried by applica- 
tion of low-pressure air. 

f. CLEANING CLotH Boot. A cloth boot is in- 
stalled around the element of the oil filter at the 
time of installation of the automatic pilot. The boot 
is inspected for cleanliness after every 25 hours of 
operation. It is washed ina suitable solvent and dried, 
and a new boot of airplane fabric is installed. The 
use of the cloth boot may be discontinued when no 
further deposits are found. 

g. ReMEDY FOR SLUGGISH OPERATION aT Low 
TEMPERATURES. Sluggish operation of the auto- 
matic pilot at extremely low temperatures may be 


remedied by disengaging the unit and turning the 


control knobs so as to offset the index markers by 


a few degrees. Warm oil from the pump will then 


flow through the servo lines and return the auto- 
matic pilot to normal operation. 








neal 


h. HAnpDLING oF Controt Boxes. When re- 
moving or replacing the control boxes, the two 
capscrews should be run in or but evenly, so as to 
prevent damage to the rudder grommets in the 
rear of the boxes. 
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ON MORE RECENT MODELS THIS 
VARIABLE BLEED REPLACES THE 
SPEED CONTROL VALVE INSTALL- 
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A. Gyro rotor. F. Air relay. L. Hydraulic surface control. 9. Follow-up cable. V. Hydrauke filter. 
B. Vacuum pump. G-G!, Ports. M-M!, Piston rod. . Follow-up lever. W. Osl pressure gauge. 
C. Atv filter. H. Diaphragm. N. Pressure regulator, S. Balance spring. X. Drasn trap. 
D. Pick-up assembly. J. Balanced oil valve. O. Sump. T. Suction regulator. Y. Speed-control valve. 
E. Diaphragm. K. Hydraulic pump. P. Overflow valve. U. Disconnect link. Z. Bypass valve. 
Figure 162. A-3A automatic pilot—schematic drawing. 
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64. A-3A Automatic Pilot 


a GENERAL. A schematic drawing of this auto- 
pilot is shown in figure 162. It will be noted that 
the principal difference between the type A-3A and 
the type A-3, shown in figure 161, is the type 
pick-off used. Instead of the in-line pick-off shown 
in figure 140, this pilot has a radial pick-off which 
is shown schematically in figure 162. The principal 
advantage of this pick-off is that its signals are not 
affected by temperature changes. 


b. SpeeD Controt Vatves. Older A-3A pilots 
have fixed air relay bleeds and therefore incorpo- 
rates three speed control valves. Their purpose is 


696637 —46—9 





explained in paragraph 59h. The panel on which 
they are mounted is mounted on or near the mount 
assembly and readily accessible to the pilot and 
copilot. 

c. ADJUSTABLE AiR BLEEDs. Later model A-3A 
pilots do not have speed control valves. The de- 
sired sensitivity and speed of response is obtained 
by use of adjustable air bleeds. By means of these 
units the size of the bleeds to the air relay is 
varied. The controls for these bleeds is located 
on the bottom of the autopilot control panel. (See 
fig. 163.) Opening the bleeds increases sensitivity. 
Closing the bleeds for any air relay shuts-off the 
control to which that air relay applies. 
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Figure 163. A-3A automatic pilot (front view). 
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Trouble Chart 





1. Insufficient vacuum (less 


2. Excessive vacuum (over 5 


Trouble 


than 3 in. Hg). 


in. Hg). 


3. Insufficient oil pressure. 


10. 


Excessive oil pressure. 


Foaming of oil. 


No control. 


Control in one direction 
only. 


Air continuously in system. 


Controls oscillating or 
hunting. 


Control lagging in both 
directions. 
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Possible cause 


Suction regulator improperly ad- 
justed. 

Pump failure. 

Leak or break in vacuum line. 

Incorrect gauge reading. 


Suction-regulator improperly 
adjusted. 
Air-intake filter clogged. 


Low oil supply. 

Leak or break in oil line. 

Pressure regulator not properly 
adjusted. 


Pressure regulator dirty or 
defective. 

Pump intake line or filter clogged. 

Defective oil pump. 

Automatic-pilot oil-pressure valve 
in “Off” position. 

Incorrect gauge reading. 


Pressure regulator not properly 
adjusted. 

Pressure regulator stuck in closed 
position. 

Incorrect gauge reading. 


Leak in needle valve of drain trap. 

Air leak in line from sump or oil 
reservoir to oil pump inlet, or 
leak in pump. 


Master control lever “Off.” 
Insufficient vacuum. 
Insufficient oil pressure. 
Speed-control valves closed. 


Air leak at air-pick-off (air nozzle) 
grommet between control unit and 
mount assembly. 

One air-relay screen clogged. 


Leak in intake side of oil pump. 


Air in oil system. 
Caged gyros. 
Speed-control valve setting too 


high. 


Both air-relay screens dirty. 
Low suction. 

Low oil pressure. 

Leaking grommets. 
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Remedy 


Adjust regulator valve. 


Repair or replace pump. 

Locate and repair. 

Check gauge for calibration; repair 
or replace. 


Adjust regulator valve. 


Replace filter element. 

Repair or replace regulator. 

Check gauge for calibration ; repair 
or replace. 


Refill oil tank. 

Locate and repair. 

Adjust with speed-control valves 
closed. Remove cap of regulator 
and loosen lock nut. Screw in to 
raise pressure; screw out to lower 
pressure. 

Clean or repair and readjust. 


Check or repair and readjust. 
Repair or replace pump. 
Turn valve to “On” position. 


Check gauge for calibration; repair 
or replace. 


See 3c above. 
Free, clean, and readjust. 


Check gauge for calibration; repair 
or replace. 


Replace drain trap. 
Locate and repair. 


Place lever in “On” position. 
See 1 above. 

See 3 above. 

Open speed-control valves. 


Replace grommet. 


Remove and clean with suitable 
solvent. 


Replace lines or tighten fittings. 


Remove air. 
Uncage gyros. 
Decrease setting of valve. 


Clean screens. 
Increase suction. 
Increase pressure. 
Replace grommets. 
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SECTION XiIl 
A-5 AUTOMATIC PILOT 





65. Purpose and Use 

The type A-5 automatic pilot is used primarily 
to maintain automatically the desired heading and 
attitude on long flights and to furnish the accurate 
control which is necessary when it is used in con- 
junction with aircraft armament equipment. The 
type A-5 pilot permits the airplane to be controlled 
electrically from a position other than the pilot’s 
and co-pilot’s position and thereby eliminates the 
necessity for oral communication between the bom- 
bardier and the human pilot. 


66. Principle of Operation 

The reference for control is supplied by the rigidity 
of two electrically driven gyroscopes. One is 
mounted with its axis of rotation horizontal (fig. 
164) as in the turn indicator, so as to furnish 


reference for rudder control. The other gyro, in 
figure 165, spins about a vertical axis and furnishes 
reference for aileron and elevator control. Any 
deviation in attitude or heading of the airplane 
from the reference maintained by the gyroscopes 
creates an electrical signal by displacing an electrical 
pick-off (fig. 166) with respect to an iron shoe. 
The alternating-current signals thus created are 
amplified and are employed to control two oil 
valves. (See fig. 167.) The oil valves control the 
application of pressure to each of the servo pistons. 
If the respective pressures applied to the pistons 
are unequal, a movement results which is trans- 
mitted to a cable drum through a gear and rack. 
(See fig. 168.) Proper corrective control is trans- 
ferred from the servo drum to the control surface 
by control cables. 


Figure 164. Rudder-control gyro. 
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Figure 165. Atleron-and-elevator control gyro. 
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67. Description 
a. The complete automatic pilot is made up of: 
(1) A control unit. 
(2) A vertical-gyro unit. . 
(3) <A directional-gyro unit. 
(4) An amplifier rack. 





AIRPLANE LEVEL . 


IRON SHOE 





Figure 166. Electrical pick-off. 


(5) Three main servo units for aileron, eleva- 
tor, and rudder. 

(6) A pilot director indicator (P.D.I.). 

(7) Turn control. 

b. The control unit (fig. 169) is mounted near 
the hand of the pilot and provides complete control 
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of the airplane from his station. Three indicators 
A, B, and C show the attitude of the airplane with 
respect to the reference maintained by the gyros. 
This information is necessary to the pilot when 
automatic control is being engaged. The double- 
throw switches D and E, below the indicators, are 





AIRPLANE DISPLACED 
REQUIRING CORRECTIVE AILERON 
CONTROL 


® 


for aileron and elevator control, and are used to 
trim the automatic control to the desired attitude 
before engagement, and to control the attitude of 
the airplane while the automatic pilot is engaged. 
The selector switch K allows the pilot to utilize 
the P.D.I. to displace the reference maintained by 
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Figure 167. Schematic drawing of oil valves. 


129 


the directional gyro. The switch F is locked in the — ter control switch 7 has four positions, 90° apart, 
“Off” position and therefore is not used. The mas- which are marked: “Off”, 7, 2, and 3. Positions 


OIL PRESSURE CONTROLLED BY -OIL VALVES 






CONTROL CABLE 


Figure 168. Schematic diagram of servo. 
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Figure 169. Control unit. 
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ELECTRICAL 
CONNECTORS 


FLEXIBLE SHAFT CONNECTION—— 


TO ASSOCIATED EQUIPMENT 


MOUNTING 
BRACKET 





AIRSPEED 
SETTING 
KNOB 


Figure 170. Vertical-gyro unit. 


1 and 2 are the starting and warm-up positions; 
position 3 automatically engages aileron control. 
Switches J and G engage rudder and elevator con- 
trols respectively. Changes in heading or turns 
may be made by using the pilot’s turn-control knob 
on the panel. 





MOUNTING 
RACK 


Figure 171. Directional gyro unit. 





c. The vertical-gyro unit (fig. 170) contains the 
vertical gyro, its associated electrical pick-offs, and 
erecting equipment. It is mounted so as to be ac- 


cessible to one of the crew members. In order to 
maintain proper banking ratio when the aileron 
control is handled by the associated equipment, a 
knob and scale is provided to set the equipment to 
the true airspeed. | 

d. The directional-gyro unit, in figure 171, con- 
tains the directional gyro, electrical pick-offs, fol- 
low-up, and leveling equipment. It is mounted near 
the associated equipment wiih electrical leads long 
enough to permit its removal from the mount and 
its installation on the asscciated equipment. Two 
wing screws facilitate easy removal. 

e. The amplifier rack (fig. 172) contains the 
three servo amplifiers, the follow-up amplifier, the 
altitude-control unit, the altitude-control amplifier, 
a voltmeter, and frequency meter. It is mounted so 
as to be in view of one of the crew members. The 
servo amplifiers build up the weak electrical signals 
to sufficient strength to operate the servo valves. 

f. Each of the three main servo units (fig. 173) 
contains a d-c electric motor driving a three-gear 
pump. The pump operates continuously while the 
automatic pilot is ““On” (position 1, 2, or 3 of the 
engaging switch) and supplies two equal streams 
of oil. A pair of electrically operated valves regu- 
late the relief of the oil to the reservoir. When 
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Figure 172. 


an electrical signal unbalances the solenoids, one of . 


the valves is opened and the other closed, so that 
unbalanced pressure is built up on the two servo 
pistons. This causes the pistons with the rack to 
move, driving the pinion gear which causes the cable 
drum to rotate. Reserve servo oil is contained in 
the housing, so that the need for a separate su:np 
and perfect seals, around pistons and valves, is 
unnecessary. Two filters prevent dirt from enter- 
ing the hydraulic valves. To remove the filters 
for cleaning, it is necessary first to remove the rear 
cover plate. A thermostat controls an_ electric 
heater, which in extremely cold weather, keeps the 
oil of the servo warm enough to flow properly. 
The heater is connected to the main switch of the 
airplane. A mechanical emergency release is oper- 
ated by a cable from the pilot’s position. The loca- 
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Amplifier rack. 


tions of the servos vary in different airplanes ac- 
cording to convenience. Servo units of different 
power and pulley sizes are available to accommodate 
the particular installation. 

g. The pilot director indicator, shown in figure 
174, is mounted on the instrument panel, directly 
in front of the pilot. It furnishes a visual direction 
reference obtained from the directional gyro of the 
auto pilot when the rudder control is being handled 
by the human pilot. The station selector switch 
must be turned to the P.D.I. position for this sys- 
tem of operation. 

h. The pilot’s turn control (fig. 175) is generally 
located on the instrument panel near the automatic 
pilot control panel. It is usually in a position so 
that both the pilot and copilot can reach it. The 
turn control provides the human pilot with a means 
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Figure 173. Servo-unit schematic. 


of making banked turns through the automatic 
pilot. By rotating the turn control knob, the pilot 
may set in signals for a turn of a desired magni- 
tude and a proportional amount of bank. 





Figure 174. Pilot director indicator. 


68. Installation 


a. Installation of the automatic pilot is_per- 
formed at the airplane factory or at a major repair 
depot in accordance with Army Air Forces Specifi- 
cations. The location of the units (fig. 176) varies 


with the design of the airplane. Servos of 0.1 
and 0.2 horsepower with 4- or 6-inch pulleys are 
employed to accommodate small or large installa- 
tions. When the servos are located an excessive 
distance from the amplifier, relay units are used. 

b. The automatic pilot requires a source of 
electrical power of both 27.5 + 0.5 volts direct 
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Figure 175. Turn control. 


current and three-phase, 1M =+ volts, 400 cycles, 
alternating current. The alternating current is sup- 
plied by a rotary inverter, which may supply power 
also for the autosyn instruments, fluorescent lights, 


133 


‘ups6Dip uoyoyoisur payyduag “Oy I4nbr.] 





























y3I4INdwWY ysIIsINdANY 
NOIL934N3 eee 340-HIId NOIL9343 OAM3S OAN3S 
NOUR IV NOIL93483 YOLVA313 ON 3 TNIV y30q0nY 
~ NOUV 
ger 
YBIZITGWY 
Ou TONLNOD 
WOU 30nilitv 
Y3I4IIdAY 
dn 
HYOLVA3 13 mOo1104 
T3NVd 
4340 -HDId IOYULNOD 
IWANOSIS NI = 
NOY TIV YSISITIGWY | YSISIIdWY] y314IddAY ) 
4yOLOW OAH3S OAY3S OAN3S 
- 7 
30NLILIV 









TOYLNOS 
3qnNLI11V 


Y3ISINdDWY 
ONI13A37 






JSON MOVIN Yslsi ded 


TOYLNOD NYNL 
il 








440-N9ld 
a Y 
SONX NUNL Go 


= a 
GONW ON3Z GR 


OLNW NYUNL 
yO10u 











yOLOW 


MO1104 
HONAS 





yYOLVLS 






3IIAD OOY ~ 
SIIOA SII re 
iowa 108 Ly oyinanay 


31949 00% 
SLIOA Sif 


TANVd TOULNOD XO@ OYAD WNOILDSYIC 


134 








ELECTRICAL 
CONNECTOR 


~ mY 
— 


MOUNTING 
LUG 


FILTER COVER PLATE 


PUMP MOTOR 


SERVO CYLINDER 





Figure 177. Servo—front view. 


and remote-reading compass. The direct current is 
supplied by the airplane battery system. 


69. Inspection and Maintenance 

a. The maintenance, which may be performed 
by the airplane crew, is limited by the training of 
the personnel. Maintenance of the servo units and 
all external mechanical features usually can be ac- 
complished by the airplane crew, but most inspec- 
tions, repair, and replacements of parts of gyro 
units and amplifiers require specialized training. 

b. Grounp Test. A ground test of the auto- 
matic pilot may be performed according to the 
following procedure during engine warm-up: 

(1) The automatic pilot requires a power sup- 
ply (including the power for the inverter) of from 
50 to 75 amperes, depending upon which servos 
(0.1 to 0.2 horsepower) are used during normal 
operation. Cold starting currents may run as high 
as 160 to 270 amperes (—50° C.). Thus an external 
power supply is necessary if testing requires more 
time than the normal warm-up period. The voltage 
indicated by the a-c voltmeter on the amplifier unit 
should be 115 volts +5 volts, and the frequency 
400 cycles + 20 cycles. 

(2) Turn the master control switch J, (fig. 169) 


clockwise to position 1 (Off, 1, 2, and 3 are at 
90° intervals on the switch) and leave it there for 
20 seconds to allow the tube filaments to heat up. 

(3) Turn the same switch clockwise to position 
2. Operate all three controls manually to check for 
control movements. 

(4) Turn the station-selector switch K to Pilot 
position. 

(5) Be sure that the rudder “On-Off” switch 
J and elevator “On-Off” switch G are turned off. 
(The altitude control switch is locked in the “Off” 
position. ) 

(6) After 3 to 5 minutes, line up the needles 
of the aileron and elevator meters B and C by 
operating their respective aligning switches D 
and £. 

(7) Line up the needle of the rudder meter 
A as follows: if the meter needle shows left deflec- 
tion, turn the pilot’s control knob L clockwise until 
the meter needle is centered; if the meter needle 
shows right deflection, turn the pilot’s turn control 
knob L counterclockustse until the meter needle is 
centered. 

Caution: If{ the meter needle shows no deflec- 
tion, and clockwise rotation of the pilot’s turn- 
control knob L does not give right deflection of 
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Figure 178. Servo, showing attachment of control cables. 


the meter needle, continue turning the knob clock- 
wise until the meter needle is centered. 

(8) Turn the main switch knob J clockwise to 
position 3; this engages the aileron servo. (See figs. 
177 and 178.) 

(9) Turn on the rudder “On-Off” switch J 
and the elevator “On-Off” switch G. This engages 
the rudder and elevator servos, shown in figures 
177 and 178. | 

(10) With hands and feet on the controls to 
prevent any sudden movement, operate the aileron 
aligning switch E, the elevator aligning switch D, 
and the pilot’s turn control knob L to see that 
there is a signal of the ‘proper direction on the 
controls. 

(11) Press the emergency-release button on the 
control wheel and operate the aligning switches 
D and E and the pilot’s turn-control knob L to 
make certain that all controls are freed. 

(12) Turn all switches off. 

c. Servo Fitters. The two filters in each of 
the main servo units are cleaned at specified inter- 
vals. The following instructions outline this pro- 
cedure: 
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(1) Drain the oil from the servo by removing 
the drain plug. 

(2) ‘Remove the plate opposite the pulley by 
removing the attaching screws. 

(3) Remove the exposed filters and wash them 
in carbon tetrachloride. 

(4) Replace the filters and plate; safety the 
attaching screws. 

(5) If the oil shows signs of foreign matter, 
replace it with new oil. The oil level in the servo 
case should be between the marks on the gauge rod. 

d. Servo BrusHes. Access to the brushes of 
the servo motors for cleaning may be gained by 
removing the cover band from the top of the motor. 

e. SECURITY OF MounTING. The units are 
checked for security of mounting by inspecting 
each mounting bolt (shock mounts on the ampli- 
fier). Servo units especially should be checked for 
looseness of attaching bolts or mounting brackets. 

f. EMercency RELeEase. To test the emergency 
release, the automatic pilot must be in operation 
(position 3 of the master switch) and the elevator 
and servo switches must be on. With the controls 
restrained as much as possible, apply partial signal 





to all three controls with the aligning switches and 
pilot’s turn control knob. Pull the emergency re- 
lease handle and see that all controls are freed. 
If the release does not work properly, the release 
cables and pulleys should be checked throughout 
their length for undue wear, corrosion, or lodged 
foreign bodies. A few drops of oil may be needed 
on the release mechanism of the servos to permit 
smooth operation. 

g. LusricaTion. The gyro-assembly pivots nor- 
mally require lubrication only when the units are 
removed for overhaul. In hot, dry climates, how- 
ever, the oil evaporates abnormally and it is neces- 
sary to lubricate the accessible pivots more often. 
The gyro covers are removed, and a drop or two 
of gyro instrument oil is applied to all accessible 
pivots. About ten drops are required at each of 
the rotor bearings. 

h. Controt Castes. The cables and pulleys 
are inspected at prescribed periods for freedom of 
operation, proper tension, alignment of pulleys, 


anchorage, frayed or unduly worn cables, and safe- 
tying. 

i. Trousies. (1) If none of the servo motors 
start during the warm-up period (position 1 of the 
master switch), failure or low voltage of the d-c 
supply or failure of the relay in the top of the 
amplifier rack is the probable cause. 

(2) If only one servo motor fails to start, an 
open circuit in the d-c line to the servo or failure 
of the motor itself is likely. 

(3) Hard-over control by one of the servos 
during warm-up (position 1) may be caused by 
dirt in one of the servo valves. (The remedy is to 
remove and carefully clean the valves.) To do this, 
the motor housing must first be removed. 

(4) Flutter of the control surfaces during 
flight may be caused by dirt in servo valves and 
may be remedied by cleaning. 

(5) Wallow, or hunting of the controls, may 
be caused by excessive friction of the control cables, 
since the number of degrees of the “dead spot’ is 
directly proportional to the amount of friction. 
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Figure 179. C-1 automatic pilot. 
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SECTON XIV 
TYPE C-1 AUTOMATIC PILOT 





70. General 


a. Purpose. Figure 179 illustrates the major 
units employed in the C-1 autopilot installation. 
The autopilot as installed in bombardment aircraft 
has a two-fold duty to perform. It provides 
(through accurate, automatic control of the air- 
plane’s movements) as shown in figure 179, the 
stabilized aerial platform which is essential in 
high-altitude -precision bombing. It also serves to 
relieve the pilot of much of the tiresome, routine 
work involved in keeping the airplane level and on 
course. It is especially valuable on long missions 
during which the human pilot may become so 
fatigued that he will fail to respond rapidly enough 
to the indications shown on his instruments. When 
properly set up and engaged, it will detect imme- 
diately any slight variations in the airplane’s course 
or attitude and will apply the exact amount of con- 
trol needed to return the airplane to its correct 
position. The action of the C-1 autopilot in return- 
ing an airplane to its original heading is smoother, 
more accurate and more rapid than the action of 
the human pilot. This is because such factors as 
pilot fatigue and the slowing down of reaction time 
do not affect the autopilot. In correcting deviations 
of the airplane, the autopilot fully coordinates all 
three control surfaces to give the desired move- 
ments, without either undershooting or overcontrol- 
ling. 

b. Use. In addition to the two main functions, 
the C-1 autopilot may be used to assist the human 
pilot in a number of other ways. Through the use 
of the turn control, completely coordinated banked 
turns of any desired degree up to 40° bank are 
obtainable. The bombardier, by using controls pro- 
vided on his equipment, can also cause completely 
coordinated turns up to 18° bank. The autopilot 
can be set so that it will regulate the action of one, 
two or all three of the airplane’s control surfaces, 
or any combination of these. The main autopilot 
control panel provides means for adjusting the 
response and sensitivity of automatic pilot opera- 
tion to suit any slight change in load or trim of 
the airplane which may be encountered during 
flight. 


71. Fundamental Operating Principles 


a. Gyroscope THEORY. The basic signals for 


automatic control of an aircraft in flight must be 
derived from some reference system which will 
at all times remain relatively fixed with regard to 
the surface of the earth, regardless of the move- 
ments of the airplane in which it is carried. In the 
C-1 autopilot, these references are provided by 
two gyroscopes, one of which is shown in simplified 
form in figure 180. Essentially, a gyroscope con- 





Figure 180. 


Simplified drawing of C-1 autopilot gyro. 
sists of a universally-mounted, heavy, balanced 
rotor, which is spun at a high rate of speed. The 
gyros used on the C-1 autopilot are fastened directly 
to the The 
whole assembly is mounted into a set of pivoted 


armatures of small electric motors. 
rings which form a universal joint. This allows the 
gyro-motor assembly to tilt in any direction. If 
such a gyro is made to rotate at its correct operat- 
ing speed, it will be found to possess two separate 
and distinct properties both of which are put to 
use in maintaining the flight references referred 
to above. 

(1) Rigidity. The first and most important of 
these properties is called gyroscopic inertia, or 
“rigidity.” This means that, while spinning, the 
gyro rotor will tend to maintain or hold itself (and 
its axis) fixed in any position in which it may be 
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placed, and will resist any force applied to it in 
an attempt to change this position. In the C-1 
autopilot, the case and rings in which the gyro is 
' mounted, enable it to do this. No matter which 
way the airplane should bank or pitch around the 
gyro shown in figure 180, the gyro rotor would 
remain in a horizontal plane and the axis or spindle 
would remain perpendicular to the earth’s surface. 
Once stabilized in this position, the gyro can be 
used to supply a reference point against which 
movement of the airplane in either roll or pitch 
axis can be detected. Similarly, a gyro mounted 
and stabilized with its axis or spindle horizontal 
and pointing in a given direction can be used to 
pick up any changes in the rudder course of the 
airplane. The use of two gyros to detect the motion 
of the airplane about each of its three axes is 
shown in figure 181. Figure 181(1) and 181(2) 
show the action of the vertical flight gyro and figure 
181(3) shows the action of the directional stabilizer 
gyro. : 

(2) Precession. The second property possessed 
by the gyro is called “precession.” This term refers 
to the peculiar manner in which the gyro will react 
if any attempt is made to move it from the position 
in which it is maintaining rigidity. Precession in 
a sense, may be defined as the tilting of a gyro at 
right angles to the direction in which a force is 
applied to it. If a slight downward force be applied 
to the gyro at the point A (fig. 180), the gyro will 
react, not by allowing the inner case to move down- 
ward in the direction of the push, but by tilting the 
entire assembly to the left as shown. The amount 
of precession will depend upon the strength of the 
force applied, and reversing the direction of rota- 
tion of the gyro will result in reversing the preces- 
sion. It should be understood that both rigidity and 
precession will be .found only in a spinning gyro, 
and that an inoperative one would not possess either 
of these: properties. 

b. OPERATION OF BrIDGE Circuits. Although 
the two gyros of the C-1 autopilot are capable of 
detecting the slightest changes in the airplane’s 
course or position, they are unable to apply any 
corrective action until they have been connected (by 
a suitable signal pick-up system) to the other units 
of the autopilot. These connections are made 


through balanced electrical circuits called bridge © 


circuits, which control the action of the servo motor 
units, and are in turn controlled by the gyros. Since 
the control and adjustment circuits are bridge cir- 
cuits, it is important that their operation be un- 
derstood. 
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(1) The bridge circuit is simply a system for 
measuring electrically the amount and direction of 
two motions. First, it is used to measure any move- 
ments of the airplane in going off course, by com- 
parison with the fixed flight references set up by 
the gyros. Secondly, it measures and limits the 
amount of control ‘surface movement applied by 
the autopilot as the airplane is returned to its course. 
Since there are two separate motions to be measured 
by the bridge circuit, there must be two separate 
electrical measuring devices for each axis. These 
devices, called potentiometers or “pots,” are made 
up of a circular winding of resistance wire and a 
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(3) About the vertical axts. 
Figure 181. How the gyros control the autopilot. 
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Figure 182. Operation of potentiometer. 


movable contact arm or “wiper.’’ A-C power 1s 
supplied across the ends of the pot winding from a 
special transformer. Any signal (electrical tnbal- 
ance) resulting from movement of either the wiper 
or the winding is picked up by the wiper. The 
operation of such a potentiometer is shown in figure 
182. When the wiper is centered on the pot winding 
as shown in fig. 182 (1), no signal results. This 
cccurs whenever the airplane is trimmed to match 
the exact electrical balance of the autopilot system, 
and no correction will be set in. Figure 182 (2) 
znd 182 (3) show the effect of unbalancing the sys- 
tem by moving the wiper right and left of center. 
Notice that although in both cases the signal is 
picked up by the wiper, the direction in which the 
signal flows in figure 182 (2) is opposite to the 
Cirection taken by the signal in figure 182 (3). This 
is due to the fact that the wiper was moved across 
the electrical center of the winding each time the 
circuit was unbalanced. (Although a-c is used in 
this circuit, the effect obtained is the same as if d-c 
were used. In one case a plus (+) signal is pro- 
duced and in the other a minus (—) signal is 
produced.) Either the wiper or the winding may 
be moved to unbalance the circuit without changing 
its operation in any way. 

(2) Two of these potentiometer units may be 
combined, as Shown in figure 183 (1), to form a 
simple bridge circuit. The bridge circuit will operate 
in the same manner as the pot circuits, but it must 
be remembered that now either of the two pots 
can balance or unbalance the system. To rebalance 
the bridge circuit electrically, it is not necessary that 
each of the pot wipers be in the exact mechanical 
center of the pot winding. If one pot wiper is 
displaced, as shown in figure 183 (2), the circuit 
may be rebalanced by moving the second pot wiper 
an equal amount. (See fig. 183 (3).) Figure 184 
shows schematically, the arrangement of the units 
of a bridge circuit for elevator control. Pot (A) 
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has its wiper fastened to the gyro, and its pot wind- 
ing fastened to the airplane, so that any motion of 
the airplane away from the elevator course being 





Figure 183. Operation of simple bridge circuit. 
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Figure 184. Arrangement of bridge circutt for elevator control. 





held by the gyro, will unbalance the circuit. Pot (B) 
has its wiper connected mechanically to the elevator 
cable drum on the autopilot elevator servo unit. Any 
movement of the control surface will be picked up 
by this pot. If the airplane should go into either 
a climb or a dive, pot (A) would be unbalanced by 
a certain amount, which would result in a signal 
being sent to the servo motor to apply corrective 
elevator movement. But because of pot (B) on the 
cable drum, the servo unit will apply only the precise 
amount of elevator control called for by the gyro. 
As the cable drum rotates, the pot wiper attached 
to it will be moved to a position where its displace- 
ment is equal to that of the gyro pot. This will 
rebalance the circuit and cancel the signal to the 
servo, therefore movement of the elevator will be 
stopped. In this way, any tendency of the autopilot 
to apply too much or too little control is eliminated. 
Similar arrangements are used for the bridge cir- 
cuits controlling the ailerons and the rudder. 
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72. Operating Units of Autopilot 
a. VERTICAL FLiGHT Gyro (VFG). (1) Pur- 
pose. The vertical flight gyro, shown in figures 





Figure 187. Action of free and modified gyro. 


ments of the ailerons and elevator. It is operated 
electrically from the airplane’s d-c supply, and runs 
at a speed of approximately 7,500 rpm. 


(2) Gyro. To establish the necessary rigidity, 

a heavy gyro rotor weighing about 4 pounds is used. 
Because of its rigidity and because it has been 
specially modified, this gyro will keep its axis or 
spindle perpendicular to the earth’s surface at all 
Figure 185. Vertical-flight gyro. times. A free or unmodified gyro does not possess 

this characteristic, and would be of no use in con- 

185 and 186, is used to provide the C-1 autopilot trolling an autopilot system. The reason for this 
system with references for controlling the move- is shown in figure 187. Figure 187@) shows the 
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1. ROTOR CASE 7. ERECTING CUT-OUT MAGNET 13. SKID POT 
2; GYRD ROTOR 8 ERECTING GEAR TRAIN 14. UP-ELEVATOR POT 
3. FIELD COIL 9, GUIDE ROLLER 15. AN CONNECTOR (MALE) 
4. CARDAN RING 10. COUNTERBALANCE GUIDE CHANNEL 16. RUBBER MOUNTING GROMMETS 
§. TOP BAIL 11. ELEVATOR PICKUP POT 17. GROUND WIRE 
6. BOTTOM BAIL 12. AILERON PICKUP POT 18. INSPECTION PLATE 
Figure 186. Cut-away view of vertical flight gyro. 
action of a free gyro as it would appear in an air- the airplane must necessarily follow the curvature 


plane traveling over the earth’s surface. It can be of the earth as it flies along. As a result, the signals 


easily seen that such a gyro will maintain its rigidity | sent out by such a gyro would be incorrect. 
in space without reference to the earth below, while (3) Erection mechanism, This difficulty has been 
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overcome by adding to the gyro, a corrective device 
known as the erecting mechanism. This device forces 
the gyro to keep its axis continuously perpendicular 
to the earth’s surface, regardless of the movements 
of the airplane. (See fig. 187@).) In addition, the 
erecting device stabilizes the gyro against any ex- 
ternal forces resulting from turns and _ other 
maneuvers, and it counteracts the effects of any 
small forces due to friction or unbalance which 
might be present in the gyro itself. The erecting 
mechanism used in the vertical flight gyro consists 
of the two slotted, cork-lined, semicircular bail rings 
which are shown crossing over the top center of the 
gyro in figure 186. These rings are loosely attached 
to the pivot shafts of the gyro mounting, so that 
they are free to fall from side to side. In the square 
space formed by the crossing of these rings, there 
are two small rollers. These rollers are mounted 
one above the other on a common spindle, and are 
driven from the gyro rotor through a set of reduc- 
tion gears. These two rollers spin continuously at 
1/32 of the speed of the gyro, one roller inside 
each of the bail ring slots. As long as the gyro axis 
remains vertical, the bail rings will be constantly 
moving back and forth, touching the rollers first 
on one side and then on the other. The gyro will 
not be affected by this movement, since the bails 
do not apply their force against the rollers for a 
long enough time. However, if the gyro should be- 
come sufficiently tilted in any direction, the bails 
will cause it to restore itself again to a vertical 
position. This action of the bail rings is shown in 
figure 188. In figure 188 (1), the gyro axis is 





FRICTIONAL 
FORCE 





(2) 





vertical, and the bails have no effect, simply moving 
back and forth around their rollers. If the gyro is 
tilted, as in figure 188 (2), one or both bails fall 
against the rollers. The force exerted on the gyro 
by the actual weight of the bail ring is neutralized 
by a counterweight, but the friction between the cork 
lining of the bail slot and the roller will result 
in a second force being applied to the gyro in the 
direction shown. The gyro will react by precessing 
at right angles to this frictional force thus forcing 
itself back into a vertical position. (See fig. 188 (3).) 
Once in the vertical position, the bails will continue 
to touch the rollers intermittently, but this action 
will not disturb the gyro because the bails will con- 
tinually precess it back to the vertical as soon as 
it tilts off far enough for the frictional force of the 
bail and roller to take effect. 

(4) Erection cut-out. Due to the fact that the 
bail rings are loosely mounted, they can also be 
acted upon by certain other forces encountered 
during flight. For example, during a turn, cen- 
trifugal force will cause the top (fore and aft) bail 
ring to be thrown against the top roller. Tte re- 
sulting precession will cause the gyro to move fron 
the vertical until its axis is perpendicular to the floor 
of the airplane instead of perpendicular to the 
earth’s surface. To correct this fault (which would 
destroy the gyro’s usefulness as an accurate refer- 
ence) an erection cut-out (ICO) is used. This de- 
vice automatically stops or cuts out the action of 
the top bail whenever the airplane is placed in a 
coordinated banked turn with the autopilot. Figure 
189 illustrates the action of the erection cut-out. In 
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Figure 188. Action of bastl rings in erecting vertical-flight 
gyros. 
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ERECTING CUT OUT 
Figure 190. Schematic wiring diagram of vertical-flight 
gyro. 
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Figure 189. Action of erection cut-out. 


figure 189 (1), the airplane is maintaining a level 
course, and the top bail and top roller have no effect 
on the gyro. If the airplane is put into a banked 
turn, as in figure 189 (2), the top bail is thrown 
against the roller by centrifugal force. If it were 
not for the ECO, this would result in a frictional 
force which would cause the gyro to tilt as shown. 
When the ECO is energized by actuating the turn 
control of the ACP, its magnet is automatically 
energized at the same time that the turn is begun. 
(See fig. 189 (3).) This allows the bottom roller 
and gear to drop down the spindle and become dis- 
engaged from the top roller. When this occurs, the 
top bail is no longer able to cause any precession 
since the top roller stops spinning and no frictional 
force is applied to the bail. The gyro will therefore 
remain in an upright position during the turn. When 
the turn has been completed both rollers will again 
be engaged and the full action of the erecting bails 
and rollers will be restored. The bottom roller is 
never disengaged, since the bottom (lateral) bail is 
so mounted that the centrifugal force caused by 
turning of the airplane will not tend to throw it 
against its roller. 3 

(5) Pot assemblies. Signals for elevator and 
aileron control are taken from the vertical flight 
gyro through two sets of pots, one set for each 
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control axis. (See fig. 190.) These pots have their 
windings attached to the outer case of the gyro unit 
and their wipers attached to the pivoted rings in 
which the gyro is mounted. The elevator pot is so 
placed that whenever the airplane moves around its 
lateral axis in climbing or diving, the pot winding 
moves with the airplane, while the pot wiper stays 
fixed with the gyro. As a result, the elevator bridge 
circuit is unbalanced, and a signal calling for elevator 
correction is set-up. The aileron pot is arranged 
in the same manner and sets up signals when the 
airplane moves about its longitudinal axis. However, 
while the elevator pot is a single pot supplying 
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Figure 191. Directional stabilizer. 


elevator control‘only, the aileron pot is a triple pot 
assembly. It is made up of three pot windings and 
three pot wipers, but works in exactly the same 
manner as the single elevator pot. In addition to the 
aileron pot itself, two other pots which are tied into 
the rudder and up-elevator circuits of the autopilot 
are added. If the airplane rolls, and only the single 
aileron pot were used, aileron correction alone would 
be applied to return the airplane to its attitude. As 
the ailerons move to apply this correction, the un- 
equal drag set up by the right and left ailerons being 
above the wing on one side and below it on the 
other, will tend to turn the airplane still further off 
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course. To compensate for this, the second or 
rudder pot is incorporated in the aileron-pot as- 
sembly to apply enough opposite rudder to neutral- 
ize this turning effect. The third or up-elevator pot 
is added to make up for any tendency of the airplane 
to lose altitude (as a result of the temporary loss 
of effective lifting surface) during the roll. All 
three pots move simultaneously, and as a result of 
these three combined signals, the plane is actually 
“banked and turned” back to its correct position. 
This action gives a much smoother and more ac- 
curate correction than would be possible with the 
aileron pot alone. The amounts of rudder and up- 
elevator control applied depend on the control 
characteristics of the airplane in which the autopilot 
is installed. These values are determined by actual 
flight checks, and the autopilot control panel is ad- 
justed accordingly. 

b. DrirecrionaAL STABILIZER. (1) Purpose. 
This unit (fig. 191) provides the reference used for 
automatic control of the rudder. It is also used by 
bombardier in connection with the bombsight for 
stabilizing the airplane’s heading while approaching 
the target. Through it, he may also put the airplane 
into coordinated, banked turns. For this reason, the 
unit is mounted in the forward nose section of the 
airplane, where the bombardier has free access to it. 

(2) Gyro. The gyro in this unit operates at a 
speed of approximately 7,700 rpm and is supported 
in a ring type, universal mount so that it can main- 


tain its rigidity. Since the directional stabilizer is 


used to hold a given directional reference, its gyro 
is mounted so that the axis or spindle is horizontal. 
It will therefore tend to keep its axis in a given 
direction. The airplane, in going off course, will 
rotate around it, and thus set up an “off course” 
signal. The arrangement of the directional stabilizer 


_and its gyro is shown in figure 192. A schematic 


wiring diagram of the directional stabilizer is given 
in figure 193, 

(3) Torque motor assembly. Like the vertical 
flight gyro, the gyro in the DS must also be modified, 
so that it will maintain itself in the desired position, 
without being affected by external forces applied to 
it by the motions of the airplane. This is done by 
adding to the gyro an erecting mechanism known as 
the torque motor assembly. The action of this unit 
in leveling the directional stabilizer gyro is shown 
in figure 194. The torque motor itself is a small 
direct current motor attached to the stabilizer case. 
It runs continuously whenever the autopilot is in 
operation and drives two oppositely-rotating, cork- 








1. Gyr S. 
2. Clutch drum. 6. 
3. Autopilot clutch. 7 
4. Directional panel drive arm. 


Slide. 
: Aileron pots. 


Engaging knob. 10. Rudder pot. 
Clutch arm extention. 11. PDI wiper. 
Directional panel. 12. PDI pot. 


13. PDI. 


Figure 192. Directional stabilizer gyro and pot arrangement. 


faced gears, each of which can be engaged to the 
rest of the correction system through the action of 
the magnetically operated clutch disks. As long as 
the gyro axis remains horizontal, the wiper (at- 
tached to the gyro case) will rest on the dead sec- 
tion of the contact plate (attached to the mounting 
ring), and the erection system will not operate. If 
the gyro should tilt away from the horizontal the 
wiper will be moved across the plate, closing a cir- 
cuit and energizing one of the two clutch magnets. 
When this occurs the clutch plate associated with 
the magnet is pushed up against the cork-surfaced 
gear, causing a rotational force to be applied through 
the gears to the gyro mounting ring. This force will 
cause the gyro to precess at 90° to the applied force, 
therefore the gyro axis will move back toward the 
horizontal. As it again becomes level, the wiper will 
be recentered on the contact plate, opening the clutch 
circuit and eliminating the corrective force. If the 
gyro should become tilted in the opposite direction, 
the other clutch circuit would be energized, and a 
corrective force would be applied in the opposite 
direction. This corrective action takes place when 
the gyro is tilted from one to three degrees from the 


horizontal. However, if the gyro should tilt 3° or 
more, the wiper will touch one of the outside con- 
tacts. This will close a circuit applying current 
directly to the clutch magnets (without its passing 
through the series resistor) so that a larger amount 
of force will be transmitted by the clutch and the 
gyro will erect more rapidly. The stabilizer gyro 
motor and the torque motor are both operated from 
the airplane’s direct current supply, but a separate 
switch is provided for each unit on the autopilot 
control panel. 

(4) SiGNat-Pick-up System. The directional 
stabilizer gyro, unlike the vertical flight gyro, has 
no pick-up pots and wipers directly connected to it. 
The signals are picked up outside the main gyro 
case by mechanisms linked to the gyro through the 
spring-loaded friction clutch attaching to the clutch 
drum show in figure 192. This drum is fastened to 
the gyro mounting ring, and therefore will not turn 
as the airplane turns. This clutch will slip at a ten- 
sion of from 10 to 12 pounds, and is engaged by 
rotating the engaging knob clockwise. It serves to 
transfer any motion of the airplane picked up by 
the gyro to the wipers of the rudder and aileron pots 
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STAB. SERVO BS. 
( TORQUE ) 
Figure 193. Wiring diagram of directional stabilizer. 


in the directional panel. To provide the automatic 
rudder corrections necessary when using the bomb- 
sight, a second clutch is fastened to the drum in the 
same manner and is connected to the bombsight 
through a mechanical linkage not shown in the il- 
lustration. 

(5) Drrectionat PANEL. This unit, which trans- 
fers all directional signals electrically to the autopilot 
system, is attached to the side of the directional 
stabilizer. Figure 195 shows the inside of the panel 
case. A schematic wiring diagram of the unit is 
shown in figure 196. The panel contains the rudder 
pot and two aileron (banking) pots, all of which 
are fastened to the case. The wipers for these pots 
are fastened to a slide which is attached to the 
autopilot clutch arm. This clutch arm _ extends 
through the back of the case and is not shown in 
the figure. The slide is also attached (by a mechan- 
ical linkage) to the piston of a liquid-filled dashpot 
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on the end of the case. Each aileron pot is provided 
with a fixed contact which creates an electrical dead 
spot in the middle of each pot. When the airplane 
is “on course,” each wiper is on the middle of its 
pot and no signal is set up. If the airplane changes 
course gradually, the rudder wiper is moved on the 
rudder pot and a signal calling for rudder correc- 
tion is set up. At the same time, the aileron wipers 
are moved off the dead spot and a signal calling 
for aileron correction is set-up. The corrective 
movement of the controls returns the airplane to its 
course in a perfectly banked turn. If the airplane 
suddenly deviates from its course, the slide will be 
moved rapidly. As the rudder wiper is connected to 
the dashpot piston (which opposes rapid movement 
of the wiper), the force of the wiper restraining 
spring will be overcome and the wiper will rotate 
about the pivot. This rotation will result in in- 
creased movement of the wiper tip across the pot, 
therefore a stronger signal will be set up. The 
amount of restraining force exerted by the dashpot 
must be adjusted to suit the characteristics of the 
particular airplane, or the airplane will oscillate or 
“hunt.” This adjustment is made by screwing the 
knurled cylinder on top of the dashpot in or out 
until the correct rudder response is obtained. The 
three wipers in the directional panel case may also 
be moved manually to put the airplane into banked 
turns of up to 18°. This is done by moving the 
knurled engaging knob of the autopilot clutch side- 
ways, in the direction of the desired turn. When the 
turn has been completed, the wipers may be re- 
centered by moving the knob back to neutral. The 
directional stabilizer will then hold the airplane on 
the new course. 

(6) Pilot director indicator (PDI). To provide 
the pilot with a visual means of detecting any devia- 
tion of the airplane from the set rudder course, the 
motion of the autopilot clutch arm is also used to 
move a wiper across the winding of a separate pot, 
known as the PDI pot. This pot, which can be seen 
under the small circular coverglass on top of the 
directional stabilizer in figure 191, sends its signal 
directly to the PDI shown in figure 197, on the 
pilot’s instrument panel. This instrument is simply 
a center-zero voltmeter, and will read right or left 
of its zero, as the airplane deviates from its rudder 
course and moves the PDI wiper across its pot. 

(7) Directional arm lock. When it is desired 
to turn the airplane to a new heading by using the 
autopilot turn control, some means must be provided 
for locking or stopping the action of the rudder and 
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Figure 194. Action of torque motor in erecting directional stabilizer gyro. 


aileron wipers in the directional panel. This is nec- the directional panel) fixed with the gyro case. It 
essary because these wipers, moving across their pots consists of a direct current solenoid which, when it 
as the airplane turns, would cancel out the signals _—is energized, pulls down and causes the clamping 
coming from the turn control. The directional arm § jaws to lock the extension of the autopilot clutch. 
lock shown in figure 198, is used to clamp and hold = When this occurs, the autopilot clutch, which is set 
the autopilot clutch arm (and with it, the wipers in at about 10 to 12 pounds inclusive, will slip on the 
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Figure 195. Interior of directional panel. 
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Figure 198. Directional ge arated Showing directional arm 
lock. 


clutch drum. As soon as the turn control is moved 
back to neutral to stop the turn, the directional arm 
lock releases, and permits the autopilot clutch arm 
and the clutch arm to control the pots in the direc- 
tional panel and thus keep the airplane on its new 
course. Operation of the directional arm lock is 
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controlled automatically by the turn control knob 
on the autopilot control panel. 

c. AMPLIFIER. (1) Purpose. The amplifier unit 
shown in figures 199@),@), and 200, is the central 
electrical unit of the C-1 autopilot. It performs two 
main functions. First, it amplifies, sorts and reroutes 
the incoming signals from the control bridges, dis- 
tributing them so as to cause the servo units to 
operate in the desired directions. Second, it supplies 
a-c power for its own use and for the main bridge 
and control circuits. It also contains a d-c power sec- 
tion, which rectifies a part of the incoming a-c for 
use by the amplifier itself. 

(2) Description. There are seven tubes in the 
amplifier unit: one 7Y4 rectifier which furnishes the 
direct current, and six other tubes which are ar- 
ranged in three pairs. Each pair consists of one 
7¥F7 dual purpose amplifier-control tube and one 





@ Rear view. 
Figure 199. Amplifier untt. 


7N7 discriminator tube. (See fig. 199@.) The tube 
circuits are arranged in this manner to provide three 
identical electrical channels, one each for aileron, 
rudder and elevator signals. (See fig. 201.) All 
connections between the amplifier and the rest of 
the system are made through the three color-coded 
AN connectors on the rear of the case. 
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Figure 201. Amplifier control channels. 


(3) Operation. As long as the bridges are bal- 
anced, no signal will be sent to the amplifier. If 
motion of the airplane should move one of the three 
main control pots, the bridge will become unbalanced, 
due to the unequal voltage drops now established 
across it. As a result of this, a signal will be sent 
to the first section of the amplifier-control tube. 
Here, the strength of the signal is built up. In the 
second section, the amplified signal is modified by 
three other voltages which are applied to the same 
tube. These three voltages are sensitivity voltage, 
the feedback voltage, and the throttling voltage. 
Their values are set by manually controlled adjust- 
ments of the autopilot. The first of these, the 
sensitivity voltage, determines how strong a signal 
must be in order to pass through the control stage. 
By adjusting this sensitivity voltage, the autopilot 
can be made to react to the very weak signals re- 
sulting from a slight deviation, or to only the much 
stronger signals due to a larger deviation. Feedback 
voltage adjusts the circuit of the control section to 
take care of the border line signals, that is, those 
so close to the sensitivity level that they would just 
barely pass on and would cause a hesitant, chattering 
action of the relays which control the servo units. 
These signals are picked up and amplified further 
until they are strong enough to close the relay 
firmly. The throttling voltage continuously modifies 
the amount of control that each signal impulse applies 
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to the servo units. Asa result, when the airplane be- 
gins to come back on course and the signal impulses 
become weaker, the amount of control applied will 
be decreased by allowing the servo to rotate for 
shorter and shorter periods of time. After being 
modified by these three control voltages, the signal 
goes on into the second tube of the channel, the 7N7 
discriminator. This tube determines the direction of 
control called for by the signal, and directs the signal 
into the circuit which will cause the servo cable drum, 
for that channel, to rotate in the desired direction. 
Each of the servo units therefore has two control 
circuits, one for each direction of rotation. Each 
of these circuits contains a relay which is energized 
by the signal through the selective action of the dis- 
criminator. When one of the relays is energized, the 
servo cable drum turns and applies the correction to 
the control surface. As the airplane comes back on 
its course, the control applied by the relays must be 
decreased or the airplane will tend to overshoot. 
This is accomplished by a special circuit in the re- 
lays and by the throttling action of the amplifier 
control tube, which causes the relays and the servos 
to operate intermittently as the airplane responds 
to control. This on-off action of the relays and servo 
units is called ‘‘pecking.” If the airplane deviates 
from its course by a large amount, the servo unit 
will run continuously for a short time and then, as 
the airplane begins to straighten out and less control 
is needed, the pecking action will begin. As the air- 
plane approaches its course the pecks will become 
less frequent, stopping entirely when the ‘“On- 
Course” position is reached and the circuit is bal- 
anced. The amount of servo cable drum rotation for 
each peck is adjustable and depends on the control 
response of the airplane in which the autopilot is 
installed. The main controls for the pecking action 
of the relays (the three throttling voltage controls) 
are located on the front of the amplifier unit. (See 
fig. 200.) 

d. Servo Units. (1) Purpose. The three servo 
units provide the means by which the electrical sig- 
nal impulses from the control bridges and converted 
into the actual motions of the control surfaces re- 
quired to return the airplane to its course. The servo 
units operate the control surfaces through a set of 
servo cables which are attached to the main control 
cables, 


(2) Description. Three identical servo units are 
used, one each for the aileron, rudder and elevator 
control system. (See fig. 202.) The servo unit 
itself may be divided into two main sections. The 
first of these contains a 1/20 horsepower d-c motor 
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Fugure 202. Servo unit. 


which supplies the power for the servo unit. This 
motor is connected to the airplane’s d-c supply, and 
runs continuously in one direction as long as the 
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1. Motor. 

2. Brake Solenoid. 

3. Operating solenoid. 
4. Clutch gear. 


5. Clutch and break disc. 
6. Fixed brake corks. 

7. Cable drum. 

8. Clutch gear corks. 


autopilot is operating. The second or main section 
of the servo unit is composed of two identical power 
transmission systems, one for each direction of rota- 
tion. (See fig. 203.) The action of each of these 
systems is controlled by a brake solenoid and an 
engaging solenoid. 


(3) Operation. With the autopilot turned off, 
as shown in figure 204@), both solenoids will be 
inoperative. The clutch gear will therefore rotate, 
without any effect on the rest of the system. As the 
clutch and brake disk 1s not engaged, the cable drum 
will be free to turn and the pilot can fly the airplane 
manually. When the autopilot is turned on, the 
brake solenoids of both halves of the servo will be 
energized, causing the clutch and brake disks to be 
pressed against the cork brake rings mounted in 
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9. Brake spring. 
10. Differential gearing. 
11. Servo balance pot. 


Figure 203. Schematic drawing of servo unit. 
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the housing. (See fig. 204@).) As the clutch gear 
is not engaged, the servo cable drum will be locked 
in position, holding the control surfaces rigid as the 
autopilot takes over control of the airplane. These 
brake solenoids will be on as long as the autopilot is 
being used. Whenever the engaging solenoid is 
energized (by the closing of its relay in the ampli- 
fier) the cork face of the clutch gear will be pushed 
against the clutch and brake disk. This will move 
the clutch and brake disk to the right (against the 
pressure of the brake spring) and free it from the 
braking surface. (See fig. 204@G)). The disk will 
then rotate (in the same direction as the clutch gear) 
and drive the differential gear assembly which, in 


_turn, drives the cable drum in the desired direction. 


Inasmuch as only one engaging solenoid at a time 
will be on, the other half of the system will remain 
locked. When the relay in the amplifier opens, the 
engaging solenoid will be cut-out. The brake spring 
will then reengage the clutch brake disk to its fric- 
tion surface, locking the cable drum and the control 
surface in their new positions until further control 
is applied. In a friction-controlled system of this 
type, the servo is able to start and stop instantly, 
adapting its control exactly to the pecking action of 
the relays in the amplifier. The friction between the 
cork surfaces and the disks provides sufficient driv- 
ing and holding force to move and hold the control 
surfaces under the most severe conditions likely to 
be encountered during flight. (In an emergency, the 
autopilot can be overpowered by applying enough 
force to the controls to cause the servo brakes to 
slip. ) 

(a) Balance pots. The balance pot for each of 
the three control bridge circuits is placed on the 
end of the cable drum (fig. 205) of each servo unit. 
This pot serves to diminish the strength of the cor- 
rective signals and rebalance the control circuit as 
the airplane comes back on course, and thus prevents 
over-control. The wiper of the pot is attached to 
the cable drum, while the pot winding is fastened to 
the servo housing. The signal picked up by the wiper 
of this pot is taken off by another wiper and a col- 
lector ring, eliminating the need for flexible pigtail 
leads. 

(b) Limit switches. Inasmuch as the servo unit 
applies a considerable force to the control surfaces, 
some provision must be made to prevent the autopilot 
from driving these surfaces into their mechanical 
limits, which might cause considerable damage. 
This is done by attaching a cam-operated limit 
switch, shown in fig. 206, to the gearing that drives 
the cable drum. The cam of this switch will turn 


9 










TO SENT 
SOLENOIDS f fo 


CAM 


TO 
CABLEORUM 
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in the same direction as the cable drum, and will 
open the circuit to the operating solenoid whenever 
the maximum allowable throw for the control sur- 
face has been reached. The contour of each limit 
switch cam is filed to suit the limits of control 
surface movement for each individual airplane. 
Should the servo unit be replaced, the cam must 
be removed and placed on the new unit. A schematic 
wiring diagram, showing the location of the limit 
switches in the servo unit circuit, is given in 
figure 207. 

e. AUTOPILOT ContTRoL PaNneL (ACP). (1) 
Purpose. This unit contains the switches and most 
of the adjustments necessary for the use and con- 
trol of the C-i autopilot. (See fig. 208.) It is 
normally located on the main instrument panel of 
the airplane, but may be placed at any convenient 
point in the cockpit. A number of the adjustments 
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Figure 208. Automatic pilot control panel (ACP). 





are not changed after they have once been set. On 
later models, a cover has been added to prevent any 
unnecessary tampering with these settings. 

(2) Description. The autopilot control panel 
may be divided into the six sections described below. 

(a) Swntches. Along the left hand side of the 
panel are arranged the six switches which control 
the current supplies to the autopilot system. The 
first (master) and fifth (stab) switches, which are 
linked together by a bar, control the current sup- 
plied to the gyro motors, the servo motors, and the 


rotary inverter. They are connected in this manner 
so that both gyros can be turned on before the auto- 
pilot is engaged in order to allow them sufficient 


time to reach their correct operating speeds. The - 


switches marked AIL, RUD, and ELEV are engaging 
switches for these controls. Whenever one of these 
switches is thrown, the brakes of the servo which 
operates that control will be engaged, and the control 
will be locked. Any or all of the switches may be 
turned. on, depending on the amount of control it 
is desired to give to the autopilot. If one of the 
controls should become inoperative under autopilot 
action, it may be returned to manual control by 
turning its switch to the “Off” position, which will 
release the brakes and place the servo in neutral. 
The last of the six switches, marked SERVO-PDI, 
turns on the torque motor which stabilizes the gyro 
in the directional stabilizer. It also supplies current 
to the pot winding of the PDI wiper. In an emer- 
gency, the entire autopilot may be disengaged by 
snapping the bar to the left. This will turn off all 
switches simultaneously. 


(6) Centering controls. The three knobs near 
the top of the panel are the centering knobs. They 
control three sets of dual potentiometers, one of 
which is connected into each side of the three main 
control circuits. When these potentiometers are used 
to adjust the action of the autopilot, they shift the 
electrical balance point of the main bridge circuits 
so that (with the autopilot engaged) the circuits can 
be balanced and the airplane can be made to fly 
courses other than straight, level flight. The center- 
ing knobs are also used to shift the electrical balance 
points of the bridge circuits until they are at the 
same points on the pot windings as the wipers, which 
are positioned by the physical attitude of the air- 
plane. If this is not done before the autopilot is 
engaged, the autopilot will immediately move the 
control surfaces, seeking to drive the servo balance 
pots to a point where they will rebalance the circuit. 
As a result, the attitude of the airplane may be 
suddenly and violently changed. The centering knobs 
should be used to make only minor adjustments in 
the trim of the airplane during flight. 


(c) Telltale lights. There are six telltale lights 
located across the top of the autopilot control panel, 
one for each direction of movement about each of 
the three axes. These lights give a visual indication 
of the amount and direction of control being applied 
through each of the three control channels. They 
also serve to show when the bridge circuits are 
balanced as the centering knobs are turned to trim 
the autopilot with the airplane before engaging the 
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autopilot. When any bridge circuit is balanced, both 
lights for that channel will be out. When a servo 
is engaged to rotate in either direction, the corre- 
sponding light will go on. Since the lights are in the 
same circuits as the operating solenoids of the servo 
unit, and are controlled by the relays in the amplifier, 
they will show the “pecking” action of the servos. 
If one of the bridge circuits is heavily unbalanced, 
due to a large “off course’ movement of the air- 
plane the servo will at first run continuously, and 
the corresponding telltale light will burn steadily. 
As the airplane begins to come back on course, and 
the pecking action begins, the light will blink, first 
rapidly and then more slowly as the balance point 
is approached. The light will go out when the circuit 
is balanced. With the autopilot engaged and the air- 
plane flying straight and level, all lights will be out, 
and will come on only momentarily when the servos 
drive in control to restore the airplane to its course, 
or when the centering knobs are used. The intensity 
of the lights may be adjusted by means of the small 
knob located to the right of the elevator lights. 


(d) Ratio and sensitivity controls. These two 
sets of knobs provide the pilot with a means of 
adjusting the performance of the autopilot so that it 
will give the best possible results when it flies the 
airplane under automatic control. The first of the 
adjustments controls the sensitivity voltage, which is 
applied to the incoming signals in the amplifier- 
control tube of the amplifier unit. Normally, the 
sensitivity controls are set in the halfway or middle 
position, which is the correct setting for all ordinary 
flight conditions. In turbulent weather, the sensi- 
tivity should be decreased, to allow the airplane more 
leeway and permit it to “ride” the weather. Corre- 
spondingly, in smooth calm air, the sensitivity may 
be increased. The sensitivity settings do not control 
the speed of reaction of the autopilot; they merely 
establish electrical limits which must be exceeded 
before a correction will be put in. The ratio controls, 
which are located directly below the sensitivity knobs 
on the autopilot control panel, are used to adjust the 
amount of control surface movement which the auto- 
pilot will apply in order to correct a given deviation 
off course. In this way, they control the speed with 
which the autopilot will return the airplane to its 
course. Decreasing the ratio setting will cause the 
autopilot to react more slowly, while increasing the 
setting will cause faster corrective action. Once set 
for a particular airplane, the ratio setting will seldom 
require further adjustment. 


(e) Turn control (TC). The turn control knob 
is located in the upper left-hand corner of the auto- 
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Figure 209. Turn control. 


pilot control panel. (See fig. 209.) It is used to set 
the airplane into automatically-coordinated, banked 
turns while it is flying under autipilot control. Turn- 
ing the knob will produce a banked turn in the 
direction in which the knob is turned. The amount 
of bank will depend on how far the knob 1s turned. 
The length of time that the knob is held off its 
center position determines how far the airplane will 
turn. As the knob is recentered, the airplane will 
level out and resume straight, level flight. Besides 
introducing the necessary turn signals, the turn con- 
trol also engages the directional arm lock, and thus 
prevents the action of the directional stabilizer gyro 
from canceling out the turn signals as fast as they 
are set in. This is necessary because the turn control 
itself is nothing more than a manually operated pot 
sending its signal into the same aileron and rudder 
bridge circuits as those used by the pots in the gyros. 
The erection cut out in the VFG is also engaged at 
the same time as the turn control, to prevent the 
VFG from moving away from the vertical during 
a turn. Turns of up to 40° bank may be obtained 
with the turn control. A spring loaded warning stop 
has been placed inside the turn control unit at 30° 
right and left turn. The pilot can override this stop 
and set in additional turn up to 40° if he so desires. 
A similar detent position or stop is also placed a few 
degrees right and left of the center index mark, to 
warn the pilot that he must stop at these points and 
allow the airplane to level out before centering the 
turn control. This must be done because, as the 
turn control is returned to its center position, it will 
release the erection cut-out and the directional arm 
lock. If this occurs before the airplane is leveled 
out, the gyros will take over control of the airplane 
696637—46—I| 





too soon, and will cause it to take an incorrect flight 
attitude. In some installations, a duplicate turn con- 
trol is provided for the bombardier. Whenever he 
desires to use this control, the transfer knob in the 
lower left hand corner of the panel is turned from 
Pilot to Second Station. The indicator light next to 
it will be On whenever the bombardier has control. 
The relative amount of turn-and-bank that will be 
obtained when the turn control knob is used is de- 
termined by the two small screw driver adjustments 
“A” and “R”, located just below and on each side 
of the rudder sensitivity knob. They are the turn 
control trimmers, and their values are set so that as 
the turn control knob is moved against the 30° stop, 
the airplane will go into a 30° banked turn. 


(f) Turn compensation. The last three knobs 
on the bottom of the autopilot control panel are the 
turn compensation controls. They are used to intro- 
duce the correct amounts of control into each of the 
three channels so that when the bombardier moves 
the autopilot clutch arm, he will obtain coordinated 
turns of up to 18° bank in either direction. The 
aileron knob adjusts the strength of the signal from 
the aileron pots in the directional panel. The rudder 
knob and the elevator knob similarly adjust the 
strength of the signals from the rudder pot and the 
up-elevator pot. These three turn compensation 
trimmers are correctly set when a full displacement 
of the autopilot clutch arm will produce an 18° 
banker turn without slip, skid, or loss of altitude. 


(3) Operation. Only a few of the adjustments 
on the autopilot control panel are actually used in 
flying the airplane under autopilot control. The two 
main power switches are first turned on, after which, 
the autopilot.is trimmed up with the centering knobs 
and telltale lights. The servos are then engaged by 
turning their switches on individually. The sensi- 
tivity, ratio, turn compensation and turn control 
trimmer settings are seldom disturbed, once they 
have been adjusted. All changes in course are made 
by using the turn control. If the station transfer 
switch is thrown, the bombardier may then direct 
the heading of the airplane. The autopilot may be 
turned off by throwing the switch bar to the left. 


f. Formation Sticx. (1) Purpose. The pur- 
pose of this unit is to allow the pilot or copilot to 
control the flight of the airplane through the auto- 
pilot. The stick is manipulated in much the same 
manner as the conventional control stick. 


(2) Description. Two control sticks are pro- 
vided—one to the left of the pilot and the other to 
the right of the copilot. Each has a pistol grip handle 
which can be moved backward and forward and 


from side to side. A push button switch is located 
at the top of each stick. When the button on either 
stick is depressed, that stick takes over control. If 
both buttons are depressed simultaneously, the pilot’s 
stick will have control. A set of gears and a friction 
brake are located at the bottom of each stick. They 
function to prevent rapid movement of the stick. 
Release switches, a J-box, and a function selector 
switch are used in conjunction with the formation 
stick. The four positions of the function selector 
switch are: On Servo Boost, Off, On, and On Elev. 
Only. Figure 210 shows the relationship of these 
units to the autopilot J-box and control panel. The 
formation stick J-Box contains four blocks of 14 
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from the formation stick and the autopilot controls 
the airplane in the ordinary manner. All control by 
the pilot must be made through the autopilot control 
panel. When the selector switch is in any position 
other than ‘‘Off,” movement of the stick will set in 
signals as explained below. 

(a) With the selector switch in the ‘“On’’ posi- 
tion, the airplane, under autopilot control will 
respond to movement of the formation stick. Move- 
ment of the stick toward the rear moves the elevator 
up and the airplane noses up. Forward movement 
of the stick moves the elevator down and the airplane 
noses down. Movement of the stick to the right 
moves the ailerons and the rudder, so that the air- 
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Figure 210. Relationship of formation-stick units to automatic pilot. 


terminals each. (See fig. 211.) It also contains four 
relays, a delay switch, a transformer, two centering 
potentiometers, and eleven resistors. 

(3) Operation. With the function — selector 
switch in the “Off” position, no action is obtained 


158 


plane makes a coordinated right turn. Motion of 
the stick to the left will give a coordinated left turn. 
Wash-out signal is obtained from the gyro wipers 
in each case, so that as the stick is moved: the con- 
trol surfaces moves, the airplane responds, the signal 
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Figure 211. Formation-stick junction bo. 


is washed out, the control surface comes back to 
neutral, and the airplane remains in its new flight 
attitude. 

(b) With the selector switch in “levator Only” 
position, only the elevators respond to movement of 


the Formation Stick. Turns can be set in from the 
turn control or directional stabilizer in the ordinary 
manner. The elevator control, which the pilot (or 
copilot) obtains in this manner, is a great deal more 
sensitive than that which can be obtained from 
elevator centering. This is especially useful on bomb- 
ing missions, where it results in increased accuracy. 


(c) With the selector switch in “On Servo 
Boost” position, the gyro circuits (aileron, elevator 
and skid pots) are shorted out. Hence, motion of 
the Formation Stick now results in a signal to the 
servo which cannot be washed out. Motion of the 
stick forward, for instance, will result in the airplane 
nosing down. Since there is no wash-out signal, 
when the forward movement of the stick is stopped, 
it merely stops further movement of the elevator. 
Since the gyro circuit is shorted out, no signal is 
put in to move the elevator until the stick is put 
back to neutral. Therefore, the airplane will keep 
increasing its angle of dive as long as the stick is 
held steady in an unneutral position. With the 
selector switch in this “On Servo Boost’? position, - 
no rudder action is obtained. Sidewise motion of 
the stick merely gives bank. Turn can be set in as 
normally, from the turn control and directional panel. 
Thus, motion of the Formation Stick from side to 
side permits slipping or skidding turns (which are 
sometimes necessary in formation flying) to be made. 
Effectively, this means that the pilot or copilot can 
now control the airplane in exactly the same manner 
as he could manually, except that the physical effort 
necessary is now obtained from the servo unit 
involved, rather than from the pilot’s muscles. 


g. Junction Box (J-Box). (1) Purpose. The 
electrical junction box has two main purposes. It 
provides a centrally located point in the system 
through which all the units are interconnected. Also, 
since all the circuits of the pilot may be reached in 
the junction box, it provides a convenient point at 
which trouble shooting of the autopilot can be done. 


(2) Description. The interior of the junction 
box contains seven, molded, terminal blocks, each 
with ten numbered terminals. (See fig. 212.) Each 
block has an identifying metal tag fastened to it. 
With this system, all wiring in the junction box can 
be coded with a number and a letter, so that any 
particular wire or circuit can be located easily for 
testing purposes. A listing of all wire and terminal 
numbers is provided inside the cover of the junction 
box. 


h. Rotary INverTER. (1) Purpose. Since the 
C-1 autopilot requires a 19-volt, 105-cycle source 
of alternating current, the normal 26-volt, 400-cycle 
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Figure 212. Junction bor. 


supply available on the airplane cannot be used. 
Instead, a special rotary inverter is provided to 
supply this current. It is mounted with the other 
units of the autopilot, and is connected to the air- 
plane’s d-c supply. 

(2) Description. The inverter consists of a 
combination d-c motor and a-c generator, with both 
armatures wound on the same shaft. Direct current 
brushes are provided to energize the d-c motor field 
and armature, and a set of slip rings and brushes is 
provided to pick up the alternating current gener- 
ated by the a-c windings. A filter system is included 
to reduce any radio interference caused by the 
inverter. 

(3) Operation. The inverter is connected to the 
d-c supply of the airplane. To put the inverter into 
operation, it is only necessary to throw the master 
switch on the autopilot control panel to the “On” 
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position. It requires no adjustments during normal 
operation. 


73. _How Autopilot Corrects Deviations 

a. TRACING A SIGNAL THROUGH THE AUTOPILOT. 
Figure 213 shows the path taken by a corrective 
signal through the units of the autopilot system. The 
signal, resulting from an “off course’ displacement 
of the airplane, originates in the gyro pot. It ts 
picked up by the wiper, and goes first to the ampli- 
fier-control tube, where its strength is built up. 
Here the signal is also modified by the three control 
voltages. It goes next into the discriminator tube, 
which directs it to the proper servo control relay. 
The relay will then close the circuit of one operating 
solenoid in the servo unit, releasing the brake and 
allowing the cable drum to turn in the desired direc- 
tion. As the drum turns, the servo balance pot 
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Figure 213. Path of a signal through the autopilot. 


wiper (which is mounted on the drum) is turned. 
When the wiper has been displaced the same amount 
as the gyro pot, the circuit will be balanced and all 
control action will stop. Although the system shown 
is that of an elevator channel, the aileron and rudder 
channels operate in the same manner. 

b. Action oF AuTopiILot. The parts of figure 
214 show the action of the C-1 autopilot units in 
correcting a deviation of the airplane. Although the 
action shown takes place about the lateral or elevator 
axis, the control systems for -the longitudinal and 
vertical axes are similarly arranged and operate in 
the same manner. For the sake of explanation, the 
corrective action has been broken down into a series 
of separate steps, while on the airplane, it actually 
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takes place very rapidly in one continuous operation. 

(1) When the airplane is in straight, level flight, 
both the elevator pot and the servo balance pots are 
centered and the circuit is balanced, with no signal 
being sent to the amplifier. The brake solenoids in 
the servo unit are energized, holding the control 
surface locked in the streamlined position. 

(2) If the attitude of the airplane is suddenly 
changed, the elevator pot winding will be moved 
away from its neutral position with respect to the 
wiper, unbalancing the circuit and sending a signal 
through the amplifier to the servo unit. The servo 
unit now begins to move the control surface to 
restore the airplane to straight level flight. 

(3) As soon as the control surface is moved 
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Figure 214. Action of the autopilot. 


away from its streamline position, the airplane 
begins to level out. As it moves, the elevator pot 
winding starts to return to its neutral position. But 
since the servo balance pot is off center, at some 
intermediate position the two pots will be displaced 
the same amount, rebalancing the bridge circuit. 
This will stop rotation of the servo unit, and the 
control surface will again be locked. 


(4) Although the control surface is no longer 
moving, it is still applying a correction, which rapidly 
returns the airplane to its level flight position. To 
prevent it from overshooting, reverse control is 
applied and the elevator begins to move to the stream- 
lined position. This will take place because the mo- 
tion of the airplane will again displace the elevator 


pot winding, unbalancing the bridge circuit again, 
but in the opposite direction. 

(5) The reversed unit tends to streamline the 
control surface, canceling the correction as the air- 
plane levels out. As the airplane gradually ap- 
proaches its level flight position, the elevator pot 
winding moves closer to its neutral position, reduc- 
ing the signal being sent to the servo unit. As a 
result, the motion of the airplane is slowed up, and 
it returns gradually and smoothly to its correct 
attitude. : 

(6) When the airplane is again flying straight 
and. level, both pots are centered and the bridge cir- 
cuit 1s balanced. The servo stops, and the servo 
brakes lock the control surface in the streamline 
position which keeps the airplane in level flight. 
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74. Removal and Installation 

a. GENERAL, Although the parts of the C-l 
autopilot are ruggedly constructed and will last in- 
definitely under normal operating conditions, special 
care must be taken to prevent damage to the indi- 
vidual units during installation or removal. Author- 
ized personnel only should perform these operations, 
using the proper tools and procedures. Precautions 
must be taken to avoid damaging the two gyro units, 
whenever they are handled while removed from their 
mounts, and their cases should never be opened 
except under conditions where it is impossible for 
dust or moisture to enter. Care must be exercised 
to prevent corrosion of the AN connectors in units 
removed from the airplane. Units installed in the 
airplane should not be used by crew personnel for 
steps, supports, seats or other purposes, as the equip- 
ment can be seriously damaged in this manner. All 
AN connectors must be correctly seated and firmly 
screwed into their sockets, and all ground leads must 
bond the unit to the airplane’s structure. . The actual 
location of the various units will depend on the type 
of airplane in which the autopilot is installed. 

b. VERTICAL Fright Gyro. (1) Location. The 
flat base of this unit must be parallel to both the 
lateral and longitudinal axes of the airplane during 
normal flight conditions. The units should be in- 
stalled with the triple potentiometer assembly on 
the roll axis and with the elevator pot on the right 
hand side. It is usually placed on the floor of the 
airplane, either in the cockpit or in the bombardier’s 
compartment. Sufficient space must be left around 
the gyro to permit the easy removal of the AN con- 
nector, and on top, to permit the opening of the pot 
inspection doors and the removal of the cover or 
cover plate. 

(2) Mounting. No special bracket or mounting 
assembly is provided. The unit is bolted directly to 
the supporting surface through the mounting holes 
at the bottom of the case. The four rubber grom- 
mets in the mounting holes should be used, as they 
provide the necessary shock mounting. 


(3) Connections. All connections to the circuits 
in the vertical flight gyro are made through an AN 
connector on the back of the case. The plug should 
be correctly engaged with the socket, and the cou- 
pling ring screwed up tightly. This connector may 
be faced in any of five directions to make installa- 
tion easier. The ground lead on the bottom of the 
case must be tightly connected to the metal structure 
of the airplane. 

(4) Preparation for use. To prevent damage 
during handling and shipment, the VFG is shipped 


with a metal cover plate which locks the gyro spindle 
in place. Before the autopilot can be operated, this 
must be replaced with the transparent cover plate 
provided. A gasket should be used in seating the 
cover glass to prevent any dust or moisture from 
entering the case. 


c. DIRECTIONAL STABILIZER. (1) Location and 
position. Because of its use in connection with the 
bombsight, the directional stabilizer is mounted in 
the forward end of the bombardier’s compartment, 
slightly to the left of the bombardier’s plateglass 
sighting panel, with the directional panel on the left 
and the directional arm lock to the rear. All elec- 
trical connections and switches are on the right 
hand side. 

(2) Mounting. The mount provided for the di- 
rectional stabilizer is a special antivibration mount. 
It consists of a heavy shock mounted plate, fastened 
to a lower plate which is attached to the base through 
a trunnion type joint. The whole assembly carrying 
the stabilizer can be tilted fore and aft to level the 
stabilizer. This is done by tilting the mount and 
observing the small bubble level on top of the stabi- 
lizer, directly below the circular PDI window. (See 
fig. 191.) A locking lever is provided to hold the 
leveling adjustment which should be set while the 
airplane is in level flight. Sufficient clearance must 
be provided around the stabilizer to permit installa- 
tion and inspection of the directional panel and 
directional arm lock, as well as free access to the 
switches and AN connectors. 


(3) Installing directional panel and directional 
arm lock. These units are usually shipped separately, 
and must be properly installed and adjusted before 
any attempt is made to use the stabilizer in the 
autopilot system. The directional panel mounts on 
the left hand side of the stabilizer. The rear of the 
directional panel case is fitted against the T-shaped 
mounting boss on the side of the stabilizer, and the 
four screws are tightened. The drive arm of the 
autopilot clutch should fit through the slot in the 
back of the case, engaging the recess in the direc- 
tional panel slide. (See fig. 192.) The directional 
arm lock is installed on the rear of the stabilizer 
housing. The shipping plate (which holds the gyro 
motor rigid to prevent damage during handling) is 
removed and the arm lock panel is installed in its 
place. Slotted mounting screw holes are provided 
so that it can be moved up or down slightly until 
the tongue on the autopilot clutch arm does not bind 
the locking jaws. 


(4) Connections. The electrical connections to 
the stabilizer circuits are made through three AN 
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connectors, two located to the rear and at the bot- 
tom of the right hand side of the stabilizer case, 
the other being a single wire connector on the direc- 
tional arm lock panel. No ground lead is used on 
the directional stabilizer unit. 


(5) Preparation for use. After all the AN con- 
nectors have been installed, and if an auxiliary 
power source is available, the stabilizer may be 
checked for operation by turning on the master 
switch on the autopilot control panel. After allow- 
ing 5 minutes for the gyros to warm up, the STAB- 
PDI switch and the rudder engaging switch on the 
ACP should be turned on. Turning the turn control 
knob just off its center position should cause the 
solenoid in the directional arm lock to clamp down 
so that the solenoid core just bottoms when the clamp 
is closed. This can be adjusted by screwing the 
core up or down as required. When the turn control 
is recentered, the spring should open the jaws of 
the lock so that they do not bind or touch the tongue 
of the autopilot clutch arm. The correct alignment 
of the directional panel may be checked by disen- 
gaging the autopilot clutch and rotating it until the 
PDI wiper (which may be seen through the circular 
PDI window) is centered. This setting should be 
locked by wedging the jaws of directional arm lock 
shut with a pencil. An ohmmeter placed between 
the center tap of the lower dual banking pot and its 
wiper should show a zero reading if the directional 
panel is correctly aligned. An eccentric adjustment 
is provided on the autopilot clutch arm to permit this 
alignment. The main rudder pot should also be 
checked to see that the resistance from the wiper to 
both ends of the pot is the same. The switches on 
the right hand side of the stabilizer are used in 
connection with the bombsight circuits, and should 
be kept in thee “Off” position when the stabilizer 
is working primarily as a unit of the C-1 autopilot. 

d. Pitot Director Inpicator. (1) Location. 
This unit is usually mounted directly on the main 
instrument panel in full view of the pilot. It may 
be placed on a suitable bracket if there is not suf- 
ficient room on the panel. 

(2) Connections. The PDI is connected to its 
pot winding in the stabilizer through a two-prong 
AN connector on the back of the case. A mechan- 
ical-zero setting screw is provided for centering the 
pointer. 

e. AMPLIFIER. (1) Location. The autopilot 
amplifier has no specified location but in general, 
it should be placed as close to the junction box and 
the other units of autopilot as possible. It must have 
adequate ventilation, or it will be severely damaged 
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due to excessive temperatures encountered during 
hot weather operation. It is important that the three 
AN sockets on the rear of the amplifier case be 
visible, as their code colors must be followed when 
installing the AN plugs. The amplifier should be 
mounted so that the side containing these AN sockets 
is to the rear, to permit removal of the chassis from 
the forward side. 

(2) Mounting. The amplifier case is equipped 
with four single Lord type shock mounts, which are 
fastened directly to the supporting surface. It should 
be level, although its position is not critical. 


(3) Connections. All connections are made to 
the amplifier through three AN connectors on the 
back of the case. As two of these three connectors 
are identical, and will fit in both sockets, it is ex- 
tremely important that the colors of the plug and 
the socket be matched before the plug is inserted. 
The AN socket on the left side is coded yellow (“Y” 
on fig. 200) and connects the a-c bridge circuits. 
The connector on the right side is coded green 
(“X” on fig. 200) and connects the d-c circuits of 
the amplifier. It is obvious, therefore, that a great 
deal of damage could be done to the autopilot by 
interchanging these two connectors. 

(4) Preparation for use. The amplifier is ready 
for use as soon as the AN plugs have been connected. 
There is no ground lead to the secured on the ampli- 
fier unit. The only adjustments are the three throt- 
tling voltage controls, which are preset at the factory 
and normally should not be changed. If these con- 
trols should need adjustment, the amplifier chassis 
must be removed and the settings checked on the 
C-1 autopilot amplifier test set by authorized service 
personnel. 

f. Servo Units. (1) Location and position. 
The three identical servo units are located as close 
as possible to the control cable system of the sur- 
faces they actuate. This is done to allow shorter 
runs of cable and thus eliminate the effects of tem- 
perature change on cable tension. It also makes it 
possible for the autopilot to fly the airplane if the 
remainder of the normal control system should be 
fouled or shot away. Normally, the rudder and 
elevator servos are located in the tail section of the 
airplane, while the aileron servo is located some- 
where near the rear center of the wing, inside the 
main fuselage. The servo cable drum may face in 
any desired direction, but the mounting base of the 
servo unit should be level. Before installing any 
servo unit, check it to see that it has a yellow stripe 
on the housing just above the cable drum. This stripe 
indicates that the drum has been modified in ac- 





cordance with Technical Orders. If this stripe is 
not present, the servo should be modified before 
installation. 


(2) Mounting. The servo is mounted directly to 
a suitable bracket, platform, or support. No shock 
mounting is needed. The support used must be 
rigid and strong enough to withstand a cable pull 
of up to 500 pounds. Sufficient sp4ce must be al- 
lowed to permit easy removal of the servo dust cover 
for inspection and maintenance. As far as possible, 


the cable drum should face outward, to permit easy . 


inspection of the servo balance pots. Although the 
base of the unit may be rotated around the cable 
‘drum axis to any desired position without harm, the 
face of the cable drum must be kept vertical and 
parallel to the servo cables at all times. 


(3) Connecting servo cables. The servo units 
are connected into the main control cable system with 
TZ-inch flexible steel cable and standard cable fit- 
tings. Guide pulleys should be used where necessary 
in routing the servo cables so that they will be, as 
nearly as possible, parallel to the main cables at the 
points of connection. To install the cables, the con- 
trols are locked in their level flight or neutral posi- 
tion, and the end dust cap and balance pot assembly 
are removed from the servo. The cable is not cut 
for attachment to the cable drum, but is looped and 
pushed in through a small slot in the side of the 





Figure 215. Method of connecting cable to servo drum. , 


drum. (See fig. 215.) On the inside, it is looped 
around the hub of the drum and held in place by 
a cut-out cover plate that lays flat against the cable 
loop. Depending on the directions in which the two 
servo cables are to be run, they should be wound 
around the outside of the drum from 1% through 
13g turns. The slot in the cable drum should face 


away from the main cable. A turnbuckle is placed 
in each leg of the servo cable to adjust it to the 
correct tension. The cable tensions will vary with 
the type of the airplane, but will normally run about 
10 pounds less than the main cable tensions. In no 
case should they exceed 100 pounds. These tensions 
should be set when atmospheric temperatures are 
reasonably normal (70° F.) and should be finally 
set only after the controls have been run through 
manually twenty or thirty times. This serves to 
flex and form the cables to their pulleys and drums, 
after which any unnecessary slack should be taken 
out. 


(4) Connections. Connections are made to the 
servo through the AN connector provided on the 
back end of the case. This connector socket is 
similar to the one on the vertical flight gyro, and can 
be faced in five different directions to give the most 
convenient arrangement. It can also be mounted on 
either side as well as the back of the servo, if neces- 
sary. The servo units have no ground connections. 
If it is desired to reverse the servo’s direction of 
rotation, this should be done by changing wires at 
the J-box and not at the servo unit. 


(5) Preparation for use. With the airplane’s 
manual controls locked in their level flight position, 
the wipers of the balance pots should be manually 
set to the mechanical center of their windings, and 
the cam of the limit switch should be centered. This 
is done by loosening the cam and turning it until it 
is equally spaced from both switch points. The 
rounded end of the cam should point toward the 
cable drum. The cam is then tightened. If the 
airplane requires that movement of the control sur- 
faces be stopped at limits other than the ones at 
which the cam will open the switches, the lips of 
the cam must be filed down the correct amount. If 
the servo unit is ever replaced, this modified cam 
must be removed and placed on the new servo. 


g. AvuTopiLor ControL PaNeEL, (1) Location 
and position. The autopilot control panel should be 
placed at some point in the cockpit where it can be 
easily seen and reached by the pilot. In most recent 
installations, provision is made for a mounting 
directly on the main instrument panel, but the unit 
can be placed wherever sufficient mounting space 
is available. It may be inverted without affecting its 
operation in any way. Inasmuch as the turn control 
now used is built into the autopilot control panel, 
no provisions are made for mounting it separately. 


(2) Mounting. To mount the autopilot control 
panel, the snap fasteners around the edge of the panel 
are loosened, and the control panel assembly is pulled 


out of the case. The case is then bolted directly to 
the supporting surface. No shock mounting is used. 
Sufficient clearance must be left behind the panel 
for the connecting wires, and a rubber grommet 
should be placed in the hole in the rear of the case 
to protect them. 

(3) Connections. Inside the case, the wires are 
fastened to numbered terminal blocks. The panel is 
then replaced in the case and the snap fasteners 
relocked. There is no external ground lead. 


(4) Preparation for use. The autopilot control 
panel is ready for use as soon as it is installed and 
connected. A check should be made to see that all 
the control knobs work freely. The centering knobs 
should be checked to see that their pointers (which 
are driven through reduction gears) move correctly 
and freely as the knobs are turned. 

h. Junction Box. The junction box is located 
as near the amplifier and other units of the autopilot 
as possible. Both ends of the box have holes cut in 
them to receive the wiring harness. When the box 
is mounted, the ends should be in a position to 
receive these harnesses. No shock mounting is used, 

and the box is mounted by bolting it directly to the 
' support. Enough room should be allowed around the 
box to permit complete removal of the covers, as 
well as sufficient working space to reach and check 
all the terminals. ‘This is important, since most of 
the checking and troubleshooting is done at this 
J-box. 

1. FORMATION STICK JUNCTION Box. This J-box 
is equipped with two mounting brackets. Four 
mounting bolt holes are necessary. CONSULT 
TECHNICAL ORDERS before connecting the 
wiring harness as it may be necessary to change 
some of the connections in both J-boxes. 

jy. Rotary Inverter. (1) Location. The in- 
verter should be mounted near the junction box and 
amplifier units. Sufhcient space should be allowed 
to permit removal of the end caps for servicing and 
inspecting the brushes. The unit should be well 
ventilated, as it will become quite warm during 
normal operation. 

(2) Mounting. The inverter base (which con- 
tains the interference filter) is internally shock 
mounted, so it can be bolted directly to the airplane. 
The inverter should be mounted so that it will be 
level during normal flight. 

(3) Connections. It is extremely important that 
the inverter ground cable be securely fastened to the 
metal structure of the airplane, and that a good 
electrical contact be obtained. The inverter is con- 
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nected into the autopilot system and to the airplane’s 
d-c supply through an AN connector on one side 
of the base. 

k. Wtrinc. All wiring in the C-1 autopilot sys- 
tem will use stranded, insulated wire, the size de- 
pending on the load carried in the circuit. The exact 
wire sizes will be found in the installation wiring 
diagrams. All connections except those in the junc- 
tion box are made with AN connectors; the junction 
box leads use crimped-on eye terminals. All auto- 
pilot wiring throughout the airplane is identified by 
the letters FL and a number which will be found on 
a paper sleeve around the end of each wire. The 
terminals in the junction box will have a number ° 
only. Only one nut should be used on each terminal 
in the junction box, regardless of the number of 
eyelets on the terminal. The autopilot cables should 
be supported with clips at frequent intervals (1 to 
2 feet) as they are routed through the airplane, and 
protective grommets should be used where cables 
through bulkheads or compartments. 


75. Operational Ground Check 

a WHEN ACCOMPLISHED. After the installation 
of the autopilot system has been completed, it is 
next given a thorough operational ground check. 
This inspection need not be repeated before each 
flight during which the autopilot will be used, but 
will be performed whenever any of the equipment 
is modified, altered or replaced, or whenever any 
work is done on the system. 

b. Procepure. Follow the procedure given in 
the applicable Technical Order. An auxiliary power 
source should be used to prevent too heavy a drain 
on the airplane’s batteries. Make certain before leav- 
ing the airplane, that all switches are off and that 
the control surface locks are in place. If any defec- 
tive units are found during this check, they should 
be removed and replaced with serviceable ones. 


76. Operation 

a. PREFLIGHT CueEck. After the ground check 
has been performed, and it has been determined that 
the autopilot operates satisfactorily, it is ready for 
use. The following preflight check should now be 
performed and should be repeated before every flight. 

(1) Center turn control and disengage bomb- 
sight clutch on directional stabilizer. 

(2) Turn on master (bar) switch on the ACP. 

(3) Turn all control knobs on panel, except tell- 
tale light knob and station transfer knob, to “Point- 
ers Up” position. Check for loose knobs or pointers. 


(4) Ten minutes after the master (bar) switch 
was turned on, turn on Servo-PDI switch. In cold 
weather, allow 15 minutes for gyro to warm up. 

(5) Disengage autopilot clutch on_ stabilizer, 
and center PDI wiper by moving back and forth 
until it is centered on its winding under the circular 
window. Reengage autopilot clutch. The directional 
arm lock should be pushed down to prevent PDI 
wiper from moving off center as autopilot clutch 
is reengaged. 

(6) Operate all three controls manually through 
their full travel several times. This serves to clean 
off the pots and wipers. Watch the telltale lights as 
this is done. If they blink intermittently, the pe iS 
dirty and should be cleaned. 

(7) Turn on the three servo switches, one at a 
time. Each control surface should center itself in 
the streamlined position, and at the same time, the 
telltale lights should go out. 

(8) Check the action of the servo by moving 
each of the three centering knobs back and forth 
while watching the controls. See that the control 
surfaces move in the correct direction as the knobs 
are turned. 

(9) Disengage autopilot clutch and move it up 
against its stop in each direction. See that the rudder 
and ailerons move together to set in coordinated 
bombardier’s turn. 

(10) Recenter PDI wiper and reengage auto- 
pilot clutch. 

(11) Rotate the turn control knob for a 30° 
turn in both directions. See that the ailerons and rud- 
der controls move together to give the correct 
direction of turn. 

(12) Recenter turn control, then recenter all 
control knobs. Turn off master switch. If at any 
time during a preflight check, it is found that any 
unit of the autopilot system does not operate cor- 
rectly, the trouble should be investigated by per- 
forming the operational ground check referred to 
in paragraph 6b. 

b. FiLicut Cuecx. The procedure given below 
should be followed whenever it is desired to turn 
control of the airplane over to the autopilot. 

(1) Turn control knobs to “Pointers Up” posi- 
tion. Center turn control. Turn station transfer 
switch to pilot. Telltale light control on. 

(2) Throw the master switch bar to the right 
and, after waiting 10 minutes, turn on servo-PDI 
switch. 

(3) Trim airplane manually for “straight and 
level” flight. Check flight indicator, and the turn- 
and-bank and rate-of-climb indicators. 


(4) Have bombardier disengage bombsight 
clutch and autopilot clutch. Bombardier will now 
move autopilot clutch manually until PDI is cen- 
tered. Bombardier holds adjustment by pushing 


~ down on directional arm lock. Autopilot is not en- 


gaged. If crew does not include a bombardier, leave 
autopilot clutch engaged and center PDI by turning 
airplane. 

(5) With aileron centering knob, put-out both 
aileron telltale lights. Immediately turn on aileron 
switch. Adjust aileron centering to be sure wings 
are level. 

(6) With rudder centering knob, put out both 
rudder telltale lights. Immediately turn on rudder 
switch. Bombardier will now release his pressure 
on the directional arm lock, and will engage the 
autopilot clutch. Adjust rudder centering knob to 
zero PDI, if necessary. 


(7) With elevator centering knob, put out both 
elevator telltale lights. Immediately turn on ele- 
vator switch. Check rate of climb and flight 
indicator and adjust elevator centering knob, if 
necessary. The autopilot now has full control of 
the airplane. 


(8) The sensitivity settings should be as high 
as possible, to give the greatest amount of flight 
stability. The correct setting is determined by 
advancing the sensitivty knobs until both telltale 
lights of the channel blink intermittently and the 
controls begin to vibrate or “chatter,” and then 
backing off until the “chatter” stops. Ratio controls 
should be adjusted to provide quick recovery when- 
ever a deviation occurs. However, if the ratios are 
set too high, the airplane will overshoot, then drop 
back, in a continuous slow back and forth move- 
ment or “hunt.” The ratio controls are therefore 
adjusted to provide the best possible recovery rate 
without “hunt.” Any hunting in each of the three 
axes can be checked by watching the wing tips, the 
horizon, and the PDI. 


(9) The dashpot on the directional stabilizer 
must also be adjusted to provide the proper amount 
of resistance to the motion of the rudder wiper. If 
the dashpot is too tight, it will cause the rudder to 
hunt, and the PDI will oscillate. Too loose a setting 
will result in an irregular, unsteady movement of 
the PDI. An approximate setting may be made by 
screwing the dashpot adjustment all the way in and 
then unscrewing it one turn. The setting should 
then be locked. 


(10) Finally, if it has not been done on a previ- 
ous flight, the pilot’s and bombardier’s turn controls 
must be adjusted so that a fully coordinated banked 
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turn of the airplane will result where either one is 
used. To set the bombardier’s control, the airplane 
is first trimmed for straight and level flight with the 


centering knobs. The bombardier should then dis- _ 


engage the autopilot clutch, and move it either right 
or left against the stop. This may be done by moving 
the autopilot clutch engaging knob, or by turning the 
bombardier’s turn knob, if one is provided on the 
directional stabilizer. The aileron turn compensation 
knob on the bottom of the autopilot control panel is 
then adjusted until the flight indicator shows 18° 
bank, The rudder turn compensation knob is used to 
put in enough rudder to center the ball inclinometer, 
and the elevator turn compensation knob is set so 
that no loss of altitude will occur during the turn. 
When this has been done, the bombardier will re- 
engage the autopilot clutch, and the autopilot will 
then return the airplane to course and center the 
PDI. If the PDI overshoots or comes’ back very 
slowly, the aileron ratio should be correspondingly 
decreased or increased. 


(11) To coordinate the pilot’s turn control, the 
airplane is again leveled up with the centering knobs. 
The turn control knob is then moved off center in 
either direction until its pointer rests at the 30° 
detent at the edge of the shaded area. The screw- 
driver adjusted aileron turn control trimmer is then 
turned until the flight indicator shows 30° bank. 
Next, the rudder trimmer is adjusted to eliminate 
any skid, or until the ball inclinometer is centered. 
Loss of altitude will be prevented by the elevator 
correction which was set in when the bombardier’s 
turn was coordinated. If any loss of altitude does 
occur, the elevator centering knob can be used to 
correct for it; but if this is done, the elevator cen- 
tering knob must be readjusted when the airplane 
is again in straight level flight. In using the turn 
control, the knob must always be stopped at the 
“Zero Detent” position until the wings are level 
when coming out of a turn. It 1s then centered. 


(12) The autopilot is now fully engaged and 
coordinated to control the flight of the airplane. 
Normally, during flight, the only controls on the 
autopilot control panel that will be used are the turn 
control and the centering knobs. Once the ratio, 
turn compensation and sensitivity controls have been 
correctly set, they will require only slight changes 
during future flights, and therefore should be left 
alone. To prevent tampering with the controls and 
changing these settings, recent autopilot control 
panel installations are provided with a cover plate 
for the lower half of the control panel. 
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77. Maintenance Inspections 


a. SPpeEcIAL Inspections. Although the C-1 auto- 
pilot will operate satisfactorily throughout a wide 
range of climatic conditions, special inspections are 
necessary (under certain extremes of temperature 
or humidity), to determine what effect these adverse 
conditions may be having on the autopilot equipment. 
These inspections, in addition to the regular main- 
tenance inspections, are performed at the specified 
periods. 


(1) High altitude operation. In common with 
other electrical equipment on the airplane, the d-c 
motors throughout the autopilot system will show 
abnormal brush wear whenever the autopilot is used 
in altitudes above 20,000 feet. As the check on this 
condition, all brushes in the autopilot units are in- 
spected after each 10 hours of operation at or above 
the 20,000-foot level. The most positive indication 
of worn brushes will be the presence of fine carbon 
particles on the inside of the case. If these particles 
are present, the commutators should be cleaned and 
new brushes installed. 


(2) High humidstty operation. When operating 
the autopilot in areas where the humidity is high, 
difficulty may be encountered with corrosion on 
certain parts of the equipment. Care must be taken 
to see that all gaskets used are properly installed. 
All covers should be tightly fastened. The clutch 
surfaces of the directional stabilizer, which are cast 
iron, must be inspected and oiled daily. If operating 
in or near a salt water area, the copper eye terminals 
in the junction box must be inspected and oil lightly 
to prevent corrosion. ° 


(3) High temperature operation. When operat- 
ing in regions where the prevailing temperatures 
are high, special precautions must be taken to pre- 
vent damage to the amplifier unit. It must be given 
adequate ventilation at all times. If this is not done, 
the insulating wax in certain parts may melt, result- 
ing in permanent damage to the unit. As the direc- 
tional stabilizer is mounted in the transparent nose 
of the airplane where the direct rays of the sun may 
overheat it, it should, if possible, be removed to 
some cooler place whenever it is not in use. It must 
be checked frequently to see that heat has not thinne 1 
out the oil in its bearings, and should be lubricated 
as often as required to keep the proper oil film in 
these bearings. 


(4) Cold weather operation. At temperatures 
below —12° C. (10° F.) special preheating of the 
autopilot units is required to insure correct opera- 
tion. This may be done by turning on the perma- 


nently installed electrical heating covers. A heater 
may be inmprovised by using canvas, blankets or 
other substitutes, and a flexible tube of the air- 
craft’s heating system. In any case, the equipment 
should be heated for at least 1 hour before take-off, 
and heat should be left on continuously during flight. 
When the electrical heating covers are used on the 
ground, an external power supply should be used 
to prevent excessive drain on the airplane's batteries. 

b. Perriopic INsPections. (1) Twenty-five hour 
inspection. This inspection is primarily a cleaning 
inspection to remove any oil, grease, or dirt that may 
have accumulated on the pots, the friction clutch 
surfaces and the commutators of the various motors. 
The only authorized cleaning solvents are white 
gasoline for the pots and alcohol for the friction 
surfaces. No solvents should be used in cleaning the 
commutators. On this inspection, a check is also 
made to see that there are no defective or broken 
units, and all moving parts operate correctly and 
freely without binding. 

(2) 50-hour inspection. The 50-hour inspection 
is performed after the second 25-hour inspection, 
and is the main lubrication period for the C-1 auto- 
_ pilot equipment. All bearings, bearing surfaces and 
mechanical joints are lubricated at this inspection 
period, and the tensions and clearances of the vari- 
ous units are checked and adjusted. The only 
authorized lubricants are Bombsight L (Light) oil 
and Bombsight H (Heavy) oil. When performing 
any lubrication on equipment of this type, it is well 
to remember that all the oil that is needed is a thin 
film, and that excess oil can do a great deal of 
damage by picking up dust and dirt. Care must be 
taken to see that oil is not allowed to get on the 
cork friction surfaces in any of the units. 

(3) 100-hour inspection. At the 100-hour in- 
spection, the 25- and 50-hour inspections, are re- 
peated. The autopilot is then run through the 
complete operational ground check given in para- 
graph 6b. 

(4) 200-hour inspection. Replace directional 
panel and the directional stabilizer and turn the old 
units in for overhaul. 

(5) 400-hour inspection. Replace both pot as- 
semblies in vertical flight gyro and the balance pots 
in the servo units. Turn the old units in for overhaul. 

(6) 500-hour inspection. Replace the rotary in- 
verter. Turn the old unit in for overhaul. 

(7) 800-hour inspection. Replace all tubes in 
the amplifier unit. 

c. MAINTENANCE. (1) General precautions. 
As the units of the C-1 autopilot are preci- 


sion built, it is essential that they be checked 
and serviced only by properly trained _per- 
sonnel. Under no circumstances should the cases 
be opened or adjustments made by persons who are 
not qualified to service the equipment. During all 
servicing and inspection operations, a regular sys- 
tematic procedure must be followed to insure that 
no parts are overlooked and that all important points 
of a unit are properly checked. When replacing 
defective units, it should be determined that the 
replacement unit is identical with the defective unit, 
and that all current changes or modifications have 
been complied with before it is installed. If it is 
found necessary to remove either of the gyro units, 
they must be handled with extreme care to avoid 
introducing mechanical errors which would seriously 
affect the autopilot’s operation. Particular attention 
should be given to all soldered or terminal type 
electrical connections, as well as to the AN con- 
nectors on the various units. 


(2) Equipment required. For the inspection and 
cleaning of the autopilot, no special equipment is 
required. For oiling, a long-needled hypodermic 
syringe is used to aid in getting the oil to the re- 
quired points. For servicing, repair and adjustment, 
ordinary hand tools are used, with the addition of 
a few special tools to facilitate work on certain units. 
For checking the tubes and electronic circuits in the 
amplifier, a special C-1 autopilot amplifier test set is 
provided. | | 


78. Service Troubles and Remedies 

a. GENERAL. (1) Use of wiring diagrams. Four 
wiring diagrams are provided for each installation 
of the C-1 autopilot in a specific airplane. These 
are the a-c bridge circuit diagram, the d-c power 
supply circuit, the J-box wiring and terminal num- 
bers, and the unit to J-box diagram. It is essential . 
that the organization of these circuits and the lay-out 
of the various units on the airplane be understood 
before any troubleshooting is attempted. On the 
diagrams, as on the airplane, all autopilot wiring 
harnesses are labeled with a number and the letters 
FL. In the junction box, these wires are connected 
to the terminals, which are identified by a number 
and the letter of the terminal block, that is B8, C4, 
F7, etc. In the autopilot control panel, the terminals 
are designated by number only. In addition to the 
main J-box, the autopilot wiring for the directional 
stabilizer is run through the bomber’s junction box. 
On some installations, these wires will change from 
FL to K. This is the only point in the system at 
which such a change will occur. No other junction 


boxes, panels or Q strips are used in wiring the 
autopilot. 


(2) Use of J-box. The various units and cir- - 


cuits of the autopilot are connected to each other 
in the main junction box. This is therefore the most 
logical point in the system at which to check them. 
This may be done very easily by placing the test 
prods of an ohmmeter or voltmeter across.the proper 
terminals. A chart of J-box wire and terminal num- 
bers is provided on the J-box cover. After the 
trouble has been found across the terminals in the 
J-box, it may be checked further into a specific unit 
by removing the AN connector of the unit and 
checking at this ‘point. When using an ohmmeter, 
all power in the circuit or wire being tested should 
be turned off before any readings are taken. 

b. MetHop oF TrousBLeE SHOOTING C-1 AuTOo- 
PILOT. (1) Performance of ground check. If any 
trouble is reported or suspected, the operational 
ground check should be performed, following the 
procedure referred to in paragraph 6b. This will 
generally serve to indicate the nature of the trouble 
and may locate it in one specific unit. It will also 
show whether the trouble is confined to one of the 
control channels, or is common to all three. 

(2) Localization of trouble. The operation of 
each of the three control channels may be divided 
into the action of four separate systems, each of 
which is closely dependent on the operation of the 
other three. These four systems are the d-c power 
system, the a-c bridge system, the amplifier circuits, 
and the servo units. (See fig. 216.) Whenever a 
malfunction of the autopilot occurs, the action of 
the controls affected should be studied closely to 
see if the trouble is in only one channel or if, due 
to interaction, it is also present in the others. Once 
the trouble has been traced to one channel, the four 
systems in that channel are checked until the defec- 
tive system has been located. Finally the units in 
that system are systematically eliminated until the 
actual location of the difficulty is found. The three 
main control channels of the autopilot are the aileron 
channel, the rudder channel and the elevator chan- 
nel, each of which is composed of units of these 
four systems, 

(a) Power system (d-c): 

1. Batteries. 

2. Inverter, 

3. Vertical flight gyro, directional stabilizer. 

4. Erection cut-out and directional arm lock. 

(b) A bridge system (a-c): 

1. Gyro pots. 

2. Servo balance pots. 
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Figure 216. Relation of autopilot systems. 


Centering pots. 

Fixed and variable ratio resistors. 
Turn compensation pots. 

Turn control trimmers. 

Turn control pots. 

(c) An amplifier circuit. This includes all tubes 
and the tube circuits in the amplifier for a particular 
channel. The servo relay coils are part of the am- 
plifier circuits, but the relay contacts are part of the 
d-c power system, as they close the d-c solenoid 
circuits in the servo units. 

(d) A servo system: 

1. Servo motors. 

2. Operating and brake solenoids. 

3. Brake switches (or ACP). 

4. Limit switches. 

c. Procepure. Although it is impossible to give 
a complete list of malfunctions and the steps taken 
to correct them, some suggestions for identifying 
and locating common troubles can be described. In 
all cases, the first step is to perform the ground 
check, in order to get. an over-all picture of the 
related actions of the units of the autopilot. If this 
is not done, it is possible that one particular unit 
may be regarded as the source of the trouble, while 
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in reality it is only showing the effects of trouble 
elsewhere in the installation. When the ground check 
definitely shows that the autopilot is not working 
correctly, an effort should next be made to see if 
the trouble is in one channel only, or if there is any 
interaction between channels. Any such interaction 
would indicate the presence of a short somewhere 
between the control or power circuits of these 
channels. 


(1) Power and servo systems. Failure of all 
three channels to respond to control would point to 
a break somewhere in the main d-c power system. 
By actual Observation, it can be determined whether 
or not the inverter, the gyros and the servo motors 
are operating. To check the circuits that control the 
servos from the amplifier, the rotary inverter is dis- 
connected to eliminate the a-c part of the system, 
and the two relays for each servo in the amplifier 
unit are manually closed after the engaging switches 
on the autopilot control panel have been turned on. 
If the servos rotate in the proper directions as this 
is done, it is proof that the complete servo and power 
systems, including the telltale lights, solenoids and 
switches, are operating correctly. Any reversal of 
the servos can usually be traced to reversed solenoid 
or pot leads or reversed connections in the J-box. 

(2) A-C bridge and amplifier systems. Since 
there are three identical signal channels in the am- 
plifier, and since the signal from each of the three 
bridge circuits is fed into its amplifier channel 
through one lead, the trouble may be traced to 
either the bridge circuit or the amplifier channel by 
connecting the suspected bridge lead to the bridge 
lead of another amplifier channel. This is done in 
the junction box. This will place signals from a 


Trouble 


(1) Intermittent operation .............005. ck 


(2). (NO Operanon iio teeter tae eered ee 


(3) Sluggish operation .......... 0. cece eee 
(4) Servo runs backwards ............... ee 
(5) One axis responds to other axis’ signals .... 
(6) Chattering controls ...... 0.0 cece eee eee 


(7) Blinking lights but no control ............ 
(8) Both lights on at once ......... ccc cece 
(9): AU LONE ON seetict normicneane shen wedon 
(10) Improper operation from turn control ...... 


“good” bridge into the amplifier channel of the 
suspected bridge. As the “good” bridge’s centering 
knob is turned, the telltale lights for both bridges 
should go on and off. If the lights for the suspected 
bridge do not operate when this 1s done, the am- 
plifier section of this system must be faulty, because 
the signals are now coming from a good bridge. If 
they do operate correctly, the bridge system is 
defective. Once the trouble has been localized in 
the bridge or amplifier section, the defective section 
is checked further. The principal troubles in the 
bridge systems will be due to either an open or a 
ground, each of which can usually be recognized 
by the manner in which it affects the operation of 
the system. If in any of the main circuits or lines 
between units, they will cause the entire system to 
be inoperative. If in any of the adjusting circuits, 
they may affect the operation of only that portion 
of the system, or of the main system up to that 
point. Usually, when either a short or ground is 
present (unless the system is completely inoperative) 
one telltale light will be on, and turning the cen- 
tering knobs will not put it out. The bridges and 
their related circuits will then have to be tested with 
an ohmmeter. If the trouble has been traced to the 
amplifier, its channels and tubes may be tested by 
replacing the tubes in one channel with those from 
another. If the trouble moves to a new channel with 
the tube, the tube is defective; if not, the amplifier 


‘circuit itself is defective. In addition, the six servo 


control relay coils should be checked to see that 
they are good, and the throttling controls should be 
placed at their correct settings. If the trouble is 
not cleared up by these operations, the amplifier unit 
should be replaced. 


Probable cause 


.... Dirty or worn pots or pot wipers, incorrect wiper 


spring tension, loose connection somewhere in 
system. 


....A-¢ or d-c power failure, fuse blown, amplifier 


tube burned out, open in main circuits. 


....9ervo slippage, low power supply voltage. 
...-Reversed leads. (Should be changed in J-box.) 
.... hort circuit between channels. 

....oensitivity too high, low cable tension, throttling 


adjustment incorrectly set. 


.... Loose lights. 

....Bad relay, bad solenoid or short between lights. 
....Bad tube or short in amplifier. 

.... Directional arm lock slipping, airplane not in cor- 


rect attitude before engaging. 


(11) Controls do not move equally in both directions. .Servo unit limit switch needs recentering. 


79. Storage and Handling of C-I Autopilot 
Equipment 

a. EQuipMENT Not 1n Use. All C-1 autopilot 
equipment being held in storage or in stock for im- 
mediate issue is inspected every 15 days. At this 
time, the gyro rotor bearings are oiled, and the gyros 
are then run up for about 10 minutes to distribute 
the oil in a uniform film on the bearings. The other 
units should be checked to see that they have not 
been broken or damaged in any way, so that they 
will be available for issue and use as required. 

b. PREPARING EQUIPMENT FOR STORAGE AND 
SHIPMENT. When equipment is placed m a storage 
status, it will be prepared in either of two ways 
depending on the estimated length of time that the 
equipment will remain out of service. 

(1) Temporary storage. This procedure should 
be used if the equipment will be in storage for a 
period of 1 to 4 months, or in transit on land less 
than 30 days. To prepare for this type of storage, 
the autopilot units are run up for 1 hour, and then 
carefully wiped free of all dust and finger marks. 
All exposed metal parts, except contact points, are 
coated with H oil, and the VFG is caged with its 
shipping plate. The equipment is then packed in a 
dry, clean case. Bags of drying agent are placed on 
and around the units, and the cover is tightly 
fastened. After 30 days in storage, the equipment 
should be unpacked and the gyro bearings should be 
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relubricated. All units should then be run up for 
at least 1 hour. If the drying agent has become 
saturated, it should be replaced at this time. 

(2) Extended storage. Equipment is treated for 
extended storage if it will remain out of use more 
than 4 months, if it is to be sent overseas, or if it 
will be in transit more than 30 days. The procedure 
is the same as that for temporary storage, except 
that all exposed metal parts are coated lightly with 
petrolatum. Every fourth month during the storage 
period the equipment is removed and given a check 
run up, and the drying agent replaced, if necessary. 

(3) Shipping and handling. For shipment, a 
special heavy metal box is provided which will hold 
the VFG, the rotary inverter, and the three servo 
units. The directional stabilizer is handled separate- 
ly. Every effort must be made to prevent moisture 
from coming in contact with the equipment, and the 
relative humidity inside the packing cases must be 
kept below 20 percent by proper use of the drying 
agent. For oversea shipment, the metal shipping box 
is placed in a heavy cardboard box, and then into 
a waterproof wooden shipping crate for additional 
protection. All persons handling the equipment 
should be informed as to its delicate nature, and 
should realize that the whole C-1 autopilot system 
can be made useless by unnecessarily rough hand- 
ling during packing and shipment. 


SECTION XV 
MISCELLANEOUS INSTRUMENTS 





80. General 


On some airplanes, certain instruments are used . 


which have not been discussed in the preceding sec- 
tions. The only service the mechanic gives some of 
these is to keep them clean. Some are so rarely used 
that they need not be discussed in this manual. Only 
three of the miscellaneous instruments—acceler- 
ometers, drift meters, and aircraft clocks—will be 
discussed in this section. 


81. Accelerometers 

a. GENERAL. When an airplane, moving on an 
upward or a downward path, is accelerated, the 
vertical component of the acceleration—either up- 
ward or downward—is measured by use of an 
accelerometer. This amount is expressed in g-units, 
one g being the acceleration due to gravity. 


(1) The pilot uses the accelerometer to check 
the vertical accelerations caused by rough air. Since 
such erratic accelerations interfere with the comfort 
of passengers, the pilot will change altitude when he 
finds rough weather at one level. A record of the 
g-units attained in flight enables the mechanic to 
determine the stresses to which the airplane has been 
subjected. This guides him in his inspection pro- 
cedure. The accelerometer also serves as a test 
instrument for measuring the forces induced by 
violent maneuvers. 

(2) The mechanism is inclosed in a case ar- 
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Figure 217. Accelerometer. 


ranged for mounting on the instrument panel. The 
dial (fig. 217) is calibrated in divisions of 0.2 
g-units. The range is from — 5 to 12 g-units. Down- 
ward acceleration is positive. The use of luminous 
paint or of a 3-volt light makes it possible to read 
the instrument in the dark. 


b. Operation. (1) A type B-2 or B-3 acceler- 
ometer, shown in figure 218, contains two weights 
mounted on the ends of lever arms. When the air- 
plane is accelerated vertically, inertia causes these 
weights to lag by an amount which is proportional 
to the acceleration. This lag is, in effect, a motion 
of the weights in relation to the rest of the instru- 
ment, and the lever arms transmit it to the two 
rocker shafts. Two compensating sectors are at- 
tached to the two shafts and mesh with each other, 
so the two weights must move equally. Another 
sector attached to one rocker shaft transmits the 
motion to the pointer staff. Restraining springs 
govern the movement of the weights, making calibra- 
tion possible. During an acceleration to the right 
or left, the action of one weight, transmitted 
through the compensating sectors, is balanced by 
that of the other, so no movement of the pointers 
results. Neither can longitudinal acceleration of the 
airplane produce a movement of the weights. Stop 
springs limit the travel of the weights and prevent 
damage to the instrument. The pointer staff rotates 
the main pointer which is free to move over either 
the positive or the negative scale on the dial. Two 
hollow shafts, each operating one of the auxiliary 
pointers, fit over the pointer staff. When the pointer 
staff moves clockwise, the middle pointer and its 
hollow shaft move to the position indicating the 
maximum positive acceleration of the maneuver. A 
ratchet attached to the shaft holds the auxiliary 
pointer at the maximum positive acceleration read- 
ing until the adjustment screw is turned, releasing 
the ratchet and permitting the pointer to return to 
normal position. The pointer, next to the dial, turns 
when the pointer rs turned counterclockwise and 
records negative acceleration. 


(2) The restraining springs are so set that the 
pointers read one g-unit when the accelerometer is 
at rest in the vertical position and the force of 
gravity is acting on the weights. 


c. Type B-1 ACCELEROMETER. This type acceler- 
ometer has only one weight, hence it may respond 
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Figure 218. Type B-2 and B-3 accelerometer mechanism. 


to accelerations to the right or left as well as to those 
which are vertical. Otherwise, its operation is quite 
similar to that of the B-2 or B-3 type. 


82. Drift Meters 


a. GENERAL. The primary purpose of a drift 
meter is to measure the amount of drift when flying 
on a cross-wind heading. In addition, it may be used 
to determine relative bearings, to measure ground 
speed by timing, to aid in swinging and compensating 
a compass in the air, and to aid in calibrating an 
airspeed indicator. 


b. Description. Three types of drift meters are 
in common use: 

(1) The type B-5 drift meter, in figure 219, is 
a periscopic instrument which is installed with the 
objective and extending through the side of the 
fuselage. 

(2) The type B-2 drift meter, in figure 220, is 
a telescopic instrument which may be varied in 
length, by use of extension tubes 2, 3 or 5 feet, and 
which has changeable eyepieces to provide different 
sized images. 

(3) The type B-3 drift meter, in figure 221, in- 
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Figure 219. 1ype B-5 Driftmeter. 
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Figure 220. Type B-2 driftmeter. 
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Figure 221. Type B-3 drifimeter. 


corporates variable magnification equipment by 
means of which it can be used to measure bearings, 
and a gyro stabilizing unit which permits drift 
measurements to be only slightly influenced by pitch 
or roll. 


83. Aircraft Clocks 


a. Crocxs. Every airplane must be equipped 
with accurate timepieces for use in general flight 





® Type A-Z. 


and navigation. An 8-day clock, suited for shock- 
free operations, is found on each standard instru- 
ment panel. All such clocks have sweep second 
hands, as shown in figure 222 @ and ©), while 
some types have special dials for “elapsed time”, 
“time out”, and “stop” (See fig. 222 ©.) 

6b. WatcHes. Time and stop watches of both 
pocket and wrist types are provided for use when 
working various navigation problems. Figure 223 
shows one standard model of each. 
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_@® Type A-11 wrist watch. 
Figure 223. Navigation watches. 
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84. Installation 

a. ACCELEROMETERS. An accelerometer must be 
installed in accordance with applicable airplane and 
instrument-panel drawings and applicable Technical 
Order. The dial must be vertical when the airplane 
is in flying position, and a line from the zero on the 
scale to the center of the pointer staff must be 
parallel to the vertical axis of the airplane. If an 
accelerometer gives erroneous readings, it should be 
checked for correct installation before the instru- 
ment is removed for repair. 

b. Drier Meters. A drift meter should be in- 
stalled in the position most convenient for the one 
who is to use it and in the manner specified in 
Technical Orders. 

c. Ctrocxs. The Technical Orders pertaining to 
aircraft clocks give full instructions for installing 
them on the instrument panel. 


85. Inspection and Maintenance 


a. ACCELEROMETERS. (1) Preflight inspection. 
Check to see that the pointer registers 1 g-unit with- 
in the allowed tolerance, and that the setting mech- 
anism operates freely and release positively. 

(2) Daily inspection. Check for cleanliness, 
security of mounting, and the condition of luminous 
markings. 

(3) Annual inspection. Once each year, all ac- 
celerometers—installed or in  stock-—-shall be sent 


to the depot for recalibration. 


(4) Maintenance. Little maintenance except * 
cleaning and keeping the mounting secure can be 
performed by line mechanics. When the instrument 
does not read correctly or when it is damaged in 
any way, it must be sent to a depot for repair. 

(5) Lubrication by line mechanics is not re- 
quired. 

b. Drirt Meters. (1) Preflight inspection. 
Check to see that the eyepiece lens and the objec- 
tive window are clean, and that the control turns 
freely. 


(2) 50-hour inspection. Inspect for security of 
attachment and for correct alignment. 


(3) Maintenance. The only maintenance per- 
formed by line mechanics is to keep the units clean 
and securely mounted, and to remove damaged units 
and send them to depots for repair. 

(4) No lubrication by service activities is re- 
quired. 

c. AIRPLANE CLOCKS AND WATCHES. The serv- 
ice maintenance of a clock consists of winding, set- 
ting, and checking for accuracy. 

(1) Wind a clock or watch, only until it shows 
the first added resistance to further winding. Over 
winding may seriously damage the mechanism. 

(2) When a clock or watch is damaged or does 
not keep accurate time, send it to the depot for 
repair and regulation. 
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SECTION XVI 
INSTALLATION 





86. General 


Because aircraft instruments vary widely in con- 
struction, dependent units, and functions, the 
methods and procedures for the installation of 
the various types necessarily differ. However, 
some instructions which apply to all installa- 
tions are discussed in this section. The detailed 
installation instructions for each instrument 
were presented in preceding sections with the 
general discussion of each particular instrument. 


87. Mounting Panels and Connections 


a. Instrument panels are generally made of 
0.125-inch sheet aluminum alloy or of plastic 
material. On panels of excessive width or depth, 
it is necessary to add stiffeners to provide the 
required strength and rigidity. All surfaces of 
the panel and the faces of all instruments have 
a dull or black satin finish which causes the lu- 
minous markings on the dials and pointers to 
stand out more clearly. If crash pads are used 
to protect the instruments, the same color of 
finish is used. 


b. Dimensions of instrument panels vary 
with the different sizes of airplanes. Normally, 
all of the frontal space available is required to 
mount the instruments. As the size of the air- 
plane increases, the number of instruments also 
increases because of the additional number of 
engines used. On some of the smaller airplanes, 
the width of the fuselage in the pilot’s cockpit 
does not permit enough frontal space on the 
instrument panel and it is necessary to add 
auxiliary panels at the sides of the fuselage for 
switches, control handles, etc. Height of panels 
may be two-, three-, or four-tier, depending upon 
the space available. As nearly as possible, flight 
instruments are located so they are on the same 
level as the eyes of the pilot when he is sitting 
in a normal position in the cockpit. All other 
instruments are located around this group as 
conveniently as possible. 

c. Later specifications stipulate that the flight 
instruments must be mounted in a definite order 
on the instrument panel. These instruments are 
to be mounted on the left side of the panel 
or in front of the pilot in two rows of three 
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each. The upper row from left to right 1s to 
include the airspeed indicator, directional gyro 
and gyro horizon. The lower row is to consist 
of the altimeter, bank-and-turn indicator, and 
the rate-of-climb indicator, also reading from 
left to right. 


d. All instrument panels are vibration insu- 
lated. The standard method is to mount the 
panel on rubber vibration-insulating mounts. 
These absorbers are used in pairs; one is at- 
tached to a bracket fastened to the panel and 
the other to a bracket attached to a solid mem- 
ber of the fuselage. 

(1) Periodic inspections of each of the units 
are required to locate any defects or breaks in 
the rubber cups. If a replacement is necessary, 
care should be taken to replace the defective 
mounting with one of the proper size. 

(2) It is very important in installing vibra- 
tion insulators that the long side be placed in 
compression as shown in figure 224, Inverting 
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Figure 224. Shock absorbing unit for instrument panel. 


the vibration insulators will seriously affect the 
amount of vibration of the panel. The total de- 
flection of each part of the vibration insulator 
must not exceed % inch + gy inch. 

e. TYpes OF INSTRUMENT CONNECTIONS. (1) 
Correct operation of the majority of aircraft 
instruments depends upon proper connection 
either to the engine or some of its accessories or 
to some other independent operating unit. Since 
the instruments are mounted on vibration-proof 
panels, each connecting line leading to or away 
from a panel must be provided with a length of 
flexible line immediately back of the instrument. 
Where lines made of metal tubing are used, this 
is accomplished in either of two ways. In most 
cases, a standard flexible connection is used. 
This consists of a 10- to 14-inch length of pres- 
sure-resistant synthetic-rubber tubing with suit- 
able fittings at each end. Where the standard 
flexible connection cannot be used, it 1s neces- 
sary to place a coil in the tubing close to the 
instrument to provide the required flexibility. 

(2) Electrically operated instruments are 
connected by either the common eyelet type of 
terminal soldered to the lead and secured on a 
binding post with a nut, or by special multiple- 
line plug connectors. 

(3) Most instruments requiring tubing con- 
nections are provided with pipe-threaded bosses. 





UNION 
CONE 





A few have straight-threaded bosses. Care should 
be exercised to see that the fitting has the same 
kind of threads as the boss in the instrument 
case. The three types of fittings used are the 
union cone, the AC 811 and the AN standard. 

(a) The union-cone fitting connection (fig. 


| 225) is an older type and is seldom used. The 


union nipple is screwed into the instrument case. 
The union cone is soldered on the end of the 
tubing. The end of the cone is then inserted in 
the end of the nipple and the union nut is 
drawn over the cone and screwed on the nipple. 
This completes the connection. : 

(b) The AC 811, in figure 226, is of the 
three-piece solderless type. The tube end of 
the nipple has straight threads and its end is 
tapered to form a bevel. The opposite end may 
have straight or pipe threads. The flared tubing 
is held against the nipple by the sleeve which 
has an internal bevel. When the coupling nut 
is drawn over the sleeve and screwed on the 
nipple the flared tubing is held tightly against 
the beveled end of the nipple. 

(c) The AN standard type, shown in figure 
227, supersedes the above types and is used in 
all newer installations. It is of the same basic 
design as the AC 811, but the angle of the 
bevel and the fitting and the pitch of the threads 
has been changed. The sleeve is also shorter 
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Figure 225. Unton-cone type of fitting. 
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Figure 227. AN standard type of fitting. 


and the coupling nut is wider. The applicable 
Technical Order should be consulted for infor- 
mation concerning the interchangeability of 
parts of these connections. 


88. Installation Instructions 


a. Standard hardware is used in all instru- 
ment installations. The tubing diameter and 
wall thickness end of the required types of con- 
nections or fittings are specified for each instal- 
lation by Technical Orders and _ installation 
drawings. All tubing should have a minimum 
number of bends. In vacuum lines, particularly, 
the bends should have radii as large as possible. 
Connections may be any of those listed above. 
Care must be taken, if the connections are 
threaded, that the correct thread is used in each 
case. 


b. All connecting lines, tubes, leads, capil- 
laries, etc., should be securely anchored and 
properly bonded. Unless otherwise directed, all 
replacements are duplicates of the original in- 
stallation. 


c. Care must be taken to prevent breaking 
the connections of thermometer capillaries, 
liquidometer capillaries, and other calibrating 
units which are sealed during manufacture, as 
this damages them beyond economical repair. 


d. Either standard shielded aircraft power 
and lighting cable, or unshielded cable in alumi- 
num conduit is used to connect all electrical in- 
struments to their dependent units. The sizes 
and types of wiring terminals, etc., required for 
each installation are specified in Technical 
Orders and installation drawings. 


89. Front Mounting 


On some new aircraft the instruments are 
mounted with the flange of the instrument on 
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the face of the instrument panel. Sufficient 
flexible hose or electrical wire is left to permit 
removal of the instruments from the front of 
the panel. This is done to facilitate instrument 
maintenance. In this application self-locking 
type mounting nuts are jnstalled on the panel. 
Consequently the nuts furnished on most instru- 
ments are not required. If the instruments are 
“front mounted” it will be necessary to remove 
the mounting nuts prior to installation. This 
should be done with the aid of a hand drill or 
a special tool as shown in figure 228. Never use 
an electric drill for this purpose as binding of 
the drill is likely to result in a broken instru- 
ment mounting lug. New instruments of types 
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Figure 228. Tool for removing mounting nuts. 


not previously used will be supplied without 
mounting nuts. However, until “front mount- 
ing” is the universal practice, the inconvenience 
of removing nuts will be required. A new type 
of nut which can be quickly attached or removed 
from the instrument or panel is being adopted to 
facilitate the front-mounting program. 





SECTION XVII 
MAINTENANCE, STORAGE, AND REPAIR 





90. General 


Line maintenance of aircraft instruments con- 
sists essentially of performance of the specific 
items of maintenance on the various instru- 
ments as outlined in sections II through XV. 
In any case where minor adjustments as pre- 
viously prescribed have failed to correct the 
malfunction, the instrument will be replaced 
with a new or a serviceable used instrument. 


91. Removal and Replacement 

a. Instruments are removed and replaced for 
any of the following reasons: 

(1) Failure to give any indication. 

(2) Inaccurate indication (in excess of allow- 
able tolerances). 

(3) Damaged case. 

(4) Loose pointer. 

(5) Loose or cracked cover glass. 

(6) Defective lamp receptacles. 

(7) Broken or cracked mounting lug. 

(8) Defective setting or caging mechanisms. 

(9) Defective binding posts, connecting 
nipples, and AN connectors. 

(10) Dull or discolored luminous markings. 


(11) Any known or suspected malfunction 
of the internal mechanism. 


b. The removal and replacement of aircraft 
instruments requires special care and careful at- 
tention. Some of the particular considerations 
necessary are as follows: 


(1) They should be handled carefully at all 
times and treated with the same care that would 
be given an expensive watch. 


(2) An instrument is always replaced with 
another of like kind and type (unless higher 
authority gives specific permission to the con- 
trary). 

(3) The location of any instrument or its 
dependent units must not be changed without 
proper authority. 


(4) When an instrument is being checked 
or tested, care must be taken not to subject it 
to undue or abnormal overload. (Design factors 
of safety permit some overload but undue abuse 


will render a gauge or instrument completely 
valueless.) 

(5) When making connections to the instru- 
ments, care should be exercised and “strong- 
arm” tightening methods must be guarded 
against. 

(6) Instrument pipe thread lubrication com- 
pound should be used on the male fittings of all 
threaded connections. 


92. Common Duties 


The duties of the instrument specialist include 
the following: 

a. Determining whether an instrument oper- 
ates satisfactorily. This may be done with the 
instrument installed on the aircraft or after the 
instrument has been removed from the aircraft. 


b. Minor repair, which consists solely of re- 
moval and replacement of cracked cover glasses. 
The cover glass may be attached to the instru- 
ment case by means of a snap ring or a cover 
glass hold-down ring. 


(1) When removing a snap ring, the correct 


_ type tool must be used. After the snap ring has 


been removed, the sealing compound should be 
scraped away with a pointed orangewood stick. 
A suction cup may then be used to remove the 
cover glass. . 


(2) To remove the cover glass from an in- 
strument which employs a cover glass hold- 
down ring, it is first necessary to remove the 
ring screws. As the screws are made of brass 
and are easily damaged, it is essential that the 
proper size screw driver be used. If a screw 
slot has been enlarged to such an extent that 
the screw driver slips, it will be necessary to 
drill the screw and remove it with a screw 
extracting tool. The seal and seal screw must be 
removed before any attempt is made to lift the 
ring from the case. After removal of the ring 
and gaskets, the cover glass may be removed. 
Penetrating oil may be used to facilitate removal 
of corroded screws. 

(3) When replacing a cover glass, use the 
following procedure. 


(2) The dial of the instrument is dusted with 
a camel’s-hair or soft-bristle dial brush. 

(b) The pointer is inspected for proper at- 
tachment and correct zero setting. 

(c) The cover glass is inspected for correct 
thickness and cleanliness. 

(d) After gaskets (if used) are properly in- 
stalled on a snap ring installation, the cover 
glass is replaced, suitable sealing compound ap- 
plied, and the snap ring inserted. On a hold- 
down ring installation, the gaskets, and light- 
ing ring are properly placed in their respective 
positions. The cover glass is then replaced in 
the case, the ring set in position, and the screws 
securely tightened. The seal screw should be 
resealed. 

c. Adjustments include the following: 

(1) Setting zero. 

(2) Setting temperature on thermocouple 
instruments. 

(3) Adjusting sensitivity of Flux Gate Com- 
pass. 

(4) Compensation of compasses. 

(5) Other adjustments specifically provided. 


93. Packaging, Storage and Shipment 

a. (GENERAL. Two general methods are used in 
packaging instruments. In the newest and most 
desirable method, the instrument is packaged 


in a metal container which is lined with shock- _ 


proof material. In the older method, the instru- 
ment is packaged in a cardboard box which 
contains a shock-resisting material such as 
tissue paper, strips of corrugated paper, etc. 

(1) Metal containers ‘are clearly marked to 
indicate the instrument they contain. » They 
should not be opened until the mechanic is 
ready to install them on the airplane. Metal 
containers are airtight and contain a moisture- 
absorbing chemical, therefore instruments pack- 
aged in them will not corrode but will be ready 
for immediate installation. When replacing a 
damaged instrument with a new instrument 
packaged in a metal container, the damaged in- 
strument will be repacked in the metal container for 
shipment to higher echelons for repair. 

(2) Instruments packaged in individual boxes 
are protected by tissue paper, strips of corru- 
gated paper, and packing felt which are used to 
pack them snugly and prevent their movement 
within the boxes. Excelsior should never be 
used for this purpose. Each individual box is 


182 


securely sealed with gummed paper strips and 
marked with the inspector’s acceptance stamp, 
imprinted partly on the sealing strips and partly 
on the box, thus providing a visual means of 
preventing the removal of the sealing strips 
without detection. Sextants, octants, chrono- 
meters, sensitive gyroscopic instruments, aperi- 
odic compasses, etc., since they are bulky and 
fragile, are not stored and shipped in cardboard 
containers. The containers furnished by the 
manufacturers or the cans mentioned in (1) 
above are used for packaging these instruments. 
Venturi tubes are not packed in the boxes with 
instruments but are packed in separate con- 
tainers. 


b. After an instrument is packed in an indi- 
vidual box, a printed form is completely filled 
out and pasted on the box. The data on this 
form include the name of the station perform- 
ing the testing inspection, date of such testing 
and inspection, name and type of instrument, 
manufacturer’s part number, the Army Air 
Forces drawing or specification number, name 
of the individual performing the inspection, and 
the storage expiration date. With this informa- 
tion the contents can be identified without open- 
ing the box. 

c. The regular air transport supply service 
is utilized for the shipment of all types of aero- 
nautical instruments whenever feasible. The 
following items are extremely delicate and, if 
air transportation is not available, are always 
shipped by express: 

(1) Flight indicators. 

(2) Turn indicators. 

(3) Navigation watches. 

(4) Octants. 

(5) Compasses. 

(6) Automatic-pilot gyro controls. 

(7) Precision (type D) altimeters. 

(8) Driftmeters gyro-stabilized. 


94. Reinspection and Storage Time Limit 

a. When in stock, instruments will be rein- 
spected and tested by a subdepot or depot at 
the expiration of a certain time. This time varies 
for different types of instruments, and is giver. 
in Technical Order 05-1-1. However, if there is 
any question as to the serviceability of instru- 
ments in storage, more frequent inspections are 
performed as required. 





6 After reinspection, each serviceable in- 
strument is properly packed, the container 
sealed, and the printed form filled out and at- 
tached. The instrument is then returned to 
stock for issue. If the instrument is found to be 
unserviceable and cannot be repaired locally, 
it is forwarded to the nearest .repair depot for 
reconditioning. 

c. If the sealing strips of a packing box have 
been broken, each instrument is reinspected for 
serviceability before it is returned to stock or 
issued for service. Each instrument in supply 
stock is considered unserviceable when the 
storage limit date as shown on the form secured 


to the packing box has expired. Where facilities 
are not available locally for reinspection, instru- 
ments are returned to the depot for reinspection. 


95. Installation and Instructions 

As an aid to obtaining more satisfactory installa- 
tion, a folder contiining “Installation Instruc- 
tions” is packed with many of the new instru- 
ments. Care should be exercised in unpackaging 
instruments to insure that this instruction sheet 
is not discarded with the packaging material. 
When such instructions are not available, refer- 


ence should be made to the proper Technical 
Order. 
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SECTION XVIII 
TYPE C-1 PORTABLE-INSTRUMENT FIELD-TEST SET 





96. General 

a. CLASSES OF TESTS. Maintenance testing of 
aircraft instruments may be divided into two 
distinct classes: field tests and bench tests. 
Field tests refer to those performed without re- 
moval of the instrument from the aircraft. Bench 
tests refer to those where the instrument is 
removed from the aircraft and tested elsewhere. 


b. Types. Two types of apparatus are used for 
testing aircraft instruments. Type C equipment 
is portable and used for line maintenance and 
to some extent for base functions; type A 1s 
stationary or shop equipment and is used for 
base maintenance. Type C-1 field test set and 
the application thereof are discussed in this 
section. 

c. PERSONNEL. Only properly trained and au- 
thorized personnel are permitted to use test 
equipment. Such equipment and the instru- 
ments to be tested are delicate, expensive, and 
easily damaged through improper use. 


97. Purpose and Use 

a. The type C-1 test set, shown in figure 229, 
is a lightweight, compact, portable unit, mounted 
on three wheels for convenience in moving it to 
the vicinty of an airplane in the hangar or in 
the field. The unit may be transported by air- 
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Iigure 229. Type C-1 portable instrument field-test set. 
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craft or truck to a remote location for field 
operation. It should be towed only by hand. 

b. Parts or Unit. This unit contains various 
master indicators and gauges, and the devices 
needed to actuate the instruments which are to 
be tested. With it, most inspections and tests 
can be made without’ removing the instruments 
from the. panels. By connecting the various 
operating devices and master indicators, the 
accuracy of the instruments may be determined 
within suitable limits. It is used to perform 
scale or friction-error tests, and tests to insure 
accurate operation of instruments during flight. 


98. Description 

a. GENERAL. Both fixed and auxiliary equip- 
ment are used in a test set. The auxiliary units 
may be removed from the set and carried into 
the airplane. A test-set control panel is shown 
in figure 230. Figures 231 and 232 show the 
locations of fixed units. 

b. ControL PaNnets. The panel serves as a 
mounting for sight control knobs, three master 
instruments, and a master thermometer. The 
knobs are numbered and marked to indicate 
their respective uses. All reference to control 
knobs in operating instructions which follow 
will be by number. The panel is installed in an 
inclined position for convenient operation of 
knobs and reduction of parallax error when 
reading the instruments. The master instru- 
ments are a type C chronometric tachometer, a 
type D airspeed indicator, and a differential- 
pressure gauge. The first two have standard 
scales and graduations. The differential-pres- 
sure gauge has full scale range of 10 inches of 
mercury, or approximately 5 pounds per square 
inch. During vacuum or pressure tests, the 
airspeed pointer will move simultaneously with 
that of the pressure gauge as they have a com- 
mon connection. The direct-reading master ther- 
mometer is graduated in degrees centigrade. 

c. Power Unit. An a-c and a d-c motor in a 
single unit are attached to the floor panel. One 
hundred feet of extension wire for connection to 
an electrical outlet are carried on a reel also 
attached to the floor panel. A fuse is installed 
in each circuit to prevent damage to an over- 








Q VACUUM PRESS AIR GYRO 
\ SPEEO TEST 


7 Nrest / 
Q \@ 


Q| |O 











TACHOMETER 


l 2 3 4 C. 
| Q) 25. 


U . 


VOLTS 







{ 
i 
i 
| 
| 
| 
| 
iT 
i] 
i 


MTEL TELL TL Te) Le 
mes i 





@ Ac. MOTOR 0.c. MOTOR 


VACUUM PRESS AIR SPEED 


Figure 230. Control panel for type C-1 test set. 
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Figure 231. Type C-1 test set with rear panel removed. 
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Figure 232. Type C-1 test set with front panel removed. 


loaded power unit. The plug type fuses are 
accessible through a door in the rear panel. 
Control knob 5 operates a ring type brush holder 
which holds four carbon-composition brushes 
on the commutator and controls the speed of 
the a-c motor. The control mechanism consists 
of a screw-thread attachment to a cable which 
is led through the tubing to the a-c motor. The 
cable is attached to a brush adjustment which 
has a joint designed to insure flexibility of move- 
ment. The speed of the d-c motor is controlled 
by knob 6 which is connected by a linkage 
to a rheostat located on the under side of the 
top panel. The power unit is connected to the 
bevel-gear assembly of a transmission unit by 
a shaft equipped with a flexible coupling. The 
transmission unit is provided with take-offs for 
driving the air-vacuum pump and the tacho- 
meter drive. A special clutch, remotely con- 
trolled by knob 3, engages the transmission to 
either the air-vacuum pump or the tachometer 
drive. The power unit must be stopped before the 
position of control knob 3 is changed. 

d. Arr-vacuuM Unit. (1) This unit contains 
a standard airplane vacuum pump with both the 
inlet and outlet ports connected to a combina- 


tion oil-air separator. The selector valve, oper- 
ated by control knob 1, connects the pump 
through the separator to a vacuum-pressure 
supply tank. The position of the knob deter- 
mines whether vacuum or pressure will be ob- 
tained. Pressure and vacuum relief valves, 
connected to the supply tank, are adjustable to 
the maximum output of the pump. A schematic 
diagram of the vacuum and pressure systems 
is shown in figure 233. Tube outlets, 14-inch 
and 3%-inch in size, used respectively for the 
pressure and vacuum connections, are accessible 
through a door located in the rear panel of the 
test set. The %-inch outlet A is used for con- 
nection to gyro instruments. The %-inch outlet 
B is used for testing pitot static tubes, fuel- 
pressure gauges manifold-pressure gauges or 
suction gauges. Pressure or vacuum may be ob- 
tained by correct setting of knobs 7 and 2. A 
filter is located adjacent to the supply tank in 
the line leading to the pressure-vacuum (%- 
inch) outlet. A needle valve in the same line 
provides for delicate adjustment of pressure or 
vacuum, and 1s controlled by knob &. 

(2) A combination, two-compartment  oil- 
supply tank and oil-air separator is installed 
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between the vacuum pump and supply tank. 
A line connects the oil tank or lower compart- 
ment with the inlet port of the vacuum pump, 
and the outlet port of the pump is connected 
to the oil-air separator or top compartment. Oil 
is drawn into the pump as a means of lubrica- 
tion and as a seal for efficient operation. A 
sight-glass connector in the line between the oil 
tank and the inlet port indicates the quantity 
of oil vapor entering the separator unit. The 
separator unit contains a_ series of baffles 
whereby a quantity of oil is removed and re- 
turned to the oil-supply compartment. Any 
remaining oil and all exhaust air passes into the 
supply tank or is bypassed overboard through 
a screen discharge opening. Under normal oper- 
ation when the pump its receiving proper lubri- 
cation, a slight amount of oil vapor is exhausted 
to the tank or the atmosphere. 

-e. ELectricaAL OuTLEts. Two standard 110-volt 
outlets for two-prong plugs are mounted on the 
same panel with the pressure and vacuum con- 
nections. These electrical outlets provide current 
for extension lights, electric soldering iron, etc. 


f. Master PRESSURE-GAUGE UNIT (HyprauLic). 
This unit (fig. 234), contains a cylinder equipped 
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Figure 233. Diagram of vacuum and pressure systems, type C-1 test set. 


with a manually operated piston for obtaining 
desired pressure. An oil reservoir located on the 
top of the cylinder is connected through a 
control valve to the inside of the cylinder. A 
flexible rubber tube connects the control valve 
to the gauge under test. The master gauge, con- 
nected to the right side of the cylinder, is scaled 
with unit graduations of 1 pound per square 
inch and has a range of from 0 to 300 pounds 
per square inch. In addition to testing engine- 
oil pressure gauges, the unit may be used for 
testing fuel-pressure gauges, automatic-pilot oil- 
pressure gauges, and to a limited extent landing- 
gear pressure gauges. Instructions for perform- 
ing these tests are given in paragraph 99e. This 
unit is also used for filling and bleeding the lines 
in the type A-1 pressure-transmitter system used 
with some fuel and oil-pressure gauges and for 
servicing oil-pressure gauge lines for cold- 
weather operation. (See par. 6a(4).) 

g. Master ALTIMETER Unit. This unit (fig. 
235) consists of a standard Army Air Forces 
type C sensitive altimeter mounted in a carry- 
ing case. A ratchet in the panel of the case 
manually vibrates the altimeter to remove any 
error due to friction. A correction card showing 
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Figure 234. Master pressure-gauge unit. 
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Figure 235. Master altimeter untt. 


the accurate calibration of the unit is placed in 
a holder inside the top cover. The entire as- 
sembly may be removed from the test set and 
carried into the aircraft. 

hth. THERMOMETER TESTER UNIT. The thermom- 


“ag 


eter tester unit (fig. 236) is designed for testing 
a cylinder-temperature indicator. It contains a 
millivoltmeter in a hardwood carrying case. 
The case is designed with a compartment in the 
top cover for a direct-reading master mercurial 
thermometer, small screw driver, and a set of 
leads provided with alligator terminal grips for 
attachment of the test unit to the circuit of the 
thermocouple. The millivoltmeter is sealed in 
millivolts and degrees centigrade. It is manually 
controlled with the two rheostats inside the case. 
One is a combination master switch with adjust- 
ment for zero pointer position, and the other a 
switch for selected scale-range positions. A 
plunger type safety switch controlled by the 
opening or closing of the top cover, is installed 
in the panel. If the master switch is left in the 
“On” position, the current flow is automatically 
interrupted when the top cover 1s closed. 

1. Evectric ConTINu!Ity-METER TEsTER. This 
unit (fig. 237) is a combination milliammeter, 
voltmeter, and ohmmeter mounted in a compo- 
sition case. It is equipped with receptors marked 
for scale and range values. Two toggle switches 
select either a-c or d-c volt, ohm, ampere, or 


ae Cee, 
POAT 


Sea Re 






——-SAFETY SWITCH 





Figure 237. Electric continuity meter tester. 


milliampere scales. A set of leads complete with 
plug and rods is furnished with the tester. The 


unit is used to test voltage and resistance in- 


aircraft electric circuits. 

j- ACCESSORIES AND ATTACHMENTs. Additional 
accessories and attachments shown in figure 238 
are used with the type C-1 test set. 


99. Operation 


a. The test set is equipped to operate on 110 
volts alternating or direct current. Recommended 
practice is to use alternating current at per- 
manent or base stations. When operating in the 
field where alternating current is not available, 
a power-plant unit should be used to supply 


direct current (See Technical Order for instruc- 
tions) in which case it may be necessary to in- 
crease the voltage slightly above 100 volts to 
compensate for voltage drop through the line 
and to obtain sufficient motor speed for checking 
the tachometer. 

b. Before connecting the test set to the source 
of power, the following operations should be 
performed : 

(1) Set control knob 4 to the “Off” position. 

(2) Set control knob 7 to the appropriate 
position, that is, either d-c volts or a-c volts, 
depending upon the source of supply; control 
knob 4 can then be adjusted only to the source 
indicated by control knob 7. 
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H and K. Pitot fixtures. 
I and L. 
J and N. 

M. 


Static fixtures. 

Venturi seals. 

Hose-connecting tee. 

O. Tachometer drive adapter, two-way. 
P. Tachometer drive adapter, 180°. 


Figure 238. Accessories and attachinents—type C-1 test set. 


(3) Close control valve & This is a needle 
type valve and should not be tightened too 
firmly. 

(4) Set control knob 5 or 6 (depending upon 
the source of supply) to “Fast” position. 

(5) If the vacuum-pressure system is to be 
used, set control knob 3 to “Pump Drive,” 
otherwise set it to “Tach Drive.” (Never attempt 
to change the position of control knob 3 while 
the motor is operating.) 

c. The current is applied after the operations 
described are performed. As all instruments 
are designed to operate under vibration, the 
panel should be tapped lightly to overcome 
friction and prevent sticking of the pointer when 
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an instrument is tested without engine opera- 
tion. Connections between the test set and the 
aircraft instruments should be made as close to 
the engine as possible. The tests should be con- 
ducted as outlined in paragraph 99. 


100. Application 

a. TESTING TACHOMETERS. The scale-error test 
may be performed on either the chronometric 
or electric tachometer. This is merely a check 
of simultaneous readings on the aircraft instru- 
ment and a master indicator. 

(1) Chronometric tachometer. Disconnect the 
aircraft tachometer shaft at the engine and con- 
nect to the auxiliary flexible drive shaft which 
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Figure 239. Connection for chronometric tachometer (shaft-driven type) test. 





should be attached to the tachometer-drive 
take-off in the rear of the test set as shown in 
figure 239. Avoid any bends of less than 6-inch 
radius in the flexible shafts. Set control knob 
3 to “Tach drive” and knob 5 or 6 (depending 
on whether alternating current or direct current 
is used) to “Fast” position; then set control 
knob 7 for the type of current to be used and 
control knob # to desired position. Adjust the 
motor speed so that the master tachometer reads 
even hundreds, starting at either low or high 
speed (the low speed of the motor should not 


be below 500 rpm.) Progress up or down the 
scale and compare readings of the airplane in- 
strument with those on the master indicator. 
If the readings differ by more than _ the 
amount specified in the Technical Order, the 
aircraft tachometer should be _ replaced. 

(2) Electric tachometer. Disconnect the tacho- 
meter generator from the drive on the engine 
and connect the flexible drive shaft from the 
test set to the drive end of the tachometer 
generator, as shown in figure 240. Avoid 
bends of less than 6-inch radius in the flexible 
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Figure 240. Connections for electric tachometer (generator- voltmeter type) test. 
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shaft. Operate the test set and note whether 
the polarity of the generator is correct. If not, 
reverse the leads at the tachometer generator. 
The test procedure is the same as outlined for 
the chronometric (shaft-driven) tachometer. 
Make comparative readings of the master tacho- 
meter and the aircraft tachometer at each 100 
rpm. graduation. If the readings differ by more 
than the amount specified in the Technical 
Order, the airplane tachometer generator and 
indicator should be replaced. Slight adjustments 
may be made by means of the “zero adjuster” 
on the tachometer indicator (voltmeter type) 
in the aircraft. Do not retard or advance the 
pointer more than one-half graduation by means 
of the adjuster. 

(3) Where electric tachometers of the same 
type are checked frequently, the operation may 


be facilitated by the following modification. . 


Draw a standard tachometer generator from 
stock. Fabricate a simple adapter to mount the 
generator directly on the C-1 field test set. 
Perform tests by connecting this generator to 
the ship's indicator (using a long length of copper 
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wire) and following the procedure listed in para- 
graph 99a(2) above. 

b. Tests ReguirinGc AiR Pressure. (1) The 
master differential-pressure gauge on the test 
set is used to indicate either suction or pressure. 
These tests are limited because of the pressure 
supply. The pressure (approximately 5 pounds 
per square inch maximum) supplied by the test 
unit is sufficient to test aircraft instruments 
through cruising and critical ranges. Tests are 
performed on fuel and manifold-pressure gauges, 
air-speed indicators, and airspeed tubes (leak 
test, pitot line). 

(2) Connect the smaller tubing to the %- 
inch, B, outlet in the rear of the test set. The 
line connection of the instrument to be tested 
if broken at the engine (fig. 241) or in case of 
airspeed tube test, the pitot fixture is used as 
shown in figure 242. 

(3) Set control knob / on “Press” (pressure), 
knob 2 on “Airspeed Test,” knob 3 on “Pump 
Drive,” and control knob 8 on “Closed”. Next 
apply current to the motor (control knobs ¢ and 
/) and adjust the pump speed with control knob 
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figure 241. Connection for suction or pressure-gauge test. 
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Figure 242. Connection for airspeed tube test (pitot fixture). 


5 or 6. Slowly move control knob 8 to the open 
position and compare the readings of the air- 
craft instrument with those of the master gauge. 


c. Tests Reguirinc Suction (Except Gyro- 
SCOPIC INSTRUMENTS). (1) These tests are also 
limited because of the pump supply. The tests 
include case leak and system tests, and are per- 
formed on manifold-pressure, fuel-pressure, and 
suction gauges, airspeed tubes (leak test—static 
line), altrmeters, rate of climb indicators and 
airspeed indicator. 


(2) Connect the smaller tubing to the %- 
inch, B, outlet in the rear of the test set. The 
line connection of the instrument to be tested 
is broken at the engine (fig. 241) or, in case of 
airspeed tube test, the static fixture is used as 
shown in figure 243. 


(3) Set control knob J on “Vacuum”, knob 2 
on “Airspeed Test”, knob 3 on “Pump Drive”, 
and control knob 8 on CLOSED. Next apply 
current to the motor and adjust the speed with 
control knob 5 or 6. Slowly move control knob 
& to OPEN and compare the readings of the 
aircraft instrument with that of the master 


gauge. 


d. TESTING Gyroscopic INSTRUMENTS. (1) 
Tests are performed on the bank-and-turn indi- 
cator, turn indicator (directional gyro), flight 
indicator, and gyroscopic type driftmeter. They 
include dynamic, cardinal, starting, and align- 
ment tests. 

(2) Connect the larger tubing to the 3-inch, 
A, outlet in the rear of the test set. Break the 
vacuum line on the aircraft installation between 
the relief valve and the pump, if possible, and 
connect the larger tubing from the test set to 
this line. (See fig. 244.) If, however, the air- 
craft is equipped with a venturi tube, connect 
the tubing to the aircraft with venturi seals as 
shown in figure 245. 

(3) Set control knob 1 on “Vacuum”, knob 
2 on “Gyro Test” and, knob 3 on “Pump Drive.” 
Operate the motor on the set, at a speed sufficient 
to obtain specified suction for the instruments 
as indicated by the suction gauge in the air- 
craft. The procedures for the individual tests 
are outlined in Technical Order for the instru- 
ments. 

e. TESTING PressuRE GAuGES (MAsTER PREs- 
SURE-GaUGE UNIT). Scale-error tests may be per- 
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Figure 243. Connection for airspeed tube test (static 
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Figure 244. Connection for testing gyroscopic instruments 
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Figure 245. Connection for venturi seals. 


formed on the fuel-pressure gauge, de-icer pres- 
‘ sure gauge, and oil-pressure gauge (engine and 
automatic pilot). The landing-gear pressure 
gauge may be checked for operation up to 300 
pounds per square inch. 

(1) Break the pressure-gauge line as close 


to the engine as possible and make connections | 


between the tester-line extension and the air- 
craft gauge in the manner shown in figure 246. 


_ ‘\TestTeo _ 





of successive graduations. On an excessively 
long line it may be necessary to fill the cylinder 
from the reservoir several times before a suffi- 
cient supply of oil is present in the line to build 
up a working pressure. After the gauge has 
been checked throughout its range, turn pressure 
screw all the way out (the control valve re- 
maining in “Line” position), then set valve to 
“Reservoir” and turn pressure screw all the 


Figure 246. Siase connection to master pressure-gauge unit. 


(2) With the piston all the way in, set the 
control valve on the tester to “Reservoir” and 
screw the piston all the way out in order to 
fill the cylinder with oil. Then set the control 
valve to “Line” and slowly turn the pressure 
screw, checking readings of the instrument 
against the master gauge at a sufficient number 


way in. If oil has been added, permit all of the 
excess to run out through the filler plug in the 
reservoir. 

f. TestiING ALTIMETERS (FOR ZERO-SETTING 
Error). The master altimeter (fig. 235), from the 
test set, is placed close to the one to be checked 
and at the same elevation. Set the reference 


195 


markers on both altimeters to zero and compare 
the readings of the pointers. The two readings 
should correspond within the tolerance specified 
by Technical Orders. If the difference is greater, 
the aircraft altimeter should be corrected as 
follows: 


(1) Set pointers on the aircraft altimeter to 
correspond with those of the master altimeter, 
making corrections from scale correction card. 

(2) Loosen (do not remove) the small screw 
at the left of the setting knob sufficiently that 
the screwhead clears the case, and then pull it 
all the way to the left. 

(3) Pull out the setting knob and turn it 
until the reference markers read zero. Push the 
knob back, reset, and tighten the screw. 

(4) If a scale-error test or any of the special 
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tests are required, remove the altimeter from 
the aircraft and place it in a vacuum chamber. 
The master altimeter from the test set may be 
used as a standard if placed in the same vacuum 
chamber. Corrections for the master altimeter 
should be made from the correction card in the 
cover. 

g. TESTING CYLINDER-TEMPERATURE INDICATOR 
(ScALE-ERROR TEST). (1) Disconnect the positive 
thermocouple lead from the aircraft cylinder- 
temperature indicator. Use the zero adjusting 
screw to adjust the pointer to 20° C. Tap the 
indicator lightly to prevent the pointer from 
sticking. Connect the positive (+) lead of the 
thermometer tester to the positive (+) terminal 
of the cylinder-temperature indicator in the air- 
craft, as shown in figure 247 and connect the 
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Figure 247. Connection for testing cylinder-temperature 
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negative (—) lead of the thermometer tester. to 
the disconnected positive (+) thermocouple 
lead. The tester should be kept as nearly level 
as possible. 

(2) With the battery switch in the “Off” 
position, check the setting of the thermometer 
tester at 20° C. mark. Then turn the battery 
switch of the thermometer tester to the “On” 
position and set the selector switch at 350° C. 
Adjust the rheostat until tester indicates 350° C., 


tap the indicator lightly to remove all friction — 


error, and compare the readings of the tester 
and the aircraft cylinder-temperature indicator. 
Repeat for increments of 50° C. The ther- 
mometer tester and the cylinder-temperature 
indicator should agree within the tolerance spe- 
cihed in the Technical Order. 

(3) After the tester is disconnected, set the 
aircraft indicator pointer to correspond with the 
reading on the portable glass thermocouple fur- 
nished with the set, then correct the positive 
thermocouple lead to the indicator. 


h. Leap-Resistance Test. As the reading of 
the cylinder-temperature indicator is affected by 
a change in resistance of the leads they should 
be checked at any time accurate operation of 
this instrument on an aircraft installation is 
questioned. The thermometer tester is used for 
this purpose. 

(1) With the tester battery switch in the 
“Off” position check the pointer at 20° C. mark. 
The lead clips should not touch each other. 

(2) Turn the battery switch to the “On” 
position, set the selector switch at 350° C’, and 
adjust the rheostat until the meter reads 350° C. 
Do not move the rheostat during the remainder 
of the test. Attach the flexible lead clips, one to 
each of the disconnected thermocouple leads, 
as in figure 248, and note the reading on the 
thermometer tester. The indication should be 
within the limits specified in Technical Orders. 

1. TrstTiInG VoLTAGE Drop (Pitot-Static-TuBE 
HEATING ELEMENT). The electrical circuit of the 
pitot-static tube is tested to determine whether 
the heating element its functioning properly and 
whether a sufficient voltage is available at the 
head. The following procedure may be used to 
check the source of supply. 

(1) Remove the inspection plate from the 
airfoil or fuselage of the aircraft at the rear 
of the pitot-static boom to obtain access to the 
tube union and electrical “snap on” connector. 


(2) Set the volt-ohm milliammeter test unit 
(fig. 235) with the right-hand toggle switch to 
“V-MA” (up) position and the left-hand toggle 
switch to the “DCV-MA” (down) position. In- 
sert the plug of one lead into the receptor 
marked “Common” and the plug of the other 
into the one marked “15V”. With the current 
supplied to the pitot-static tube, check the heat- 
ing element for operation, and check the electri- 
cal circuit of the pitot-static tube with the prods 
of the test-instrument leads, shown in figure 249. 
The voltmeter readings should be within the 
tolerance as specified in the Technical Order. 


Ol. 


a. To insure efficient operation of the test set, 
inspect the various parts regularly and perform 
necessary maintenance as follows: 

b. WerEEKtY. Check the tires and maintain a 
pressure of 20 pounds in each. 

c. Montury. (1) A/otor. Clean and _ polish 
the commutator with a clean cloth. No oil or 
emery cloth should ever be used. Roughness of 
the. commutator may be removed by use of a 
fine grade sandpaper. When brushes are re- 
placed, fit a sheet of fine sandpaper around the 
commutator, with sand side out and rotate it by 
hand in the correct direction until the brushes 
fit. Do not use emery cloth. Lubricate the bear- 
ings with the specified cup grease. 

(2) Transmisston unit. 
sion with the specified oil. 

(3) Pressure-vacuuim system. Inspect the lines 
and valves of the pressure-vacuum system for 
leaks. If valves are difficult to operate, they 
should be lubricated with the specified grease. 
To prevent oil reaching the instruments on the 
aircraft during tests, remove the brass or bronze 
wool from the air filter and wash out all dirt 
and oil with gasoline. To check for oil vapor, 
operate the test set for an airspeed check and 
hold a sheet of clean white paper over the 4- 
inch, B, outlet. Any oil vapor present will imme- 
diately appear on the paper. 

(4) General. Check all bolts, screws, electrical 
connections, etc., for security. Lubricate moving 
parts, such as reel assembly, and motor and 
valve controls, with the specified engine oil. 

d. YEARLY. Repack the wheel bearings with the 
specified aircraft grease. 

e. OVERHAUL. When maintenance which is be- 
yond the scope of station personnel becomes 


Inspection and Maintenance 


Lubricate the transmis- 
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Figure 248. Connection for thermocouple lead-resistance 


necessary, forward the test set to a repair depot 
for general reconditioning. Minor maintenance, 
such as the replacement of the air-vacuum pump 
or master instruments, may be performed by the 
activity concerned. 

f. Master INstrRuMENTs. Master instruments 
must be handled carefully or their accuracy will 
be impaired. For ready reference, calibration 
cards for each instrument should be kept in the 
holder in the top of the set. Stations or depots 
should check master instruments frequently for 
accuracy. When necessary, additional master in- 
struments with calibration data should be requi- 


198 


test. 


sitioned from depots. 

g. TACHOMETER Drive Suarr. Avoid undue 
friction in the tachometer drive shaft as a result 
of sharp bends or undue strain on the casing. 

h. Air-vacuuM Pump LusricaTion. Maintain 
the oil in the combination oil-air separator at 
the proper level. The sight glass should be ob- 
served to note whether or not pump is being 
lubricated. Specified oils should be used for 
ranges of temperature from —45° to 0° C. and 
from 0° C to 45° C. 

i. Rercorps. A complete record of inspection and 
maintenance should be kept on a suitable form. 
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Figure 249. 





Connection for voltage-drop test. 
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SECTION XIX 
INSTRUMENT TEST EQUIPMENT 





102. General 


The tests which may be performed with type C-1 
test are limited. Various types of test equip- 
ment are used when other tests are required on 
aircraft instruments and related units. This 
equipment and its use are described on the fol- 
lowing pages. 


103. Manometer 


a. PuRposE AND Use. (1) A manometer meas- 
ures pressures of gases and vapors. It is a 
standard for calibrating and testing differential- 
and obsolute-pressure instruments. 


(2) The manifold-pressure gauge and the 
altimeter are absolute pressure instruments 
which are tested with a manometer. The rate- 
of-climb indicator, airspeed indicator, and the 
suction gauge are differential-pressure instru- 
‘ments which are tested with the same _ unit. 
When performing tests with this equipment, a 
source of suction or pressure must be provided. 
A vacuum chamber is essential in some opera- 
tions. A detailed description of the vacuum 
chamber is given in paragraph 1030. 


b. Description. (1) Manometers are U-tube 
or straight-tube types. To provide a large range 
of pressure with the manometer, various liquids 
are used including water (H2O), kerosene, seal 
oil, and mercury (Hg). The range of a mano- 
meter depends upon the over-all length of the 
tube and the specific gravity of the liquid. As 
the specific gravity of the liquid increases, the 
sensitivity of the instrument decreases. There- 
fore if small pressures are to be measured, use 
water or kerosene because of their low densities. 


(2) The standard test manometer used in 
the Army Air Forces is a straight-tube unit, 
shown in figure 250. It is equipped with a well 
which serves as a reservoir for the liquid. The 
liquid may be mercury, water, or kerosene. The 
well is constructed integrally with the tube, or 
separately and connected to the tube. When 
water is used, an aniline dye (usually red) is 
added to facilitate quick and accurate reading of 
the column. The test manometer contains a mul- 
tiple scale arrangement with a scale selector 
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and zero-adjustment knob. The various scales 
are shown in figure 251. 


(3) Care must be exercised when reading a 
manometer, as curvature of the liquid level 
(known as “meniscus”) varies for water and 
mercury. Figure 252 shows the meniscuses for 
water and mercury and the levels at which the 
readings are taken. 


(4) When working with manometers it is 
advisable to remember the following common 
relationships: 29.92 inch Hg = 760 mm Hg = 
34 feet H2O0 — 14.7 pounds per square inch. 


c. APPLICATION. (1) Inasmuch as the scalc- 
error test of an airspeed indicator necessitates 
the use of a multiple-scale manometer, this will 
be used as an example. Many instruments may 
be tested and calibrated with the manometer. 
The Technical Order for the particular instru- 


_ ment should be consulted for details. 


(2) Figure 250 shows the connections for 
the manometer and the pressure supply; the 
panel of the vacuum chamber serves as a mount- 
ing base for the airspeed indicator (connected 
to source of supply). The test is merely one of 
comparison, that is, the readings of the instru- 
ment under test are compared with those of the 
manometer. The airspeed indicator is calibrated 
in accordance with the adiabatic formula which 
expresses the relationship between differential 
pressure and air speed. A table is used which 
is computed for airspeed against inches of water 
or inches of mercury. Mercury is also used in 
the test because of the required pressure in the 
higher range which could not be attained under 
practical conditions by using water. The air- 
speed scale of the mercury manometer starts 
at 250 mph. To perform the test, progressive 
readings are obtained (by gradually increasing 
the pressure) and the errors in the indicator 
readings compared with the tolerances as spe- 
cified in the Technical Order. If the error exceeds 
the tolerance, send the instrument to the depot 
for overhaul or recalibration. 


d. MaINTENANCE. To provide accurate manom- 
eter readings, it is essential that the mercury and 
the tube be cleaned properly. 
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Figure 250. Manometer and vacuum chamber. 


(1) Cleaning mercury. Mercury may be cleaned 
by washing with a dilute solution of nitric acid 
(10 parts acid and 90 parts distilled water) or 
a solution of sulphuric acid (80 parts acid and 
20 parts distilled water). After the mercury has 
been thoroughly washed and the acid solution 
removed by filtering, wash the mercury with 
distilled water, filter off the water and dry the 
mercury. The preferred method utilizes the ar- 
rangement shown in figure 253. The mercury is 
slowly poured into the funnel. The filter paper 
(pinholed) removes some of the impurities. The 
mercury sprays through the small funnel tip 
and passes through the acid solution. Other 
impurities are thus removed and the mercury 


collects in the bottom of the tube. When a 
sufficient amount of mercury accumulates, the 
pinch cock is opened and the clean mercury 
allowed to flow into the beaker. The flow of 
filtered mercury should be controlled carefully 
to prevent the flow of acid solution into the 
beaker; this may be accomplished by allowing 
a small portion of the mercury to remain in the 
bottom of the glass tube at all times. The mer- 
cury collected in the beaker is next passed 
through distilled water. If drying is essential, 
the beaker containing mercury is placed on 
asbestos over an open flame and heated (not 
above 110° C.) until all moisture is removed. 
Alcohol may also be used as a drying agent. 
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Figure 252. Manometer reading levels. 


If the mercury to be filtered has accumulated 
grease, it should first be passed through a 10- 
percent solution of potassium hydroxide and the 
procedure outlined followed, using nitric acid 
(10 percent). 

(2) Cleaning manometer tubes. After long pe- 
riods of operation, the manometer tube often 
becomes clouded as a result of impurities de- 
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Figure 251.. Manometer scales.” a | x 


.* 


aasited on fie glass TS remove these, a piece 
of medium stiff piano wire with a swab attached 
to one end is uséd. Select a material which will 
shed a minimum of lint during the swabbing 
process. Swab the tube with a strong soap 
solution to which a little ammonia has been 
added. Next swab the tube with a dilute solu- 
tion of nitric acid (25 parts nitric acid and 75 
parts distilled water). Place the tube against a 
white background and examine it closely for 
cleanliness, The clean tube is then rinsed with 
distilled water and dried with alcohol. When 
refilling the manometer well, use fluid which 
does not contain any foreign matter. Pour the 
liquid into the well until it coincides with the 
index mark on the manometer. 


104. Vacuum Chamber 

a. Purpose AND Use. The vacuum chamber 
maintains a condition of reduced pressure and 1s 
used for testing various differential-or ape 
pressure instruments. 
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Figure 253. Apparatus for cleaning mercury. 


6. Description. The chamber, shown in figure 
206, is equipped with a heavy dual safety-glass 
window through which instruments may be 
observed; the chamber door is sealed with a 
rubber gland. Channels within the chamber 
provide a sliding mount for the instrument panel. 
Several openings in the panel permit testing a 
number of instruments simultaneously. On the 
rear of the panel is a small 110-volt, 60-cycle 
motor used to produce vibration by means of 
an eccentric weight attached to the end of the 
motor shaft. A connection for the motor circuit 
is provided on the outside of the vacuum cham- 
ber and is completed when the panel has been 
entirely inserted in the chamber. Suitable vents 
to the inside of the chamber are provided for the 
attachment of valves and a manometer. 


c. Application. (1) Two spring-loaded clamps 
are used to secure an altimeter to the panel for 
testing. A rate-of-climb indicator is installed 
with the altimeter to provide a means of check- 
ing the rate of pressure change. When the two 
instruments have been correctly installed and 


adjusted, slide the panel into the vacuum cham- 
ber, close the door, place the safety latch in the 
locked position, and rotate the large wheel until 
an airtight seal is established. The motor is 
operated and the instruments are ready for 
testing. 

(2) As the pressure in the vacuum chamber 
is decreased, the readings of the manometer and 
of the instrument under test are taken. Errors 
should be within the tolerance specified in the 
Technical Order applying to the particular in- 
strument. 

(3) Detailed instruction for the use of the 
vacuum chamber to refill and test an aircraft 
compass is set forth in the Technical Order for 
the particular compass. 

d. Matntenancre. (1) The seal around the | 
chamber must be airtight. To maintain an air- 
tight seal, the contacting surfaces of the chamber 
and the door must be thoroughly clean. The 
gland should be closely examined for defects. 
The application of a thin film of glycerin may 
provide a seal for slight defects. 


203 


f 


(2) To avoid damage to the latch on the 
chamber door, the chamber should never be 
subjected to more than atmospheric pressure. 


105. Dead-Weight Tester 


a. Purpose aND Use. The tester is furnished 
in two ranges: 0 to 200 pounds per square inch, 
and 0 to 3,000 pounds per square inch. The 
low-range tester (fig. 254@)) is used for testing 
comparatively low-range pressure gauges and the 
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other (fig. 254@)) for those of comparatively high 


range. The tester is a master gauge for scale-error 
test. The tests are performed by comparing the 
readings on the instrument under test with the pres- 
sures developed in the tester. The following gauges 
are calibrated with dead weight tester. : 

(1) Automatic-pilot oil pressure. 

(2) Fuel pressure. 

(3) Oijl pressure. 

(4) Landing-gear pressure. 
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Figure 254. Dead-wetght tester. 
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b. Description. Figure 254 shows the testers 
with gauges attached. Fundamentally, both the 
high and low-pressure testers operate on the 
same principle. Each unit contains a manually 
operated piston, reservoir, weight table with 
piston, attaching fixture, and valves. The weights 
are numbered 1, 2, 5, 10, etc., which numbers 
designate respective pressures in pounds per 
square inch produced when the weights are used 
with the tester. The pressure in the tester de- 
pends upon two factors: the weight used and the 
cross section area of the piston. Thus, if the 
weight-table piston has a cross section area of 1/5 
square inch, a l-pound weight would produce a 
pressure of 5 pounds per square inch. 

c. APPLICATION. The instrument to be tested is 
connected to the tester. The cylinder is filled 
with specified oil, weights placed upon the table, 
and the manual piston control rotated to increase 
the hydraulic pressure. When the pressure 
reaches a value which is sufficient to lift the 
table from the support, a reading is recorded 
on the gauge under test. The test procedure and 
the allowable error in the gauge reading must 
be as specified in the Technical Order for the 
particular instrument. During the time the gauge 
is subjected to pressure no weights should be 
removed from the tester table. 

d. MAINTENANCE. The following rules of main- 
tenance should be observed: 

(1) Inspect for, and repair leaks. 

(2) Keep unit clean. 

(3) Use specified oil. 

(4) Store unit in a dry room. 

(5) Handle unit and all accessories carefully. 

(6) Place all accessories in their respective 
receptacles. 


106. Voltmeters 

a. Purpose AND Use. A voltmeter measures the 
voltage or potential difference between two 
points of an electrical circuit. 

b. DescripTION. There are many types of volt- 
meters. For test purposes the Army Air Forces 
use d-c, pulsating d-c, and a-c voltmeters. The 
range of each instrument depends upon its ap- 
plication. 

(1) The mechanism of a d-c voltmeter in- 
cludes a permanent magnet and a movable coil 
to which a pointer is attached. Actually, a d-c 
voltmeter is a D’Arsonval type galvanometer 


' with a high resistance. connected ‘in series with 


a movable coil (fig. 255.) This type of instru- 
ment utilizes a scale of uniform graduations. 

(2) The pulsating d-c voltmeter may be of 
the dynamometer or rectifier type. The dynamom- 
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Figure 255. D-c voltmeter. 
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Figure 256. Dynamometer type voltmeter. 


RESIS TANCE 


eter type voltmeter (fig. 256) contains a mov- 
able coil in series with and (for zero reading) 
placed at right angles to two stationary coils. 
A resistance is also connected in series with the 
coils. The scale has nonuniform graduation. 
The rectifier type of voltmeter is basically a 
direct-current instrument adaptable for use with 
alternating current by the addition of a rectifier. 
This type of instrument is equipped with a scale 
of uniform graduations. 


(3) The most common a-c voltmeter is the 
iron-vane type which is sometimes referred to 
as the movable-iron type. A simplified diagram 
of this mechanism is shown in figure 257. It 
contains a cylindrical coil with two laminated 
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Figure 257. Iron-vane of voltmeter. 





. Iron pole pieces, one fixed and the other movable. 
The pointer is attached to a movable pole piece. 
This type voltmeter is equipped with a scale 
having nonuniform graduations. 


c. APppLicaTiIon. (1) Figure 258 shows a simple 
electrical circuit consisting of a source of supply, 
an ammeter, a resistor or load, and a voltmeter. 
The ammeter is explained in paragraph 107. 
Before connecting a voltmeter into the circuit 
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the source of electrical supply (whether alter- 
nating current or direct current) and the range 
of the voltmeter should be noted. 


(2) When measuring voltage the proper type 


of instrument must be used. Most a-c volt- 
meters (except those which use transformers) 
can be used to measure direct current. However, 
in such a case the accuracy of the reading is 
impaired. The dynamometer type of voltmeter 
requires about five times as much current as a 
d-c voltmeter of the same rating and consumes 
an appreciable amount of power which may also 
affect the reading. These factors should be taken 
into consideration when using voltmeters. 


(3) When using a multiple-range voltmeter, 
always place the selector switch in a position 
to exceed the maximum value of the voltage to 
be measured. Figure 259@) shows a multiple- 
range voltmeter. 

d. MaINTENANCE. (1) A voltmeter requires no 
lubrication. 

(2) Always handle a voltmeter so as to avoid 
jarring. 

(3) Mechanical zero adjustment on the volt- 
meter is essential for correct indication of the 
instrument. If at any time (when not in use) 
the indication is not zero, adjust the pointer with 
a screw driver so that the pointer is in line with 
the zero mark. 


(4) When doubt exists concerning the accu- 
racy of a voltmeter, check the reading of the 
instrument against that of another voltmeter 
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VOLTMETER 





Figure 258. Simple electrical circuit. 
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Figure 259. Electrical instruments for measuring reststance, voltage, and current. 


known to be correct; if in error the instrument 
should be sent to the depot for calibration (de- 
flection potentiometers with volt and shunt boxes 
are used to calibrate voltmeters and ammeters). 


107. Ammeters 


a. Purpose AND Use. An ammeter is an instru- 
ment for measuring current (rate of flow of 
electricity) in an electrical circuit. 

b. DescripTion. (1) The ammeter is similar 
in construction to the voltmeter. The D’Arsonval 
mechanism is used for the d-c ammeter, shown 
in figure 260. The dynamometer and rectifier 
types of ammeters are used for small current 
measurement. The iron-vane ammeter is used 
commonly for large a-c measurement. 
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Figure 260. D’Arsonval type ammeter. 


(2) To measure large direct currents, an am- 
meter is connected in parallel with a shunt. 
A shunt is merely a low resistance which causes 
the larger portion of current to be diverted from 
the moving coil of the ammeter. By using shunts 
of different resistances, it is possible to utilize a 
number of ammeter scales and ranges. Figure 
259) shows an ammeter which is provided with 
a selector switch for choice of any of three 
scale ranges. 

c. APPLICATION. A simple electric circuit with 
an ammeter and an external shunt is shown in 
figure 258. An ammeter must always be con- 
nected in series with the load. The resistance 
of an ammeter is low and if the instrument con- 
nected is parallel, serious damage will result. 

d. MAINTENANCE. The maintenance outlined for 
voltmeters in paragraph 106 is also applicable 
to ammeters. 


108. Ohmmeters | 

a. PurposE AND Use. An ohmmeter is an in- 
strument for measuring the resistance of electric 
circuits or resistors. 

b. Description. The direct-reading ohmmeter 
and precision ohmmeter are the two types used 
in the Army Air Forces. 

(1) The direct-reading ohmmeter (continuity 
tester) illustrated in figure 259 is provided with 
a scale for reading the value of the resistance in 
ohms. The instrument contains a sensitive volt- 
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meter, a source of electrical supply (battery), 
and a rheostat. When a resistance is connected 
in series with a voltmeter and a source of sup- 
ply, the value of the resistance in ohms is indi- 
cated by the decrease in pointer deflection. The 
scale of the instrument is calibrated in ohms to 
show directly the value of the resistance. 

(2) The precision ohmmeter (fig. 261) is 
basically a Kelvin double bridge. A simplified 
diagram is shown in figure 262. This bridge 
eliminates the effect of contact resistance (pres- 
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necessary to compensate for any variation in 
the battery voltage and must be performed as 
each range is selected. Next, place the prods 
across the resistor (or circuit) to be measured 
and read the indication on the instrument. The 
precision ohmmeter is used to measure accu- 
rately, resistances of not over 11 ohms. It is fre- 
quently used to determine the resistance of 
bonding. 

(1) When using the precision ohmmeter to 
test a resistor in the range between 1 and 11 
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Figure 261. Precision ohmmeter as used for measuring resistance. 


ent in the Wheatstone bridge) and as a result 
provides a method of measuring very small 
resistances. 

c. AppLicaTion. The direct-reading ohmmeter 
is used on an aircraft to check the continuity 
of electrical circuits and the approximate re- 
sistance of electric thermometer bulbs. Before 
measuring a resistance, select the desired range, 
short circuit the instrument prods, and adjust 
the rheostat for maximum deflection of the indi- 
cator (zero ohm reading). This adjustment is 
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ohms, it is necessary to provide two shunts: one 
between the terminals C; and P; and the second 
between Cy and Ps, figure 261. To obtain accu- 
rate results, place the instrument in a level posi- 
tion and connect the unknown resistance (for 
example thermocouple loads) between the ter- 
minals Py and Ps. Place the multiplier switch 
in the correct position. Release the galvanometer 
pointer by moving the clamp and check the 
mechanical zero setting. Next, lock the galvanom- 
eter key GA, press key BA, and note. the gal- 
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[igure 262. Stmplificd diagram of Kelvin double bridge. 


vanometer deflection. Adjust the bridge and 
when there is no deflection on the galvanometer 
the instrument is balanced. The resistance is 
determined by multiplying the scale reading by 
the ratio-switch setting (indicated by multiplier). 

(2) If it is necessary to use connecting leads 
between the instrument and the unknown resis- 
tance, the resistance of the connecting leads must 
be determined and subtracted from the total re- 
sistance measured by the instrument; the re- 
mainder will be the value of the unknown resis- 
tance. 






(3) When checking the resistance of bonding, 
remove any oxides from the bonding with emery 
cloth before proceeding. With clamps and prods 
in firm contact, as shown in figure 263, the resis- 
tance of the bonding is determined as heretofore 
outlined. 

d. MAINTENANCE. It is desirable to inspect in- 
struments of this type periodically to insure 
accurate results. 

(1) To check the precision ohmmeter, use 
a standard 2-ohm resistance connected between 
the terminals P; and Pz and proceed as directed 


Figure 263. Method of determining resistance of a welded bond with precision ohmmeter. 
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in paragraph 108c(1). If the reading obtained 
is satisfactory, it is reasonable to assume that 
the instrument is accurate within the limits of 
the scale range. | 

(2) At times it will be necessary to clean 
the variable-resistor contact points and switch 
points. This maintenance is required when er- 
ratic and unstable readings are noticeable on 
the galvanometer. Never use an abrasive to 
clean the resistor or contact points. Such action 
will result in the removal of metal, thus chang- 
ing the resistance of the resistor and impairing 
the accuracy of the instrument. Resistors and 
contact points should be wiped with a clean 
cloth dampened with benzine; this should be 
followed with application of a cloth greased with 
a small quantity of petroleum jelly. Any excess 
jelly should be removed. 


(3) The precision ohmmeter is a very sensi- 


tive instrument and should be protected against 
jarring or bumping. When not in use, the gal- 
vanometer pointer should be locked with the 
clamp provided on the instrument. The precision 
ohmmeter must not be lifted or carried by grasp- 
ing the carrying-case lid as the hinge pins slide 
out of the hinge with a lateral movement. 
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109. Thwing Potentiometer 


a. PuRPOSE AND User. The potentiometer is an 
instrument used for accurately measuring and 
comparing voltages. As applied to aircraft, the 
primary use is in the performance of scale error 
tests upon a synchronism indicator and a cylin- 
der head temperature indicator, provided the 
voltage to be measured does not exceed 0.1 volt 
(100 millivolts). 


b. DeEscripTIoN. The Thwing potentiometer is 
entirely self-contained and includes necessary 
batteries and a standard cell. Figure 264 shows 
simplified potentiometer circuit. The standard 
cell is the source of comparative voltage. At no 
time should the standard cell be used as a source 
of supply for testing an instrument. This cell 
is a vital part of the instrument and its misuse 
will terminate the useful application of the poten- 
tiometer until the cell is replaced. On the 
Thwing potentiometer the M, rheostat dial reads 
in multiples of 10 millivolts; the M2 rheostat 
dial has a range of 11 millivolts with gradua- 
tions of 0.05 millivolt. 


c. APPLICATIONS. Figure 265 shows a Thwing 
potentiometer properly connected to perform a 
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Simplified wiring diagram of potentiometer. 
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Figure 265. Thwing potentiometer. 


scale-error test on a synchronism indicator. Be- 
fore proceeding to conduct this type of test, it 
1s advisable to consult the Technical Order for 
the specific instrument to obtain tolerances and 
details (including the correct value of lead re- 
sistances to be used). However, the maximum 
voltage required for full-scale deflection of the 
instrument to be tested must not exceed 0.1 volt 
as this is the range limit of the Thwing poten- 
tiometer. After checking the mechanical zero 
of the instrument, connect its positive (+) and 
negative (—) terminals to the correspondingly 
marked terminals of the potentiometer. 

(2) To operate the potentiometer, check the 
mechanical zero setting of the galvanometer. 
Place switch A in the “Open” (up) position and 
perform the electrical zero adjustment by vary- 
ing rheostats FR, (coarse adjustment) and Re 
(fine adjustment), observing the reading with 
the keys SC and G4 in their “Closed” positions. 
The galvanometer pointer will give a zero indi- 
cation when the instrument is properly balanced. 

(3) Set the couple lead resistance (selector 
switch) to the number nearest to the value of 
the lead resistance specified in the Technical 
Order. Lock (by depressing and rotating) key 
E in the “On” position. The equipment is now 
ready for a scale-error test. 

(4) Adjust rheostats 4; (coarse adjustment) 
and A» (fine adjustment) to locate the pointer 


of the instrument being tested on the first test 
point on the scale. 

(5) To determine the voltage across the ter- 
minals of the instrument, place switch A in the 
“Closed” (down) position. Balance the potentio- 
meter by tapping galvanometer key GA and 
adjusting rheostats 1/, and M/, until the galvanom- 
eter pointer shows no deflection when the key 
GA is held down. The sum of the readings of 
M, and Mz indicates the applied voltage in milli- 
volts. The difference between the sum of the 
readings of rheostat dials M, and Mp2 and the 
number of millivolts specified in the Technical 
Order should be within the limits of the speci- 
fied tolerance. The procedure outlined is fol- 
lowed for all the test points on the instrument. 

(6) As the pointer of the synchronism indi- 
cator may be deflected to the left or right, a 
recommended procedure is to set at one test 
point (either left or right) and reverse the 
meter terminals on the potentiometer to obtain 
the corresponding test point on the opposite 
side of the scale. This makes two separate tests 
on the instrument unnecessary. 

(7) After completing a test with the Thwing 
potentiometer, release key E to avoid closing 
the instrument lid with this key in the “On” posi- 
tion. 

d. MAINTENANCE. Maintenance as set forth for 
the precision ohmmeter (par. 108) is applicable 


2\1 


to the Thwing potentiometer. The potentiometer 
must not be lifted or carried by grasping the 
carrying case lid. 


110. Decade Box 


a. Purpose anp Use. A decade box provides a 
resistance which may be varied by tenths, units, 
tens, hundreds, and thousands of ohms. The 
decade box is suitable for use where precise 
resistance is required for testing electrical in- 
struments. 

b. Description. Figure 266 shows a simplified 
wiring diagram of a decade box. A resistance 
of 0.1 to 9999.9 ohms may be obtained with this 
unit. 

c. APPLICATION. (1) The decade box (fig. 267) 
may be substituted for a resistance bulb when 
an electric thermometer is tested. With the in- 
strument attached to a source of voltage and the 
decade box set for resistance as specified in the 
Technical Order for the particular instrument, 
check the instrument readings. They should be 
within the tolerance specified in the Technical 
Order. 

(2) Before voltage 1s applied to the circuit 
in which the decade box is used, sufficient resis- 


tance must be set (in the box) to prevent an 
excessive flow of current. sf 
d. MAINTENANCE. Oxides and other impurities 


‘should be removed from contacts and contact 


arms to eliminate a source of error. Contacts 
and contact arms may be cleaned as outlined 
for the precision ohmmeter. (See par. 108.) 


l11. Vapor-Pressure Thermometer Tester 

a. PuRpoOsE AND Use. This tester is used to 
perform a scale-error test on a vapor pressure 
thermometer. It has a range of from —40° C. 
to 200° C. 

b. Description. The thermometer tester (fig. 
268) is a compact device with a complete re- 


_ frigerating unit and a two-tube container (evapo- 


rator) in which the vapor-pressure thermometer 
bulbs are placed. The refrigerating unit consists 
of a two-cylinder, air-cooled, reciprocating com- 
pressor driven by a %-hp, 110-volt, 60-cycle, 
single-phase motor. The refrigerant (liquid) 1s 
nontoxic, nonflammable, and noncorrosive. The 
container houses the cooling coil, electrical 
heating element, and a liquid which will nct 
freeze at —40° C. nor boil at 200° C. The 
liquid transfers heat from the thermometer to~ 





Figure 266. Simplified diagram of decade box. 
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Figure 267. 


the cooling coil, or from the heating element 
to the thermometer bulb. A thermostat, a pres- 
sure control, and refrigerant safety control are 
provided for regulation of cold and heat cycles. 


c. APPLICATION. Insert the bulb of the thermom- 
eter to be tested in one well of the tester, and 
the bulb of a master thermometer in the other 
well. 

(1) Cold cycle. Before operating the tester for 
a cold cycle, place all switches in the “Off” posi- 
tion. Then, place the main switch in the “On” 
position. Next, place the cold switch in the 
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“On” position. This starts the refrigerating unit. 
Note the reading on the compound gauge. Dur- 
ing the first cycle of operation of the refrigerat- 
ing unit, a pressure between 20 and 70 pounds 
per square inch is registered on the compound 
gauge. After the compressor has been in opera- 
tion for a few minutes, the indicator pointer 
will drop below zero to the vacuum side. Next, 
place F-12 liquid switch in the “On” position. 
This allows refrigerant to enter the cooling coil 
in the evaporator. When the F-12 liquid switch 
is in the “On” position the left pilot light is 
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Figure 268. Vapor-pressure thermometer tester. 
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illuminated. This light remains illuminated dur- 
ing the period the tester operates on a cold 
cycle. A pressure gauge is located on the right 
side of the tester when viewed from the front. 
During early operation, this gauge will register 
from 120 to 150 pounds per square inch, and the 
indication will gradually recede to 90 pounds per 
Square inch at —40° C. Readings may now be 
taken on the instrument under test and com- 
pared with those of the master thermometer. 
In each case, the error of the instrument under 
test shall be within the tolerance specified in 
the Technical Order for the particular instru- 
ment. The cooling rate is rapid at the begin- 
ning of the cold cycle and decreases slowly in 
the range from 0° C. to —40° C. If the cooling 
rate is too rapid to compare accurately readings 
of the instrument under test with those of the 
master thermometer, open the refrigeration rate- 
control valve slightly to reduce the rate of cool- 
ing. When it is desired to stop operation of the 
cold cycle, all switches are placed in the “Off” 
position. 

(2) Heat cycle. Before operating the tester for 
a heat cycle, place all switches in the “Off” posi- 
tion. Then place the main switch in the “On” 
position. Next, turn the heat switch to the 
“High” position. The right pilot light will 
remain illuminated during the heat cycle. The 
temperature will rise until 200° C. is reached. 
If the rate of heating is too rapid to compare 
accurately, readings between the master ther- 
mometer and the instrument under test, place 
the heat switch to the “Medium” or “Low” posi- 
tion. If any amount of refrigerant is left in the 
cooling coil when heat is applied, a high pressure 
will result (indicated on the compound gauge). 
The F-12 dump switch should be left in the 
“On” position to prevent building up an exces- 
sive pressure in the cooling coil and in the low 
side of the compressor. After completion of the 


heat cycle, all switches should be placed in the 
“Off” position. The usual procedure is to test 
a thermometer with the cold cycle and complete 
the test with the use of the heat cycle. To 
avoid damage to the tester when the heat cycle 
is accomplished first, the cold cycle must not 
be placed in operation until the liquid has 
cooled to room temperature. When doubt exists 
concerning any phase of operation of the tester, 
the manufacturer’s operating instructions should 
be consulted. 

d. MAINTENANCE. The following apply to main- 
tenance of the tester: 

(1) Slippage of the V-belt may be minimized 
by application of castor oil to sides of the belt. 

(2) Condenser should be blown out with 
compressed air at intervals of 3 months. 

(3) Do not permit lint or dust to collect in 
the fan. 

(4) Motor bearings should be oiled at inter- 
vals of 6 months. 

(5) Compressor need not be lubricated. 

(6) A suitable inspection, lubrication, and 
maintenance record should be kept. 


112. Analysis Cell-Test Box 


a. Purpose AND Use. This instrument is used 
to test the analysis cell of a fuel-mixture indi- 
cator for electrical zero adjustment. In some in- 
stances it may be necessary to use the test box 
to heat the filaments of the analysis cell to 
remove the carbon residue. 


b. Description. The test box (fig. 269) con- 
tains four 1'%4-volt dry cells, a milliammeter, gal- 
vanometer (microammeter), rheostat with 
switch two toggle switches, four receptors (num- 
bered 1, 2, 3, and 4), and four sets of leads (to 
accommodate the various types of analysis cells). 
All leads in each set are banded conveniently 
for guidance of the operator. 
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Figure 269. Analysis-cell test box. 
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Figure 270. Tachometer test stand. 


c. APPLICATION. (1) Read carefully the oper- 
ating instructions accompanying each test box 
and consult the Technical Order for the particu- 
lar analysis cell for details and wiring diagrams. 
To protect the galvanometer of the tester, it is 
recommended that a continuity meter be used 
to check the bridge in the analysis cell for open 
spirals (resistors). 

(2) Before completing any connections, place 
all switches, including the rheostat switch, in the 
“Off” position. Select the proper set of test 
leads, attach the cannon plug (or alligator 
clips if the cannon plugs are not suitable) to the 
analysis cell, and place the banana plugs in their 
respective receptors. The banding (used for 
numbering) on the leads shows continuity of 
the wire and should not be confused with the 
numbers on the analysis cell. Place the galvanom- 
eter switch in the “On” position and _ observe 
the pointer. If there is any deflection, the bridge 
in the analysis cell is unbalanced and requires 
an adjustment. As the adjustment for different 
type cells vary, the Technical Order for the 
particular cell should be consulted for details. 
When adjusted, the galvanometer should indi- 
cate zero. 

(3) If accurate adjustment cannot be made, 
carbon residue may have accumulated on the 
spirals in the cell. In many instances this residue 
may be removed by using the test box to heat 
the filaments of the analysis cell. The Technical 
Order for the particular cell and the operating 
instructions for the test box should be con- 
sulted for the correct value of current to be 
applied and the length of time it may be applied. 
Before applying the heating current to the analy- 
sis cell, place the galvanometer switch in the 


“Off” position. This is to prevent damage to 
the galvanometer. Then place the battery switch 
in the “On” position and adjust the current to 
the desired value by means of the rheostat. 
If the cell incorporates a ballast tube, a special 
procedure must be followed, as outlined in the 
instructions accompanying the test box. 

d. MainteNANcE. (1) The test box requires 
no periodic maintenance. If the voltage decreases 
to a value which does not permit sufficient 
operating current, replace the dry cells. 

(2) Protect the instrument from dampness 
and jarring. 

(3) When not in use, the switches and rheo- 
stat should be in the “Off” position. 


113. Tachometer Test Stand 

a. Purpose AND Use. The tachometer test stand, 
shown in figure 270, is used for scale-error tests 
on centrifugal, chronometric, or electric tachom- 
eters. 

b. Description. (1) The test stand has a hous- 
ing which contains the primary gear mechanism 
for the operation of five vertical spindles. A 
master tachometer, usually of the chronometric 
type, is attached to one of these spindles. The 
main drive shaft extends through the ends of 
the housing; and adapter protrudes from the 
rear side of the housing and is used as an 
auxiliary drive. 

(2) The tachometer test stand may be oper- 
ated by a variable-speed motor or a constant- 
speed motor equipped with variable-speed drive. 

c. APPLICATION. Figure 270 shows the assembly 
with a generator-voltmeter tachometer installed 
for testing. To prevent damage to the instru- 
ments attached to the stand, the variable drive 
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Figure 271. Turntable assembly. 


(or variable-speed motor, if used) must be placed 
in the “Slow” speed position before starting. 
Adjust the speed so that the master tachometer 
indicates the rpm specified in the Technical 
Order for the tachometer under test. Compare 
the readings of the master tachometer and the 


aircraft tachometer at specified speeds. If the 


readings of the master and aircraft tachometer 
differ by more than the tolerance specified in the 
Technical Order, the instrument should be re- 
turned to the depot for repairs. 

d. MAINTENANCE. Required maintenance is as 
follows: 

(1) Keep the unit clean. 

(2) Inspect for and repair leaks. 

(3) Lubricate, as needed, the gear mecha- 
nism of the test stand and the drive unit. 


114. Turntable Assembly 

a. Purpose AND Use. The turntable assembly 
(fig. 271) is designed to rotate a plate about 
a vertical axis at a selected rate of speed. It is 
used for testing a bank-and-turn indicator. 

b. Description. The turntable assembly contains 
a gear train with gear ratios to govern the speed 
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of the turntable. A selector gear shift is em- 
ployed to obtain four distinct rates of rotation 
ranging from 36 to 1,080° per minute. Right 
or left turns are obtained by setting the selector 
gear shift to the right or left of the neutral 
position. An adapter-plate assembly, complete 
with vacuum manifold, hose connections, valves, 
suction gauge, and special clamps, is located 
on the plate of the unit. The plate is attached 
securely to the drive shaft to insure correct 
alignment. When testing an aircraft compass, 
a special adapter plate for each type is used to 
simulate aircraft installation. 


c. APPLICATION, (1) Bank-and-turn indicator. 
Properly affix the instrument to be tested to the 
turntable assembly and complete the connections 
to a vacuum source. Next, adjust the suction 
setting to the value specified in the Technical 
Order for the instrument, and allow the gyro- 
scopic rotor to attain operating speed. Place the 
selector gear shift in position for the desired 
direction of rotation and turntable speed, and 
start the electric motor. Observe the pointer 
deflection with respect to the master rate index 
plate. The error in deflection must be within 








the tolerance specified in the Technical Order 
for the instrument. If a damping sensitivity 
adjustment is required, turn the adjusting screw 
slightly, again check the instrument on the turn- 
table assembly, and repeat the adjustment and 
check until the indication is within the tolerance. 

(2) Magnitude-of-turn indicator. Affhx the in- 
strument to a proper adapter, paragraph 114, 
and mount on the adapter-plate assembly. Con- 
nect the instrument to a source of vacuum, 
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Figure 272. Damping test of ptlot’s compass. 
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Figure 273. Damping test of navigator’s compass. 


adjust the suction to the desired value, and 
allow the gyroscopic rotor to attain full speed. 
Set and uncage the instrument knob, place the 
selector gear shift of the turntable assembly to 
desired turntable speed of rotation, and start the 
motor. The error in the indication must be 
within the tolerance specified in the Technical 
Order for the instrument. 

(3) Compasses. When conducting a damping 
test, mount the instrument as shown in figure 
272 and 273 (depending upon the type of com- 
pass) and allow the compass neeedle to cease 
oscillating. With the selector gear shift placed 
in position for desired turntable speed of rota- 
tion, permit the turntable to move through 
one complete revolution and note the position 
of the card in degrees at the completion of the 
turn. The error in the reading must be within 
the tolerance specified in the Technical Order 
for the instrument. 

d. MainTENANCE. The following rules of main- 
tenance should be observed: 

(1) Keep the unit clean. 

(2) Use and store the unit in a clean, dry 
room. 

(3) Generally inspect unit and accessories, 

(4) Lubricate the unit as needed. 

(5) Handle the unit and all accessories care- 
fully. 

(6) Keep a record of inspection, lubrication, 
and maintenance. 


115. Gyroscopic Instrument Test Fixture 

a. Purpose AND Use. This fixture (fig. 274), is 
used for performing tests on the magnitude of 
turn indicator and the flight indicator. 

b. Description. The fixture consists of a swivel 
frame with provision for two individual mount- 
ing-plate adapters which may be secured in a 
sliding groove by means of knurled thumb- 
screws. The instrument affixed to the mounting- 
plate adapter may be rotated about the lateral, 
vertical, and longitudinal axes. A vacuum mani- 
fold with suitable valves and attachment fittings 
is affixed to the rear of the fixture. A suction 
gauge is located on the left side of the fixture. 

c. AppLicaTion. (1) The fixture must be 
mounted in a level position and firmly attached 
to the test bench. Fasten the instruments to 
the mounting-plate adapters, complete all neces- 
sary connections to the vacuum source, and 
adjust the suction to a value as specified in 
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Figure 274. Gyroscoptc instrument test fixture. 


Technical Orders for the particular instrument 
under test. 

(2) Perform the test procedure for each in- 
strument as outlined in the Technical Order. 
The error should be within the specified toler- 
ance. 

d. MAINTENANCE. Handle and clean the fixture 
and accessories carefully. 


116. Portable Vacuum-Pump Assembly 

a. Purpose AND Use. The portable vacuum- 
pump assembly, as shown in figure 275, pro- 
vides vacuum for testing gyroscopic instruments 
in the shop or in the hangar. 

b. DescripTION. This assembly contains a single- 
phase, 110-volt, 60-cycle electric motor (14-hp), 
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coupled to a vane type vacuum pump which in 
turn is connected to an oil-air separator by a 
sight-glass connector which serves to indicate 
the flow of oil for pump lubrication. Suitable 
valves and nipple connections (for the attach- 
ment of rubber hose) are provided. 


c. APPLICATION. Connect rubber tubing from 
the vacuum inlet to the fixture or instrument 
line. When the vacuum-relief valve on the 
aircraft is used to adjust the volumetric flow, 
regulate the valve to secure the maximum rate 
of flow, thereby reducing the lead on the pump. 
Observe the suction gauge to determine whether 
vacuum as specified in the Technical Order for 
the particular instrument is being obtained. 

d. MAINTENANCE. (1) Consult the Technical 
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Figure 275. Portable vacuum pump. ° 
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Order for the portable vacuum pump to obtain 
information concerning the grade of oil to use 
under various operating conditions. 

(2) Inspect the motor brushes for correct 
length, and check the commutator for cleanli- 
ness. Supply lubricant to the motor as needed. 

(3) Maintain sufficient oil in the reservoir 
of the oil-air separator. 


117. Portable Oil-Pump Assembly 

a. Purpose AND Use. The portable oil pump 
provides oil pressure when performing various 
inspections and adjustments on the hydraulic 
system of the automatic pilot. The pump makes 
ground operation of the aircraft engine unneces- 
sary. 

b, Description. The pump assembly (fig. 276) 
contains a single-phase, 110-volt, 60-cycle motor 


Fer ee 


(%4-hp), coupled to a vane type oil pump. Two 
flexible sections of rubber tubing are provided 
for necessary connections. 

c. APPLICATION. (1) When inspecting the hy- 
draulic system of an automatic pilot in an air- 
craft installation, disconnect the hydraulic line 


‘connections at the hydraulic power pump and 


substitute the portable oil pump for the power pump. 
Connect the pressure side of the portable oil pump 
to the pressure side of the hydraulic system. 

(2) Mount the unit securely on a suitable 
stand. 

d. MAINTENANCE. (1) The pump is self-lubri- 
cating and requires no periodic maintenance. 

(2) Inspect the motor brushes for correct 
length, and the commutator for cleanliness. 
Lubricate the motor bearings with the proper 
lubricant as needed. 
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Figure 276. Portable otl pump. 
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Pick-off, A-5 automatic. pilot vis ioixca dun f5cben spied the oie tae pla oa dd oe he aod 66 
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Exhatist: was fltet 22cvciveassen singe taaseus wd eraseeeiew “Aateatetaia ute sieatidesatalncs 26 
Filters: 
PIE caked Shea aah aarnee eh eh Se ok EO OSA SSR ee eae aaa 57, 60, 63 
Eeshatist: Gas. 42'o bic. 2 sue 6 hse ae oe a ee Ree GAL e his chee es 26 
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